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1.0 INTRODUCTION 


This is the Routine Groundwater Monitoring Report, as required under Part I.F.1 of State 
of Utah Groundwater Discharge Permit No. UGW370004 (the "GWDP") for the third 
quarter of 2018 for Energy Fuels Resources (USA) Inc's. ("EFRI's") White Mesa 
Uranium Mill (the "Mill"). As required under Parts I.E.1, I.E.2, I.E.3, and I.E.5 of the 
GWDP, this Report includes recorded field measurements and laboratory analyses for 
well monitoring conducted during the quarter. 


2.0 GROUNDWATER MONITORING 


2.1 Samples and Measurements Taken During the Quarter 


A map showing the location of groundwater monitoring wells, piezometers, ex1stmg 
wells, chloroform contaminant investigation wells and nitrate contaminant investigation 
wells is attached under Tab A. Groundwater samples and measurements were taken 
during this reporting period, as discussed in the remainder of this section. 


2.1.1 Groundwater Compliance Monitoring 


Groundwater samples and field measurements collected during the quarter included both 
quarterly and accelerated monitoring. Accelerated monitoring is discussed below in 
Section 2.1.2. In this report, samples classified as being collected quarterly include those 
wells which are routinely sampled every quarter as well as semi-annual wells which are 
sampled on an accelerated quarterly schedule due to exceedances reported in previous 
quarterly reports. Wells which are sampled routinely every quarter were analyzed for the 
parameters listed in Table 2 and Part I.E. l.d) 2)ii of the GWDP dated January 19, 2018. 
The semi-annual wells which have been accelerated to quarterly are analyzed only for 
those parameters which exceeded the Groundwater Compliance Limits ("GWCLs") in 
Table 2 and Part I.E. l .d) 2)ii of the GWDP as described in previous reports. 


Table 1 of this repmt provides an overview of wells sampled during the current period, 
along with the required sampling frequency applicable to each well during the current 
monitoring period, the date samples were collected from each well, and the date(s) 
analytical data were received from the contract laboratory(ies). Table 1 also indicates 
which sample numbers are associated with the required duplicates. 


2.1.2 Accelerated Groundwater Monitoring 


Accelerated monthly sampling was also performed (quarterly wells accelerated to 
monthly), and results reported, for the wells indicated in Table 1. The accelerated 
sampling frequency, analyte list and well list were determined based on the previous 
analytical results as shown in Table 2 based on the GWDP which was issued January 19, 
2018. 
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As a result of the issuance of a revised GWDP on January 19, 2018, which sets revised 
GWCLs, requirements to perform accelerated monitoring under Part I.G. l of the previous 
GWDP ceased effective on January 19, 2018, and the effect of the issuance of the revised 
GWDP was to create a "clean slate" for constituents in some wells going forward. The 
GWCLs for some constituents were not 'reset" and continued on an accelerated sampling 
frequency as shown on Table 2. 


Table 1 provides an overview of the wells sampled for the accelerated monthly program 
along with the routine sampling frequency as well as the accelerated sampling frequency, 
the date samples were collected from each well, the associated duplicates and the date(s) 
which analytical data were received from the contract laboratory(ies). 


2.1.3 Background Well Monitoring 


Pursuant to the GWDP Part I.H.2, wells MW-38, MW-39 and MW-40 were installed in 
the first quarter 2018. The GWDP Part I.H.3 requires the completion of a background 
report for each of these wells after the completion of 8 quarters of sampling. Quarterly 
sampling of MW-38, MW-39 and MW-40 is required to commence after Director's 
approval of the As-Built for MW-38, MW-39 and MW-40. The As-Built approval letter 
was received October 10, 2018 and quarterly sampling will commence starting fourth 
quarter 2018. 


2.1.4 Parameters Analyzed 


Routine quarterly groundwater monitoring samples were analyzed for the parameters 
listed in Table 2 and Part I.E.l.d) 2) ii of the GWDP dated January 19, 2018. The 
accelerated monitoring samples were analyzed for a more limited and specific parameter 
list as shown in Table 2. 


2.1.5 Groundwater Head Monitoring 


Depth to groundwater was measured in the following wells and/or piezometers, pursuant 
to Part I.E.3 of the GWDP dated January 19, 2018: 


• The groundwater monitoring wells (including general monitoring wells, quarterly 
and semi-annual monitoring wells, and (MW-34). 


• Existing monitoring well MW-4 and the temporary chloroform investigation 
wells. 


• Piezometers - P-1, P-2, P-3A, P-4 and P-5. 


• Nitrate monitoring wells. 
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• The DR piezometers which were installed during the Southwest Hydrogeologic 
Investigation. 


• In addition to the above, depth to water measurements are routinely observed in 
conjunction with sampling events for wells sampled during quarterly and 
accelerated efforts, regardless of the sampling purpose. 


Water levels used for groundwater contour mapping were measured and recorded within 
5 calendar days of each other as indicated by the measurement dates in the summary 
sheet under Tab D. 


2.2 Field Data 


Attached under Tab B are copies of field data sheets recorded in association with the 
quarterly effort for the groundwater compliance monitoring wells referred to in paragraph 
2.1.1, above. Sampling dates are listed in Table 1. 


Attached under Tab C are copies of field data sheets recorded in association with the 
accelerated monthly monitoring sampling efforts, referred to in paragraph 2.1.2, above. 
Sampling dates are listed in Table 1. 


2.3 Laboratory Results - Quarterly Sampling 


2.3.1 Copy of Laboratory Results 


Analytical results are provided by two contract analytical laboratories: GEL and 
American West Analytical Laboratories ("AWAL"). 


Table 1 lists the dates when analytical results were reported to the Quality Assurance 
("QA") Manager for each well. 


Results from analysis of samples collected under the GWDP (i.e., regular quarterly and 
accelerated semi-annual samples) are provided in Tab E. Also included under Tab E are 
the results of analyses for duplicate samples as identified in Table 1. 


2.3.2 Regulatory Framework and Groundwater Background 


Under the GWDP dated January 19, 2018, background groundwater quality has been 
determined on a well-by-well basis, as defined by the DWMRC-approved flowchart 
included in the Revised Background Groundwater Quality Report: Existing Wells for 
Denison Mines (USA) Corp. 's White Mesa Uranium Mill Site, San Juan County, Utah. 
GWCLs that reflect this background groundwater quality have been set for compliance 
monitoring wells except MW-38, MW-39, and MW-40. As discussed in Section 2.1.3 
above, EFRI will submit the background report for MW-38, MW-39, and MW-40 after 
the collection of 8 quarters of data. 
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Exceedances of the GWCLs during the preceding quarter determined the accelerated 
monthly monitoring program implemented during this quarter as noted in Tables 1 and 2 
as modified under the renewed GWDP which was issued January 19, 2018. 


As a result of the issuance of a revised GWDP on January 19, 2018, which sets revised 
GWCLs, requirements to perform accelerated monitoring under Part I.G. l of the previous 
GWDP ceased effective on January 19, 2018, and the effect of the issuance of the revised 
GWDP was to create a "clean slate" for constituents in some wells going forward. The 
GWCLs for some constituents were not 'reset" and continued on an accelerated sampling 
frequency as shown on Table 2. 


Exceedances of the GWCLs for this quarter are listed in Table 2 for sampling required 
under the revised GWDP dated January 19, 2018. Accelerated requirements resulting 
from this quarter are highlighted for ease of reference. Table 3 documents the accelerated 
sampling program since the issuance of the GWDP permit renewal. 


It should be noted, however, that, because the GWCLs have been set at the mean plus 
second standard deviation, or the equivalent, Un-impacted groundwater would normally 
be expected to exceed the GWCLs approximately 2.5% of the time. Therefore, 
exceedances are expected in approximately 2.5% of sample results, and do not 
necessarily represent impacts to groundwater from Mill operations. In fact, more frequent 
sampling of a given analyte will increase the number of exceedances due to statistical 
variation and not due to Mill activity. Additionally, given the slow velocity of 
groundwater movement, accelerated sampling monthly may result in resampling of the 
same water and may lead to repeat exceedances for accelerated constituents not due to 
Mill activities, but due to repeat sampling of the same water. 


2.4 Laboratory Results - Accelerated Monitoring 


2.4.1 Copy of Laboratory Results 


Results from analysis of samples collected for the monthly accelerated sampling (i.e. 
quarterly accelerated to monthly) are provided in Tab F. Also included under Tab Fare 
the results of analyses for duplicate samples for this sampling effort, as identified in 
Table 1. 


2.4.2 Regulatory Framework and Groundwater Background 


As a result of the issuance of a revised GWDP on January 19, 2018, which sets revised 
GWCLs for some constituents, requirements to perform accelerated monitoring under 
Part LG.I of the previous GWDP for certain constituents ceased effective on January 19, 
2018, and the effect of the issuance of the revised GWDP was to create a "clean slate" for 
certain constituents in a limited list of wells going forward. 
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This means that accelerated monitoring during this quarter was required under the revised 
GWDP for constituents which did not have revised GWCLs included in the renewed 
GWDP. 


2.4.3 Compliance Status 


Analytes that have exceeded the GWCLs for this quarter set forth in the GWDP are 
summarized in Table 2. The analytes which exceeded their respective GWCLs during the 
quarter will be sampled on an accelerated schedule as noted in Table 2. Table 3 
summarizes the results of the accelerated sampling program since the January 19, 2018 
GWDP. 


Part I.G.4 c) of the GWDP states, with respect to exceedances of GWCLs, "The 
Permittee shall prepare and submit within 30 calendar days to the Executive Secretary a 
plan and a time schedule for assessment of the sources, extent and potential dispersion of 
the contamination, and an evaluation of potential remedial action to restore and maintain 
groundwater quality to insure that Permit limits will not be exceeded at the compliance 
monitoring point and that DMT or BAT will be reestablished." EFRI submits an 
Exceedance Notice quarterly and the summary in the Exceedance Notice includes, for 
each exceedance, a brief discussion of whether such a plan and schedule is required at 
this time in light of other actions currently being undertaken by EFRI. The determination 
of whether a Plan and Time Schedule is required is based on discussions with DWMRC 
Staff in teleconferences on April 27 and May 2, 2011 and the constituents covered by 
previously submitted Source Assessment Reports. 


2.4.3.1 MW-28 


On May 28, 2014 EFRI notified DWMRC personnel of damage to Monitoring Well 28 
("MW-28"). The damage was noted by EFRI Environmental Staff during routine, 
quarterly sampling activities. Upon arrival at MW-28, EFRI Environmental Staff noticed 
that there was evidence that a vehicle had struck the outer protective metal casing of 
MW-28 and it was slightly bent and leaning to the west. Inspection of the inner, 10-inch 
PVC protective casing and the 4-inch well casing also showed signs of damage. The 
concrete seal between the 10-inch outer casing and the 4-inch casing was cracked and 
EFRI Environmental Staff noted that the 2 inner PVC casings were likely cracked and/or 
broken. Upon discovery of the damage on May 28, 2014, EFRI Environmental Staff 
contacted the EFRI QAM. The EFRI QAM notified DWMRC personnel in person, while 
at the DWMRC offices in Salt Lake City. On June 2, and June 5, 2014 Environmental 
Staff and Bayles Exploration repaired the well and removed the debris in the bottom of 
the well resulting from the damage. The Environmental Staff then over pumped the well 
and removed over 4 casing volumes to redevelop the well. The well was sampled and the 
routine, second quarter 2014 sample was collected on June 18, 2014. 


Three new analytes were reported above the GWCL in the second quarter 2014 data. The 
analytes are uranium, vanadium and cadmium as shown in Tables 2 and 3. Per the 
GWDP, EFRI began accelerated monitoring in third quarter 2014 at MW-28 for those 
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three constituents. The fourth quarter 2014 MW-28 results for vanadium and cadmium 
were below the GWCLs. The uranium result remained above the GWCL in the third 
quarter 2014. Part I.G.4 c) of the GWDP requires a Plan and Time Schedule for 
constituents exceeding their GWCL in two consecutive monitoring periods. A Plan and 
Time Schedule was submitted for uranium in MW-28 on December 4, 2014 as required. 
The Plan and Time Schedule specified that an assessment of the uranium results would be 
completed after the first quarter 2015 sampling event. If the uranium results continue to 
exceed the GWCL, EFRI will perform a video inspection of the interior of MW-28 to 
investigate the possibility of additional physical damage to the well structure that may be 
causing the elevated uranium results. The first quarter 2015 MW-28 results for uranium 
were below the GWCLs. The second quarter 2015 MW-28 uranium result was slightly 
above the GWCL and within the analytical variability of the method. Per discussions 
with DWMRC, EFRI was to continue to collect uranium data quarterly in MW-28 and 
assess the results and determine a path forward after the fourth quarter 2015. Both the 
third and fourth quarter 2015 and all of the 2016 results for uranium were below the 
GWCL. The first quarter 2017 MW-28 uranium result was slightly above the GWCL 
and within the analytical variability of the method. The second quarter 2017 result was 
below the GWCL, the third quarter 2017 result was slightly above the GWCL but within 
the analytical variation of the analytical method, and the fourth quarter result was below 
the GWCL. The first quarter 2018 uranium result was below the GWCL and the second 
and third quarter 2018 were slightly above the GWCL but within the analytical variation 
of the analytical method. Per discussions with DWMRC, EFRI will continue to collect 
uranium data quarterly in MW-28 and assess the results and determine a path forward 
after additional data are received. 


As previously noted, cadmium results exceeded the GWCL in the second quarter 2014, 
immediately following the damage to the well, but the subsequent cadmium results were 
below the GWCL. The first quarter 2016 MW-28 cadmium result was slightly above the 
GWCL and within the analytical variability of the method. The second, third, and fourth 
quarter 2016 results were below the GWCL. The first quarter 2017 MW-28 cadmium 
result was slightly above the GWCL and within the analytical variability of the method. 
The second, third and fourth quarter 2017 and first and second and third quarter 2018 
MW-28 cadmium results were below the GWCL. Per discussions with DWMRC, EFRI 
will continue to collect cadmium data quarterly in MW-28 and assess the results and 
determine a path forward after additional data are received. 


EFRI will continue accelerated monitoring as required by the GWDP and discuss any 
additional findings in future reports. 


2.4.3.2 MW-05 


Uranium in this well first exceeded the GWCL in 2011 and the concentrations have been 
extremely variable since the first exceedance in 2011. The concentrations have ranged 
from 0.04 ug/L to 145 ug/L with the 118 of 127 results below the GWCL of 7.5 ug/L. 
Additionally, the variability of the uranium results in MW-05 appear to be affected by 
temporal or seasonal conditions as evidenced by concentrations which rise in either the 
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fourth quarter or first quarter followed by substantial decreases beginning in the second 
quarter. Uranium in MW-05 was addressed in the SAR, dated October 10, 2012, which 
stated that the exceedance is not caused by Mill activities, but further study was 
warranted due to the variability issues associated with the uranium data. Further study is 
currently in progress. 


In an effort to address potential physical causes on the uranium variability, EFRI made 
changes to the casing and surrounding area in May 2017. The top of the casing ("TOC") 
for MW-05 was slightly below the ground surface and may have inadvertently allowed 
dust and dirt to enter the well during sampling activities. To address this issue EFRI 
extended the TOC several feet and regraded the area surrounding the well. After the 
TOC was extended, the well was over pumped to remove any dirt which may have been 
introduced during these field activities. These activities were completed after the second 
quarter sampling event was conducted. The third and fourth quarter 2017 and the first 
and second and third quarter 2018 uranium result in MW-05 was below the GWCL. 
EFRI will continue to collect uranium data quarterly in MW-05 and assess the results and 
determine a path forward after additional data are received. 


EFRI will continue accelerated monitoring as required by the GWDP and discuss any 
additional findings in future reports. 


2.5 Depth to Groundwater and Water Table Contour Map 


As stated above, a listing of groundwater level readings for the quarter (shown as depth to 
groundwater in feet) is included under Tab D. The data from Tab D has been interpreted 
(kriged) and plotted in a water table contour map, provided under Tab H. 


The water table contour map provides the location and identity of the wells and 
piezometers for which depth to groundwater is recorded. The groundwater elevation at 
each well and piezometer, measured in feet above mean sea level, and isocontour lines to 
delineate groundwater flow directions observed during the quarter's sampling event are 
displayed on the map. 


3.0 QUALITY ASSURANCE AND DATA VALIDATION 


The Mill QA Manager performed a QA/QC review to confirm compliance of the 
monitoring program with requirements of the Groundwater Monitoring Quality 
Assurance Plan ("QAP"). As required in the QAP, data QA includes preparation and 
analysis of QC samples in the field, review of field procedures, an analyte completeness 
review, and quality control review of laboratory data methods and data. Identification of 
field QC samples collected and analyzed is provided in Section 3.1. Discussion of 
adherence to Mill sampling Standard Operating Procedures ("SOPs") is provided in 
Section 3.2. Analytical completeness review results are provided in Section 3.3. The 
steps and tests applied to check laboratory data QA/QC are discussed in Sections 3.4.4 
through 3.4.9 below. 
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The Analytical Laboratories have provided summary reports of the analytical QA/QC 
measurements necessary to maintain conformance with National Environmental 
Laboratory Accreditation Conference certification and reporting protocol. The analytical 
laboratory QA/QC Summary Reports, including copies of the Mill's COC and Analytical 
Request Record forms for each set of Analytical Results, follow the analytical results 
under Tabs E and F. Review of the laboratory QA/QC information is provided under Tab 
G. 


3.1 Field QC Samples 


The following field QC samples were generated by Mill personnel and submitted to the 
analytical laboratory in order to assess the quality of data resulting from the field 
sampling program: 


Two duplicate samples were collected during quarterly sampling as indicated in Table 1. 
The QC samples were sent blind to the analytical laboratory and analyzed for the same 
parameters as permit-required samples. 


One duplicate sample was collected during each of the monthly sampling events as 
indicated in Table 1. The QC samples were sent blind to the analytical laboratory and 
analyzed for the same accelerated parameters as the parent sample. 


Two trip blanks were provided by AW AL and returned and analyzed with the quarterly 
monitoring samples. 


One trip blank for each of the monthly accelerated sample events was provided by 
AWAL and returned and analyzed with the accelerated monthly monitoring samples. 


Rinsate samples were not collected during the quarter because equipment used during 
sample collection was dedicated and did not require decontamination. All wells except 
MW-37 have dedicated pumps for purging and sampling and as such no rinsate blanks 
samples are required. MW-37 when sampled, is sampled with a disposable bailer and no 
rinsate blank is required. A deionized field blank was not required because equipment 
decontamination was not required and deionized water was not used during this sampling 
event. 


3.2 Adherence to Mill Sampling SOPs 


On a review of adherence by Mill personnel to the existing sampling SOPs, the QA 
Manager observed that QA/QC requirements established in the QAP were met and that 
the SOP's were implemented as required. 


3.3 Analyte Completeness Review 


Analyses required by the GWDP for the quarterly and semi-annual wells were performed. 
The sample from MW-36 was collected October 3, 2018, which is outside of the third 
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quarter by three days. The QAM noted during routine data review that the sample was 
not collected by September 30, 2018. The QAM discussed the inadvertent omission of 
the sample from the quarterly list with DWMRC on October 2, 2018. DWMRC advised 
EFRI to collect the missed sample as soon as possible and to delay the fourth quarter 
MW-36 sample until December 2018 to assure sufficient sample separation. Corrective 
actions for this omission is included in Section 4.0. 


The accelerated sampling for the semi-annual wells (semi-annual to quarterly) was 
completed as required by the GWDP and as shown in Tables 2 and 3. The accelerated 
quarterly analyses (quarterly to monthly) required for this quarter, as shown in Tables 2 
and 3, was performed. 


The monthly accelerated sampling program shown on Tables 2 and 3 is required as a 
result of exceedances in quarterly well monitoring results reported in previous quarters as 
required by the GWDP issued on January 19, 2018. 


3.4 Data Validation 


The QAP and GWDP identify the data validation steps and data quality control checks 
required for the groundwater monitoring program. Consistent with these requirements, 
the QA Manager completed the following evaluations: a field data QA/QC evaluation, a 
receipt temperature check, a holding time check, an analytical method check, a reporting 
limit check, a trip blank check, a QA/QC evaluation of routine sample duplicates, a 
QA/QC evaluation of accelerated sample duplicates, a gross alpha counting error 
evaluation and a review of each laboratory's reported QA/QC information. Each 
evaluation is discussed in the following sections. Data check tables indicating the results 
of each test are provided under Tab G. 


3.4.1 Field Data QA/QC Evaluation 


The QA Manager performs a review of field recorded parameters to assess their 
adherence with QAP requirements. The assessment involved review of two sources of 
information: the Field Data Sheets and the Quarterly Depth to Water summary sheet. 
Review of the Field Data Sheets addresses well purging volumes and the stability of the 
following field parameters (based upon the purging method chosen): specific 
conductance, pH, temperature, redox potential, and turbidity. Stability of field 
parameters and well sampling techniques are dependent on the purging technique 
employed. Review of the Depth to Water data confirms that depth measurements were 
conducted within a five-day period. The results of this quarter's review are provided in 
TabG. 


There are three purging strategies specified in Revision 7.4 of the QAP that are used to 
remove stagnant water from the casing during groundwater sampling at the Mill. The 
three strategies are as follows: 


1. Purging three well casing volumes with a single measurement of field parameters 
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2. Purging two casing volumes with stable field parameters (within 10% [Relative 
Percent Difference] ("RPD")) 


3. Purging a well to dryness and stability (within 10% RPD) of a limited list of field 
parameters after recovery 


During both the quarterly sampling event and the two monthly events, the purging 
technique used was two casing volumes with stable field parameters (pH, Conductivity, 
Redox, temperature and turbidity) except for the following wells that were purged to 
dryness: MW-24. 


MW-24 conformed to the QAP, Revision 743 requirement for sampling low yield wells 
which includes the collection of three field parameters (pH, specific conductance 
["conductivity"] and temperature) immediately prior to and immediately following 
sample collection. Stabilization of pH, conductivity and temperature were within the 
10% RPD required by QAP, Revision 7.4. MW-24 was purged to dryness after 2 casing 
volumes were removed and the low yield sampling procedures were used for the 
collection of field parameters. Stabilization of pH, conductivity and temperature were 
within the 10% RPD required by QAP, Revision 7.4 for well MW-24. 


Additionally, two casing volumes were not purged from MW-26, prior to sampling 
because MW-26 is a continuously pumped well. If a well is continuously pumped, it is 
pumped on a set schedule per the remediation plan and is considered sufficiently 
evacuated to immediately collect a sample; however, if a pumping well has been out of 
service for 48 hours or more, EFRI follows the purging requirements outlined in 
Attachment 2-3 of the QAP. 


The review of the field sheets for compliance with QAP, Revision 7.4 requirements 
resulted in the observations noted below. The QAP requirements in Attachment 2-3 
specifically state that field parameters must be stabilized to within 10% over at least two 
consecutive measurements. The QAP Attachment 2-3 states that turbidity should be less 
than 5 NTU prior to sampling unless the well is characterized by water that has a higher 
turbidity. The QAP Attachment 2-3 does not require that turbidity measurements be less 
than 5 NTU prior to sampling. As such, the noted observations regarding turbidity 
measurements greater than 5 NTU below are included for information purposes only. 


• Turbidity measurements were less than 5 NTU for the quarterly and semi-annual 
wells except MW-11, MW-25, MW-26, and MW-32. Per the QAP, Revision 7.4, 
Attachment 2-3, turbidity measurements prior to sampling were within a 10% 
RPD for the quarterly and semi-annual wells. 


• Turbidity measurements were less than 5 NTU for the accelerated sampling wells 
except MW-11, and MW-56 in the Julyy event and MW-25 and MW-31 in the 
August event. Turbidity measurements prior to sampling were within a 10% RPD 
for the accelerated sampling wells. 


The other field parameters ( conductance, pH, redox potential, and temperature) for the 
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wells were within the required RPD for the quarterly, semi-annual and accelerated 
sampling. 


During review of the field data sheets, it was observed that sampling personnel 
consistently recorded depth to water for the quarterly, semi-annual and accelerated 
sampling programs to the nearest 0.01 foot. 


EFRI's letter to DWMRC of March 26, 2010 discusses further why turbidity does not 
appear to be an appropriate parameter for assessing well stabilization. In response to 
DWMRC's subsequent correspondence dated June 1, 2010 and June 24, 2010, EFRI has 
completed a monitoring well redevelopment program. The redevelopment repmt was 
submitted to DWMRC on September 30, 2011. DWMRC responded to the 
redevelopment report via letter on November 15, 2012. Per the DWMRC letter dated 
November 15, 2012, the field data generated this quarter are compliant with the turbidity 
requirements of the approved QAP. 


3.4.2 Holding Time Evaluation 


QAP Table 1 identifies the method holding times for each suite of parameters. Sample 
holding time checks are provided under Tab G. The samples were received and analyzed 
within the required holding time. 


3.4.3 Receipt Temperature Evaluation 


COC sheets were reviewed to confirm compliance with the QAP requirement in Table 1 
that samples be received at 6°C or lower. Sample receipt temperature checks are 
provided under Tab G. The quarterly, semi-annual and accelerated samples were 
received within the required temperature limit. 


As noted in Tab G, samples for gross alpha analyses were shipped without using ice. Per 
Table 1 in the approved QAP, samples submitted for gross alpha analyses do not have a 
sample temperature requirement. 


3.4.4 Analytical Method Checklist 


The analytical methods reported by both laboratories were checked against the required 
methods specified in the QAP. Analytical method check results are provided in Tab G. 
The review indicated that the quarterly, semi-annual and accelerated samples were 
analyzed in accordance with Table 1 of the QAP. 


3.4.5 Reporting Limit Evaluation 


The analytical method RLs reported by both laboratories were checked against the RLs 
specified in the QAP Table 1. RL evaluations are provided in Tab G. The analytes were 
measured and reported to the required RLs except that several sets of quarterly, semi
annual and accelerated sample results had the RL raised for at least one analyte due to 
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matrix interference and/or sample dilution as noted in Section 3.4.9. In all cases except 
as noted in Section 4.0 the reported value for the analyte was higher than the increased 
RL. 


3.4.6 Trip Blank Evaluation 


Trip blank results were reviewed to identify any VOC contamination resulting from 
transport of the samples. Trip blank checks are provided in Tab G. Both of the quarterly 
trip blank samples had reported detections of chloromethane. None of the samples 
reported detections of chloromethane. The detections in the trip blanks is likely the result 
of laboratory contamination. In the second quarter, EFRI noted that all of the laboratory 
method blanks had low level detections of chloromethane. During the investigation into 
the low-level detections of chloromethane the laboratory noted they had a defective filter 
in their DI system which had caused volatile contamination (specifically chloromethane). 
The detections in the trip blanks does not affect the usability of the data because the 
sample results were nondetect for chloromethane and this indicates that the samples were 
not contaminated with chloromethane during shipping. 


3.4.7 QA/QC Evaluation for Routine Sample Duplicates 


Section 9.1.4 a) of the QAP states that RPDs will be calculated for the comparison of 
duplicate and original field samples. The QAP acceptance limits for RPDs between the 
duplicate and original field sample is less than or equal to 20% unless the measured 
results are less than 5 times the detection limit. This standard is based on the EPA 
Contract Laboratory Program National Functional Guidelines for Inorganic Data Review, 
February 1994, 9240.1-05-01 as cited in the QAP. The RPDs are calculated for the 
duplicate pairs for all analytes regardless of whether or not the reported concentrations 
are greater than 5 times the required detection limits; however, data will be considered 
noncompliant only when the results are greater than 5 times the required detection limit 
and the RPD is greater than 20%. The additional duplicate information is provided for 
information purposes. 


The duplicate results were within a 20% RPD in the quarterly samples. Results of the 
RPD test are provided under Tab G. 


The duplicate results were within a 20% RPD in the accelerated samples. Results of the 
RPD test are provided under Tab G. 


3.4.8 Radiologies Counting Error and Duplicate Evaluation 


Section 9.14 of the QAP require that gross alpha analysis be reported with an activity 
equal to or greater than the GWCL and shall have a counting variance that is equal to or 
less than 20% of the reported activity concentration. An error term may be greater than 
20% of the reported activity concentration when the sum of the activity concentration and 
error term is less than or equal to the GWCL. 
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Section 9 .4 of the QAP also requires a comparability check between the sample and field 
duplicate sample results utilizing the formula provided in the text. The quarterly, semi
annual, and accelerated radiologic duplicates met the requirements specified in the QAP. 


Results of quarterly, semi-annual, and accelerated radiologic sample QC are provided 
under Tab G. The quarterly, semi-annual, and accelerated radiologic sample results met 
the duplicate counting error requirements specified in the QAP. 


3.4.9 Other Laboratory QA/QC 


Section 9.2 of the QAP requires that the laboratory's QA/QC Manager check the 
following items in developing data reports: (1) sample preparation information is correct 
and complete, (2) analysis information is correct and complete, (3) appropriate analytical 
laboratory procedures are followed, (4) analytical results are correct and complete, (5) 
QC samples are within established control limits, (6) blanks are within QC limits, (7) 
special sample preparation and analytical requirements have been met, and (8) 
documentation is complete. In addition to other laboratory checks described above, 
EFRl's QA Manager rechecks QC samples and blanks (items (5) and (6)) to confirm that 
the percent recovery for spikes and the relative percent difference for spike duplicates are 
within the method-specific required limits, or that the case narrative sufficiently explains 
any deviation from these limits. Results of this quantitative check are provided under 
Tab G. The lab QA/QC results from both GEL and AW AL samples for compounds 
regulated under the GWDP met these requirements. 


The check samples included at least the following: a method blank, a laboratory control 
spike ("LCS"), a matrix spike ("MS") and a matrix spike duplicate ("MSD"), or the 
equivalent, where applicable. It should be noted that: 


• Laboratory fortified blanks are equivalent to LCSs. 
• Laboratory reagent blanks are equivalent to method blanks. 
• Post digestion spikes are equivalent to MSs. 
• Post digestion spike duplicates are equivalent to MSDs. 
• Laboratory Duplicates are equivalent to MSDs. 


The qualifiers, and the corresponding explanations reported in the QA/QC Summary 
Reports for the check samples for the analytical methods were reviewed by the QA 
Manager. 


The QAP, Section 8.1.2 requires that a MS/MSD pair be analyzed with each analytical 
batch. The QAP does not specify acceptance limits for the MS/MSD pair, and the QAP 
does not specify that the MS/MSD pair be prepared on EFRI samples only. Acceptance 
limits for MS/MSDs are set by the laboratories. The review of the information provided 
by the laboratories in the data packages verified that the requirements in the QAP to 
analyze a MS/MSD pair with each analytical batch was met. While the QAP does not 
require it, the recoveries were reviewed for compliance with the laboratory established 
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acceptance limits. The QAP does not require this level of review and the results of this 
review are provided for information only. 


The information from the Laboratory QNQC Summary Reports indicates that the 
MS/MSDs recoveries and the associated RPDs for the quarterly and semi-annual samples 
were within acceptable laboratory limits for the regulated compounds except as indicated 
in Tab G. The data recoveries and RPDs which are outside the laboratory established 
acceptance limits do not affect the quality or usability of the data because the recoveries 
and RPDs above or below the acceptance limits are indicative of matrix interference most 
likely caused by other constituents in the samples. Matrix interferences are applicable to 
the individual sample results only. The requirement in the QAP to analyze a MS/MSD 
pair with each analytical batch was met and as such the data are compliant with the QAP. 


The information from the Laboratory QNQC Summary Reports indicates that the 
MS/MSDs recoveries and the associated RPDs for the accelerated samples were within 
acceptable laboratory limits for the regulated compounds. The requirement in the QAP to 
analyze a MS/MSD pair with each analytical batch was met and as such the data are 
compliant with the QAP. 


The QAP specifies that surrogate compounds shall be employed for all organic analyses 
but the QAP does not specify acceptance limits for surrogate recoveries. The information 
from the Laboratory QNQC Summary Reports indicates that the surrogate recoveries for 
the quarterly and accelerated samples were within acceptable laboratory limits for the 
surrogate compounds. 


The information from the Laboratory QNQC Summary Reports indicates that the LCS 
recoveries for both the quarterly and accelerated samples were within acceptable 
laboratory limits for the LCS compounds as noted in Tab G. 


The QAP, Section 8.1.2 requires that each analytical batch shall be accompanied by a 
method blank. The analytical batches routinely contain a blank, which is a blank sample 
made and carried through all analytical steps. For the Mill samples, a method blank was 
prepared for the analytical methods. Per the approved QAP, contamination detected in 
analysis of method blanks will be used to evaluate any analytical laboratory 
contamination of environmental samples. QAP Revision 7.4 states that non-conformance 
conditions will exist when contaminant levels in the samples(s) are not an order of 
magnitude greater than the blank result. The method blanks for the quarterly samples and 
the accelerated samples reported no detections of any analyte. Method blank results are 
included in Tab E and Tab F. 


Laboratory duplicates are completed by the analytical laboratories as required by the 
analytical method specifications. Acceptance limits for laboratory duplicates are set by 
the laboratories. The QAP does not require the completion of laboratory duplicates or the 
completion of a QA assessment of them. EFRI reviews the QC data provided by the 
laboratories for completeness and to assess the overall quality of the data provided. 
Duplicate results outside of the laboratory established acceptance limits are included in 
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Tab G. The results outside of the laboratory established acceptance limits do not affect 
the quality or usability of the data because the RPDs above the acceptance limits are 
indicative of non-homogeneity in the sample matrix. Matrix affects are applicable to the 
individual sample results only. 


4.0 CORRECTIVE ACTION REPORT 


Necessary corrective actions identified during the current monitoring period are described 
below, in accordance with Part I.F.1.e of the GWDP. 


4.1 Identification and Definition of the Problem 


The problem identified was: 


The quarterly sample for MW-36 was inadvertently omitted from the quarterly sampling 
list and as a result the sample was collected three days late. 


4.2 Assignment of Responsibility for Investigating the Problem 


The problem has been investigated by the QA Manager. 


4.3 Investigation and Determination of Cause of the Problem 


The third quarter 2018 data were reviewed for submission of the third quarter 
Exceedance Notice on November 14, 2018. The routine data review noted that MW-36 
was not sampled. The quarterly sampling list was significantly changed with the revised 
GWDP and the sampling frequency of MW-36 was inadvertently changed to semi-annual 
monitoring. 


4.4 Determination of a Corrective Action to Eliminate the Problem 


The omission of the well has prompted the QA Manager to revise the checking process 
for the quarterly sampling list. Additional review by a third party will be conducted prior 
to the publication of the quarterly sampling list. Specifically, the QA Manager will have 
the sampling and analytical verified prior to submitting it to the Mill Personnel. Mill 
Personnel will not schedule quarterly sampling until the review of sampling list has been 
completed. 


4.5 Assigning and Accepting Responsibility for Implementing the Corrective 
Action 


It will be the responsibility of the QA Manager to implement the corrective action. 


The QA Manager is in the process of implementing the new verification procedure 
described above. 
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4.6 Implementing the Corrective Action and Evaluating Effectiveness 


Implementation of the corrective action for the accelerated monitoring program review 
will begin in the fourth quarter 2018. 


4. 7 Verifying That the Corrective Action Has Eliminated the Problem 


Verification of the accelerated sample frequency and analyte tracking procedure will 
occur after the collection of the fourth quarter 2018 samples are collected and the data are 
received. 


4.8 Assessment of Corrective Actions from Previous Period 


There were no corrective actions required in the previous quarter. No assessment is 
required. 


5.0 TIME CONCENTRATION PLOTS 


Time concentration plots for each monitoring well for the following constituents: 
chloride, fluoride, sulfate, and uranium, are included under Tab I. The data points 
collected to date are reflected on the plots. 


Time concentration plots included with quarterly groundwater reports prior to and 
including first quarter 2012 did not include data that were determined to be outliers using 
the statistical methods used for the background determinations at the Mill. Based on 
conversations with DWMRC, all of the data have been included in the quarterly time 
concentration plots since first quarter 2012. 


6.0 ELECTRONIC DATA FILES AND FORMAT 


EFRI has provided to the Director electronic copies of the laboratory results from 
groundwater quality monitoring conducted during the quarter in Comma Separated 
Values format, from the analytical laboratories. A copy of the transmittal e-mail is 
included under Tab J. 
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7.0 SIGNATURE AND CERTIFICATION 


This document was prepared by Energy Fuels Resources (USA) Inc. 


Energy Fuels Resources (USA) Inc. 


By: 


Scott A. Bakken 
Senior Director Regulatory Affairs 
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Certification: 


I certify, under penalty of law, that this document and all attachments were 
prepared under my direction or supervision in accordance with a system designed to 
assure that qualified personnel properly gather and evaluate the information submitted. 
Based on my inquiry of the person or persons who manage the system, or those persons 
directly responsible for gathering the information, the information submitted is, to the 
best of my knowledge and belief, true, accurate, and complete. I am aware that there are 
significant penalties for submitting false information, including the possibility of fine and 
imprisonment for knowing violations. 


Scott A. Bakken 
Senior Director Regulatory Affairs 
Energy Fuels Resources (USA) Inc. 
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Table 1: Summary of Well Sampling for Q3 2018 


Normal Purpose for sampling 
Well Frequency this quarter Sample Date Date of Lab Report 


MW-05 Semi-annually Semi-annually 9/11/18 (10/1/18) (10/12/2018) 
MW-11 Quarterly Quarterly 9/11/18 (10/1/18) (10/12/2018) [10/15/2018) 
MW-12 Semi-annually Semi-annually 9/12/18 (J0/1/18) (10/12/2018) 
MW-14 Quarterly Quarterly 9/11/18 (10/1/18) (] 0/12/2018) [10/15/2018] 
MW-24 Semi-annually Semi-annually 9/19/18 (10/5/18) 
MW-25 Quarterly Quarterly 9/10/18 (10/1/18) (I 0/12/2018) [10/15/2018) 
MW-26 Quarterly Quarterly 9/13/18 (} 0/1/18) (10/12/2018) [l 0/15/2018] 
MW-27 Semi-annually Semi-annually 9/12/18 (10/1!}8) (10/12/2018) 
MW-28 Semi-annually Semi-annually 9/12/18 (} Oil /18) (10/12/2018) 
MW-30 Quarterly Quarterly 9/11/18 (10/1/18) (10/12/2018) [10/15/2018] 
MW-31 Quarterly Quarterly 9/10/18 (10/1/18) (] 0/12/2018) [10/15/2018] 
MW-32 Semi-annually Semi-annually 9/5/18 (9/13/2018) 
MW-35 Semi-annually Semi-annually 9/10/18 (10/1!}8) (10/12/2018) 
MW-36 Quarterly Quarterly 10/3/18 (10/12/18) {} 0/12/2018] [10/24/2018) 
MW-65 1 per Batch Duplicate of MW-14 9/11/18 (10/1/18) (l 0/12/2018) [10/15/2018] 
MW-75 1 per Batch Duplicate of MW-36 10/3/2018 (I 0/12/18) [ 10112/2018 J [10/24/2018] 


Accelerated July Monthly 
MW-11 Monthly Accelerated 7/24/18 (08/14/2018) 
MW-14 Monthly Accelerated 7/24/18 (08/14/2018) 
MW-25 Monthly Accelerated 7/23/18 (08/14/2018) 
MW-26 Monthly Accelerated 7/24/18 (08/14/2018) 
MW-30 Monthly Accelerated 7/24/18 (08/14/2018) 
MW-31 Monthly Accelerated 7/23/18 (08/14/2018) 
MW-65 Monthly Duplicate ofMW-30 7/24/18 (08/14/2018) 


Accelerated August Monthly 
MW-11 Monthly Accelerated 8/9/18 (08/31/2018) 
MW-14 Monthly Accelerated 8/9/18 (08/31/2018) 
MW-25 Monthly Accelerated 8/9/18 (08/31/2018) 
MW-26 Monthly Accelerated 8/10/18 (08/31/2018) 
MW-30 Monthly Accelerated 8/10/18 (08/31/2018) 
MW-31 Monthly Accelerated 8/10/18 (08/31/2018) 
MW-65 1 per Batch Duplicate ofMW-31 8/10/18 (08/31/2018) 


Notes: 
Dates in italics are the original laboratory submission dates. Resubmissions were required to correct reporting errors or to address 
reanalyses. 


Date in parenthesis depicts the date that data were reported from American West Analytical Laboratories (A WAL). 


Date in brackets depicts the date the data were reported from GEL Laboratories. 







Table 2 
Exceedances and Acceleration Rc<111iremcnr.s 


Monitoring WeU 
GWCLln First Result 


Routine Sample Accelerated Exceedance Start of Accelerated 
Constituent Exceeding GWCL Current Exceeding the 


(Water Class) 
GWDP GWCL 


Frequency Frequency Sample Period Monitoring 


Quarterly Wells Accelerated to Monthly Sampling 


MW-I I (Class II) Sulfate (mg/L) 1309 1360 Quarterly Monthly Q3 2017 December 2017 


Manganese (ug/L) 164.67 174 Quarterly Monthly Q2 2018 Q3 2018 (September) 


MW-14 (Class III) Fluoride (mg/L) 0.2 0.22 Quarterly Monthly Q2 2017 September 2017 


MW-25 (Class III) Fluoride (mg/L) 0.42 0.566 Quarterly Monthly Q4 2017 March 2018 


Cadmium (ug/L) 1.5 1.51 Quarterly Monthly QI 2016 April 2016 


MW-26 (Class III) Nitrate+ Nitrite (as N) (mg/L) 0.62 1.3 Quarterly Monthly QI 2010 May 2010 


Chloroform (ug/L) 70 700 Quarterly Monthly QI 2010 May 2010 


Chloride (mg/L) 58.31 72 Quarterly Monthly QI 2010 May 2010 


Methylene Chloride (ug/L) 5 9.9 Quarterly Monthly Q2 2010 June 2010 


Field pH (S.U.) 5.61 5.50 Quarterly Monthly Q2 2018 July 2018 


MW-30 (Class II) Nitrate+ Nitrite (as N) (mg/L) 2.5 16.l Quarterly Monthly Ql 2010 May 2010 


Chloride (mg/L) 128 134 Quarterly Monthly QI 2011 May 2011 


Field pH (S.U.) 6.47 6.33 Quarterly Monthly Q2 2018 July2018 


Uranium (ug/L) 8.32 8.57 Quarterly Monthly Q4 2013 March 2014 


MW-31 (Class Jll) Nitrate + Nitrite (as NJ (mg/L) 5 21.7 Quarterly Monthly QI 2010 May 2010 


TDS(mg/L) 1700 1930 Quarterly Monthly Qt 2018 June 2018 


Sulfate (mg/L) 697.6 835 Quarterly Monthly Ql 2018 June 2018 


Selenium (ug/L) 86.81 88.7 Quarterly Monthly QI 2018 June 2018 


Uranium (ug/L) 9.1 9.41 Quarterly Monthly Q3 2016 December 2016 


Chloride (mg/L) 143 145 Quarterly Monthly Qt 2011 May 2011 


Semi-Annual Wells Accelerated to Quarterly Samplinl? 


Monitoring Well 
GWCLin First Result 


Sample Accelerated Exceedance Start of Accelerated 
Constituent Exceeding GWCL Current Exceeding the 


(Water Class) 
GWDP GWCL 


Frequency Frequency Sample Period Monitoring 


MW-5 (Class I[) Uranium (ug/L) 7.5 11.6 Semi-Annually Quarterly Q4 2010 Qt 2011 


MW-12 (Class III) Uranium (ug/L) 23.5 23.7 Semi-Annually Quarterly Q2 2017 Q3 2017 


MW-24 (Class III) Cadmium (ug/L) 6.43 6.97 Semi-Annually Quarterly Q2 2018 Q3 2018 (September) 


Beryllium (ug/L) 2 2.42 Semi-Annually Quarterly Q4 2017 QI 2018 


Thallium (ug/L) 2.01 2.44 Semi-Annually Quarterly Q2 2018 Q3 2018 (September) 


Field pH (S .U.) 5.03 4.45 Semi-Annually Quarterly Q2 2018 Q3 2018 (September) 


MW-27 (Class Ill) Nitrate+ Nitrite (as N) (mg/L) 5.6 5.8 Semi-Annually Quarterly Q2 2010 Q3 2010 


Chloride (mg/L) 38 42 Semi-Annually Quarterly Q2 2010 Q3 2010 


MW-28 (Class Ill) Chloride (mg/L) 105 108 Semi-Annually Quarterly Q2 2010 Q3 2010 


Cadmium (ug/L) 5.2 5.41 Semi-Annually Quarterly Q2 2014 Q42014 


Uranium (ug/L) 4.9 61.3 Semi-Annually Quarterly Q2 2014 Q4 2014 


MW-32 (Class III) Chloride ( mg/L) 35.99 36.3 Semi-Annually Quarterly 
Q2 2014 (QI 


Q2 2014 
2015) 


Sulfate (mg/L) 2556.7 2590 Semi-Annually Quarterly Q4 2016 Q3 2017 


MW-35 (Class II) Nitrogen Ammonia, as N 0.14 0 .254 Semi-Annually Quarterly Q2 2018 Q3 2018 (September) 


Notes: 


() Values listed in parentheses are resample results from the same sampling period. Sampled were recollected due field or laboratory problems as noted in the specific report for 
that sample period. 


Highlighted text shows accelerated requirements resulting from Q3 2018 sampling event. 







Table 3 - GWCL Exceedances for Third Quarter 2018 under the January 19, 2018 GWDP 


1309 1140 1060 
MW-14 (Class III) 0.2 1/23/2018 0.153 2/19/2018 0.100 3/6/2018 0.110 4/12/2018 <0.IOO 5/14/2018 0.135 6/18/2018 0.146 7/24/2018 0.183 8/ /2018 <0.10 


MW-25 (Class Ill) 
1.5 


1/23/2018 
1.38 


2/19/2018 
1.28 


3/7/2018 
1.45 


4/17/2018 
1.38 


5/14/2018 
1.34 


6/18/2018 
1.38 


7/23/2018 
1.30 


8/9/2018 
l.36 


0.42 NA 0.281 0.318 0.360 0.346 0.210 0.128 0.243 
L) 0.62 0.862 0.742 0.691 0.816 0.920 0.815 0.704 1.40 


Chloroform (u 70 2280 1730 2350 2500 1740 3920 1160 1030 
MW-26 (Class Ill) Chloride (m L) 58.31 1/25/2018 57.5 2/22/2018 64.3 3/8/2018 75.2 4/19/2018 62.5 5/15/2018 62.4 6/19/2018 66.9 7/24/2018 66.0 8/10/2018 68.8 


5 5.79 9.80 11.6 17.4 8.55 10.3 3.07 2.47 
5.61 - 8.5 6.11 6.35 6.73 5.50 6.81 7.00 7.18 6.64 


) 2.5 15.2 17.6 17.0 17.3 17.7 16.9 17.4 18.7 


MW-30 (Class II) 
128 


1/23/2018 
152 


2/22/2018 
158 


3/8/2018 
167 


4/12/2018 
145 


5/15/2018 
174 


6/19/2018 
169 


7/24/2018 
177 170 


Uranium (u L) 8.32 8.53 8.23 8.66 7.98 8.44 8.80 8.69 
8/10/2018 


7.69 
Field H (S .U.) 6.47 - 8.5 6.18 6.54 6.87 6.33 6.74 6.84 7.39 6.91 


5 18.8 19.0 19.0 18.8 18.0 18.0 18.3 
1700 1930 NA 1980 NA 2010 2000 1980 


MW-3 1 (Class III) 
143 


1/24/2018 2/20/2018 
292 


3/5/2018 
311 


4/17/2018 
308 


5/14/2018 
326 


6/18/2018 
359 


7/23/2018 
351 


8/10/2018 
336 


86.81 88.7 NA 90.2 NA 87.5 93.8 86.3 
9.1 11.4 11.5 11.5 12.3 


NA NA 
2 NA NA NA NA NA NA 


MW-24 (Class Ill) 
6.43 


NS 
NA 


3/2/2018 
NA 


NS 
NA 


4/19/2018 NS 
NA 


NS 
NA NA NA 


2.01 NA NA NA 2.44 NA NA 
NS NS 


NA NA 
5.03 - 8.5 NA 5.89 NA 4.45 NA NA NA NA 


MW-27 (Class Ill) 
L) 5.6 


NS 
NA 


2/21/2018 
6.19 


NS 
NA 


4/18/2018 
6.09 


NS 
NA 


NS 
NA 


NS 
NA 


NS 
NA 


38 NA 32.4 NA 34.7 NA NA NA NA 
105 NA 121 NA 138 NA NA NA NA 


MW-28 (Class III) 5.2 NS NA 2/21/2018 4.57 NS NA 4/19/2018 4.99 NS NA NS NA NS NA NS NA 
Uranium (u 4 .9 NA 3.94 NA 5.06 NA NA NA NA 
Chloride (m 35.39 NA 37.4 NA 37.2 NA NA NA NA 


MW-32 (Class III) NS 2/16/2018 NS 4/10/2018 NS NS NS NS 
Sulfate (mg/L) 2556.70 NA 2160 NA 2000 NA NA NA NA 


M -35 (Class II) it o en. Ammonia as N 0.14 s NA NS NA NS NA 4/10/2018 0.254 NS NA s A s NA NS NA 


Notes: 


NS= Not Required and Not Sampled 
NA= Not Applicable 


Exceedances are shown in yellow 


NA - Pursuant to the January 19, 2018 GWDP these parameters were no longer in exceedance after January 19, 2018 and accelerated sampling was no longer required . The reset of the GWCLs allowed for the cessation of monthly sampling of these parameters after the issuance of the GWDP including during the March 
monthly event. The exceedances noted during the first quarter event will begin accelerated monitoring with the June monthly event, as required by the revised GWDP. 


Pursuant to the DWMRC letter of September 28, 2018, these constituents will no longer be monitored on an accelerated schedule. These constituents will be dropped from this report after this quarter. 


9/11/2018 <0.100 


9/10/2018 
1.35 


0.243 


0.825 
728 


9/13/2018 74.5 
1.58 
6.57 


18.0 
183 


9/11/2018 
8.34 
6.94 


20.1 
2100 
333 


9/10/2018 
83 .0 


5.59 
9/19/2018 


2.18 
5.30 


9/12/2018 
6.35 
35.6 
148 


9/12/2018 4.84 
7.04 
41.1 


9/5/2018 
2060 


9/10/2018 <0.0500 
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Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-OS Sampling Program 


Field Sample ID MW-OS 09112018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/11/2018 11:30 


Sample Date & Time 9/11/2018 14:50 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Sunny and windy 


Pump Type QED External Ambient Temperature (C) 26 


Purging Method 2 Casings Previous Well Sampled MW-14 


Casing Volume (gal) 21.51 


Calculated Casing Volumes Purge Duration (min) 198.30 


pH Buffer 7.0 7.0 Well Depth (ft) 141.50 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 108.55 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/ After 


9/11/2018 14:47 42.74 2875 7.37 15.75 465 0.0 


9/11/2018 14:48 42.96 2871 7.36 15.57 461 0.0 


9/11/2018 14:49 43.18 2863 7.35 15.51 455 0.0 


9/11/2018 14:50 43.40 2873 7.35 15.49 450 0.0 


Pumping Rate Calculations 


!volume of water purged (gals) 43.40 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 200.00 


I Final Depth to Water (feet) 123.99 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number I Type Sample Filtered? Type I Added? 


Heavy Metals - U only y WATER 1 I 250-ml HDPE y HN03 (pH<2) I y 


Comments: 


!Arrived on site at 1127. Purge began at 1130. Purged well for a total of 200 minutes. Purge ended and samples collected at 1450. Water was mostly clear. Left site at 1453. 


Signature of Field Technician 


0wtNC=-~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-11 Sampling Program 
Field Sample ID MW-11 09112018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/11/2018 6:45 


Sample Date & Time 9/11/2018 11:15 !sampler I TH/DL I 
Purging Equipment Pump Weather Conditions Partly cloudy with some wind 


Pump Type QED External Ambient Temperature (C) 15 


Purging Method 2 Casings Previous Well Sampled MW-35 


Casing Volume (gal) 29.02 


Calculated Casing Volumes Purge Duration (min) 267.51 


pH Buffer 7.0 7.0 Well Depth (ft) 130.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 85.55 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 
9/11/2018 11:12 57.93 2951 7.36 15.05 424 9.10 


9/11/2018 11:13 58.15 2948 7.37 15.02 403 10.10 


9/11/2018 11:14 58.37 2938 7.37 15.01 389 11.00 


9/11/2018 11:15 58.59 2939 7.37 15.00 383 11.00 


I volume of water purged (gals) 


Pumping Rate Calculations 


58.59 Flow Rate (Q = S/60) (gal/min) .217 
Time to evacuate 2 Casing Volumes (min) 270.00 


Number of casing Volumes 2.00 I Final Depth to Water (feet) 85.68 
Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 
AWSL 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 Deg C y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


voes - Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


I Arrived on site at 0640. Purge began at 0645. Purged well for 270 minutes. Purge end~d -~ s~mples collected at 1115. Water was clear. Left site at 1125. 







Groundwater Discharge Permit 
Groundwater Momtonng uuallty Assurance f-'lan 


White Mesa Mill 
_:,E...;:..,.=> Field Data Worksheet For Groundwater 


Location ID MW-12 Sampling Program 


Field Sample ID MW-12 09122018 Samplir1g Event 2018 Q3 GW 


Purge Date & Time 9/12/2018 11:15 


Sample Date & Time 9/12/2018 13:35 [same_ler TH/DL 


Purging Equipment Pump Weather Conditions Sunny, windy 


Pump Type QED External Ambient Temperature (C) 21 


Purging Method 2 Casings Previous Well Sampled MW-28 


Casing Volume (gal) 14.64 


Calculated Casing Volumes Purge Duration (min) 134.99 


pH Buffer 7.0 7.0 Well Depth (ft) 130.40 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 107.97 


Date!Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/ After 


9/12/2018 13:32 29.72 4150 6.48 16.19 479 0.0 
9/12/2018 13:33 29.94 4199 6.50 16.10 476 0.0 


9/12/2018 13:34 30.16 4185 6.42 16.10 474 0.0 


9/12/2018 13:35 30.38 4189 6.41 16.12 472 0.0 


Pumping Rate Calculations 
!Volume of water purged (gals) 30.38 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 140.00 


Number of casing Volumes 2.00 [ Final D_!!efh to WaterJfeet) 121.30 


Volume, if well evacuated to dryness () 0 


Name of Certified Anal\l!_ica! Laboratory 
AWSL 


Analytical Samples Information 


Sample Container Preservative 
Type of Sample/Analysis Collected? Matrix Number I Type Sample Filtered? Type I Added? 


Heavy Metals - U only y WATER 1 I 250-ml HOPE y HN03 (pH<2) I y 


Comments: 


!Arrived on site at 1112. Purge began at 1115. Purged well for 140 minutes. Purge ended & samples collected at 1335. Water was mostly clear. Left site at 1340. 


Signature of Field Technician 


~{1/Y2k'X #::~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-14 I rogram 


I I Field Sample ID MW-14 09112018 : Sampling Event 2018 Q3 GW 


Sampling Program 


Sampling Event 2018 Q3 GW 


Purge Date & Time 9/11/2018 10:55 


Sample Date & Time 9/11/2018 13:55 !sampler !sampler I TH/DL TH/DL I 
Purging Equipment Pump Weather Conditions Sunny and windy 


Pump Type QED External Ambient Temperature (C) 25 


Purging Method 2 Casings Previous Well Sampled MW-30 


Casing Volume (gal) 17.04 


Calculated Casing Volumes Purge Duration (min) 157.14 


pH Buffer 7 .0 7.0 Well Depth (ft) 128.70 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 102.59 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/ After 


9/11/2018 13:52 38.40 2764 6.64 15.52 517 0.0 


9/11/2018 13:53 38.62 2741 6.62 15.50 517 0.0 


9/11/2018 13:54 38.84 2709 6.61 15.52 517 0.0 


9/11/2018 13:55 39.06 2743 6.60 15.54 516 0.0 


Pumping Rate Calculations 


!volume of water purged (gals) 117.54 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 180.00 


!Final Depth to Water (feet) 102.70 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 DegC y 


Heavy Metals - Full Suite y WATER 1 250-mL HDPE y HN03 (pH<2) y 


voes - Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-mL HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


I Arrived on site at 1052. Purge began at 1055. Pu!ged well for 180 minutes. Purge ended & samples collected at 1355. Water was clear. Left site at 1410. 


Signature of Field Technician 


"'jtl.M~a.,,f~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


~~


,, 
:r --i ' ~ 


~-. "'' . . ,.~~--_,r. ~/ 
White Mesa Mill 


Field Data Worksheet For Groundwater 
-, 


Location ID MW-24 Sameling Program 


Field Sample ID MW-24 09192018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/18/2018 9:15 


Sample Date & Time 9/19/2018 7:00 !sampler TH 


Purging Equipment Pump Weather Conditions Sunny 


Pump Type QED External Ambient Temperature (C) 22 


Purging Method 2 Casings Previous Well Sampled MW-26 


Casing Volume (gal) 5.38 


Calculated Casing Volumes Purge Duration (min) 56.04 


pH Buffer 7.0 7.0 Well Depth (ft) 120.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 111.76 


Date/Time Gallons Purged Conductivity pH Temp {Deg C) Redox Turbidity Before/After 


9/18/2018 10:15 11.52 4500 5.20 17.01 556 10.10 


9/19/2018 6:59 4514 5.28 15.46 Before 


9/19/2018 7:03 4507 5.30 15.48 After 


Pumping Rate Calculations 


!Volume of W.!ter purged (gals} 11.52 Flow Rate (Q = S/60) (gal/min) .192 


Time to evacuate 2 Casing Volumes (min) 60.00 


I Final Depth to Water {feet) 118.02 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness (gals) 11.52 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Sameles Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Heavy Metals - Be only y WATER 1 250-mL HOPE y HN03 (pH<2) y 


Heavy Metals - Cd only y WATER 1 250-mL HOPE y HN03 (pH<2) y 


Heavy Metals - Tl only y WATER 1 500-mL Poly y HN03 (pH<2) y 


Comments: 


Arrived on site at 0910. Purge began at 0915. Purged well for 60 minutes. Flow rate decreased throughout the purge until well ran dry. Purge ended at 1015. Left site at 1018.Arrived 
on site at 0657. Depth to water was 111.59. Samples collected at 0700. Left site at 0706. 


Signature of Field Technician 


0 <1J/us ,JJ:/,4 







Groundwater Discharge Permit 


~~~ 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-25 ---, Sampling Program c1mpling Program 


Field Sample ID MW-25 09102018 Sampling Event Sampling Event 2018 Q3 GW 2018 Q3 GW 


Purge Date & Time 9/10/2018 8:05 


Sample Date & Time 9/10/2018 12:05 I sampler [sampler I TH/DL TH/DL I 
Purging Equipment Pump Weather Conditions Partly cloudy. 


Pump Type QED External Ambient Temperature (C) 21 


Purging Method 2 Casings Previous Well Sampled MW-31 


Casing Volume (gal) 23.54 


Calculated Casing Volumes Purge Duration (min) 216.96 


pH Buffer 7 .0 7.0 Well Depth (ft) 115.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 78.95 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/10/2018 12:02 51.42 3177 6.80 15.12 540 7.20 


9/10/2018 12:03 51.64 3195 6.75 15.05 538 8.00 


9/10/2018 12:04 51.86 3170 6.70 15.07 537 8.20 


9/10/2018 12:05 52.08 3172 6.69 15.13 536 8.50 


Pumping Rate Calculations 


[volu!l"e of water purged (gals) 52.08 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 240.00 


[ Final Depth to W~te_rJfeet) 83.21 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness() 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 DegC y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


voes - Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


[~r!ived on site at 0800. Purge began at 0805. Purged well__fc)_r 240 minutes. Purge ended & samples collected 1205. Water was mostly clear. Left site at 1215. 


Signature of Field Technician 


-:lf/1&1:-~& 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-26 Sampling Program 
Field Sample ID MW-26 09132018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/13/2018 8:14 


Sample Date & Time 9/13/2018 8:15 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Sunny 


Pump Type Continuous External Ambient Temperature (C) 17 


Purging Method 2 Casings Previous Well Sampled MW-12 


Casing Volume O 
Calculated Casing Volumes Purge Duration () 


pH Buffer 7.0 7.0 Well Depth (ft) 121.33 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 67.98 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/13/2018 8:14 3427 6.57 16.15 375 28.00 


-
Flow Rate (Q = S/60) (gal/min) 11.00 !volume of water pu.-_ged () 


Pumping_ Rate Calculations 


Time to evacuate 2 Casing Volumes () 


I Final Depth to Water (feet) 116.23 Number of casing Volumes 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 
Container Preservative 


Type of Sample/ Analysis Sample Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 DegC y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


voes - Full Suite for GW y WATER 3 40mlVOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


I Arrived on site at 0812. Samples collected at 0815. Water was 111ostl~ clear. Left site at 0822. 


Signature of Field Technician 


\-:JaAJ1R&j}.~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-27 Sampling Program 


Field Sample ID MW-27 _09122018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/12/2018 7:00 


Sample Date & Time 9/12/2018 11:00 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Sunny 


Pump Type QED External Ambient Temperature (C) 15 


Purging Method 2 Casings Previous Well Sampled MW-05 


Casing Volume (gal) 25.56 


Calculated Casing Volumes Purge Duration (min) 235.62 


pH Buffer 7.0 7.0 Well Depth (ft) 95.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 55.85 


DatefTime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/12/2018 10:57 51.42 1153 7.33 15.35 497 0.0 


9/12/2018 10:58 51.64 1153 7.28 15.37 498 0.0 


9/12/2018 10:59 51.86 1151 7.21 15.35 499 0.0 


9/12/2018 11:00 52.08 1153 7.20 15.36 500 0.0 


Pumping Rate Calculations 


[volume of water purged (gals) 52.08 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 240.00 


!Final Depth to Water {feet) 57.35 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness() 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HDPE u H2504 (pH<2), 4 Deg C y 


Comments: 


!Arrived on site at 0657. Purge began at 0700. Purged well for 240 minutes. Purge~~d~<!§< samples collected at 1100. Water was mostl}' clear. Left site at 1104. 


Signature of Field Technician 


~ t {fLUce -~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-28 I rogram 


I I Field Sample ID MW-28 09122018 : Sampling Event 2018 Q3 GW 


Sampling Program 


Sampling Event 2018 Q3 GW 


Purge Date & Time 9/12/2018 7:15 


Sample Date & Time 9/12/2018 11:15 !sampler I TH/DL I !sampler TH/DL 


Purging Equipment Pump Weather Conditions Sunny 


Pump Type QED External Ambient Temperature (C) 15 


Purging Method 2 Casings Previous Well Sampled MW-27 


Casing Volume (gal) 23.01 


Calculated Casing Volumes Purge Duration (min) 212.14 


pH Buffer 7 .0 7.0 Well Depth (ft) 110.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 74.75 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/12/2018 11:12 51.42 4105 6.20 15.60 509 0.0 


9/12/2018 11:13 51.64 4120 6.17 15.58 510 0.0 


9/12/2018 11:14 51.86 4149 6.11 15.61 512 0.0 


9/12/2018 11:15 52.08 4145 6.10 15.58 510 0.0 


Pumping Rate Calculations 


jvolume of water purged (gals) 52.08 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 240.00 


!Final Depth to Water(feet1 77.68 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Heavy Metals - U and Cd only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Comments: 
!Arrived on site at 0712. Purge began at 0715. Purged well for 240 minutes. Purge ended & samples collected at 1115. Water was mostly clear. Left site at 1120. 


Signature of Field Technician 


~A..AJ1e&: ~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-30 Sampling Program 
Field Sample ID MW-30 09112018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/11/2018 6:55 


Sample Date & Time 9/11/2018 10:30 [sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy with some wind . 


Pump Type QED External Ambient Temperature (C) 15 


Purging Method 2 Casings Previous Well Sampled MW-11 


Casing Volume (gal) 22.82 


Calculated Casing Volumes Purge Duration (min) 210.34 


pH Buffer 7.0 7.0 Well Depth (ft) 110.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 75.05 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 
9/11/2018 10:27 46.00 2144 7.02 15.07 502 0.0 


9/11/2018 10:28 46.22 2122 6.98 15.00 501 0.0 


9/11/2018 10:29 46.43 2134 6.96 14.98 503 0.0 


9/11/2018 10:30 46.65 2136 6.94 14.93 502 0.0 


[volume of water purged (gals) 46.65 


Pumping Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 215.00 
[ Final Depth to Water (feet) 77.61 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 
Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 Deg( y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


voes - Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


[Arrived on site at 0652. Purge began at 0655. P~rQed well for 215 minutes. Purge ended and samples collected at 1030. Water was clear. Left site at 1040. 
Signature of Field Technician 


<J~~))#~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-31 Sampling Program 


Field Sample ID MW-31 09102018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/10/2018 7:55 


Sample Date & Time 9/10/2018 14:10 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy. 


Pump Type QED External Ambient Temperature (C) 21 


Purging Method 2 Casings Previous Well Sampled MW-32 


Casing Volume (gal) 40.06 


Calculated Casing Volumes Purg~ Duration (min) 369.23 


pH Buffer 7.0 7.0 Well Depth (ft) 130.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 68.65 


DatefTime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/10/2018 14:07 80.72 2840 7.18 15.32 477 0.0 


9/10/2018 14:08 80.94 2825 7.15 15.30 480 0.0 


9/10/2018 14:09 81.15 2833 7.14 15.29 481 0.0 


9/10/2018 14:10 81.37 2827 7.13 15.34 483 0.0 


!volume of water purged (gals) 


Pumping_ Rate Calculations 


81.37 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 375.00 


jFinal Depth to Water (feet) 70.89 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness() 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 Deg C y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


VOCs - Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Nutrients y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C y 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


I Arrived on site at 0750. Purge began at 0755. Purged well for 375 minutes. Purge ended & samples collected at 1410. Water was mostl~ clear. Left site at 1420. 


Signature of Field Technician 


d hfldW( ~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-32 Sampling Program I 
Field Sample ID MW-32 09052018 Sampling Event 2018 Q3 GW 


Purge Date & Time 9/5/2018 7:00 


Sample Date & Time 9/5/2018 12:10 !sampler I TH/DL I 
Purging Equipment Pump Weather Conditions Cloudy 


Pump Type QED External Ambient Temperature (C) 18 


Purging Method 2 Casings Previous Well Sampled N/A 


Casing Volume (gal) 33.31 


Calculated Casing Volumes Purge Duration (min) 307.06 


pH Buffer 7 .0 7.0 Well Depth (ft) 130.60 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 79.58 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/5/2018 12:07 66.61 3785 6.44 14.86 335 13.00 


9/5/2018 12:08 66.83 3786 6.43 14.99 330 13.10 


9/5/2018 12:09 67.05 3782 6.42 14.96 325 13.20 


9/5/2018 12:10 67.27 3784 6.41 14.95 322 13.40 


[volume of water purged (gals) 67.27 


Pumping_ Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 310.00 


[ Final Depth to Water (feet) 85.23 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 
Sulfate y WATER 1 250-ml HOPE u None N 


Comments: 


[Arrived on site at 0657. Pur_ge _Eegan at 0700. Purged well for 310 minutes. Purge ended and samples collected at 1210. Water was clear. Left site at 1215. 


Signature of Field Technician 


0 &~/L~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan -E!WE:_- .~ "----r r: -. " ; ·_ ;,',. _'/ ~---= White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-35 Sampling Program 


Field Sample ID MW-35 09102018 Sampling_ Event 2018 Q3 GW 


Purge Date & Time 9/10/2018 12:35 


Sample Date & Time 9/10/2018 13:55 [sampler TH/DL 


Purging Equipment Pump Weather Conditions Sunny. 


Pump Type QED External Ambient Temperature (C) 27 


Purging Method 2 Casings Previous Well Sampled MW-25 


Casing Volume (gal) 8.03 


Calculated Casing Volumes Purge Duration (min) 74.02 


pH Buffer 7.0 7.0 Well Depth (ft) 124.50 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 112.20 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


9/10/2018 13:52 16.70 4253 6.75 15.28 465 0.0 


9/10/2018 13:53 16.92 4199 6.72 15.24 445 0.0 


9/10/2018 13:54 17.14 4189 6.71 15.17 438 0.0 


9/10/2018 13:55 17.36 4191 6.71 15.20 433 0.0 


[volume of water purged (gals) 17.36 


Pump_i__ng Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 80.00 


[Final Depth to Water (feet) 113.10 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 
Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number I Type Sample Filtered? Type I Added? 
Ammonia y WATER 1 I 250-ml HOPE u H2S04 (pH<2), 4 Deg C I y 


Comments: 


!Arrived on site at 1230. Purge began at 12:3__5._~urged well for 80 minutes. Purge ended and samples collected at 1355. Water was clear. Left site at 1359. 


Signature of Field Technician 


0~)/~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater ----------------------------------~ 
Location ID MW-36 Sampling Program 
Field Sample ID MW-36 10032018 Sampling Event 2018 Q3 MW-36 


Purge Date & Time 10/3/2018 7:25 


Sample Date & Time 10/3/2018 8:35 [sampler TH/DL 


Purging Equipment Pump Weather Conditions Overcast, rain 


Pump Type QED External Ambient Temperature (C) 15 
Purging Method 2 Casings Previous Well Sampled N/A 
Casing Volume (gal) 7.30 


Calculated Casing Volumes Purge Duration (min) 67.34 


pH Buffer 7.0 7.0 Well Depth (ft) 121.60 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 110.41 


Date!Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


10/3/2018 8:32 14.59 4936 6.62 14.48 591 0 
10/3/2018 8:33 14.75 4940 6.67 14.45 587 0 


10/3/2018 8:34 14.96 4939 6.69 14.48 586 0 


10/3/2018 8:35 15.19 4931 6.72 14.48 584 0 


!Volume of water purged (gals) 15.19 


Pumping Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 70.00 
jFinal Depth to Water (feet) 111.58 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 
Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 
Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


General lnorganics y WATER 1 250-ml HOPE u 4 DegC y 


Gross Alpha y WATER 1 250-ml HOPE y HN03 y 


Heavy Metals - Full Suite y WATER 1 250-ml HOPE y HN03 (pH<2) y 


Nutrients y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C y 


Total Dissolved Soilds y WATER 1 250-ml HOPE u 4 DegC y 


voes -Full Suite for GW y WATER 3 40ml VOA u HCI (pH<2), 4 Deg C y 


Comments: 


! Arrived on site at 0720. Purge began at 0725. Purged well for a total of 70 minutes. Purge ended and samples collected at 0835. \A/ater was mostly clear. Left site at 0845. 
Signature of Field Technician 


~ &)14 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-65 Sampling_ Program 


Field Sample ID MW-65 09112018 Sampling_ Event 2018 Q3 GW 


Purge Date & Time 
Sample Date & Time 9/11/2018 13:55 lsameler TH/DL 


Purging Equipment Weather Conditions 


Pump Type External Ambient Temperature () 


Purging Method Previous Well Sampled 


Casing Volume () 


Calculated Casing Volumes Purge Duration () 


pH Buffer 7 .0 Well Depth (ft) 
pH Buffer 4.0 Well Casing_ Diameter () 


Specific Conductance () Depth to Water Before Purging (ft) 


DatefTime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After J 


Pumping Rate Calculations 
!volume of water purged() Flow Rate _{_Q = ~60) () 


Time to evacuate 2 Casing Volumes () 


!Final Depth to Water (feet) Number of casing Volumes 


Volume, if well evacuated to dryness O 
Name of Certified Analytical Laboratory 
AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


General lnorganics y WATER 1 250-mL HOPE u 4 DegC y 


voes - Full Suite for GW y WATER 3 40mlVOA u HCI (pH<2), 4 Deg C y 


Heavy Metals - Full Suite y WATER 1 250-mL HOPE y HN03 (pH<2) y 


Nutrients y WATER 1 250-mL HOPE u H2S04 (pH<2), 4 Deg C y 


Total Dissolved Soilds y WATER 1 250-mL HOPE u 4 DegC y 


Gross Alpha y WATER 1 250-mL HDPE u HN03 y 


Comments: 
!Duplicate of MW-14 


Signature of Field Technician 


<::J.,,,,,."' d4 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater .----- - -----------~----- ------------, 
Location ID MW-75 Sampling Prog_ram 


Field Sample ID MW-75 10032018 Sampling Event 2018 Q3 MW-36 


Purge Date & Time 


Sample Date & Time 10/3/2018 8:35 [sampler TH/DL 


Purging Equipment Weather Conditions 


Pump Type External Ambient Temperature () 


Purging Method Previous Well Sameled 
Casing Volume () 


Calculated Casing Volumes Purge Duration () 


pH Buffer 7 .0 Well Depth (ft) 
pH Buffer 4.0 Well Casing Diameter () 


Specific Conductance () Depth to Water Before Purging (ft) 


Date/Time Gallons Purged Conductivity _e_H Teme__(Deg C) Redox Turbidity_ I Before/After! 


Pumping Rate Calculations 


!volume of water purged () Flow Rate (Q = S/60) () 


I Final Depth to Water (feet) 


Time to evacuate 2 Casing Volumes Q 
Number of casing Volumes 


Volume, if well evacuated to dryness () 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


General lnorganics y WATER 1 250-ml HDPE u 4 DegC y 


Heavy Metals - Full Suite y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Nutrients y WATER 1 250-ml HDPE u H2S04 (pH<2). 4 Deg C y 


Total Dissolved Soilds y WATER 1 250-ml HDPE u 4 DegC y 


voes - Full Suite for GW y WATER 3 40mlVOA u HCI (pH<2), 4 Deg C y 


Gross Alpha y WATER 1 250-ml HDPE y HN03 y 


Comments: 


!Duplicate of MW-36 


Signature of Field Technician 


~IZRLh,JJc4 







TabC 


Field Data Worksheets Accelerated Monitoring 







Tab Cl 


Field Data Worksheets Accelerated Monitoring 


July 2018 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-11 Sampling Program 


Field Sample ID MW-11 07242018 Samll_lLng Event Jul-18 


Purge Date & Time 7/24/2018 7:10 
Sample Date & Time 7/24/2018 11:40 [sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature (C) 23 
Purging Method 2 Casings Previous Well Sampled MW-31 
Casing Volume (gal) 28.88 


Calculated Casing Volumes Purge Duration (min) 266.19 


pH Buffer 7 .0 7.0 Well Depth (ft) 130.00 
pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 85.77 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


7/24/2018 11:37 57.93 3046 7.50 16.88 246 5.0 
7/24/2018 11:38 58.15 2949 7.52 16.26 228 5.1 
7/24/2018 11:39 58.37 2987 7.55 16.25 220 5.1 
7/24/2018 11:40 58.59 3006 7.52 16.10 219 5.1 


Pumping Rate Calculations 


!Volume of wat~~l.J!ge~ (gals) 58.59 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 270.00 


Number of casing Volumes 2.0 !Final Depth to Wat~r (feet) 87.79 


Volume, if well evacuated to dryness() 0 
Name of Certified Analytical Laboratory 


AWSL 


Analytical Samll_les Information 


Container Preservative 
Type of Sample/ Analysis Sample Collected? Matrix Number I Type Sample Filtered? Type I Added? 


Sulfate y WATER 1 I 250-ml HDPE u None I N 


Comments: 


! Arrived on site at 0706. Purge began at 0710. Purged well for a total of 270 minutes. Purge.ended and samples collected at 1140. Water was clear. Left site at 1143. 


Signature of Field Technician 


d c~MeA- j)~ 







Groundwater Discharge Permit 


F-: 
.. ___. =.- . 


_.,.;,- ~ , - - Fl:a--Z s ---- -~ J. - ~ 
..... ,- 'r :,' 


. ~ ,;_,, _ -


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-14 Sampling Program 


Field Sample ID MW-14 07242018 Sampling Event Jul-18 


Purge Date & Time 7/24/2018 11:10 


Sample Date & Time 7/24/2018 14:00 [sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature (C) 30 


Purging Method 2 Casings Previous Well Sampled MW-30 


Casing Volume (gal) 16.88 


Calculated Casing Volumes Purge Duration (min) 155.63 


pH Buffer 7 .0 7.0 Well Depth (ft) 128.70 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 102.84 


DatefTime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


7/24/2018 13:57 34.06 3998 7.00 16.80 328 3.1 


7/24/2018 13:58 34.28 3990 7.04 16.45 322 3.0 


7/24/2018 13 :59 34.50 3971 7.13 16.49 315 3.1 


7/24/2018 14:00 34.72 3980 7.16 16.44 310 3.1 


Flow Rate (Q = S/60) (gal/min) .217 !Volun,e of water purged (gals) 34.72 


Pumpin9_ Rate Calculations 


Time to evacuate 2 Casing Volumes (min) 160.00 


[Fir1al Depth_ t_c>_ V'{ater (feet) 103.98 Number of casing Volumes 2.0 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analyt_ical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number I Type Sample Filtered? Type I Added? 


Fluoride V WATER 1 I 250-ml HDPE u None I N 


Comments: 


I arrived on site at 1106. Purge began at 1110. Purged well for a total of 160 minutes. Purge ended a_11d samples collected at 1400. Water was clear. Left site at 1403. 


Signature of Field Technician 


0~))~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-25 Sampling ~~g_ram 
Field Sample ID MW-25 07232018 Sampling Event Jul-18 


Purge Date & Time 7/23/2018 7:15 


Sample Date & Time 7/23/2018 11: 15 lsameler TH/OL 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature (C) 24 


Purging Method 2 Casings Previous Well Sampled MW-31 


Casing Volume (gal) 23.46 


Calculated Casing Volumes Purge Duration (min) 216.24 


pH Buffer 7.0 7.0 Well Depth (ft) 115.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 79.07 


Dateffime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


7/23/2018 11:12 51.42 3242 6.75 15.99 392 6.0 


7/23/2018 11:13 51.64 3216 6.80 16.00 384 6.0 


7/23/2018 11:14 51.86 3234 6.83 16.03 370 6.0 


7/23/2018 11:15 52.08 3229 6.85 16.05 360 6.3 


Pumping Rate Calculations 


[volume of water purged (gals) 52.08 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 240.00 


I Final Depth to Water (fee~) 81.15 Number of casing Volumes 2.0 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 
Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Fluoride y WATER 1 250-ml HOPE u None N 


Heavy Metals - Cd only y WATER 1 250-ml HOPE y HN03 (pH<2) y 


Comments: 
I Arrived on site at 0712. Purge began at 0715. Purged well for a total of 240 minute~._f_LJ_rge_ e_11ded and samp~s collected at 1115. Water was mostly_ clear. Left site at 1120. 


~ignature of Fie-~~ 


~ 04Ylt1C--- ' , 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-26 Sampling_ Program 


Field Sample ID MW-26 07242018 Samplin_g Event Jul-18 


Purge Date & Time 7/24/2018 13:07 


Sample Date & Time 7/24/2018 14:20 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type Continuous External Ambient Temperature {C) 32 


Purging Method 2 Casings Previous Well Sampled MW-14 


Casing Volume () 


Calculated Casing Volumes Purge Duration () 


pH Buffer 7.0 7.0 Well Depth {ft) 121.33 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance {micromhos) 1000 Depth to Water Before Purging {ft) 68.49 


Date/Time Gallons Purged Conductivity i>_H Temp {Deg C) Redox Turbidity Before/After 


7/24/2018 14:19 3645 7.18 16.95 301 2.4 


Pumping Rate Calculations 


!volume of water purged() Flow Rate (Q = S/60) (gal/min) 10.0 


Time to evacuate 2 Casing Volumes () 


[Final Depth to Water {feet) 79.32 Number of casing Volumes 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Sam_e_les Information 


Container Preservative 


Type of Sample/Analysis Sample Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C y 


voes - ChCl3 and MeCl2 y WATER 3 4oz glass jar u HCI (pH<2), 4 Deg C y 


Comments: 


I Arrived on site at 1416. Samples collected at 1420. Water was mostly clear. Left site at 1426 


Signature of Field Technician 


~CWl//t:k~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-30 Sampling Program 


Field Sample ID MW-30 07242018 Sampling Event Jul-18 


Purge Date & Time 7/24/2018 7:15 


Sample Date & Time 7/24/2018 10:50 !sampler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy, 


Pump Type QED External Ambient Temperature (C) 23 


Purging Method 2 Casings Previous Well Sampled Me-11 


Casing Volume (gal) 22.71 


Calculated Casing Volumes Purge Duration (min) 209.32 


pH Buffer 7.0 7.0 Well Depth (ft) 110.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 75.22 


Date!Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


7/24/2018 10:4 7 46.00 2124 7.20 16.59 320 0 


7/24/2018 10:48 46.22 2087 7.30 16.69 310 0 


7/24/2018 10:49 46.43 2089 7.37 16.59 310 0 


7/24/2018 10:50 46.65 2119 7.39 16.63 309 0 


!Volume of water purged (gals) 


Pumping_ Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 46.65 


Time to evacuate 2 Casing Volumes (min) 215.00 


jFinal Depth to Water (feet) 77.85 Number of casing Volumes 2.0 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 
AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


Heavy Metals - U only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Comments: 


l Arrived on site at 0710. Purge began at 0715. Purged well for a total of 215 minutes. Purge ended and samples collected at 1050. Water was mostly clear. Left site at 1100. 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-31 Sampling Program 


Field Sample ID MW-31 07232018 SamplLng Event Jul-18 


Purge Date & Time 7/23/2018 7:00 


Sample Date & Time 7/23/2018 13:10 [ Sii_lllPler TH/DL 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature (C) 23 


Purging Method 2 Casings Previous Well Sampled N/A 


Casing Volume (gal) 40.00 


Calculated Casing Volumes Purge Duration (min) 368.68 


pH Buffer 7.0 7.0 Well Depth (ft) 130.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 68.74 


DatefTime Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


7/23/2018 13:07 79.63 2827 7.10 16.50 354 1.5 


7/23/2018 13 :08 79.85 2830 7.10 16.48 347 1.5 


7/23/2018 13:09 80.07 2826 7.15 16.35 340 1.6 


7/23/2018 13:10 80.29 2833 7.17 16.30 336 1.6 


Pumping Rate Calculations 


[volume of w_i)!__er purged (gals) 80.29 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 370.00 


[Final Depth to Water (feet) 71.32 Number of casing Volumes 2.0 


Volume, if well evacuated to dryness () 0 


Name of Certified Anal}'t_ical Laboratory 


AWSL 


Analytical ~amples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C y 


Sulfate y WATER 1 250-ml HOPE u None N 


Heavy Metals - U and Se only y WATER 1 250-ml HOPE y HN03 (pH<2) y 


Total Dissolved Solids y WATER 1 250-ml HOPE u 4 DegC y 


Comments: 


I Arrived on site at 0655. Purge began at 0700. Purged well for a total of 370 minutes. Purge ended and samples collected at 1310. Water was mostly clear. Left site at 1317. 


Signat~of Field Tec~..,,.L. 


'>.]?<JtAP(.l/ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
Field Data Worksheet For Groundwater 


Location ID MW-65 Sampling Program 


Field Sample ID MW-65 07242018 Sampling Event Jul-18 


Purge Date & Time 
Sample Date & Time 7/24/2018 10:50 [same_ler TH/DL 


Purging Equipment Weather Conditions 


Pump Type External Ambient Temperature () 


Purging Method Previous Well Sam_e_led 
Casing Volume () 


Calculated Casing Volumes Purge Duration () 
pH Buffer 7.0 Well Depth (ft) 


pH Buffer 4.0 Well Casing_ Diameter () 


Specific Conductance () Dei>th to Water Before Purging (ft) 


Date!Time Gallons Purged Conductivity_ pH Temp (Deg C) Redox Turbidity I Before/After! 


jvolume of water purged() 


Pumping_ Rate Calculations 
Flow Rate {Q = S/60) {) 


I Final Depth to Water (feet) 
Time to evacuate 2 Casing Volurri_es O 
Number of casing_ Volumes 
Volume, if well evacuated to d_ry_ness {) 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 
Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 
Heavy Metals - U only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Nitrate/nitrite as N y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


Comments: 
I Duplicate of MW-30 


Signature of Field Technician 


v04!Ui_#4 







TabC2 


Field Data Worksheets Accelerated Monitoring 


August 2018 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 
:S Field Data Worksheet For Groundwater 


Location ID MW-11 Sampling Program 


Field Sample ID MW-11_08092018 Sampling Event August 2018 


Purge Date & Time 8/9/2018 7:25 


Sample Date & Time 8/9/2018 11:55 [sampler TH 


Purging Equipment Pump Weather Conditions Smoke haze from California wildfire 


Pump Type QED External Ambient Temperature (C) 20 


Purging Method 2 Casings Previous Well Sampled MW-25 


Casing Volume (gal) 29.01 


Calculated Casing Volumes Purge Duration (min) 267.39 


pH Buffer 7 .0 7.0 Well Depth (ft) 130.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 85.57 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/ After 


8/9/2018 11:52 57.93 2988 7.50 15.50 360 0 


8/9/2018 11:53 58.15 2986 7.48 15.30 346 0 


8/9/2018 11:54 58.37 2943 7.46 15.31 337 0 


8/9/2018 11:55 58.59 2943 7.44 15.30 329 0 


[volume of water purged (gals) 58.59 


Pumping_ Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 270.00 


[ Final Depth to Water (feet) 87.23 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness O 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Sulfate y WATER 1 250-ml HDPE u None N 


Heavy Metals - Mn only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Comments: 


[Arrived on site at 0722. Purg~began ~t 0725. Purged well for a total of 270 minutes. Purge ended and samples collec:_ted at 1155. W~er was mostly clear. Left site at 1203. 


Signature of Field Technician 


, --:Jo.fiftf/L ~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-14 Sampling Program 


Field Sample ID MW-14 08092018 Sampling Event August 2018 


Purge Date & Time 8/9/2018 11:10 


Sample Date & Time 8/9/2018 14:10 [sampler TH 


Purging Equipment Pump Weather Conditions Smoke haze from California wildfire 


Pump Type QED External Ambient Temperature (C) 28 


Purging Method 2 Casings Previous Well Sampled MW-11 


Casing Volume (gal) 17.10 


Calculated Casing Volumes Purge Duration (min) 157.68 


pH Buffer 7 .0 7.0 Well Depth (ft) 128.70 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 102.50 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


8/9/2018 14:07 38.40 3969 6.64 15.68 495 0 


8/9/2018 14:08 38.62 3963 6.63 15.58 494 0 


8/9/2018 14:09 38.84 3949 6.62 15.53 494 0 


8/9/2018 14:10 39.06 3968 6.61 15.53 493 0 


Pumeing Rate Calculations 


[volume of water purged (ga_l_s} 39.06 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 180.00 


[ Final Depth to Water (feet) 103.97 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number I Type Sample Filtered? Type I Added? 


Fluoride y WATER 1 I 250-ml HOPE u None I N 


Comments: 


I Arrived on site at 1106_. ~LJrge _began at 1110. Purged well for a total of 180 minutes. Purge ended and sample collected at 1410. Water was clear. Left site at 1415. 


Signature of Field Technician 


<J tUMJ~ ~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-25 Sampling Program 


Field Sample ID MW-25 08092018 Sampling Event August 2018 


Purge Date & Time 8/9/2018 7:15 


Sample Date & Time 8/9/2018 10:55 !sampler TH 


Purging Equipment Pump Weather Conditions Smoke haze from California wildfire 


Pump Type QED External Ambient Temperature (C) 20 


Purging Method 2 Casings Previous Well Sampled N/A 
Casing Volume (gal) 23.50 


Calculated Casing Volumes Purge Duration (min) 216.66 


pH Buffer 7.0 7.0 Well Depth (ft) 115.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 79.00 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/ After 


8/9/2018 10:52 47.08 3175 6.60 15.15 511 25.0 


8/9/2018 10:53 47.30 3177 6.60 15.19 510 26.0 


8/9/2018 10:54 47.52 3181 6.60 15.18 509 27.0 


8/9/2018 10:55 47.74 3175 6.60 15.19 508 27.0 


Pumping_ Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 [volume of water purged (gals) 47.74 


Time to evacuate 2 Casing Volumes (min) 220.00 


[ Final Depth to Water (feet) 81.47 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Same_les Information 


Sample Container Preservative 


Type of Sample/Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Fluoride y WATER 1 250-ml HOPE u None N 


Heavy Metals - Cd only y WATER 1 250-ml HOPE y HN03 (pH<2) y 


Comments: 


I Arrived on site at 0710. Purge began at 0715. Purged well for a total of 220 minutes. Purge ended and samples collected at 1055. Water was mostly clear. Left site at 1101 . 


Signature of Field Technician 


;jN/;/IJl:L~ 







~~ ~ w:;;;:~~y,q.-srs 
Location ID 


Field Sample ID 


Purge Date & Time 


Sample Date & Time 


Purging Equipment 


Pump Type 


Purging Method 


Casing Volume () 


Calculated Casing Volumes Purge Duration () 


pH Buffer 7.0 


pH Buffer 4.0 


Specific Conductance (micromhos) 


DatefTime Gallons Purged 


8/10/2018 10:44 


!Volume of water purged() 


!Final Depth to Water {feet) 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 
' 


Type of Sample/Analysis 


Chloride 


Nitrate/nitrite as N 


voes - ChCl3 and MeCl2 


Comments: 


Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


MW-26 ---, Sampling_ Program 


MW-26 08102018 SampJing Event August 2018 


8/10/2018 10:44 


8/10/2018 10:45 [sampler TH 


Pump Weather Conditions Partly cloudy 


Continuous External Ambient Temperature (C) 26 


2 Casings Previous Well Sampled MW-30 


7.0 Well Depth (ft) 121.33 


4.0 Well Casing Diameter (in) 4 


1000 Depth to Water Before Purging (ft) 68.45 


Conductivity pH Temp (Deg C) Redox Turbidity 


3542 6.64 16.48 346 0 


Pumping Rate Calculations 


Flow Rate (Q = S/60) (gal/min) 


Time to evacuate 2 Casing Volumes () 


81.88 Number of casing Volumes 


Volume, if well evacuated to dryness () 


Sample Container Preservative 


Collected? Matrix Number Type Sample Filtered? Type 
y WATER 1 500-ml Poly u None 
y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C 
y WATER 3 4oz glass jar u HCI (pH<2), 4 Deg C 


! Arrived on site at 1040. Samples collected at 1045. Water was clear. Left site at 1050. 


Signature of Field Technician 


;:JqMlV--J)_~ 


Before/After 


10.00 


0 


Added? 


N 
y 


y 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-30 Sampling Program 


Field Sample ID MW-30 08102018 Sampling Event August 2018 


Purge Date & Time 8/10/2018 6:35 


Sample Date & Time 8/10/2018 9:55 [sampler TH 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature (C) 20 


Purging Method 2 Casings Previous Well Sampled MW-31 


Casing Volume (gal) 22.81 


Calculated Casing Volumes Purge Duration (min) 210.28 


pH Buffer 7 .0 7.0 Well Depth (ft) 110.00 


pH Buffer 4.0 4.0 Well Casing Diameter (in) 4 


Specific Conductance (micromhos) 1000 Depth to Water Before Purging (ft) 75.06 


Date/Time Gallons Purged Conductivity pH Temp (Deg C) Redox Turbidity Before/After 


8/10/2018 9:52 47.08 2132 6.98 15.01 457 0 


8/10/2018 9:53 47.30 2136 6.95 14.98 452 0 


8/10/2018 9:54 47.52 2134 6.93 14.96 449 0 


8/10/2018 9:55 47.74 2135 6.91 14.99 446 0 


!Volume of water purged (gals) 


Pumping_ Rate Calculations 


Flow Rate (Q = S/60) (gal/min) .217 47.74 


Time to evacuate 2 Casing Volumes (min) 220.00 


I Final Depth to Water (feet) 77.81 Number of casing Volumes 2.00 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


Heavy Metals - U only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Comments: 


I Arrived on site at 0632. Purge began at 0635. Purged well for a total of 220 minutes. Purge ended and samples collected at 0955. Water was mostly clear. Left site at 1002. 


Signature of Field Technician 


"::JBM#::J-~ 







Groundwater Discharge Permit 


Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


..-:::11<...:S> Field Data Worksheet For Groundwater 


Location ID MW-31 Sampling Program 


Field Sample ID MW-31 08102018 Sampling Event Aug_ust 2018 


Purge Date & Time 8/10/2018 6:25 


Sample Date & Time 8/10/2018 12:40 [sampler TH 


Purging Equipment Pump Weather Conditions Partly cloudy 


Pump Type QED External Ambient Temperature {C) 20 


Purging Method 2 Casings Previous Well Sampled MW-14 


Casing Volume {gal) 40.04 


Calculated Casing Volumes Purge Duration {min) 369.11 


pH Buffer 7.0 7.0 Well Depth {ft) 130.00 


pH Buffer 4.0 4.0 Well Casing Diameter {in) 4 


Specific Conductance {micromhos) 1000 Depth to Water Before Purging {ft) 68.67 


Date/Time Gallons Purged Conductivity pH Temp {Deg C) Redox Turbidity Before/After 


8/10/2018 12:37 80.72 2837 7.02 15.48 328 35.0 


8/10/2018 12:38 80.94 2822 7.01 15.47 344 36.0 


8/10/2018 12:39 81.15 2815 7.00 15.39 351 37.0 


8/10/2018 12:40 81.37 2820 7.00 15.34 357 38.0 


Pumping Rate Calculations 


[volume of water purged {gals) 81.37 Flow Rate (Q = S/60) (gal/min) .217 


Time to evacuate 2 Casing Volumes (min) 375.00 


[ Final Depth to Water {feet) 71.06 Number of casing Volumes 2.0 


Volume, if well evacuated to dryness () 0 


Name of Certified Analytical Laboratory 


AWSL 


Analytic~ Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 


Nitrate/nitrite as N y WATER 1 250-ml HOPE u H2S04 (pH<2), 4 Deg C y 


Sulfate y WATER 1 250-ml HOPE u None N 


Heavy Metals - U and Se only y WATER 1 250-ml HOPE y HN03 (pH<2) y 


Total Dissolved Soilds y WATER 1 250-ml HOPE u 4 DegC y 


Comments: 


[ Arrived on site at 0620. Purge began at 0625. Purged well for a total of 375 minutes. Purge ended and samples collected at 1240. Water was mostly clear. Left site at 1250. 


Signature of Field Technician 


--,::L,{//71/,,-( ~ 







Groundwater Discharge Permit 
Groundwater Monitoring Quality Assurance Plan 


White Mesa Mill 


Field Data Worksheet For Groundwater 


Location ID MW-65 ---, Sampling Program 


Field Sample ID MW-65 08102018 Samr>_lir,g Event August 2018 


Purge Date & Time 


Sample Date & Time 8/10/2018 12:40 !sampler TH 


Purging Equipment Weather Conditions 
Pump Type External Ambient Temperature () 
Purging Method Previous Well Sampled 


Casing Volume O 
Calculated Casing Volumes Purge Duration () 
pH Buffer 7.0 Well Depth (ft) 
pH Buffer 4.0 Well Casing Diameter () 
Specific Conductance () Depth to Water Before Purging (ft) 


Date!Time Gallons Purged Conductivity pH j Temp (DeQC>[ Redox Turbidity J Before/After I 
Pumping Rate Calculations 


l'!_olume oJ water purged () Flow Rate (Q = S/60) O 
Time to evacuate 2 Casing Volumes () 


I Fin_al Depth to Water (feet) Number of casing Volumes 


Volume, if well evacuated to dryness () 
Name of Certified Analytical Laboratory 


AWSL 


Analytical Samples Information 


Sample Container Preservative 


Type of Sample/ Analysis Collected? Matrix Number Type Sample Filtered? Type Added? 


Chloride y WATER 1 500-ml Poly u None N 
Heavy Metals - U and Se only y WATER 1 250-ml HDPE y HN03 (pH<2) y 


Nitrate/nitrite as N y WATER 1 250-ml HDPE u H2S04 (pH<2), 4 Deg C y 


Sulfate y WATER 1 250-ml HDPE u None N 


Total Dissolved Soilds y WATER 1 250-ml HOPE u 4 DegC y 


Comments: 


!Duplicate of MW-31 


Signature of Field Technician 


~.~/ 







TabD 


Quarterly Depth to Water 







NAME: Deen Lyman, Tanner Holliday 
Date: 9/24-26/2018 


Depth to Depth to Depth to Water 


Date Time Well Water (ft.) Date Time Well Water (ft.) Date Time Well (ft.) 


9/26/2018 924 MW-01 64.57 9/24/2018 1245 MW-04 85.29 9/26/2018 936 PIEZ-01 66.50 


9/26/2018 745 MW-02 109.70 9/24/2018 1248 TW4-0l 107.75 9/26/2018 945 PIEZ-02 42.81 


9/25/2018 717 MW-03A 84.08 9/24/2018 1242 TW4-02 114.71 9/26/2018 849 PIEZ-03A 54.07 


9/26/20] 8 753 MW-05 108.65 9/25/2018 1413 TW4-03 60.89 9/26/2018 909 PIEZ-04 63.25 


9/26/2018 724 MW-II 85.61 9/24/2018 1255 TW4-04 81.55 9/26/2018 912 PIEZ-05 62.76 


9/26/2018 755 MW-12 108.01 9/24/2018 1428 TW4-05 68.81 9/26/2018 900 TWN-01 65.87 


9/26/2018 826 MW-14 102.53 9/25/2018 1355 TW4-06 75.29 9/24/2018 1212 TWN-02 76.38 


9/26/2018 821 MW-15 105.78 9/25/2018 1410 TW4-07 80.90 9/26/2018 853 TWN-03 41.60 


9/25/2018 735 MW-17 71.77 9/25/2018 1405 TW4-08 84.02 9/26/2018 846 TWN-04 58.95 


9/26/2018 928 MW-18 73.07 9/25/2018 1425 TW4-09 66.39 9/26/2018 932 TWN-06 79.68 


9/26/2018 940 MW-19 64.21 9/25/2018 1431 TW4-IO 65.91 9/26/2018 921 TWN-07 82.84 


9/25/2018 1034 MW-20 85 .10 9/24/2018 1239 TW4-11 93.21 9/26/2018 950 TWN-14 60.41 


9/25/2018 919 MW-22 66.60 9/25/2018 848 TW4-12 52.32 9/26/2018 953 TWN-16 47.71 


9/26/2018 749 MW-23 113.96 9/25/2018 843 TW4-13 54.33 9/26/2018 841 TWN-18 61.53 


9/26/2018 741 MW-24 111.77 9/25/2018 839 TW4-14 78.02 9/26/2018 1217 TWN-19 53.86 


9/26/2018 831 MW-25 79.16 9/25/2018 1438 TW4-16 70.98 9/25/2018 1024 DR-05 83.20 


9/24/2018 1236 MW-26 77.88 9/26/2018 857 TW4-18 69.56 9/25/2018 1020 DR-06 94.21 


9/26/2018 836 MW-27 56.11 9/24/2018 1320 TW4-19 68.83 9/26/2018 806 DR-07 92.06 


9/26/2018 738 MW-28 74.84 9/24/2018 1228 TW4-20 66.95 9/25/2018 1013 DR-08 51.34 


9/26/2018 734 MW-29 108.10 9/24/2018 1205 TW4-21 71.85 9/25/2018 1010 DR-09 86.61 


9/26/2018 729 MW-30 75.10 9/24/2018 1222 TW4-22 61.02 9/25/2018 1005 DR-10 78.38 


9/26/2018 721 MW-31 68.71 9/25/2018 1353 TW4-23 72.44 9/25/2018 712 DR-11 97.97 


9/26/2018 718 MW-32 79.67 9/24/2018 1216 TW4-24 62.36 9/25/2018 709 DR-12 91.56 


9/26/2018 803 MW-33 dry 9/24/2018 1208 TW4-25 66.13 9/25/2018 706 DR-13 69.86 


9/26/2018 812 MW-34 107.66 9/25/2018 829 TW4-26 69.36 9/25/2018 1000 DR-14 76.29 


9/26/2018 759 MW-35 112.40 9/25/2018 835 TW4-27 78.76 9/25/2018 1029 DR-15 92.93 


9/26/2018 802 MW-36 110.56 9/25/2018 856 TW4-28 44.63 9/25/2018 955 DR-17 64.82 


9/26/2018 815 MW-37 106.28 9/25/2018 825 TW4-29 75.76 9/25/2018 939 DR-19 63.23 


9/25/2018 1041 MW-38 70.72 9/25/2018 801 TW4-30 77.05 9/25/2018 936 DR-20 55.55 


9/25/2018 1045 MW-39 65.81 9/25/2018 811 TW4-31 74.91 9/25/2018 925 DR-21 100.90 


9/25/2018 743 MW-40 81.02 9/25/2018 902 TW4-32 53.92 9/25/2018 944 DR-22 dry 


MW-26 = TW4-15 9/25/2018 755 TW4-33 74.91 9/25/2018 932 DR-23 70.51 


MW-32=TW4-17 9/25/2018 821 TW4-34 73.95 9/25/2018 947 DR-24 44.45 


9/25/2018 815 TW4-35 74.41 


Comments: 9/25/2018 840 TW4-36 56.45 


9/24/2018 1225 TW4-37 64.50 


9/25/2018 1420 TW4-38 56.36 


9/24/2018 1232 TW4-39 64.52 


9/25/2018 1344 TW4-40 67.24 


9/24/2018 1252 TW4-41 101.10 







TabE 


Laboratory Analytical Reports - Quarterly Sampling 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-00 I 


Client Sample ID: MW-05_09112018 


Collection Date: 9/11/2018 1450h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2056h E200.8 0.000300 0.000631 
---


Report Date: 10/1/2018 Page 7 of 51 
All anal) ses applicable to lhe CWA. SDWA. and RCRA are perfom1ed in accordilncelo NEL.AC protocols Pertinent sampling information is localed on the attached COC Conndenlinl Business Information: This report is provided for lhe exclusiYe use of the 
~ddressee Pri\ ile~es o!' sub..5eq~enl ~~e of the ~:i,:ne of lhis .co".1pan~ or~ ~mber of ilS slaIT. or reproducti°'! ~f this repo~ in .con:1ection~ with the a~~ertisement. P~?motio.n or saJe of:"!~ ~rodl~I or p':ocess ~r in :°nm:c~ion \\ !lh th~ r:_-publication of this report 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-009 


Client Sample ID: MW-11 09112018 


Collection Date: 9/11 /2018 1115h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


;alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/1 7/2018 1426h 9/28/20 18 1311h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.000500 < 0.000500 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1517h E200.7 10.0 85.5 
Phone: (801) 263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/20 18 1754h E200.8 0.0100 < 0.0100 
Fax: (80 I) 263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.0100 < 0.0100 


!-mail : awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 131 lh E200.8 0.0300 0.0703 


Lead mg/L 9/17/2018 1426h 9/28/2018 1311h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/17/2018 1426h 9/18/2018 151 7h E200.7 10.0 27.0 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.0100 0.171 


Mercury mg/L 9/25/2018 1600h 9/26/2018 742h E245.I 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 9/17/2018 1426h 9/27/2018 1815h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.0200 <0.0200 


Potassium mg/L 9/17/2018 1426h 9/18/20 18 1549h E200.7 1.00 7.08 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1815h E200.8 0.00500 < 0.00500 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1628h E200.7 20.0 665 


Thallium mg/L 9/17/2018 142611 9/28/2018 1311 h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27/2018 1754h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2115h E200.8 0.000300 0.000763 


Vanadium mg/L 9/17/20 18 1426h 9/18/2018 1549h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 142611 9/27/2018 1754h E200.8 0.0100 < 0.0100 
- --


Report Date: I 0/ 1/20 I 8 Page 13 of 5 I 
All analyses npplicable lo the CW A. SDWA. and RCRA are performed in accordance to NELAC protocols Pertinenl sampling infonnnlion is located on lhe aunched COC. Confidential Business Information: This report is provided for the exclush e use of lhe 
~ddressee Pri, ile~es o.r sub~seq~ent ~1~e of the ~~1e or1his.co1~pany or an~ ~mber or its staJT. or reproductio~ ~fthis repo~ in ~on?ection,. \\ith the a~vertisement. P~?motio.n ~1 sale or?1~~~ ~rodl~ct or p~oce.ss. ~r in ~onn: c~ion w!lh 1h~ r~-publication or this 1eport 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-009 


Client Sample ID: MW-11 09112018 


Collection Date: 9/11/2018 1115h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qua) 


;aJt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/2018 1500h 9/17/2018 1721h E350.l 0.0500 0.814 


Bicarbonate (as mg/L 9/17/2018 721h SM2320B 1.00 306 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721/t SM2320B 1.00 < 1.00 
Phone:(801)263-8686 Chloride mg/L 9/19/2018 1403h E300.0 1.00 36.4 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/2018 1634h E300.0 0.100 0.355 


Fax: (801) 263-8687 Ion Balance % 9/18/2018 1643h Cale. -100 6.48 


!-mail: awal@awal-Iabs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1409h E353.2 0.100 < 0.100 


Sulfate mg/L 9/18/2018 1559h E300.0 150 1,160 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 31.3 


Total Cations, meq/L 9/18/2018 1643h Cale. 35.6 
Measured 


Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 1,960 
Kyle F. Gross 


Total Dissolved Solids 9/1 8/201 8 1643h Cale. 0.908 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/2018 1643h Cale. 2,160 
Calculated 


QA Officer -----


Report Date: I 0/1/2018 Page 23 of 51 
All annlrses applicable to the CWA. SOWA. and RCRA ore perfom1ed in accordance to NELAC protocols Pet1inenL sampling informa1ion is localed on Lhe allached COC Confidential Business Jnformolion: This repon is prorided for the exclusi, e use of the 
~ddressee P1i\'i le~es or sub~seq~ent ~1~e or the ~~1e of this .con;po.ny or an~ r~mbe1 of ils stall, or reproductio1~ ~f this repo~ in ~on~eclion .. ,,ilh the ~vertisement. p~omolio.n ~r !ale of~) . ~roch~cl or p~ocess, ~r in ~onn~c!ion ,,·!lh th~ r~p~blicnJion of this report 







3440 South 700 West 


;aJt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-009A 


Client Sample ID: MW-l 1_09112018 


Collection Date: 9/11/2018 1115h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/14/2018 1508h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


S urr: Dibromofl uoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


46.9 


52.2 


47.1 


49.5 


50.00 93.8 72-151 


50.00 104 80-152 


50.00 94.3 72-135 


50.00 98.9 80-124 


Report Date: 10/1/2018 Page 30 of 51 
All anal~ ses applicable lo the CWA. SOWA. and RCRA ure perfom1ed in accordance to NELAC protocols Pertinent sampling information is located on lhe attached COC Confidential Business lnformulion: This repon is provided for the exclusi,e u<;e orthe 
nddressee_ Pri, ileges or subsequent use of the name of this company or an~ member of its staJT, or reproduction of lhis report in connection \\ilh the ad, ertisemenl. promolion or sale of a.ii~ producl or process, or in conneclion "ith lhe re-publicaJion or this repon 
,.. . . ,.. . ' ' ..• . . - i . . - • . - - • . • ·- • • • • • ... • • -







GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October l 0, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


Contact: 
Project: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


----


Parameter 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


MW-11 09112018 
459574004 
Ground Water 
l l-SEP-18 11: 15 
l 9-SEP-18 
Client 


Qualifier Result Uncertainty 


lad Gas Flow Proportional Counting 
3FPC, Total Alpha Radium, Liquid "As Received" 
}ross Radium Alpha 1.35 +/-0.404 


The following Analytical Methods were performed: 


MDC 


0.992 


RL 


1.00 


Project: 
Client ID: 


DNMIOOIOO 
DNMIOOI 


Units PF DF Analyst Date Time Batch Method 


pCi/L JXC9 I 0/03/18 1120 1807599 


\1ethod __ DescriP-tion ___ ---~Analyst Comments __ _ 
EPA 900.1 Mod/ EPA 903.0 Mod 


;urrogate/Tracer Recovery Test Res_u_lt __ Nom_in_a_l __ R_ecovery% Acceptable Limit~ 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 95.1 (25%-125%) 


lfotes: 
::::ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


;RL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
OF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-002 


Client Sample ID: MW-12_09122018 


Collection Date: 9/12/2018 1335h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Uranium mg/L 9/17/201 8 1426h 9/27/2018 2100h E200.8 0.000300 0.0211 


Report Date: 10/1/2018 Page 8 of SI 
All analyses applicable 10 the CW A. SDW A. and RCRA are performed in accordance to NE LAC protocols Pertinent sampling informalion is located on the attached COC Confidential Business Jnformalion: This report is provided for1he exclusi \ e use of the 
~dressee Pri,ile~es of su~seq?enl ~;e of the ~~e or lhis .con_1pany or an~ ~mber or its staff, or reproducti~ ~f this repo~ in .co~1ection,. \\ilh the a~vertisemenL P~?motio.n or ~aJe of ?1!) ~rod~l or p~ocess, ~r in ~nn~c~ion w~lh th~ r~-publication or this report 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-010 


Client Sample ID: MW-14_09112018 


Collection Date: 9/11/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


~alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1314h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/20 I 8 1757h E200.8 0.000500 0.00142 


Calcium mg/L 9/17/2018 1426h 9/J 8/20 I 8 15 I 9h E200.7 10.0 584 
Phone: (80 I) 263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0100 < 0.0100 
Fax: (801) 263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0100 < 0.0100 


~-mail: awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1314h E200.8 0.0300 < 0.0300 


Lead mg/L 9/17/2018 1426h 9/28/2018 13 I 4h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/17/2018 1426h 9/J 8/20 I 8 1519h E200.7 10.0 177 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0100 1.86 


Mercury mg/L 9/25/2018 I 600h 9/26/20 I 8 748h E245. l 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 9/17/2018 1426h 9/27/2018 1818h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/17/2018 1426h 9/18/2018 1551h E200.7 1.00 12.9 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1818h E200.8 0.00500 < 0.00500 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/J 7/2018 1426h 9/18/2018 1519h E200.7 10.0 391 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1314h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2118h E200.8 0.000300 0.0570 


Vanadium mg/L 9/17/2018 1426h 9/18/2018 1551h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1757h E200.8 0.0100 0.0125 ----


Report Date: 10/1/2018 Page 14of51 
All anal~ ses applicable to lhe CWA. SOWA. Md RCRA are perfonned in nccordance to NELAC protocols Pertinent sampling informalion is locnted Oil the allnched COC Conlictentinl Business Information: This report is pr°'·ided ror 1he exclusi \ e use of lhe 
~ddressee Pri\ ile~es o_f sub~seq~enl ~~e of lhe ~~,e or this .co".1pany or an~ ~mber of ils stafT, or reproductio~ ~f lhis repo~ in ~011~1ection~ \\ith lhe a~,·ertisemenl, P~?motio.n or sale of?'!) . ~roch~cl or p~ocess, ~r in :onn~c~ion "!th th~ r~-publicalion of I his report 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-0 l 0 


Client Sample ID: MW-14 09112018 
ANA L Y TI CA L LABORATOR I ES Collection Date: 9/11/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West 
Compound Units Prepared Analyzed Used Limit Result Qual 


;;alt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/2018 1500h 9/17/2018 1722h E350.l 0.0500 < 0.0500 


Bicarbonate (as mg/L 9/17/2018 72\h SM2320B 1.00 378 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721h SM2320B 1.00 < 1.00 
Phone: (801) 263-8686 Chloride mg/L 9/19/2018 1419h E300.0 1.00 21.7 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/2018 1651h E300.0 0.100 < 0.100 


Fax: (801) 263-8687 Ion Balance % 9/18/20 I 8 1643h Cale. -100 7.14 


!-mail : awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1410h E353.2 0.100 < 0.100 


Sulfate mg/L 9/18/2018 1616h E300.0 750 2,150 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 52.9 


Total Cations, meq/L 9/18/2018 1643h Cale. 61.0 
Measured 


Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 3,340 
Kyle F. Gross 


Total Dissolved Solids 9/18/2018 1643h Cale. 0.940 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/1 8/2018 1643h Cale. 3,560 
Calculated 


QA Officer 


Report Date: I 01112018 Page 24 of 51 
All anal~ ses applicable lo lhe CWA. SOWA. and RCRA are perfom1ed in accordance to NELAC protocols Peninenl sampling information is located on lhe uU:,ched COC Confidential Business lnfommlion: This repon is pro, ided for lhe e.'\;clltsh-e use of the 
~ddressee. Pri, ile¥es o.r sub .. seq~enl ~,~e of the ~:u:i1e of this .co~pany or M) ~1:"beror its slnff. or reproduclio~ ~f 1his repo~ in _con~ection~ \\ilh lhe a~,,ertisement p~omoli~n or sale of~~ rrodl~l or p~ocess, ~r in ~"~!ion w!th th? r:-publicntion of this repor1 







3440 South 700 West 


;;alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


foll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail : awa1@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-0IOA 


Client Sample ID: MW-14_09112018 


Collection Date: 9/11/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/14/2018 1528h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surrogate Units: µg/L 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 < 20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Result Amount Spiked %REC Limits Qual 


47.7 50.00 95 .4 72-151 


54.7 50.00 109 80-152 


47.6 50.00 95 .2 72-1 35 


42.7 50.00 85.4 80-124 


Report Date: 10/1/2018 Page 31 of 51 
All anal~ ses applicable to lhe CWA. SOWA. and RCRA are perfom1ed m nccordance to NELAC protocols Pertinent sampling infom1ntion is located on the altached COC Confidential Business lnfonoolion: This repor1 is p10\'ided for lhe exclusi, e use of lhe 
~ddressee Pri, ile~es o.r sub__seq~ent ~e or the ~~1e of this .con.1pan~ or an) 1~mber of its slnlT. or reproducli~~ ~~ this repo~ in ~on?eclion ... "il.h the~~ ertise~nl p~omolio.n or snJe Clf ~~ ~rodl~I or IM:ocess, ~r in ~""~.lion ,,·!1h l~ ";_-publicaJion or this report 







GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October I 0, 2018 


Company : 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


Contact: 
Project: 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


MW-14_09112018 
459574005 
Ground Water 
l l-SEP-18 13:55 
19-SEP-18 
Client 


-----


Parameter Qualifi~ Result Uncertainty 


lad Gas Flow Proportional Counting 
3FPC, Total Alpha Radium, Liquid "As Received" 
}ross Radium Alpha U 1.00 +/-0.362 


The following Analytical Methods were performed: 


\.1ethod Oesc_!j:Q_tion 
EPA 900.1 Mod/ EPA 903.0 Mod 


iurrogate/Tracer Recovery Test ------


MDC 


0.972 


3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


'fotes: 
::ounting Uncertainty is calculated at the 68% confidence level (]-sigma). 


Project: 
Client ID: 


DNMIOOIOO 
DNMIOOI 


RL Units PF DF Analyst Date Time Batch Method 
-----


1.00 pCi/L JXC9 10/03/18 l 119 1807599 


Anil,!.}:st Comments 


Result Nominal Recovery% Acceptable Limits 
96.1 (25%-125%) 


iRL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 


3440 South 700 West 


Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809468-001 


Client Sample ID: MW-24 09192018 


Collection Date: 9/19/2018 700h 


Received Date: 


Analytical Results 


Compound 


9/21/2018 1050h 


Units 
Date 


Prepared 
Date 


Analyzed 


,alt Lake City, UT 841 I 9 Beryllium mg/L 


mg/L 


mg/L 


9/28/2018 1428h 10/3/2018 1545h 


9/28/2018 1428h 10/3/2018 1545h 


9/28/2018 1428h 10/3/2018 1545h 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Cadmium 


Thallium 


Contact: Garrin Palmer 


Method 
Used 


E200.8 


E200.8 


E200.8 


DISSOLVED METALS 


Reporting 
Limit 


0.000500 


0.000500 


0.000500 


Analytical 
Result 


0.00168 


0.00559 


0.00218 


Qual 


Report Date: I 0/5/2018 Page 4 of 8 
All analyses npplicnble lo lhe CWA. SOWA. ru1d RCRA are performed in accord:mce to NELAC protocols Pertinent sam1>ling information is localed on the aLt::iched COC ConfidenLiol Business Jnrormotion: This report is provided for the e.xclusiYe use or1he 
~ddressee. Pri,·ile~es o:sub,_seq~enl ~1~e of the ~~1e or this .co1~pm1) or nn) 1~:mbe1 or ils slnff, or reproductio~ ~f this repory in ~011~1ec1ion ... ,.,,ith the a~, ertisemenl, P~?motio.n or sale of~) ~rodL~ct or p~ocess, ~r in ~onn~c~ion w!th lh~ r:_-publica1ion of this 1eport 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-006 


Client Sample ID: MW-25_09102018 


Collection Date: 9/10/2018 1205h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West 
Compound Units Prepared Analyzed Used Limit Result Qual 


~alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1256h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.000500 0.00135 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1506h E200.7 10.0 359 
Phone: (801) 263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0100 < 0.0100 
Fax: (801) 263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0100 < 0.0100 


!-mail: awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1256h E200.8 0.0300 < 0.0300 


Lead mg/L 9/17/2018 1426h 9/28/2018 1256h E200.8 0.00100 < 0.00100 
web: www.awal-Jabs.com Magnesium mg/L 9/17/2018 1426h 9/18/2018 1506h E200.7 10.0 122 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0100 1.46 


Mercury mg/L 9/25/2018 1600h 9/26/2018 732h E245. l 0.000500 < 0.000500 
Kyle F. Gross Molybdenum mg/L 9/ 17/2018 1426h 9/27/2018 1800h E200.8 0.0100 0.0145 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/J 7/2018 1426h 9/18/2018 1533h E200.7 1.00 9.44 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.00500 < 0.00500 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1506h E200.7 10.0 305 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1256h E200.8 0.000500 0.000828 


Tin mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2106h E200.8 0.000300 0.00646 


Vanadium mg/L 9/17/2018 1426h 9/18/2018 1533h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1724h E200.8 0.0100 < 0.0100 


2 -Analyte concentration is too high for accura/e matrix spike recove,y and/or RPD. 


Report Date: 10/1/2018 Page 10of51 
All anal) ses applicable lo lhe CWA. SOWA_ and RCRA are perfom1ed in accordance to NELAC prolocols Pertinenl sampling informal ion is located on the at1ad1ed COC Confidential Business Information: This report is prodded for the exclusi\·e use of lhe 
~ddressee Pri, ile~es o! sub~seq~tenl ~~e of 1he ~~le of lhis .co~pnny 01 rul) 1~mber of ils su1ff. or reproduclio~ ~f this repo~ in ~on'.1ection .. \\il.h lhe n~, er1isemenl, P~?moli~n or sale of~) ~rodl~I or p~ocess, ~r in ~n~c~ion "~th lh~ r~-p~blication of 1his repor& 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: l 809298-006 


Client Sample ID: MW-25 09102018 


Collection Date: 9/10/2018 1205h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


~alt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/2018 1500h 9/17/2018 1714h E350.l 0.0500 0.390 


Bicarbonate (as mg/L 9/17/2018 721h SM2320B 1.00 336 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721h SM2320B 1.00 < l.00 
Phone:(801)263-8686 Chloride mg/L 9/19/2018 1346h E300.0 1.00 34.2 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/2018 1544h E300.0 0.100 0.243 


Fax: (801) 263-8687 Ion Balance % 9/18/2018 1643h Cale. -100 -0.388 


~-mail : awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1358h E353 .2 0.100 < 0.100 


Sulfate mg/L 9/18/2018 1435h E300.0 150 1,640 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 41.8 


Total Cations, meq/L 9/18/2018 1643h Cale. 41.5 
Measured 


Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 2,640 
Kyle F. Gross 


Total Dissolved Solids 9/18/2018 1643h Cale. 0.987 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/2018 1643h Cale. 2,670 
Calculated 


QA Officer 
' - Matrix spike recovery indicates matrix inte,jerence. The method is in control as indicated by the LCS. 


Report Date: I 0/1/2018 Page 20 of 51 
All anal) ses applicable to the CWA. SDWA. nnd RCRA are performed In acCOfd:utce to NELAC' protocols Pertinent sampling informalion is locoled on lhe ounched COC Confident in I Business lnl'onn:>lion: This report is pro\ ided for lhe exclusi\e u.,e of the 
~ddressee Pri,·ile~es o.rsu~eq~ent ~e or the ~~neofthis.co,~pnn~ or nn~ ~mberof its slruf. or reproducli~ ~fthis repo~ in ~on)1eclion .. \\ith the n~~ertisemenl p~omoti~n o.• sale of~!~ ~rodl~I or P~?Cess, ~r in ~nn~~ion w!th th~ r~-p~blicntion of lhis reporl 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


Lab Sample ID: I 809298-006A 


Client Sample ID: MW-25 09102018 


Collection Date: 


Received Date: 


Analytical Results 


9/10/2018 


9/14/2018 


Analyzed: 9/14/2018 1409h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


1205h 


1025h 


Dilution Factor: 


Contact: Ga1Tin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 < 20.0 


67-64-1 20.0 < 20.0 


71-43-2 l.00 < l.00 


56-23-5 l.00 < 1.00 


67-66-3 l.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < l.00 


l 08-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


50.9 


48.8 


48.0 


48.2 


50.00 102 72-151 


50.00 97.7 80-152 


50.00 96.0 72-135 


50.00 96.4 80-124 


Report Date: 10/1 /2018 Page27 of51 
All 3nnlyses applicable to lhe CWA. SOWA. and RCRA :ire perfomled in accordance to NELAC protocols Pertinent sompling information is locoled on the nunched COC Confidential Business Information: This report is prorided for the exclusiH use of the 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October 10, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


Parameter 


Contact: 
Project: 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


MW-25_09102018 
459574001 
Ground Water 
10-SEP-18 12:05 
19-SEP-18 
Client 


Qualifier Result Uncertainty 


lad Gas Flow Proportional Counting 
]FPC, Total Alpha Radium, Liquid "As Received" 
]ross Radium Alpha 1.30 +/-0.375 


The following Analytical Methods were performed: 


\1ethod Description 
EPA 900.1 Mod/ EPA 903.0 Mod 


iurrogate/Tracer Recov~ Test ___ _ 


MDC 


0.943 


3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


~otes: 
:::ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


RL 


1.00 


Project: 
Client ID: 


DNMIOOIOO 
DNMI001 


Units PF DF Analyst Date Time Batch Method 


pCi/L JXC9 10/03/18 1119 1807599 


Analy_st Comments 


Result Nominal Recovery% Acceptable Limits 
IOI (25%-125%) 


iRL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
OF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-012 


Client Sample ID: MW-26_09132018 


Collection Date: 9/13/2018 815h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


~alt Lake City, UT 84119 Arsenic mg/L 9/17/20 18 1426h 9/27/2018 1803h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1320h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9117/2018 1426h 9/27/2018 1803h E200.8 0.000500 < 0.000500 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1524h E200.7 10.0 574 
Phone: (80 l) 263-8686 


Chromium mg/L 9117/2018 1426h 9/27/2018 1803h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.0100 < 0.0100 
Fax: (801)263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.0100 < 0.0100 


!-mail: awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1320h E200.8 0.0300 0.435 


Lead mg/L 9/17/201 8 1426h 9/28/2018 1320h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/ 17/2018 1426h 9/18/2018 1524h E200.7 10.0 188 


Manganese mg/L 9/17/2018 1426h 9/27/20 18 1803h E200.8 0.0100 0.865 


Mercury mg/L 9/25/20 18 1600h 9/26/2018 7 52h E245.I 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 9/17/2018 1426h 9/27/2018 1833h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/ 17/20 18 1426h 9/18/2018 1606h E200.7 1.00 12.7 


Jose Rocha Selenium mg/L 9117/2018 1426h 9/27/2018 1833h E200.8 0.00500 0.00515 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1524h E200,7 10.0 196 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1320h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2133h E200.8 0.000300 0.0541 


Vanadium mg/L 9/17/2018 1426h 9/18/20 18 1606h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1803h E200.8 0.0100 < 0.0100 
----


Report Date: 10/ 1/2018 Page 16of51 
A\1 on1:1l~ ses o.pplicnble to the CWA. SOWA. and RCRA are perfom1ed in accordance to NELAC protocols Pertinent samplin~ information is located on I.he attached COC Confidential Business lnformalion: This report is provided for the exclusi, e use of the 
~ddressee Pri, ile~es o,r sub .. seq~1en1 ~~e or the ~~1e or this .c01~pany or an~ ~:mber of ils stnff. or reproductio1~ ~f lhis repo~ in ~on~1eclion ... "ilh lhe a~vertisemenl. µ~?motio.n ~r sale of~)_ ~rodl~cl or p1.ocess, ~r in 7onn:_c~ion w~lh th~ r:-p~blicalion of this repon 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-012 


Client Sample ID: MW-26_09132018 
ANALYTICAL LABORAT O R I ES Collection Date: 9/13/2018 815h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


;aJt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/2018 1500h 9/17/20 18 1 723h E350. l 0.0500 0.480 


Bicarbonate (as mg/L 9/17/20 18 721h SM23208 1.00 334 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721h SM2320B 1.00 < 1.00 
Phone: (801)263-8686 Chloride mg/L 9/19/2018 1453h E300.0 1.00 74.5 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/2018 1725h E300.0 0.100 0.147 


Fax: (801)263-8687 Ion Balance % 9/18/20 18 1643h Cale. -100 6.14 


~-mail: awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 9/18/20 18 1413h E353 .2 0.100 0.825 


Sulfate mg/L 9/1 8/2018 1650h E300.0 150 1,830 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 46.9 


Total Cations, meq/L 9/18/2018 1643h Cale. 53.0 
Measured 


Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 3,010 
Kyle F. Gross 


Total Dissolved Solids 9/18/2018 1643h Cale. 0.978 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/20 I 8 1643h Cale. 3,080 
Calculated 


QA Officer 


Report Date: I 0/1 /2018 Page 26 of 51 
All :mub ses applicable to lhe CWA. SDWA. and RCRA a,e perfomied in accordance to NELAC prolocols. Per1inent sampling inl'ormnlion is locnle<J on the nuached COC Conlidentinl Business lnfonnntion: This report is proYided for 1he exclusive use of1he 
~ddressee Pri,·ile~es o_rsub~seq~ent ~~e or1he ~~te or lhis .co1~pany or MY ~mber of its slnIT. or reproducti~ ~fthis repo~ in ~ott?eclion .. \\ilh lhe n~\'ertise~enl P~?molio.n ~1 snle of'~!~ ~roch~cl or p~ocess, ~r in ~onrn;,c,tion w!lh th? r~·rlUblicnJion of' 1his reporl 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


~alt Lake City, UT 84119 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


J 809298-012A 


Client Sample ID: MW-26 09132018 


Collection Date: 9/13/2018 815h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/17/2018 1551h 


Units: µg/L 


Compound 


Dilution Factor: 10 


CAS 


Contact: Garrin Palmer 


Test Code: 8260-W-DENIOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


Reporting Analytical 
Number Limit Result Qual 


Chloroform 


Phone: (801) 263-8686 Surrogate Units: µg/L CAS 


67-66-3 


Result Amount Spiked 


10.0 728 


%REC Limits Qual 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-Jabs.com 


web: www.awal-Jabs.com 


Kyle F. Gross 


Laborat01y Director 


Jose Rocha 


QA Officer 


Surr: I ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


514 500.0 


516 500.0 


506 500.0 


521 500.0 


- - The reporting limits were raised due to high analy te concentralions. 


Analyzed: 9/14/2018 1646h 


Units: µg/L Dilution Factor: 


CAS 
Compound Number 


2-Butanone 78-93-3 


Acetone 67-64-1 


Benzene 71-43-2 


Carbon tetrachloride 56-23-5 


Chloromethane 74-87-3 


Methylene chloride 75-09-2 


Naphthalene 91-20-3 


Tetrahydrofuran 109-99-9 


Toluene 108-88-3 


Xylenes, Total 1330-20-7 


103 72-151 


103 80-152 


IOI 72-135 


104 80-124 


Method: SW8260C 


Reporting Analytical 
Limit Result Qual 


20.0 < 20.0 


20.0 < 20.0 


1.00 < 1.00 


1.00 < 1.00 


1.00 < 1.00 


1.00 1.58 


1.00 < 1.00 


1.00 < 1.00 


1.00 < 1.00 


1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: l ,2-Dichloroethane-d4 17060-07-0 51.0 50.00 102 72-151 


Surr: 4-Bromofluorobenzene 460-00-4 50.9 50.00 102 80-152 


Surr: Dibromofluoromethane 1868-53-7 50.3 50.00 101 72-135 


Surr: Toluene-d8 2037-26-5 50.2 50.00 100 80-124 


Report Date: 10/1/2018 Page 33 of51 
All anal~ ses applic.1ble to lhe CW A. SOWA. and RCRA are performed in accord:111ce to NELAC protocols Pertinenl sampling infomintion is located on lhe nunched COC Conlidenlial Business lnfonnation: This report is pro\'ided for 1he e:xclusi\ e use or the 
~ddressee Pri, ile~es o.r sub .. seq~enl ~·~e of the ~~le of this .con:1pany or an~ ~mber of its slru[ or reproducti°!! ~~ Lhis repo~ in ~on~ection .. ,,ith the o~:ertisemenl P~?motio,n ~r sale of~!~ ~rodl~I or p~ocess, ~r in ~onm:c~ion w~th th; r~·publica1io11 of I his report 







GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 -www.gel.com 


Certificate of Analysis 
Report Date: October JO, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


Parameter 


Contact: 
Project: 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


MW-26 09132018 
459574006 
Ground Water 
13-SEP-18 08:15 
l 9-SEP-18 
Client 


Qualifier Result Uncertainty MDC 
--- ---


lad Gas Flow Proportional Counting 
::iFPC, Total Alpha Radium, Liquid "As Received" 
,ross Radium Alpha 3.21 +/-0.517 0.970 


The following Analytical Methods were performed: 


\.1ethod Descri tion 
EPA 900.1 Mod/ EPA 903.0 Mod 


;urrogate/Tracer Recovery Test 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


~otes: 
:::ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


RL 


1.00 


Project: 
Client ID: 


DNMI00100 
DNMI001 


Units PF DF Analyst Date Time Batch Method 


pCi/L JXC9 I 0/03/18 1120 1807599 


_t\..nalyst Commen=ts,_ __ 


Result Nominal Recovery% Acceptable Limits 
101 (25%-125%) 


;RL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-003 


Client Sample ID: MW-27_09122018 


Collection Date: 9/12/2018 1100h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


9/19/2018 1238h 


9/18/2018 1357h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


E300.0 1.00 35.6 


E353.2 0.100 6.35 


Report Date: I 0/1/2018 Page 17 of 51 
All nnnb ses opplicnble lo lhe CWA. SOWA. and RCRA are performed in accordance to NELAC protocols Pertinent sampling informal.ion is located on lhe allnched COC. Confidential Business lnfonnalion: This report is prm ided for lhe exclusi, e use of the 
~ddressee. Pri, ile~es o,f sub,_5eq~enl ~~e of the ~~e or this .co":'pnny or arJ) ~mbe1 or its staff, or reproductio~ ~f this repo~ in .co~1eclion~ ,,ith the~' ertisemenL P~?molio.n or sale of~~ ~roclL~CI or P~?Cess, ~r in ~nn:_C~ion "!th th? r:p~blicalion of lhis report 







American West 
ANALYTICAL LAB0AATOA1E8 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-004 


Client Sample ID: MW-28_09122018 


Collection Date: 9/12/2018 1115h 


Received Date: 


Analytical Results 


Compound 


Cadmium 


Uranium 


9/14/2018 1025h 


Date 
Units Prepared 


mg/L 9/17/2018 1426h 


mg/L 9/17/2018 1426h 


Date 
Analyzed 


9/27/2018 1721h 


9/27/2018 2103h 


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


E200.8 0.000500 0.00484 


E200.8 0.000300 0.00704 


Report Date: 10/1/2018 Page 9 of 51 
All anal) ses applic..ible to lhe CWA. SDWA. and RCRA are performed in accordance to NELAC protocols. Pertinent sampling information is localed on the altached COC. Confidential Business Information: This report is provided for the exclusi,e use of the 
~ddressee Pri, ile~es 0


0


f sub .. seq~ent ~~e of the ~~1e of this
1


cm~pany or an) ~mber of its slaff. or reproduclio~ ~f lhis repo~ in ~0~1ecl1on,. \\ilh the a~rnrtisement, P~?moli<:n or sale of ?1!) ~rodL!CL or p~ocess, ~r in ~onn~c~ion w~lh th7 r~·publication of this report 







3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mai I: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Collection Date: 


Received Date: 


Analytical Results 


Compound 


Chloride 


INORGANIC ANALYTICAL REPORT 
Energy Fuels Resources, Inc. Contact: Garrin Palmer 


3rd Quarter GW 2018 


1809298-004 


MW-28 091 22018 


9/ 12/2018 1115h 


9/14/2018 1025h 


Date Date Method Reporting Analytical 
Units Prepared Analyzed Used Limit Result Qual 


mg/L 9/19/2018 1329h E3 00.0 2.00 148 


Report Date: I 0/1 /2018 Page 18 of 51 
All anal.' ses applicable to Jhe CWA SOWA. and RCRA Me perfom1ed in accordance to NELAC prolocols Per1inen1 Sllfllpling information is locnted on lhe attached COC C'onfidenliol Business lnlbnnolion: This report is pro\'ided for the exclusi\ e use of lhe 
~ddressee Pri,·ile~es of su~seq~enl ~·~e or the ~~e of this .co~puny or an~ ~mber of its slruT: or reproducli~ ~f this re~ in ~~lion~ "ilh lhe ™!vertisemenl. P~?motio;c1 o~r ~nle of~~ ~lro<h~I or p~ocess. ~r in ~nn~~ion ''(th th~ ':"P~bticalion of 1his reporl 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-008 


Client Sample ID: MW-30_09112018 


Collection Date: 9/11/2018 1030h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West 
Compound Units Prepared Analyzed Used Limit Result Qual 


;alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1308h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.000500 < 0.000500 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1515h E200.7 10.0 292 
Phone: (801)263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.0100 < 0.0100 
Fax:(801)263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1751 h E200.8 0.0100 < 0.0100 


!-mail : awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1308h E200.8 0.0300 < 0.0300 


Lead mg/L 9/17/2018 1426h 9/28/2018 1308h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/17/2018 1426h 9/18/2018 1515h E200.7 10.0 78.1 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1751h £200.8 0.0100 0.0119 


Mercury mg/L 9/25/2018 J 600h 9/26/2018 740h E245. l 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 9/17/2018 1426h 9/27/2018 1812h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/17/2018 1426h 9/18/2018 1546h E200.7 1.00 6.96 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1812h E200.8 0.00500 0.0425 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 )751h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1515h £200.7 10.0 107 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1308h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2112h E200.8 0.000300 0.00834 


Vanadium mg/L 9/17/2018 1426h 9/18/2018 1546h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1751h E200.8 0.0100 < 0.0100 


Report Date: 10/1/2018 Page 12 of51 
All annl) ses applicable to the CWA. SOWA. and RCRA me performed in accordance 10 NELAC prolocols Pertinent swnplin.g infomuu.ion is localed on lhe auached COC Conlidenlial Business Jnrormalion: This report is pr°' ided for1he exclnsi,e use of the 
~ddressee Prl\ ile~es o.r sub .. seq~enl ~~e of the ~~1e of lhis .con_ipan~ or M) ~mber of ils slafT, or reproducli~ ~f this repo~ in ~o°!'eclion" wilh then~, er1isemenL P~?moli~ or sale of~;~ ~roch~cl or p1:ocess, ~r in :°nn:_c~ion w!lh 1h~ r:_-publication or this report 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Ganin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-008 


Client Sample ID: MW-30_09112018 
ANA LY T ICAL LABORATORIES Collection Date: 9/11/2018 1030h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


;alt Lake City, UT 841 I 9 Ammonia (as N) mg/L 9/17/2018 1500h 9/17/2018 1717h E350. l 0.0500 < 0.0500 


Bicarbonate (as mg/L 9/17/2018 721h SM2320B 1.00 163 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721h SM2320B 1.00 < 1.00 
Phone: (801) 263-8686 Chloride mg/L 9/18/2018 1542h E300.0 10.0 183 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/2018 1617h E300.0 0.100 0.277 


Fax: (80 I) 263-8687 Ion Balance % 9/18/2018 1643h Cale. -JOO 3.39 


!-mail : awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1408h E353.2 0.100 18.0 


Sulfate mg/L 9/18/2018 1542h E300.0 75.0 739 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 24.1 


Total Cations, meq/L 9/18/2018 1643h Cale. 25.8 
Measured 
Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 1,510 


Kyle F. Gross 
Total Dissolved Solids 9/18/2018 1643h Cale. 0.994 


Laboratory Director Ratio, 
Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/2018 1643h Cale. 1,520 
Calculated 


QA Officer 
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3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809298-008A 


Client Sample ID: MW-30 09112018 


Collection Date: 9/11/2018 1030h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/14/2018 1448h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qua! 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 
----


Surr: l ,2-Dichloroethane-d4 17060-07-0 49.0 50.00 98.1 72-151 


Surr: 4-Bromofluorobenzene 460-00-4 50.1 50.00 100 80-152 


Surr: Dibromofluoromethane 1868-53-7 48.0 50.00 95.9 72-135 


Surr: Toluene-d8 2037-26-5 49.8 50.00 99.5 80-124 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October l 0, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 80228 


Contact: Ms. Kathy Weinel 
Project: White Mesa Mill GW 


-----
Client Sample ID: MW-30 09112018 
Sample ID: 459574003 
Matrix: Ground Water 
Collect Date: l l-SEP-18 10:30 
Receive Date: l 9-SEP-18 
Collector: Client 


Parameter Qualifier Result Uncertainty MDC 
---


lad Gas Flow Proportional Counting 
]FPC, Total Alpha Radium, Liquid "As Received" 
}ross Radium Alpha 1.36 +/-0.389 0.888 


The following Analytical Methods were performed: 


\1ethod Descri tion 
EPA 900.1 Mod/ EPA 903.0 Mod 


iurrogate/Tracer Recovery Test 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


'fotes: 
:::ounting Uncertainty is calculated at the 68% confidence level (]-sigma). 


RL 


1.00 


-
Project: 
Client ID: 


DNMI00100 
DNMI001 


Units PF DF Analyst Date 


pCi/L JXC9 10/03/18 


Anal st Comments 


Result Nominal Recovery% 
95.4 


Time Batch Method 


1119 1807599 


Acceptable Limits 
(25%-125%) 


iRL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-007 


Client Sample ID: MW-31 09102018 


Collection Date: 9/10/2018 1410h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qua! 


)alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1305h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.000500 < 0.000500 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1513h E200.7 10.0 346 
Phone: (80 I) 263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0100 < 0.0100 
Fax: (801) 263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0100 < 0.0100 


~-mail : awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1305h E200.8 0.0300 < 0.0300 


Lead mg/L 9/ 17/2018 1426h 9/28/2018 1305h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/17/2018 1426h 9/18/2018 1513h E200.7 10.0 159 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0100 < 0.0100 


Mercury mg/L 9/25/2018 1600h 9/26/2018 738h E245.l 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 9/ 17/2018 1426h 9/27/2018 1809h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/17/2018 1426h 9/18/2018 1544h E200.7 1.00 7.49 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1809h E200.8 0.00500 0.0830 


QA Officer Silver mg/L 9/ 17/2018 1426h 9/27/2018 1748h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1513h E200.7 10.0 126 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1305h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2109h E200.8 0.000300 0.0110 


Vanadium mg/L 9/17/2018 1426h 9/18/2018 1544h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1748h E200.8 0.0100 < 0.0100 


Report Date: 10/1/2018 Page 11 of SI 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-007 


Client Sample ID: MW-31_09102018 
ANALYTICAL LAB0RAT0RIE8 Collection Date: 9/10/2018 1410h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


Salt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/2018 I 500h 9/17/2018 1716h E350. I 0.0500 < 0.0500 


Bicarbonate (as mg/L 9/17/201 8 721h SM23208 1.00 169 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/2018 721h SM23208 1.00 < 1.00 
Phone: (801) 263-8686 Chloride mg/L 9/18/2018 1452h E300.0 10.0 333 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/20 I 8 1600h E300.0 0.100 0.659 


Fax: (801) 263-8687 Ion Balance % 9/18/2018 1643h Cale. -100 6.42 


!-mail: awal@awal-Iabs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1422h E353.2 1.00 20.1 


Sulfate mg/L 9/18/2018 1452h E300.0 75.0 893 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 31.7 


Total Cations, meq/L 9/18/2018 1643h Cale. 36.0 
Measured 


Total Dissolved Solids mg/L 9/17/2018 1814h SM2540C 20.0 2,100 
Kyle F. Gross 


Total Dissolved Solids 9/1 8/2018 1643h Cale. 1.06 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/2018 1643h Cale. 1,990 
Calculated 


QA Officer 
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3440 South 700 West 


)alt Lake City, UT 841 I 9 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


:-mail : awal@awal-Iabs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-007 A 


Client Sample ID: MW-31_09102018 


Collection Date: 9/10/2018 1410h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/14/2018 1429h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENIOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


I 08-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: I ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


49.7 


49.2 


48.I 


49.4 


50.00 99.3 72-151 


50.00 98.4 80-152 


50.00 96.1 72-135 


50.00 98.8 80-124 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October 10, 2018 


Company : 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 80228 


Contact: Ms. Kathy Weinel 
Project: White Mesa Mill G W 


--- ----
Client Sample ID: MW-31_09102018 
Sample ID: 459574002 
Matrix: Ground Water 
Collect Date: 10-SEP-18 14:10 
Receive Date: 19-SEP- l 8 


Collector: Client 


Parameter Qualifier Result Uncertainty MDC 


lad Gas Flow Proportional Counting 
3FPC, Total Alpha Radium, Liquid "As Received" 
]ross Radium Alpha 1.22 +/-0.364 0.980 


The following Analytical Methods were performed: 
-----


v1ethod DescriQtion 
EPA 900.1 Mod/ EPA 903.0 Mod 


;urrogate/Tracer Recovery Test 
larium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


IJotes: 
:ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


RL 


1.00 


Project: 
Client ID: 


DNMI00100 
DNMIOOI 


Units PF OF Analyst Date Time Batch Method 


pCi/L JXC9 I 0/03/18 1120 1807599 


_ R_e_su_l_t __ Nominal Recovery% Acceptable Limits 
96.5 (25%-125%) 


;RL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
OF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


l 809118-001 


MW-32 09052018 


Collection Date: 9/5/2018 


Received Date: 9/7/2018 


1210h 


855h 


Analytical Results 


3440 South 700 West Compound 


,alt Lake City, UT 84119 Chloride 


Sulfate 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Units 


mg/L 


mg/L 


Date 
Prepared 


Date 
Analyzed 


9/1 1/2018 2032h 


9/11/2018 1529h 


Contact: 


Method 
Used 


E300.0 


E300.0 


Garrin Palmer 


Reporting 
Limit 


1.00 


750 


Analytical 
Result 


41.1 


2,060 


Qual 


Report Date: 9/13/2018 Page 4 of 8 
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ANALY T I CAL LABORATORIES 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-005 


Client Sample ID: MW-35_09102018 


Collection Date: 9/10/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Ammonia (as N) mg/L 9/17/2018 I 500h 9/17/2018 1711h E350.l 0.0500 < 0.0500 


1 
- Matrix spike recovery indicates matrix interference. The method is in control as indicated by the LCS. 


Report Date: 10/1/2018 Page 19 of51 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: 18 IO 1 15-001 


Client Sample ID: MW-36 10032018 


Collection Date: 10/3/2018 835h 


Received Date: 10/4/2018 844h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qua) 


,alt Lake City, UT 84119 Arsenic mg/L I 0/5/2018 1207h 10/9/2018 1416h E200.8 0.00500 < 0.00500 


Beryllium mg/L I 0/5/2018 1207h 10/9/2018 1446h E200.8 0.000500 < 0.000500 


Cadmium mg/L I 0/5/2018 1207h 10/9/2018 1416h E200.8 0.000500 < 0.000500 


Calcium mg/L I 0/5/20 I 8 1207h 10/8/2018 1237h E200.7 20.0 459 
Phone: (80 I) 263-8686 


Chromium mg/L I 0/5/20 I 8 1207h 10/9/2018 1416h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L I 0/5/2018 1207h 10/9/2018 1416h E200.8 0.0100 < 0.0100 
Fax: (801) 263-8687 Copper mg/L 10/5/2018 1207h 10/9/2018 1507h E200.8 0.0100 < 0.0100 


!-mail: awal@awal-labs.com Iron mg/L I 0/5/2018 1207h 10/9/2018 1446h E200.8 0.0300 < 0.0300 


Lead mg/L 10/5/2018 1207h 10/9/2018 1446h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 10/5/2018 1207h 10/8/2018 1237h E200.7 20.0 144 1 


Manganese mg/L 10/5/2018 1207h 10/9/2018 1416h E200.8 0.0100 < 0.0100 


Mercury mg/L 10/5/2018 1645h 10/8/2018 723h E245.l 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 10/5/2018 1207h 10/9/2018 1416h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L I 0/5/2018 1207h I 0/9/2018 1507h E200.8 0.0200 < 0.0200 


Potassium mg/L 10/5/2018 1207h I 0/8/2018 1305h E200.7 1.00 10.2 


Jose Rocha Selenium mg/L I 0/5/2018 1207h 10/9/2018 1416h E200.8 0.00500 0.239 


QA Officer Silver mg/L 10/5/2018 1207h I 0/9/2018 1507h E200.8 0.0100 < 0.0100 


Sodium mg/L I 0/5/20 I 8 1207h 10/8/2018 1237h E200.7 20.0 722 


Thallium mg/L I 0/5/2018 1207h 10/9/2018 1446h E200.8 0.000500 0.000616 


Tin mg/L 10/5/2018 1207h 10/9/2018 1416h E200.8 0.100 < 0.100 


Uranium mg/L 10/5/2018 1207h 10/9/2018 1502h E200.8 0.000300 0.0224 


Vanadium mg/L 10/5/2018 1207h I 0/8/2018 1305h E200.7 0.0150 < 0.0150 


Zinc mg/L I 0/5/2018 1207h I 0/9/2018 1507h E200.8 0.0100 < 0.0100 


2 -Analyte concentration is too high for accurate matrix spike recovery and/or RPD. 


Report Date: I 0/12/2018 Page 5 of 28 
All analyses applicable lo lhe CWA. SOWA. and RCRA are perfom1ed in accordance to NELAC prolocots Pertinenl sampling infomtalion is located on the aunched COC Conlidenliul Business lnfonnation: This report is pro\'ided for lhe exclusi\e use or1he 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: 1810115-00 I 


Client Sample ID: MW-36_10032018 


Collection Date: 10/3/2018 835h 


Received Date: 10/4/2018 844h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West 
Compound Units Prepared Analyzed Used Limit Result Qual 


,alt Lake City, UT 84119 Ammonia (as N) mg/L 10/9/2018 910h 10/9/2018 1325h E350.I 0.0500 0.0788 


Bicarbonate (as mg/L 10/5/2018 705h SM2320B 1.00 292 
CaC03) 


Carbonate (as CaC03) mg/L 10/5/2018 705h SM2320B 1.00 < 1.00 
Phone: (801) 263-8686 Chloride mg/L 10/10/2018 2243h E300.0 1.00 58.7 


Toll Free: (888) 263-8686 Fluoride mg/L 10/10/2018 2316h E300.0 0.100 0.324 


Fax: (80 I) 263-8687 Ion Balance % 10/8/2018 1331h Cale. -100 6.08 


~-mail: awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 10/9/2018 1557h E353.2 0.100 0.182 


Sulfate mg/L I 0/10/2018 1109h E300.0 750 2,460 


web: www.awal-labs.com Total Anions, Measured meq/L 10/8/2018 1331h Cale. 58.8 


Total Cations, meq/L 10/8/2018 1331h Cale. 66.4 
Measured 


Total Dissolved Solids mg/L 10/4/2018 1415h SM2540C 20.0 4,100 @ 
Kyle F. Gross 


Total Dissolved Solids 10/8/2018 1331h Cale. 1.02 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 10/8/2018 1331h Cale. 4,030 
Calculated 


QA Officer 
@ - High RPD due to suspected sample non-homogeneity or matrix interference. 
1 - Matrix spike recovery indicates matrix interference. The method is in control as indicated by the LCS. 
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ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: 1810115-00lA 


American West Client Sample ID: MW-36_10032018 
ANALYTICAL LAeoRAToR1Es Collection Date: 10/3/2018 835h 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Received Date: 10/4/2018 844h 


Analytical Results 


Analyzed: 10/4/2018 1144h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surrogate Units: µg/L 


Surr: 1,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 @ 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Result Amount Spiked %REC Limits Qual 


48.0 50.00 95.9 72-151 


55.3 50.00 Ill 80-152 


48.2 50.00 96.4 72-135 


50.5 50.00 101 80-124 


@ - High RPD due to suspected sample non-homogeneity or matrix interference. 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October 24, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


---


Parameter 


Contact: 
Project: 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


MW-36 10032018 
460846001 
Ground Water 
03-0CT-18 08:35 
04-0CT-18 
Client 


Qualifier Result Uncertainty 


lad Gas Flow Proportional Counting 
}FPC, Total Alpha Radium, Liquid "As Received" 
]ross Radium Alpha U 1.00 +/-0.213 


The following Analytical Methods were performed: 
--- ---


\1:ethod Description 
EPA 900.1 Mod/ EPA 903.0 Mod 


Test 


MDC 


0.427 


;;urrogate/Tracer Recovery 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


\Jotes: 
:::ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


RL 


1.00 


Project: 
Client ID: 


DNMIOO!OO 
DNMIOOl 


Units PF DF Analyst Date Time Batch Method 
-- ---


pCi/L JXC9 10/23/18 1205 1809415 


Analyst Comments 


Result Nominal Recovery% Acceptable Limits 
96.5 (25%-125%) 


;;RL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-011 


Client Sample ID: MW-65 09112018 


Collection Date: 9/11/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


;alt Lake City, UT 84119 Arsenic mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.00500 < 0.00500 


Beryllium mg/L 9/17/2018 1426h 9/28/2018 1317h E200.8 0.000500 < 0.000500 


Cadmium mg/L 9/17/2018 1426h 9/27/201 8 1800h E200.8 0.000500 0.00147 


Calcium mg/L 9/17/2018 1426h 9/18/2018 1521h E200.7 10.0 567 
Phone:(801)263-8686 


Chromium mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0100 < 0.0100 
Fax: (80 l) 263-8687 Copper mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0100 < 0.0100 


~-mail: awal@awal-labs.com Iron mg/L 9/17/2018 1426h 9/28/2018 1317h E200.8 0.0300 < 0.0300 


Lead mg/L 9/17/2018 1426h 9/28/2018 1317h E200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 9/17/2018 1426h 9/18/20 I 8 1521 h E200.7 10.0 174 


Manganese mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0100 1.92 


Mercury mg/L 9/25/2018 1600h 9/26/2018 750h E245.l 0.000500 < 0.000500 
Kyle F. Gross Molybdenum mg/L 9/17/2018 1426h 9/27/2018 1821h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0200 < 0.0200 


Potassium mg/L 9/ 17/2018 1426h 9/18/2018 1604h E200.7 1.00 12.9 


Jose Rocha Selenium mg/L 9/17/2018 1426h 9/27/2018 1821h E200.8 0.00500 < 0.00500 


QA Officer Silver mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0100 < 0.0100 


Sodium mg/L 9/17/2018 1426h 9/18/2018 1521h E200.7 10.0 379 


Thallium mg/L 9/17/2018 1426h 9/28/2018 1317h E200.8 0.000500 < 0.000500 


Tin mg/L 9/17/2018 1426h 9/27 /20 I 8 1800h E200.8 0.100 < 0.100 


Uranium mg/L 9/17/2018 1426h 9/27/2018 2130h E200.8 0.000300 0.0587 


Vanadium mg/L 9/17/2018 1426h 9/18/2018 1604h E200.7 0.0150 < 0.0150 


Zinc mg/L 9/17/2018 1426h 9/27/2018 1800h E200.8 0.0100 0.0137 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


Lab Sample ID: 1809298-011 


Client Sample ID: MW-65 09112018 


Collection Date: 9/11/2018 1355h 


Received Date: 9/14/2018 1025h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qua) 


~alt Lake City, UT 84119 Ammonia (as N) mg/L 9/17/20 18 1500h 9/17/20 18 1723h E350. I 0.0500 0.0630 


Bicarbonate (as mg/L 9/17/2018 721h SM2320B 1.00 378 
CaC03) 


Carbonate (as CaC03) mg/L 9/17/20 18 721h SM2320B 1.00 < 1.00 
Phone:(801)263-8686 Chloride mg/L 9/19/2018 1436h E300.0 2.00 21.6 


Toll Free: (888) 263-8686 Fluoride mg/L 9/19/20 18 1708h E300.0 0.100 < 0.100 


Fax: (801) 263-8687 Ion Balance % 9/18/20 18 1643h Cale. -100 5.36 


!-mail : awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 9/18/2018 1411h E353.2 0.100 < 0. I 00 


Sulfate mg/L 9/ 18/2018 1633h E300.0 750 2,170 


web: www.awal-labs.com Total Anions, Measured meq/L 9/18/2018 1643h Cale. 53.4 


Total Cations, meq/L 9/1 8/20 18 1643h Cale. 59.4 
Measured 


Total Dissolved Solids mg/L 9/17/20 18 1814h SM2540C 20.0 3,490 
Kyle F. Gross 


Total Dissolved Solids 9/ 18/2018 1643h Cale. 0.983 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 9/18/2018 1643h Cale. 3,550 
Calculated 


QA Officer 


Report Date: 10/1/2018 Page 25 of51 
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ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809298-01 IA 


Client Sample ID: MW-65 09112018 


ANALv r ,cAL LA00RAT0R1es Collection Date: 9/11/2018 1355h 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 J) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/ 14/2018 1548h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surrogate Units: µg/L 


Surr: 1,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Result Amount Spiked %REC Limits Qual 


49.0 50.00 97.9 72-151 


51.0 50.00 102 80-152 


43.7 50.00 87.4 72-135 


49.2 50.00 98.3 80-124 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October 10, 2018 


Company: 
Address: 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 80228 


Contact: Ms. Kathy Weinel 
Project: White Mesa Mill GW 


------
Client Sample ID: MW-65 09112018 
Sample JD: 459574007 
Matrix: Ground Water 
Collect Date: ll-SEP-18 13:55 
Receive Date: 19-SEP-18 
Collector: Client 


Parameter Qualifier Result Uncertainty MDC 


lad Gas Flow Proportional Counting 
3FPC, Total Alpha Radium, Liquid "As Received" 
]ross Radium Alpha J .12 +/-0.386 0.979 


The following Analytical Methods were performed: 


\1ethod Description 
EPA 900.1 Mod/ EPA 903.0 Mod 


;urrogate/Tracer Recovery Test 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


'fotes: 
:ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


RL 


1.00 


Project: 
Client JD: 


DNMI00100 
DNMI001 


Units PF DF Analyst Date Time Batch Method 


pCi/L JXC9 10/03/18 1120 1807599 


Anal stComm~ en=t=s ___ _ 


Result Nominal Recovery% Acceptable Limits -----
96.5 (25%-125%) 


;RL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: 1810115-002 


Client Sample ID: MW-75_10032018 
ANALYTICAL LAB0 R II.T 0 ff1E9 Collection Date: 10/3/2018 835h 


Received Date: 10/4/2018 844h 


Analytical Results DISSOLVED METALS 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


)alt Lake City, UT 841 19 Arsenic mg/L I 0/5/2018 1207h 10/11/2018 1318h E200.8 0.00500 < 0.00500 


Beryllium mg/L I 0/5/2018 1207h 10/9/2018 1449h E200.8 0.000500 < 0.000500 


Cadmium mg/L 10/5/2018 1207h 10/11/2018 1318h £200.8 0.000500 < 0.000500 


Calcium mg/L 10/5/2018 1207h 10/8/2018 1244h E200.7 20.0 449 
Phone: (801) 263-8686 


Chromium mg/L 10/5/2018 1207h 10/11/2018 1318h E200.8 0.0250 < 0.0250 
Toll Free: (888) 263-8686 


Cobalt mg/L 10/5/2018 1207h I 0/11/2018 1318h E200.8 0.0100 < 0.0100 
Fax: (801) 263-8687 Copper mg/L I 0/5/20 I 8 I 207h 10/9/2018 1516h E200.8 0.0100 < 0.0100 


~-mail: awal@awal-labs.com Iron mg/L I 0/5/2018 1207h 10/9/20 18 1449h E200.8 0.0300 < 0.0300 


Lead mg/L 10/5/2018 1207h 10/9/20 I 8 I 449h £200.8 0.00100 < 0.00100 
web: www.awal-labs.com Magnesium mg/L 10/5/2018 1207h I 0/8/20 I 8 1244h E200.7 20.0 142 


Manganese mg/L I 0/5/201 8 1207h 10/11/2018 1318h E200.8 0.0100 < 0.0100 


Mercury mg/L 10/5/2018 1645h 10/8/20 I 8 730h E245.I 0.000500 < 0.000500 


Kyle F. Gross Molybdenum mg/L 10/5/2018 1207h 10/11/20 18 1318h E200.8 0.0100 < 0.0100 


Laboratory Director Nickel mg/L 10/5/2018 1207h 10/9/2018 1516h £200.8 0.0200 < 0.0200 


Potassium mg/L 10/5/2018 1207h 10/8/2018 13 I 6h E200.7 1.00 9.80 


Jose Rocha Selenium mg/L I 0/5/2018 J 207h 10/11 /2018 1318h E200.8 0.00500 0.238 


QA Officer Silver mg/L J 0/5/2018 1207h I 0/9/2018 1516h E200.8 0.0100 < 0.0100 


Sodium mg/L 10/5/20 I 8 1207h 10/8/2018 1244h E200.7 20.0 701 


Thallium mg/L I 0/5/2018 I 207h 10/9/20 18 1449h E200.8 0.000500 0.000611 


Tin mg/L 10/5/2018 1207h 10/9/20 ]8 1516h E200.8 0.100 < 0.100 


Uranium mg/L 10/5/2018 1207h 10/9/2018 1505h E200.8 0.000300 0.0221 


Vanadium mg/L I 0/5/2018 I 207h 10/8/2018 1316h £200.7 0.0150 < 0.0150 


Zinc mg/L 10/5/2018 1207h 10/9/2018 1516h E200.8 0.0100 < 0.0100 
---~-
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: I 810115-002 


Client Sample ID: MW-75 10032018 -


Collection Date: I 0/3/2018 835h 


Received Date: 10/4/2018 844h 


Analytical Results 


Date Date Method Reporting Analytical 


3440 South 700 West Compound Units Prepared Analyzed Used Limit Result Qual 


~alt Lake City, UT 84119 Ammonia (as N) mg/L 10/9/2018 910h 10/9/2018 1327h E350. l 0.0500 < 0.0500 


Bicarbonate (as mg/L 10/5/2018 705h SM2320B 1.00 292 
CaC03) 


Carbonate (as CaC03) mg/L 10/5/20 18 705h SM2320B 1.00 < 1.00 
Phone:(801)263-8686 Chloride mg/L 10/10/2018 2300h E300.0 1.00 60.3 


Toll Free: (888) 263-8686 Fluoride mg/L 10/10/2018 2333h E300.0 0.100 0.334 


Fax: (801) 263-8687 Ion Balance % 10/8/2018 1331h Cale. -100 3.32 


!-mail : awal@awal-labs.com Nitrate/Nitrite (as N) mg/L 10/9/2018 1600h E3 53.2 0.100 0.208 


Sulfate mg/L I 0/10/2018 1200h E300.0 750 2,550 


web: www.awal-labs.com Total Anions, Measured meq/L 10/8/20 18 133 lh Cale. 60.7 


Total Cations, meq/L 10/8/2018 1331h Cale. 64.8 
Measured 


Total Dissolved Solids mg/L 10/4/2018 1415h SM2540C 20.0 4,320 
Kyle F. Gross 


Total Dissolved Solids 10/8/2018 133 lh Cale. 1.06 
Laboratory Director Ratio, 


Measured/Calculated 


Jose Rocha Total Dissolved Solids, mg/L 10/8/2018 1331h Cale. 4,090 
Calculated 


QA Officer 
1 


- Matrix spike recovery indicates matrix inte,:ference. The method is in control as indicated by the LCS. 
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ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: 3rd Quarter Groundwater 2018 


Lab Sample ID: 18!0115-002A 


Client Sample ID: MW-75_ 10032018 


ANALvT1cAL LAeoRATon• Es Collection Date: 10/3/2018 835h 


3440 South 700 West 


falt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs .com 


Kyle F. Gross 


Laboratory Director 


Received Date: 10/4/2018 844h 


Analytical Results 


Analyzed: 10/4/2018 1204h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Jose Rocha 


QA Officer 
Surr: I ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-dB 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


48.6 


56.5 


48.9 


52.5 


50.00 97.2 72-151 


50.00 113 80-152 


50.00 97.8 72-135 


50.00 105 80-124 


Report Date: 10/12/2018 Page 10 of28 
All anal~ ses applicable lo lhe CWA. SOWA. and RCRA are perfom1ed in accordance lo NELAC protocols Peninenl sampJing infoml8tion is localed on Lhe onached COC Confidentiol Business lnlbnnolion: This repon is pro\'ided for 1he exclush e use of the 
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GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Certificate of Analysis 
Report Date: October 24, 2018 


Company: 
Address : 


Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 


Contact: 
Project: 


Client Sample ID: 
Sample ID: 
Matrix: 
Collect Date: 
Receive Date: 
Collector: 


Suite 600 
Lakewood, Colorado 80228 
Ms. Kathy Weinel 
White Mesa Mill GW 


MW-75 10032018 
460846002 
Ground Water 
03-0CT-18 08:35 
04-0CT-18 
Client 


Parameter Qualifier Result Uncertainty 


lad Gas Flow Proportional Counting 
JFPC, Total Alpha Radium, Liquid "As Received" 
}ross Radium Alpha 1.23 +/-0.356 


The following Analytical Methods were performed: 


\1ethod Descri )tion 
EPA 900.1 Mod/ EPA 903.0 Mod 


Test 


MDC RL 


0.920 1.00 


iunogate/Tracer Recovery 
3arium Carrier GFPC, Total Alpha Radium, Liquid "As Received" 


IJotes: 
:=ounting Uncertainty is calculated at the 68% confidence level (I-sigma). 


Project: 
Client ID: 


DNMI00100 
DNMI001 


Units PF OF Analyst Date Time Batch Method 


pCi/L JXC9 10/23/18 1205 1809415 


Analyst Comments 


Result Nominal Recovery% Acceptable Limits 
95.4 (25%-125%) 


iRL = Sample Reporting Limit. For metals analysis only. When the sample is U qualified and ND, the SRL column reports the value which is 
he greater of either the adjusted MDL or the CRDL. 
Column headers are defined as follows: 
DF: Dilution Factor 
DL: Detection Limit 
MDA: Minimum Detectable Activity 
MDC: Minimum Detectable Concentration 


Le/LC: Critical Level 
PF: Prep Factor 
RL: Reporting Limit 
SQL: Sample Quantitation Limit 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809298-013A 


Client Sample ID: Trip Blank 


Collection Date: 9/10/2018 


Received Date: 9/14/2018 1025h 


Analytical Results 


Analyzed: 9/14/2018 1706h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surrogate Units: µg,'L 


Surr: l,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 < 20.0 


67-64-1 20.0 < 20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < l.00 


74-87-3 1.00 5.34 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


108-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 


Result Amount Spiked %REC Limits Qual 
-----


47.2 50.00 94.5 72-151 


58.6 50.00 117 80-152 


47 .7 50.00 95.3 72-135 


42.4 50.00 84.9 80-124 


Report Date: 10/ 12/2018 Page 34 of 51 
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3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


3rd Quarter Groundwater 2018 


1810 l l 5-003A 


Client Sample ID: Trip Blank 


Collection Date: 10/3/2018 835h 


Received Date: 10/4/2018 844h 


Analytical Results 


Analyzed: 10/4/2018 1224h 


Units: µg/L 


Compound 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


78-93-3 20.0 <20.0 


67-64-1 20.0 <20.0 


71-43-2 1.00 < 1.00 


56-23-5 1.00 < 1.00 


67-66-3 1.00 < 1.00 


74-87-3 1.00 4.37 


75-09-2 1.00 < 1.00 


91-20-3 1.00 < 1.00 


109-99-9 1.00 < 1.00 


l 08-88-3 1.00 < 1.00 


1330-20-7 1.00 < 1.00 
---


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: I ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromotluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


47.1 50.00 


55.6 50.00 


47.6 50.00 


51.3 50.00 


94.1 72-151 


Ill 80-152 


95.3 72-135 


103 80-124 


Report Date: 10/12/2018 Page 11 of28 
All anal~ ses apJ>licnble to 1he CWA. SOWA. Md RCRA ,11e perfom1ed in accordance to NELAC protocols Pertinent sampling infomut.lian is locoted on lhe nttndled COC Confidential Business lnformntion: This report is pro"ided ror the exclush e use of the 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax:(801)263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 
Blanding, UT 84511 
TEL: (303) 389-4134 


RE: 3rd Quarter GW 2018 


Dear Garrin Palmer: Lab Set ID: 1809118 


American West Analytical Laboratories received sample(s) on 9/7/2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (AWAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr" found in organic reports indicates a surrogate compound that is 
intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


Thank You, 
Digitally signed by Jose G. 


JO Se G ~~~~~=Jose G. Rocha. 
• . o=American West Analytical 


Laboratories, ou, RO Ch a ~::i~tjose@awal-labs.com, 


Date: 2018.09.13 13:31:44 
Approved by: -os·oo· 


Laboratory Director or designee 
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All anal)ses upplicable lo Jhe CWA. SOW A. and RCRA are perfom1ed in accordance to NELAC protocols Pertinent sampling information is located on the aUached COC Confidential Business Information: This report is pro\'ided for lhe exclusi\ e use or1he 
~ddressee Pri, ile~es o.r sub~seq~enl ~e of the ~~e or 1his .con.1pan~ or nn) "2:~ber of ils sin.ff. or reproductio~ ~f this repo~ in ~0~1ec1ion ... with lhe a~, eT1isement. P~?moli~n or sale of :1'!) ~rodl~Ct or p1.ocess, ~r in ~,m~c!ion ,,·!th lh~ r~-public::llion of 1his reporl 







3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


SAMPLE SUMMARY 


Client: 


Project: 


Lab Set ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809118 


Date Received: 9/7/2018 855h 


Lab Sample ID Client Sample ID 


1809118-00IA MW-32 09052018 


Contact: Garrin Palmer 


Date Collected Matrix Analysis 


9/5/2018 1210h Aqueous Anions, E300.0 
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3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


:-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


3rd Quarter GW 2018 
1809118 


9/7/2018 
9/5/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPD, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits. 


Corrective Action: None required. 
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Client: Energy Fuels Resources, Inc. 


LabSetID: 1809118 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: LCS-R117463 Date Analyzed: 


Test Code: 300.0-W 


Chloride 5.24 


Sulfate 5.09 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QC Type: LCS 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


09/11/2018 1438h 


mg/L E300.0 0.0581 0.100 5.000 0 105 


mg/L E300.0 0.102 0.750 5.000 0 102 


Limits 


90 - l lO 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809118 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: MB-R117463 Date Analyzed: 


Test Code: 300.0-W 


Chloride <0.100 


Sulfate < 0.750 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


09/ll/20181421h 


mg/L E300,0 0.0581 0.100 


mg/L E300,0 0.102 0.750 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809118 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809118-00IAMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 10,500 


Sulfate 12,800 


Lab Sample ID: 1809119-007 AMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 10.4 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT_ 


Reporting 
Method MDL Limit 


Contact: Garrin Palmer 


Dept: WC 


QCType: MS 


Amount Spike Ref. 
Spiked Amount %REC 


09/11 /2018 1455h 


mg/L E300.0 116 200 10,000 0 105 


mg/L E300 ,0 204 1,500 10,000 2060 107 


09/11 /2018 1958h 


mg/L E300 0 0. 116 0.200 10.00 0 104 


Limits 


90 - 110 


90 - 110 


90 - II 0 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


LabSetlD: 1809118 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809118-00IAMSD Date Analyzed: 


Test Code: 300.0-W 


Chloride 10,600 


Sulfate 11,500 


Lab Sample ID: 1809119-007 AMSD Date Analyzed: 


Test Code: 300.0-W 


Chloride 10.3 


3440 South 700 West 


Salt Lake City, UT 84 I I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-Jabs.com 


QC SUMM~RY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QCType: MSD 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/11/2018 1512h 


mg/L E300.0 116 200 10,000 0 106 


mg/L E300 0 204 1,500 10,000 2060 94.2 -
09/11 /2018 2015h 


mg/L E300.0 0.116 0.200 10.00 0 103 


Limits 


90 - 110 


90 - 110 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPD Limit 


10500 0.764 20 


12800 10.9 20 


10.4 0.874 20 


Qual 
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American West Analytical Laboratories 


WORK ORDER Summary 
Client: 


Client ID: 


Project: 


Energy Fuels Resources, Inc. 


ENE300 


3rd Quarter GW 2018 


Contact: Garrin Palmer 


QC Level: III 


Rpt Emailed: 


WorkOrder: 1809118 
Due Date: 9/21/2018 


WO Type: Project 


UL 
Denison EIM 


Page 1 of 1 


Comments: PA Rush. QC 3 (Summary/No chromatograms). Groundwater project specific DL's:Assumes dilution EDD-Denison and EIM-Locus. Email Group.; 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


1809118-00lA l\f\V-32_09052018 9/5/2018 1210h 9/7/2018 0855h 300.0-W Aqueous df-wc 


2 SEL Anail_tes: CL S04 


Printed: 09/07 /18 10:41 LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK___ HOK __ _ HOK___ COC Emailed. ____ _ 
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American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City, UT 84115 


Phone# (801) 263-8686 Toll Free# (888) 263-8686 


CHAIN OF CUSTODY 


All analysis will be concluct.ed using NELAP accredited methods and an data will be reported using AWAL's standard analyte llstsand reporting llmlts (PQL) unless 
specifically raquested otherwise on this Chain of Custody and/or attached documentation, 


I &--a'J..J I 2<' 
AWAL Lab Sample Set# 


Page 1 of 1 


·~ Fax# (801) 263-8687 Email awal@awal-labs.com 


www.awal-labs.com 


QC Level: 


3 


Turn Around Time: 


Standard 


Unless olherarrangements have been made, ,,Due Date: 


signed reports wlll be emailed by 5:00 pm on 
lhedaytheyere due. 


--
Client: Energy Fuels Resources, Inc. 


Address: 6425 S. Hwy. 191 


Blanding, UT 84511 


Contact: Garrin Palmer 
00 ~ ~ ~ 00 
0 ci ci ci 0 


c:, c:, 0 
0 c:, 


"' Phone#: (435) 678-2221 Cell#: C'l 
"' 


C'l C'l ---.. ---.. ~ ~ ~ ... gpalmu@energyfuels.eom; KWelne1@eaergyfu_els...,....-com--;---------
Email: dturk@lenerpfuels.com 


3rd Quarter GW 2018 Project Name: 


Project#: 


PO#: 


Sampler Name: Tanner Holliday 


MW-32_09052018 


IR--O!'G,: 
~ tuna 


2 


Sample ID: 


./7'_ /_ 


Date 
Sampled 


9/5/2018 


Time 
Sampled 


1210 
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IX Include EDD: 
LOCUS UPLOAD 
EXCEL 


,X Field Filtered For: 
Dissolved Metals 


For Compliance With: 
0 NELAP 
0 RCRA 
0 CWA 
0 SOWA 
0 ELAP /A2LA 
D NLLAP 
D Non-Compliance 
D Other: 


Known Hazards 
& 


Sample Comments 
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ANALYTICAL l AOORATORIES 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 


Blanding, UT 84511 
TEL: (303) 389-4134 


RE: 3rd Quarter GW 2018 


Dear Garrin Palmer: Lab Set ID: 1809298 


American West Analytical Laboratories received sample(s) on 9/14/2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (AWAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr1
' found in organic reports indicates a surrogate compound that is 


intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


This is a revision to a report originally issued 10/1/2018. Information herein supersedes 
that of the previously issued reports. Pages 1, 4, and 34 have been revised. The 
Collection Date for sample 1809298-013A has been updated. 


Thank You, 
Digltally signed by Jose G. 


Jose G ~~~~~=JoseG. Rocha, 
• o=American West Analytical 


Laboratories, ou, RO Ch a ~::i~tjose@awal-labs.com, 


Date: 2018.10.12 13:54:22 
Approved by: -os·oo· 


Laboratory Director or designee 
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SAMPLE SUMMARY 


American West Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 
ANALY T ICAL LABORATORIES Project: 3rd Quarter GW 2018 


Lab Set ID: 1809298 


Date Received: 9/14/2018 1025h 


Lab Sample ID Client Sample ID Date Collected Matrix Analysis 
3440 South 700 West 


1809298-001 A MW-05 09112018 9/11/2018 1450h Aqueous ICPMS Metals, Dissolved 
;alt Lake City, UT 84119 


1809298-002A MW-12 09122018 9/12/2018 1335h Aqueous ICPMS Metals, Dissolved 


1809298-003A MW-27 09122018 9/12/2018 1100h Aqueous Anions, E300.0 


1809298-0038 MW-27 09122018 9/12/2018 1100h Aqueous Nitrite/Nitrate (as N), E353.2 


Phone: (801)263-8686 1809298-004A MW-28 09122018 9/12/2018 1115h Aqueous Anions, E300.0 


Toll Free: (888) 263-8686 1809298-004B MW-28 09122018 9/12/2018 1115h Aqueous ICPMS Metals, Dissolved 


1809298-00SA MW-35 09102018 9/10/2018 1355h Aqueous Ammonia, Aqueous 
Fax: (801) 263-8687 


1809298-006A MW-25 09102018 9/10/2018 1205h Aqueous VOA by GC/MS Method 
~-mail: awal@awal-labs.com 8260C/5030C 


1809298-006B MW-25 09102018 9/10/2018 1205h Aqueous Anions, E300.0 
web: www.awal-labs.com 1809298-0068 MW-25 09102018 9/10/2018 1205h Aqueous Alkalinity/ Bicarbonate/ 


Carbonate, Low Level 


1809298-006C MW-25 09102018 9/10/2018 1205h Aqueous Total Dissolved Solids, A2540C 


Kyle F. Gross 1809298-006D MW-25 09102018 9/10/2018 1205h Aqueous Nitrite/Nitrate (as N), E353.2 


Laboratory Director 1809298-006D MW-25 09102018 9/10/2018 1205h Aqueous Ammonia, Aqueous 


1809298-006E MW-25 09102018 9/10/2018 1205h Aqueous Ion Balance 


Jose Rocha 1809298-006E MW-25 09102018 9/10/2018 1205h Aqueous ICP Metals, Dissolved 


1809298-006E MW-25 09102018 9/10/2018 1205h Aqueous ICPMS Metals, Dissolved 
QA Officer 


1809298-006E MW-25 09102018 9/10/2018 1205h Aqueous Mercury, Drinking Water 
Dissolved 


1809298-007 A MW-31 09102018 9/10/2018 1410h Aqueous VOA by GC/MS Method 
8260C/5030C 


1809298-007B MW-31 09102018 9/10/2018 1410h Aqueous Anions, E300.0 


1809298-0078 MW-31 09102018 9/10/2018 1410h Aqueous Alkalinity/ Bicarbonate/ 
Carbonate, Low Level 


1809298-007C MW-31 09102018 9/10/2018 1410h Aqueous Total Dissolved Solids, A2540C 


1809298-007D MW-31 09102018 9/10/2018 1410h Aqueous Nitrite/Nitrate (as N), E353.2 


1809298-007D MW-31 09102018 9/10/2018 1410h Aqueous Ammonia, Aqueous 


1809298-007E MW-31 09102018 9/10/2018 1410h Aqueous Ion Balance 


1809298-007E MW-31 09102018 9/10/2018 1410h Aqueous ICP Metals, Dissolved 


1809298-007E MW-31 09102018 9/10/2018 1410h Aqueous ICPMS Metals, Dissolved 


1809298-007E MW-31 09102018 9/10/2018 1410h Aqueous Mercury, Drinking Water 
Dissolved 


1809298-008A MW-30 09112018 9/11/2018 1030h Aqueous VOA by GC/MS Method 
8260C/5030C 


1809298-008B MW-30 09112018 9/11/2018 1030h Aqueous Anions, E300.0 
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Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


American West Lab Set ID: 1809298 
ANALYTICAL LABORATOR I ES Date Received: 9/14/2018 1025h 


Lab Sample ID Client Sample ID Date Collected Matrix Analysis 


l 809298-008B MW-30 09112018 9/11/2018 1030h Aqueous Alkalinity/ Bicarbonate/ 


3440 South 700 West 
Carbonate, Low Level 


1809298-008C MW-30 09112018 9/11/2018 1030h Aqueous Total Dissolved Solids, A2540C 
,alt Lake City, UT 84119 1809298-008D MW-30 09112018 9/11/2018 1030h Aqueous Nitrite/Nitrate (as N), E353.2 


1809298-008D MW-30_09112018 9/11/2018 1030h Aqueous Ammonia, Aqueous 


1809298-008E MW-30 09112018 9/11/2018 1030h Aqueous Ion Balance 


Phone: (801) 263-8686 1809298-008E MW-30 09112018 9/11/2018 1030h Aqueous ICP Metals, Dissolved 


Toll Free: (888) 263-8686 
l 809298-008E MW-30 09112018 9/11/2018 1030h Aqueous ICPMS Metals, Dissolved 


1809298-008E MW-30 09112018 9/11/2018 1030h Aqueous Mercury, Drinking Water 
Fax: (801) 263-8687 Dissolved 


!-mail: awal@awal-labs.com l 809298-009A MW-11 09112018 9/11/2018 1115h Aqueous VOA by GC/MS Method 
8260C/5030C 


web: www.awal-labs.com l 809298-009B MW-11 09112018 9/11/2018 1115h Aqueous Alkalinity/ Bicarbonate/ 
Carbonate, Low Level 


1809298-009B MW-11_09112018 9/11/2018 1115h Aqueous Anions, E300.0 


l 809298-009C MW-11 09112018 9/11/2018 1115h Aqueous Total Dissolved Solids, A2540C 
Kyle F. Gross 


l 809298-009D MW-11 09112018 9/11/2018 1115h Aqueous Nitrite/Nitrate (as N), E353.2 
Laboratory Director l 809298-009D MW-11 09112018 9/11/2018 1115h Aqueous Ammonia, Aqueous 


l 809298-009E MW-11 09112018 9/11/2018 1115h Aqueous Ion Balance 
Jose Rocha l 809298-009E MW-11 09112018 9/11/2018 1115h Aqueous ICP Metals, Dissolved 
QA Officer l 809298-009E MW-11 09112018 9/11/2018 1115h Aqueous ICPMS Metals, Dissolved 


l 809298-009E MW-11 09112018 9/11/2018 1115h Aqueous Mercury, Drinking Water 
Dissolved 


1809298-01 OA MW-14 09112018 9/11/2018 1355h Aqueous VOA by GC/MS Method 
8260C/5030C 


1809298-01 OB MW-14 09112018 9/11/2018 1355h Aqueous Anions, E300.0 


1809298-0 JOB MW-14 09112018 9/11/2018 1355h Aqueous Alkalinity/ Bicarbonate/ 
Carbonate, Low Level 


1809298-01 oc MW-14 09112018 9/11/2018 1355h Aqueous Total Dissolved Solids, A2540C 


1809298-0 !OD MW-14 09112018 9/11/2018 1355h Aqueous Nitrite/Nitrate (as N), E353.2 


1809298-0lOD MW-14 09112018 9/11/2018 1355h Aqueous Ammonia, Aqueous 


1809298-0lOE MW-14 09112018 9/11/2018 1355h Aqueous Ion Balance 


1809298-01 OE MW-14 09112018 9/11/2018 1355h Aqueous ICP Metals, Dissolved 


1809298-01 OE MW-14 09112018 9/11/2018 1355h Aqueous ICPMS Metals, Dissolved 


1809298-0lOE MW-14 09112018 9/11/2018 1355h Aqueous Mercury, Drinking Water 
Dissolved 


1809298-01 lA MW-65 09112018 9/11/2018 1355h Aqueous VOA by GC/MS Method 
8260C/5030C 
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Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter GW 2018 


American West Lab Set ID: 1809298 
ANALYTICAL LABORATORIES Date Received: 9/14/2018 1025h 


Lab Sample ID Client Sample ID Date Collected Matrix Analysis 


1809298-0 l lB MW-65 09112018 9/11/2018 1355h Aqueous Alkalinity/ Bicarbonate/ 


3440 South 700 West 
Carbonate, Low Level 


1809298-0llC MW-65 09112018 9/11 /2018 1355h Aqueous Total Dissolved Solids, A2540C 
~alt Lake City, UT 84119 1809298-0 l ID MW-65 09112018 9/11 /2018 1355h Aqueous Nitrite/Nitrate (as N), E353.2 


1809298-0 I ID MW-65 09112018 9/11/2018 1355h Aqueous Ammonia, Aqueous 


1809298-0 l lE MW-65 09112018 9/11/2018 1355h Aqueous Ion Balance 


Phone: (80 I) 263-8686 1809298-011 E MW-65 09112018 9/11 /2018 1355h Aqueous ICP Metals, Dissolved 


Toll Free: (888) 263-8686 
1809298-01 lE MW-65 09112018 9/1I/2018 1355h Aqueous ICPMS Metals, Dissolved 


1809298-01 lE MW-65_09112018 9/11/2018 1355h Aqueous Mercury, Drinking Water 
Fax: (801) 263-8687 Dissolved 


!-mail : awal@awal-labs.com 1809298-012A MW-26 09132018 9/13/2018 815h Aqueous VOA by GC/MS Method 
8260C/5030C 


web: www.awal-labs.com 1809298-012B MW-26 09132018 9/13/2018 815h Aqueous Alkalinity/ Bicarbonate/ 
Carbonate, Low Level 


1809298-0I2B MW-26 09132018 9/13/2018 815h Aqueous Anions, E300.0 


1809298-0 l 2C MW-26 09132018 9/13/2018 815h Aqueous Total Dissolved Solids, A2540C 
Kyle F. Gross 


1809298-012D MW-26 09132018 9/13/2018 815h Aqueous Nitrite/Nitrate (as N), E353.2 
Laboratory Director 


1809298-0120 MW-26 09132018 9/13/2018 815h Aqueous Ammonia, Aqueous 


1809298-0 l 2E MW-26 09132018 9/13/2018 815h Aqueous Ion Balance 
Jose Rocha 1809298-0 l 2E MW-26 09132018 9/13/2018 815h Aqueous ICP Metals, Dissolved 
QA Officer 1809298-012E MW-26 09132018 9/13/2018 815h Aqueous ICPMS Metals, Dissolved 


1809298-0 l 2E MW-26 09132018 9/13/2018 815h Aqueous Mercury, Drinking Water 
Dissolved 


1809298-013A Trip Blank 9/10/2018 Aqueous VOA by GC/MS Method 
8260C/5030C 


Report Date: I 0/12/2018 Page 4 of 51 
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3440 South 700 West 


;aJt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


3rd Quarter GW 2018 
1809298 


9/14/2018 
9/10-9/13/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical reports . 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPD, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, with the 
following exceptions: 


Sample ID Analyte QC Explanation 
1809298-00SA Ammonia MS/MSD Sample matrix interference 
1809298-006D Ammonia MS/MSD Sample matrix interference 
1809298-006E Calcium MSD High analvte concentration 
1809298-006E Magnesium MSD High analyte concentration 
1809298-006E Manganese MSD High analyte concentration 
1809298-006E Sodium MSD High analyte concentration 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits. 


Corrective Action: None required. 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Volatile Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 
Method: 


3rd Quarter GW 2018 
1809298 


9/14/2018 
9/10-9/13/2018 
Intact 
See Chain of Custody 
SW-846 8260C/5030C 


Analysis: Volatile Organic Compounds 


General Set Comments: One or more target analytes were observed above reporting 
limits. 


Holding Time and Preservation Requirements: All samples were received in appropriate 
containers and properly preserved. The analysis and preparation of all samples were 
performed within the method holding times following the methods stated on the analytical 
reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPO, and Surrogates: 


Method Blanks (MBs): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Sample (LCSs): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicate (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Surrogates: All surrogate recoveries were within established limits. 


Corrective Action: None required. 
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All anal) ses applicable lo the CWA. SDWA. and RCRA are performed in accordance 10 NELAC prolocols. Pertinent sampling informal.ion is located on the attached COC Confidenlial Business Information: This repon is proyided for1he exclusi, e use of the 
~ddressee Pri, ile~es o_f sub,_seq~nl ~~e of the ~:11,11e of this .co~p:my or M) "2:mber of its slaff, or reproducti~ ~~this repo~ in ~1ec1ion~ \\ilh lhe 11~,ertisemenl. p~omo1io,n or ~ale of ?1!). ~rodl~ct or p•:?cess, ~rin :onn:_c~ion w!lh th~ r:-publico.Jion of lhis report 







3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 
Laboratory Director 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


Jose Rocha 


QA Officer 


ANALYTICAL LAB0RATOR1E8 
Q.C SUMMARY REPORT 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: ME 


Project: 3rd Quarter GW 2018 QC Type: LCS 
-- -- ~----


Reporting Amount Spike Ref. RPD Ref. RPO 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: LCS-58147 Date Analyzed: 09/18/2018 1441h 


Test Code: 200.7-DIS Date Prepared: 09/17/2018 1426h 


Calcium 10.3 mg/L E200 .'i 0.0729 1.00 10.00 0 103 85 - 115 


Magnesium 10.5 mg/L E200 .'i 0.0575 1.00 10.00 0 105 85 - 115 


Potassium 10.2 mg/L E200.'i 0.176 1.00 10.00 0 102 85 - 115 


Sodium 10.2 mg/L E200.7 0.194 1.00 10.00 0 102 85 - 115 


Vanadium 0.189 mg/L E200.7 0.00113 0.00500 0.2000 0 94.4 85 - 115 


Lab Sample ID: LCS-58148 Date Analyzed: 09/27/2018 1712h 


Test Code: 200.8-DIS Date Prepared : 09/ 17/2018 1426h 


Arsenic 0.181 mg/L E200.S 0.00790 0.00200 0.2000 0 90.4 85 - 115 


Cadmium 0.195 mg/L E200.S 0.000139 0.000500 0.2000 0 97.3 85 - 115 


Chromium 0.198 mg/L E200 .S 0.00948 0.00200 0.2000 0 98.8 85 - 115 


Cobalt 0.196 mg/L E200 8 0.000470 0.00400 0.2000 0 97.9 85 - 115 


Copper 0.197 mg/L E200.8 0.00102 0.00200 0.2000 0 98.5 85 - 115 


Manganese 0.200 mg/L E200.8 0.000894 0.00200 0.2000 0 99.8 85 - 115 


Nickel 0.198 mg/L E200.8 0.00286 0.00200 0.2000 0 99.2 85 - 115 


Silver 0.183 mg/L E200 8 0.000426 0.00200 0.2000 0 91.3 85 - 115 


Tin 0.997 mg/L E200.8 0.000958 0.00400 1.000 0 99.7 85 - 115 


Zinc 0.997 mg/L E200.8 0.00480 0.00500 1.000 0 99.7 85 - 115 


Lab Sample ID: LCS-58148 Date Analyzed : 09/27/2018 1757h 


Test Code: 200.8-DIS Date Prepared: 09/ 17/2018 1426h - -~- - - -
Molybdenum 0.188 mg/L E200 .8 0.000848 0.00200 0.2000 0 94.2 85 - 115 


Selenium 0.187 mg/L E200 8 0.00466 0.00200 0.2000 0 93.7 85 - 115 


Uranium 0.193 mg/L E200.8 0.000766 0.00200 0.2000 0 96.4 85 - 115 


Lab Sample ID: LCS-58148 Date Analyzed : 09/28/2018 1243h 


Test Code: 200.8-DIS Date Prepared: 09/17/2018 1426h 


Beryllium 0.199 mg/L E200.8 0.000350 0.00200 0.2000 0 99.7 85 - 115 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: LCS-58148 Date Analyzed: 


Test Code: 200.8-DlS Date Prepared: 


Iron 0.974 


Lead 0.187 


Thallium 0.182 


Lab Sample ID: LCS-58307 Date Analyzed: 


Test Code: HG-DW-DIS-245 .1 Date Prepared: 


Mercury 0.00343 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


Units Method 


09/28/2018 1243h 


09/ 17/2018 1426h 


mg/L E200 8 


mg/L E200.8 


mg/L E200.8 


09/26/2018 726h 


09/25/2018 1600h 


mg/L E245. I 


MDL 


0.0324 


0.000658 


0.000676 


0.0000307 


Reporting 
Limit 


0.100 


0.00200 


0.00200 


0.000150 


QC Type: LCS 


Amount 
Spiked 


1.000 


0.2000 


0.2000 


0.003330 


Spike Ref. 
Amount 


0 


0 


0 


0 


%REC 


97.4 


93.4 


91.0 


103 


Limits 


85 - 115 


85 - 115 


85 • 115 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPD 
Amt % RPD Limit Qual 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: MB-58147 Date Analyzed: 


Test Code: 200.7-DIS Date Prepared: 


Calcium < 1.00 


Magnesium < 1.00 


Potassium < 1.00 


Sodium < 1.00 


Vanadium < 0.00500 


Lab Sample ID: MB-58148 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Arsenic < 0.00200 


Cadmium < 0.000500 


Chromium < 0.00200 


Cobalt < 0.00400 


Copper < 0.00200 


Manganese < 0.00200 


Nickel < 0.00200 


Silver < 0.00200 


Tin < 0.00400 


Zinc < 0.00500 


Lab Sample m: MB-58148 Date Analyzed : 


Test Code: 200.8-DIS Date Prepared: 


Molybdenum < 0.00200 


Selenium < 0.00200 


Lab Sample ID: MB-58148 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Uranium < 0.000200 


3440 South 700 West 


Salt Lake City, UT 841 I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/18/2018 1439h 


09/17/2018 1426h 


mg/L E200 7 0.0729 1.00 


mg/L E200 7 0.0575 1.00 


mg/L E200.7 0.176 1.00 


mg/L E200.7 0.194 1.00 


mg/L E200,7 0.00113 0.00500 


09/27/2018 1709h 


09/ 17/2018 1426h 


mg/L E200.8 0.00790 0.00200 


mg/L E200.8 0.000139 0.000500 


mg/L E200 .8 0.00948 0.00200 


mg/L E200 ,8 0.000470 0.00400 


mg/L E200.8 0.00102 0.00200 


mg/L E200,8 0.000894 0.00200 


mg/L E200.8 0.00286 0.00200 


mg/L E200.8 0.000426 0.00200 


mg/L E200.8 0.000958 0.00400 


mg/L E200.8 0.00480 0.00500 


09/27/2018 1754h 


09/17/2018 1426h 


mg/L E2008 0.000848 0.00200 


mg/L E200.8 0.00466 0.00200 


09/27/2018 2053h 


09/17/2018 1426h 


mg/L E200.8 0.0000766 0.000200 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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ANA LYTIC A L L AB OR A TOR IE S 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: MB-58148 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium < 0.000500 


Iron < 0.0250 


Lead < 0.000500 


Thallium < 0.000500 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, fa'<. : (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/28/2018 1240h 


09/ 17/2018 1426h 


mg/L E200,8 0.0000875 0.000500 


mg/L E200.8 0.00810 0.0250 


mg/L E200.8 0.000164 0.000500 


mg/L E200.8 0.000169 0.000500 -
Lab Sample ID: MB-58307 Date Analyzed : 09/26/2018 724h 


Test Code: HG-DW-DIS-245.1 Date Prepared: 09/25/2018 1600h 


Mercury < 0.000150 mg/L E245.: 0.0000307 0.000150 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPD 
Amt %RPO Limit Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail: awal@ awal-labs.com, web: www.awal-labs.com 


Jose Rocha 
QA Officer 


American West Q!;_SUMMARY REPORT 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: ME 


Project: 3rd Quarter GW 2018 QC Type: MS 
-~ - -


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPD Limit Qual 


Lab Sample ID: I809298-006EMS Date Analyzed: 09/ 18/2018 1509h 


Test Code: 200.7-DIS Date Prepared: 09/17/2018 1426h 


Calcium 370 mg/L E200 7 0.729 10.0 10.00 359 110 70 - 130 


Magnesium 134 mg/L E200.7 0.575 10.0 10.00 122 121 70 • 130 


Sodium 314 mg/L E200.7 1.94 10_0 10.00 305 94.5 70 - 130 


Lab Sample ID: I809298-006EMS Date Analyzed: 09/18/2018 1539h 


Test Code: 200.7-DIS Date Prepared: 09/17/2018 1426h 


Potassium 21.2 mg/L E200.7 0.176 1.00 10.00 9.44 118 70 - 130 


Vanadium 0.194 mg/L E200,7 0.00113 0.00500 0.2000 0 97.0 70 - 130 


Lab Sample ID: I809298-006EMS Date Analyzed: 09/27/2018 I 733h 


Test Code: 200.8-DIS Date Prepared: 09/17/2018 1426h 


Arsenic 0.197 mg/L E200 8 0.00790 0.00200 0.2000 0 98.6 75 - 125 


Cadmium 0.194 mg/L E200 8 0.000139 0.000500 0.2000 0.00135 96.6 75 • 125 


Chromium 0.200 mg/L E200 .8 0.00948 0.00200 0.2000 0 99.9 75 • I 25 


Cobalt 0.204 mg/L E200.8 0.000470 0.00400 0.2000 0.00944 97.5 75 • 125 


Copper 0.194 mg/L E200.8 0.00102 0.00200 0.2000 0 96.9 75 • 125 


Manganese 1.64 mg/L E200.8 0.000894 0.00200 0.2000 1.46 88.6 75 - 125 


Nickel 0.202 mg/L E200.8 0.00286 0.00200 0.2000 0.00496 98.5 75 - 125 


Silver 0.154 mg/L E200,8 0.000426 0.00200 0.2000 0 77.0 75 - 125 


Tin 1.04 mg/L E200.8 0.000958 0.00400 1.000 0 104 75 - 125 


Zinc 1.01 mg/L E200.8 0.00480 0.00500 1.000 0.00481 100 75 - 125 


Lab Sample ID: I809298-006EMS Date Analyzed: 09/27/2018 1803h 


Test Code: 200.8-DIS Date Prepared: 09/17/2018 1426h 


Molybdenum 0.207 mg/L E200 8 0.000848 0.00200 0.2000 0.0145 96.1 75 - 125 


Selenium 0.189 mg/L E200.8 0.00466 0.00200 0.2000 0 94.3 75 - 125 


Uranium 0.197 mg/L E200 8 0.000766 0.00200 0.2000 0.00646 95.1 75 - 125 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: I809298-006EMS Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium 0.200 


Iron 0.985 


Lead 0.184 


Thallium 0.182 


Lab Sample ID: l 809298-006EMS Date Analyzed: 


Test Code: HG-DW-DIS-245.1 Date Prepared: 


Mercury 0.00332 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 


Reporting 
Units Method MDL Limit 


09/28/2018 1332h 


09/17/2018 1426h 


mg/L E200.8 0.000350 0.00200 


mg/L E200.8 0.0324 0.100 


mg/L E200.8 0.000658 0.00200 


mg/L E200.8 0.000676 0.00200 


09/26/2018 734h 


09/25/2018 1600h 


mg/L E245.1 0.0000307 0.000150 


Contact: Garrin Palmer 


Dept: ME 


QCType: MS 


Amount Spike Ref. 
Spiked Amount %REC 


0.2000 0 99.9 


1.000 0 98.5 


0.2000 0 92.0 


0.2000 0.000828 90.5 


0.003330 0 99.6 


Limits 


75 - 125 


75 - 125 


75 - 125 


75 - 125 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail : awal@awal-labs.com, web: www.awal-Iabs.com 
Jose Rocha 
QA Officer 


QC SUMMARY REPORT_ 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: ME 


Project: 3rd Quarter GW 2018 QC Type: MSD 
- - - - - --- - --~ 


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: l809298-006EMSD Date Analyzed: 09/18/2018 1511h 


Test Code: 200.7-DIS Date Prepared: 09/ 17/2018 1426h 


Calcium 387 mg/L E200.7 0.729 10.0 10.00 359 279 70 - 130 370 4.45 20 


Magnesium 140 mg/L E200.7 0.575 10.0 10.00 122 176 70 - 130 134 3.98 20 2 


Sodium 330 mg/L E200,7 1.94 10.0 10.00 305 246 70 - 130 314 4.71 20 


Lab Sample ID: 1809298-006EMSD Date Analyzed: 09/18/2018 1542h 


Test Code: 200.7-DIS Date Prepared: 09/17/2018 1426h 


Potassium 21.3 mg/L E200.7 0.176 1.00 10.00 9.44 118 70 - 130 21.2 0.211 20 


Vanadium 0.196 mg/L E200.7 0.00113 0.00500 0.2000 0 98.1 70 - 130 0.194 1.14 20 


Lab Sample ID: l809298-006EMSD Date Analyzed: 09/27/2018 1736h 


Test Code: 200.8-DIS Date Prepared: 09/ 17/2018 1426h 


Arsenic 0.209 mg/L E200 8 0.00790 0.00200 0.2000 0 105 75 - 125 0.197 6.01 20 


Cadmium 0.203 mg/L E200 8 0.000139 0.000500 0.2000 0.00135 IOI 75 - 125 0.194 4.42 20 


Chromium 0.210 mg/L E200 .8 0.00948 0.00200 0.2000 0 105 75 - 125 0.2 5.19 20 


Cobalt 0.215 mg/L E200.8 0.000470 0.00400 0.2000 0.00944 103 75 - 125 0.204 5.16 20 


Copper 0.204 mg/L E200.8 0.00102 0,00200 0.2000 0 102 75 - 125 0.194 4.98 20 


Manganese 1.74 mg/L E200.8 0.000894 0.00200 0.2000 1.46 139 75 - 125 1.64 6.01 20 ? 


Nickel 0.215 mg/L E200.8 0.00286 0.00200 0.2000 0.00496 105 75 - 125 0.202 6.05 20 


Silver 0.165 mg/L E200 8 0.000426 0.00200 0.2000 0 82.7 75 - 125 0.154 7.18 20 


Tin 1.09 mg/L E200.8 0.000958 0.00400 1.000 0 109 75 - 125 1.04 4.91 20 


Zinc 1.07 mg/L E200.8 0.00480 0.00500 1.000 0.00481 106 75 - 125 1.01 5.86 20 


Lab Sample ID: 1809298-006EMSD Date Analyzed : 09/27/2018 1806h 


Test Code: 200.8-DIS Date Prepared: 09/17/2018 1426h 


Molybdenum 0.216 mg/L E200 .8 0.000848 0.00200 0.2000 0.0145 IOI 75 - 125 0,207 4.41 20 


Selenium 0.186 mg/L E200 8 0.00466 0.00200 0.2000 0 93.0 75 - 125 0.189 1.34 20 


Uranium 0.205 mg/L E200 .8 0.000766 0.00200 0.2000 0.00646 99.3 75 - 125 0,197 4.15 20 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 
Laboratory Director 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 
Jose Rocha 


QA Officer 


ANALYTICAL 
_QC SUMMARY REPORT 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: ME 


Project: 3rd Quarter GW 2018 QC Type: MSD 


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: 1809298-006EMSD Date Analyzed: 09/28/2018 1335h 


Test Code: 200.8-DIS Date Prepared: 09/17/2018 1426h 


Beryllium 0.196 mg/L E200.8 0.000350 0.00200 0.2000 0 98.0 75 - 125 0.2 1.85 20 


Iron 0.967 mg/L E200.8 0.0324 0.100 1.000 0 96.7 75 - 125 0.985 1.80 20 


Lead 0.182 mg/L E200.8 0.000658 0.00200 0.2000 0 91.0 75 - 125 0.184 1.04 20 


Thallium 0.180 mg/L E200.8 0.000676 0.00200 0.2000 0.000828 89.6 75 - 125 0.182 1.02 20 -
Lab Sample ID: 1809298-006EMSD Date Analyzed: 09/26/2018 736h 


Test Code: HG-DW-DIS-245.1 Date Prepared: 09/25/2018 1600h 


Mercury 0.00334 mg/L E245.I 0.0000307 0.000150 0.003330 0 100 85 - 115 0.00332 0.701 20 


2 -Analyte concentration is too high for accurate matrix spike recovery and/or RPD. 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809298-006CD UP Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 2,560 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QCType: DUP 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


09/17/2018 1814h 


mg/L SM254C·C 16.0 20.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


2640 2.77 5 


Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 
Jose Rocha 


QA Officer 


American West QC_ SUMMARY REPORT 
ANALVTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: WC 


Project: 3rd Quarter GW 2018 QC Type: LCS 
--- -- -


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: LCS-Rl17745 Date Analyzed: 09/18/2018 1113h 


Test Code: 300.0-W 


Chloride 5.10 mg/L E300.0 0.0581 0.100 5.000 0 102 90 - 110 


Sulfate 5.25 mg/L E300 0 0.102 0.750 5.000 0 105 90- 110 


Lab Sample ID: LCS-Rl17746 Date Analyzed: 09/19/2018 933h 


Test Code: 300.0-W 


Chloride 5.16 mg/L E300.0 0.0581 0.100 5.000 0 103 90 - 110 


Fluoride 4.77 mg/L E300 .0 0.0353 0.100 5.000 0 95.4 90 - 110 


Lab Sample ID: LCS-Rl17618 Date Analyzed: 09/17/2018 721h 


Test Code: ALK-W-23208-LL 


Alkalinity (as CaC03) 250 mg/L SM232DB 0.965 1.00 250.0 0 99.8 90 - 110 


Lab Sample ID: LCS-58138 Date Analyzed: 09/17/2018 171 lh 


Test Code: NH3-W-350.l Date Prepared: 09/17/2018 1500h 


Ammonia (as N) 10.0 mg/L E350.1 0.0492 0.0500 10.00 0 100 90 - 110 


Lab Sample ID: LCS-Rl17681 Date Analyzed: 09/18/2018 1356h 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) 1.04 mg/L E353 ,2 0.00538 0.0100 1.000 0 104 90 - 110 


Lab Sample ID: LCS-Rll 7673 Date Analyzed: 09/17/20181814h 


Test Code: TDS-W-2540C - -- - -- - -----
Total Dissolved Solids 182 mg/L SM2543C 8.00 10.0 205.0 0 88.8 80 - 120 
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ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: MB-Rll7745 Date Analyzed: 


Test Code: 300.0-W 


Chloride <0.100 


Sulfate < 0.750 


Lab Sample ID: MB-R117746 Date Analyzed: 


Test Code: 300.0-W 


Chloride < 0.100 


Fluoride < 0.100 


Lab Sample ID: MB-Rll7618 Date Analyzed: 


Test Code: ALK-W-23208-LL 


Bicarbonate (as CaC03) < 1.00 


Carbonate (as CaC03) < 1.00 


Lab Sample ID: MB-58138 Date Analyzed: 


Test Code: NHJ-W-350.1 Date Prepared: 


Ammonia (as N) < 0.0500 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/ 18/2018 1056h 


mg/L E300 0 0.0581 0.100 


mg/L E300 0 0. 102 0.750 


09/19/2018 916h 


mg/L E300.0 0.0581 0.100 


mg/L E300 0 0.0353 0.100 


09/17/2018 72th 


mg/L SM2320B 0.965 1.00 


mg/L SM2320B 0.965 1.00 


09/17/2018 1710h 


09/17/2018 1500h 


mg/L E350. I 0.0492 0.0500 -
Lab Sample ID: MB-Rll7681 Date Analyzed: 09/18/2018 1355h 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) < 0.0100 mg/L E353.2 0.00538 0.0100 


Lab Sample ID: MB-Rll7673 Date Analyzed : 09/17/2018 1814h 


Test Code: TDS-W-2540C --- -
Total Dissolved Solids < 10.0 mg/L SM2540C 8.00 10.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: I 809298-007BMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 1,350 


Sulfate 1,950 


Lab Sample ID: 1809298-003AMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 135 


Fluoride 94.6 


Lab Sample ID: 1809298-007BMS Date Analyzed: 


Test Code: ALK-W-2320B-LL 


Alkalinity (as CaC03) 667 


Lab Sample ID: 1809298-00SAMS Date Analyzed: 


Test Code: NH3-W-350.1 Date Prepared: 


Ammonia (as N) 14.8 


Lab Sample ID: 1809298-006DMS Date Analyzed: 


Test Code: NH3-W-350. l Date Prepared: 


Ammonia (as N) 15.7 


Lab Sample ID: 1809298-007DMS Date Analyzed: 


Test Code: N02/N03-W-353.2 
- - -
Nitrate/Nitrite (as N) 122 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


.QC SUMMARY REPQRT 


Reporting 
Units Method MDL Limit 


09/18/2018 1509h 


mg/L E300.0 11.6 20.0 


mg/L E300 (I 20.4 150 


09/19/2018 1255h 


mg/L E300,0 1.16 2.00 


mg/L E300.0 0.706 2.00 


09/17/2018 721h 


mg/L SM2320B 0.965 1.00 


09/17/2018 1712h 


09/17/2018 1500h 


mg.IL E350.1 0.0492 0.0500 


09/17/2018 1714h 


09/1 7/2018 1500h 


mg.IL E350.J 0.0492 0.0500 


09/ 18/2018 1431h 


mg/L E353.2 0.538 1.00 


Contact: Garrin Palmer 


Dept: WC 


QCType: MS 


Amount Spike Ref. 
Spiked Amount %REC 


1,000 333 102 


1,000 893 106 


100.0 35.6 99.5 


100.0 0 94.6 


500.0 169 99.6 


10.00 0 148 


10.00 0.39 153 


100.0 20.1 102 


1 - Matrix spike recovery indicates matrix interference. The method is in control as indicared by the LCS. 


Limits 


90 - 110 


90 - 110 


90- 110 


90 - 110 


80- 120 


90 - 110 


90- 110 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


Jose Rocha 


QA Officer 


ANALYTICAL LABORATORIES 
QC SUMMARY REPORT 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1809298 Dept: WC 


Project: 3rd Quarter GW 2018 QC Type: MSD 
-- -


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPD Limit Qual 


Lab Sample ID: I809298-007BMSD Date Analyzed: 09/18/2018 1526h 


Test Code: 300.0-W 


Chloride 1,3 80 mg/L E300.0 11.6 20.0 1,000 333 104 90 - 110 1350 1.53 20 


Sulfate 1,970 mg/L E300.0 20.4 150 1,000 893 108 90 - 110 1950 1.13 20 -
Lab Sample ID: 1809298-00JAMSD Date Analyzed: 09/19/2018 1312h 


Test Code: 300.0-W 


Chloride 137 mg/L E300 0 1.16 2.00 100.0 35.6 102 90 - 110 135 1.67 20 


Fluoride 96.2 mg/L E300.0 0.706 2.00 100.0 0 96.2 90 - 110 94.6 1.70 20 


Lab Sample ID: I809298-007BMSD Date Analyzed: 09/17/2018 721h 


Test Code: ALK-W-23208-LL 


Alkalinity (as CaC03) 671 mg/L SM23208 0.965 1.00 500.0 169 100 80 - 120 667 0.598 10 


Lab Sample ID: 1809298-00SAMSD Date Analyzed : 09/17/2018 1713h 


Test Code: NH3-W-350.l Date Prepared: 09/17/2018 1500h 


Ammonia (as N) 14.7 mg/L E350. l 0.0492 0.0500 10.00 0 147 90 - 110 14.8 0.813 10 


Lab Sample ID: 1809298-006DMSD Date Analyzed: 09/ I7/20181715h 


Test Code: NH3-W-350.I Date Prepared : 09/ 17/2018 1500h 


Ammonia (as N) 15.5 mg/L E350.l 0.0492 0.0500 10.00 0.39 151 90 - 110 15.7 0.962 10 


Lab Sample ID: 1809298-007DMSD Date Analyzed : 09/18/2018 1425h 


Test Code: N02/N03-W-353.2 --
Nitrate/Nitrite (as N) 125 mg/L E353 .2 0.538 1.00 100.0 20.1 105 90 - 110 122 2.60 10 


' - Matrix spike recovery indicates matrix interference. The method is in control as indicaced by the LCS. 
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ANALYTICAL LABOAATOAIE8 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY_REPORT 


Method MDL 
Reporting 


Limit 


Contact: 
Dept: 


QC Type: 


Amount 
Spiked 


Garrin Palmer 


MSVOA 


LCS 


Spike Ref. 
Amount %REC 


Lab Sample ID: LCS VOC-1 091418A Date Analyzed: 09/14/2018 1158h 


Test Code: 8260-W-DENIOO 


Benzene 


Chloroform 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-dB 


Lab Sample ID: LCS VOC-1 091718A 


Test Code: 8260-W-DENlOO 


Chloroform 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


20.5 µg/L SW826C•C 


20.2 µg/L SW8260C 


20.0 µg/L SW8260C 


16.6 µg/L SW8260C 


17.6 µg/L SW8260C 


20.5 µgiL SW8260C 


62.5 µg/L SW8260C 


49.2 µgiL SW8260C 


46.6 µg/L SW8260C 


49. l µg/L SW8260C 


49.6 µg/L SW8260C 


Date Analyzed: 09/17/2018 1154h 


20.2 µg/L SW8260C 


53 .6 µgiL SW8260C 


52.0 µg/L SW8260C 


47.8 µg/L SW8260C 


52.4 µgiL SW8260C 


0.0956 l.00 20.00 0 103 


0.0998 1.00 20.00 0 101 


0.400 1.00 20.00 0 99.8 


0.159 1.00 20.00 0 83.2 


0.681 1.00 20.00 0 87.8 


0.0858 1.00 20.00 0 103 


0.310 l.00 60.00 0 104 


50.00 98.4 


50.00 93.3 


50.00 98.2 


50.00 99.2 


0.0998 1.00 20.00 0 IOI 


50.00 107 


50.00 104 


50.00 95.7 


50.00 105 


Limits 


82 • 132 


85 • 124 


65 • 154 


63 • 129 


59 • 125 


69 • 129 


66 • 124 


80 • 136 


85 • 121 


78 • 132 


81 • 123 


85 • 124 


80 • 136 


85 • 121 


78 • 132 


81 • 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPDRef. RPD 
Amt % RPD Limit Qual 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


.QC_SJJMMARY REPORT 
Contact: Garrin Palmer 


Method MDL 
Reporting 


Limit 


Dept: MS VOA 


QC Type: MBLK 


Amount 
Spiked 


Spike Ref. 
Amount %REC 


Lab Sample ID: MB VOC-1 091418A Date Analyzed: 09/ 14/2018 1238h 


Test Code: 8260-W-DENIOO 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chlorofonn 


Chloromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l,2-Dichloroethane-d4 


Surr: 4-Bromotluorobenzene 


Surr: Dibromotluoromethane 


Surr: Toluene-d8 


Lab Sample ID: MB VOC-1 091718A 


Test Code: 8260-W-DENIOO 


Chlorofonn 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromotluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


<20.0 


<20.0 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


50.3 


51.1 


48.0 


47.8 


Date Analyzed: 


< 1.00 


50.1 


53.5 


49.9 


54.9 


µg/L SW826GC 


µg/L SW826C•C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


09/ 17/2018 1234h 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


µg/L SW8260C 


0.587 


l.!3 


0.0956 


0.178 


0.0998 


0.836 


0.400 


0.159 


0.681 


0.0858 


0.310 


0.0998 


20.0 


20.0 


1.00 


1.00 


1.00 


1.00 


1.00 


1.00 


1.00 


1.00 


1.00 


1.00 


50.00 


50.00 


50.00 


50.00 


50.00 


50.00 


50.00 


50.00 


101 


102 


95.9 


95.6 


100 


107 


99.9 


!IO 


Limits 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPDRef. RPD 
Amt % RPO Limit Qual 
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American West 
ANALYTICAL LAB0RATOR1E8 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809298-006AMS Date Analyzed : 


Test Code: 8260-W-DENIOO 


Benzene 22.5 


Chloroform 22.0 


Methylene chloride 21.5 


Naphthalene 17.1 


Tetrahydrofuran 19.5 


Toluene 20.0 


Xylenes, Total 61.5 


Surr: l ,2-Dichloroethane-d4 54.8 


Surr: 4-Bromofluorobenzene 48.7 


Surr: Dibromofluoromethane 54.7 


Surr: Toluene-d8 50.0 


3440 South 700 West 


Salt Lake City, UT 84 I I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax : (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QCType: MS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/14/2018 1607h 


µg/L SW8260C 0.0956 1.00 20.00 0 112 


µg/L SW8260C 0.0998 1.00 20.00 0 110 


µg/L SW8260C Q.400 1.00 20.00 0 108 


µg/L SW8260C 0.159 1.00 20.00 0 85 .6 


µg/L SW826CC 0.681 1.00 20.00 0 97.5 


µg/L SW826CC 0.0858 1.00 20.00 0 100 


µg/L SW826CC 0.310 1.00 60.00 0 102 


µg/L SW826CC 50.00 110 


µg/L SW826CC 50.00 97 .3 


µg/L SW826CC 50.00 109 


µg/L SW8260C 50.00 100 


Limits 


66 - 145 


50 - 146 


30 - 192 


41 - 131 


43 - 146 


18 - 192 


42 - 167 


72- 151 


80 - 152 


72 - 135 


80 - 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809298 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809298-006AMSD Date Analyzed: 


Test Code: 8260-W-DENlOO 


Benzene 21.6 


Chloroform 21.0 


Methylene chloride 25.0 


Naphthalene 17.0 


Tetrahydrofuran 17.3 


Toluene 21.2 


Xylenes, Total 60.8 


Surr: l ,2-Dichloroethane-d4 47.4 


Surr: 4-Bromofluorobenzene 47.5 


Surr: Dibromofluoromethane 48.2 


Surr: Toluene-d8 48.9 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MS VOA 


QCType: MSD 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


09/14/2018 1627h 


µg/L SW8260C 0.0956 1.00 20.00 0 108 


µg/L SW8260C 0.0998 1.00 20.00 0 105 


µg/L SW8260C 0.400 LOO 20.00 0 125 


µg/L SW8260C 0.159 1.00 20.00 0 84.8 


µg/L SW8260C 0.681 1.00 20.00 0 86.6 


µg/L SW8260C 0.0858 1.00 20.00 0 106 


µg/L SW8260C 0.310 1.00 60.00 0 101 


µg/L SW8260C 50.00 94.9 


µg/L SW8260C 50.00 95.0 


µg/L SW8260C 50.00 96.3 


µg/L SW8260C 50.00 97.8 


Limits 


66 - 145 


50 • 146 


30 • 192 


41 - 131 


43 - 146 


18 - 192 


42 - 167 


72 • 151 


80 - 152 


72 • 135 


80 • 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPO 
Amt %RPD Limit 


22.5 3.99 25 


22 4.70 25 


21.5 14.9 25 


17.1 0.940 25 


19.5 l l.8 25 


20 5.92 25 


61.5 1.05 25 


Qual 
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Rev or Add Emailed: 
American West Analytical Laboratories REVISED: 1011212018 


UL 
Denison EIM 


The collection date on sample 1810298-013 has been 
corrected. MC 


WORK ORDER Summary Work Order: 1809298 
Due Date: 9/28/2018 


Page 1 of6 


Client: 


Client ID: 


Project: 


Comments: 


Sample ID 


1809298-00 I A 


I 809298-002A 


I 809298-003A 


1809298-0038 


1809298-004A 


1809298-0048 


1809298-00SA 


1809298-006A 


1809298-0068 


l 809298-006C 


1809298-006D 


Printed: l 0/12/2018 


Energy Fuels Resources, Inc. 


ENE300 Contact: Garrin Palmer 


3rd Quarter GW 2018 QC Level: III WO Type: Project 


PA Rush. QC 3 (Summary/No chromatograms). Alkalinity must be run at full volume, use ALK-W-2320B-LL test code. Groundwater project specific DL's: 
Run N02/N03 as a lOX. Assumes dilution of2 for U, 5 for Be, Fe, Pb, and Tl, and 20X for others for required 200.8 PQLs. EDD-Denison and EIM-Locus. 
Email Group. Samples for metals were field filtered.; 


Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


MW-05_09112018 9/11/2018 1450h 9/14/2018 1025h 200.8-DIS Aqueous ~ df-met 


--· - - - J SEL Analytes_: U --- · 
200.8-DIS-PR ~ df-met 


MW-12_09122018 9/12/2018 1335h 9/14/2018 1025h 200.8-DIS Aqueous 1\11 df-met 


I SEL A..Y!a/ytes: l!._ __ 
200.8-DIS-PR ~ df-met 


MW-27_09122018 9112/2018 11 OOh 9/14/2018 1025h 300.0-W Aqueous 1\11 df-cl 


I SEl Analytes: CL --- -·- ---· . 
N02/N03-W-353.2 ~ DF-N02/N03 


1 SEl Ana/ytes: N03N02N 


MW-28_09122018 9/12/2018 11 \Sh 9/ 14/2018 1025h 300.0-W Aqueous ~ df-<:I 


I SEL Analytes: Cl --· -·· ··· -· -·-- -- .. ···- -- - -
200.8-DIS i;,i df-met 


2 SE~_Analytes: CD U 


200.8-DIS-PR ~ df-met 


MW-35_09102018 9/10/2018 1355h 9/14/2018 1025h NH3-W-3S0.1 Aqueous J;,l DF-NH3 


I SEl Analytes: NH3N -· 
NH3-W-PR D DF-NH3 


MW-25_09102018 9/10/2018 1205h 9/14/2018 1025h 8260-W-DENlOO Aqueous ~ VOCFridge 


Test Group: 8260-W-DENIOO; # of Analytes: I 1 I # ofSurr: 4 


300.0-W ~ df-wc 


3 SEL Analytes: Cl F S04 
. -- .. ·-···· . - -


ALK-W-2320B-LL ~ df-wc 


2 SEl Ana_lttes: AlKB AlKC ··-···· -
TDS-W-2540C ~ WW- Ids 


I SEl_Analytes: T_DS 
- -· . ·---


NH3-W-3S0.1 ~ df - no2/no3 & nh3 


I_ SE!::__Analytes.J'jH_3N 


LABORATORY CHECK: %M I J RT 1- :J CNI ] TAT CJ QC [J LUO [J HOK ___ HOK ___ HOK ___ COC Emailed 


3 







WORK ORDER Summary 
Client: Energy Fuels Resources, Inc. 


Sample ID Client Sample ID Collected Date 


1809298-006D MW-25_09102018 9/10/2018 1205h 


1809298-006E 


1809298-00?A MW-3 l _09102018 9/10/2018 1410h 


1809298-0078 


1809298-007.C 


1809298-00?D 


1809298-00?E 


Work Order: 1809298 Page2 of6 


Due Date: 9/28/2018 


Received Date Test Code Matrix Set Storage 


9/14/2018 1025h NH3-W-PR 


N02/N03-W-353.2 


I SEL Analytes: N03N02N 


200.7-DIS 


Aqueous 


5 SEL Analytes: CA MG K NA V 


200.7-DIS-PR 


200.8-DIS 


~ 
~ 


~ 


~ 
~ 


I 7 SEL Analytes: AS BE CD CR CO CU FE PB MN MO NJ SE AG 
TLSNUZN 


200.8-DIS-PR ~ -- -
HG-DW-DIS-245.1 ~ 


I SEL Analytes: HG . - ·-
HG-DW-DIS-PR ~ - --- --- ·- - -
IONBALANCE ~ 


5 SEL Analytes: BALANCE Anions Cations TDS-Balance TDS-Calc 


df - no2/no3 & nh3 


df - 1102/1103 & nh3 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


9/14/2018 1025h 8260-W-DENIOO Aqueous ~ VOCFridge 


Test Group: 82_60-W-DEf-!IOO; # of AnaiJtes: 11 /# of Surr: 4 


300.0-W ~ df - WC 


3 SEL Ana/ytes: CL F!>!}4 


ALK-W-23208-LL i;,i 


2 SELAnag,tes: ALKB~ALKC 


TDS-W-2540C ~ 
I SEL Analytes: TDS - - . . ...... .. ... -· . 


NH3-W-350.1 i;,i 


I SEL Analytes: NH3N 


NH3-W-PR ~ 
N02/N03-W-353.2 ~ 


I SEL Ana/ytes: N03N02N 


200.7-DIS ~ 
5 SEL Analytes: CA MG K NA V 


200.7-DIS-PR ~ 
200.8-DIS ~ 


17 SELAnalytes: AS BE CD CR CO CUFE PB MN MON/ SEAG 
TLSNUZN 


200.8-DIS-PR ~ 
HG-DW-DIS-245.1 ~ 


I SEL Analytes: HG 


HG-DW-DIS-PR ~ 


df- wc 


ww-tds 


df - no2/no3 & nh3 


df - 1102/1103 & nh3 


df - no2/1103 & nh3 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


3 
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WORK ORDER Summary 
Client: Energy Fuels Resources, Inc. 


Sample ID Client Sample ID Collected Date 


1809298-00?E MW-31_09102018 9/10/2018 1410h 


l 809298-008A MW-30_09112018 9/11/2018 1030h 


1809298-0088 


1809298-008C 


1809298-0080 


l 809298-008E 


l 809298-009A MW-11_09112018 9/11/2018 11 lSh 


1809298-0098 


l 809298-009C 


1809298-0090 


WorkOrder: 1809298 
Due Date: 9/28/2018 


Page 3 of6 


Received Date Test Code Matrix Sel Storage 


9/14/2018 1025h IONBALANCE Aqueous ~ df-met 


5 SEL Analytes: BALANCE Anions Cations TDS-Ba/ance TDS-Calc 


9/14/2018 1025h 8260-W-DENIOO Aqueous ~ VOCFridge 


-- - -


Test Group: 8260-W~DENIOO; # of Analytes: I I I # ofSurr: 4 


300.0-W ~ df-wc 


3 SEL Analytes: CL F S04 


ALK-W-23208-LL ~ 
2 SEL Analytes: AlKB ALKC --


TDS-W-2540C ~ 
I SEL Analytes: TDS 


• c -- ·-- -·---
NH3-W-350.l ~ 


I SELAnalytes: NH3N 


NH3-W-PR ~ -- · --·· ·--
N02/N03-W-353.2 ~ 


I SEl 1,nalyte_s: N03N02N ---- ... --- • · - . 
200.7-DIS ~ 


5 SEL Analytes:·-~A _ MG K N1, __ V - ----- · - _ .. , 
200.7-DIS-PR ~ --- - - --·-- -- - - --- ··· 
200.8-DIS ~ 


17 SEL Analytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSN UZN 


200.8-DIS-PR ~ - --- - - ---·· ... - -
HG-DW-DIS-245.1 ~ 


1 SEL Analytes: HG 
-- -


HG-DW-DIS-PR ~ 
IONBALANCE ~ 


5 SEL A11alytes: BALANCE Anions Cations TDS-Balance TDS-Calc 


df-wc 


ww-tds 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


9/14/2018 1025h 8260-W-DENIOO Aqueous ~ VOCFridge 


Test Group: 8?60-W-DENIOO; # of Analytes: I I~# ofSurr: 4 


300.0-W ~ df - WC 


3 SEL Analytes: CL F S04 


ALK-W-23208-LL ~ df-wc 


2 SEL Analytes: ALKB ALKC_ 


TDS-W-2540C ~ ww-tds 


I SEL Ana/ytes: TDS 


NH3-W-350.t ~ df - no2/no3 & nh3 


I SEL Analytes: NH3N -
NH3-W-PR ~ df - no2/no3 & nh3 


Printed: 10/12/2018 LABORATORY CHECK: %M [J RT l_J CN I I TAT["'] QC [ I LUO I _I HOK __ _ HOK __ _ HOK___ COC Emailed. ____ _ 


3 







WORK ORDER Summary 
Client: Energy Fuels Resources, Inc. 


Sample ID Client Sample ID Collected Date 


I 809298-009D MW-11_09112018 9/11/2018 1115h 


I 809298-009E 


1809298-0 I OA MW-14_09112018 9/11 /2018 1355h 


1809298-0IOB 


1809298-0!0C 


·-· --· --
1809298-0IOD 


1809298-0IOE · 


Work Order: 1809298 Page4 of6 


Due Date: 9/28/2018 


Received Date Test Code Matrix Sel Storage 


9/14/2018 1025h N02/N03-W-353.2 Aqueous ~ df - no2/no3 & nh3 


I SEL Analytes:_N03N(!2N 


200.7-DIS 


5 SEL Analyte3: CA MG K NA .!:.. 


200.7-DIS-PR 


200.8-DIS 


~ 


~ 
~ 


17 SEL Analytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSNUZN 


200.8-DIS-PR ~ - - . - - -· 
HG-DW-DIS-245.1 ~ 


I SELAnalytes: HG . - -
HG-OW-DIS-PR ~ 


•- ---
IONBALANCE ~ 


5 SEL Analytes: BALANCE Anions Cations TDS-Balance TDS-Ca/c 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


9/14/2018 1025h 8260-W-DENIOO Aqueous ~ YOCFridge 


- -·- · -


- --- -


Test Group: ,8260~W-D_ENIOO; # of Ana!Jtes: I I_(# oJSurr: 4 


300.0-W ~ df - we 


3 SEL Analytes: CL F S04 
-- . - . ·-- -


ALK-W-23208-LL ~ 
2 SEL Analytes: AL_KB AL~C _ 


TDS-W-2540C ~ 
I SEL Analytes: TDs__ 


NH3-W-350.1 ~ 
I SELAnalytes: NH3N -- --· - --- - -· 


NH3-W-PR ~ -· -· ~-.- .... - ........ .. 
N02/N03-W-353.2 ~ 


I_ SEL Analytes: N03N02N 


200.7-DIS lv'I 
5 SELAnalytes~ CA MG K f!A V_ 


200.7-DIS-PR ~ 
200.8-DIS ~ 


17 SELAna/ytes : AS BECD CR CO CU FE PB MN MON! SEAG 
TLSNUZN 


df-wc 


ww - tds 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df-met 


df-met 


df-met 


200.8-DIS-PR 


HG-DW-DIS-245.1 


~ df-met 


I SELAna/ytes : HG 


HG-DW-DIS-PR 


IONBALANCE 


~ df-met 


df-met 


df-met 


5 SEL Ana/ytes: BALANCE Anions Cations TVS-Balance TDS-Ca/c 


3 


Printed: 10/12/2018 LABORATORYCHECK: %M I I RT: ·1 CN l I TAT 1· 1 QCL _J LUO I I HOK __ HOK __ HOK___ COC Emailed,..__ ___ _ 







WORK ORDER Summary 
Client: Energy Fuels Resources, Inc. 


Sample ID Client Sample ID Collected Date 


1809298-011 A l\1\V-65_09112018 9/11/201 g 1355h 


1809298-011 B 


1809298-011 C 


1809298-0l lD 


1809298-0 l IE 


l809298-012A l\1\V-26_09132018 9/13/2018 0815h 


-- -- ··-
1809298-0128 


1809298-012C 


1809298-012D 


- - - ·-· 


Printed: 10/12/2018 LABORATORY CHECK: %M I I RT I I CN 1· J 


Work Order: 1809298 
Due Date: 9/28/2018 


Page 5 of6 


Received Date Test Code Matrix Sel Storage 


9/14/2018 1025h 8260-W-DENIOO Aqueous ~ VOCFridge 


··~-· -- --· 


9/14/2018 1025h 


-


TATU QC!_ I 


Test Group: 8260-W-DEN!OO; # ofAnalytes: I.!/# ofSurr.: 4 


300.0-W ~ df-wc 


3 SELAnalytes: CL~.S04 


ALK-W-23208-LL ~ 
2 SELAnalytes: ALKB ALKC 


--· -· · 


TDS-W-2540C ~ 
I SEL Anaiytes: TDS 


NH3-W-350.l ~ 
I SELAnalytes: NH3N 


NH3-W-PR ~ -· - - - -· . -
N02/N03-W-353.2 ~ 


I SEL Analytes:: N03N02N 


200.7-DIS ~ 
5 SEL Analytes: _CA MG K_f!A V . ·---


200.7-DIS-PR ~ 
·- ---


200.8-DIS ~ 
17 SEL Analytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSNUZN 


200.8-DIS-PR ~ - · - ··- - ---·· 
HG-DW-DIS-245.t ~ 


I SEL Analytes: HG .... .. 
HG-DW-DIS-PR ~ 


- -·-
IONBALANCE ~ 


df-wc 


WW - Ids 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df - no2/no3 & nh3 


df-met 


df-met 


df-met 


df-met 


df-mel 


df-met 


df-met 


5 SEL Analytes: BALANCE Anions Cations TDS-Balance TDS-Calc 


8260-W-DENIOO Aqueous ~ VOCFridge 


Test Group: 8260:W-DENJOO.; # of Analytes: 11 /# ofSurr: 4 


300.0-W ~ df-wc 


3 SEL Analytes: CL F S04 --
ALK-W-23208-LL ~ df-wc 


2 SEL Analytes: ALKB ALKC -
TDS-W-2540C ~ ww-tds 


I SEL Analytes: TDS 


NH3-W-350.l ~ df - no2/no3 & nh3 


1 SEL Analytes: NH3N 


NH3-W-PR ~ df - no2/no3 & nh3 
-· 


N02/N03-W-353.2 ~ df - no2/no3 & nh3 


I SEL Analytes: N03N02N 


LUOI I HOK ___ HOK ___ HOK ___ COC Emailed 


3 







WORK ORDER Summary Work Order: 1809298 Page 6 of6 


Client: Energy Fuels Resources, Inc. Due Date: 9/28/2018 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


I809298-012E IVIW-26_09132018 9/13/2018 0815h 9/14/2018 I02Sh 200.7-DIS Aqueous 1\11 df-met 


5 SEL Analytes:_ l:'A_ MG K NA _V 


200.7-DIS-PR ~ df-met 
- -· - ·-· ·-- - ·---- -·--- ·-


200.8-DIS ~ df-met 


17 SEL Ana/ytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSNUZN --- - - - 21 200.8-DIS-PR df-met -- - -· -


HG-DW-DIS-245.1 ~ df-met 


·--- - -- - . - - ---· - I ~EL Analytes: HG 


HG-OW-DIS-PR ~ df-met 
.,._ -- ----. -· ·- -- -· --· -- ··- - -


IONBALANCE ~ df-met 


5 SEL Ana/ytes: BALANCE Anions Cations TDS-Ba/ance TDS-Ca/c 


1809298-013A Trip Blank 9/10/2018 9/14/2018 1025h 8260-W-DENlOO Aqueous ~ VOCFridge 3 


Test Group: 8260-W-DENJOO; # of Analytes: 11 / # of Surr: 4 


\ 


Printed: 10/12/201 8 LABORATORY CHECK: %M L I RT I I CN l_l TAT 1 · l QC L I LUO I I HOK __ _ HOK __ _ HOK___ COC Emailed~----







............... 


Address: 


Contact 


Phooe#: 


American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City, UT 84115 


Phone# (801) 263-8686 Toll Free# (888) 263-8686 


6425 S. Hwy. 191 


Blanding, UT 84511 


Garrin Palmer 


(435) 678-2221 Cell#: 
aipiime,:@euergyfaels.com; KWolnel@energyluel.s.com; 


' 


Email: dnulc(if"'"''Pela."""' 
Project Name: 3rd Quarter GW 2018 


Project#: 


PD#: 


Sampler Name: Tanner Holliday 


Date 
Samele ID: Sameled 


MW.05_09112018 9/11/2018 


: MW-12 09122018 9/12/2018 


I 


1 MW-27_09122018 9/12/2018 


' MW-28 09122018 9/12/2018 


; 


1 MW-35 09102018 9/10/2018 


; 


Q 


I 


I 


! 


Roloquiahod by. 
...;:-) ,,,VU, JC. ./J.Jf'_· ~ /I 


01to: 


~--"'"" lri13/2018 


(I ~imo: 
PtirtNllma: Tarnor HDldav 12:l<i 
RollnqUIOblodby. 0•\e: 
lo,, .... _ 


1Tmo: 
h:rrirtNama! 


Roinqul,liodby: o,to: 


S1!,Nwre 
;Timo: 


l'!fftNomo: 
Roliiqi.lsJ-odby. Oita: 
l~nDIIJt'O ,,.,,.: 
l:llrHN1me; 


CHAIN OF CUSTODY I YCJ 1' 2. 7 '6 
All analysis will be conducted using NELAP accredited methods and eN date wlU be reported using AWAL's standard ana~e lsts end reporting Nmlts (PQL) ooleS& 


spectflcally requested olherwlse on this Chain of Custody end/or attached documentation. 


AWAL Lab Sample Set# 


Page 1 of 2 


I QC Level: I Turn Around Time: Unless other ammgemen\s haw been made, l°ue Date: 
signed 1'9po'1s wm be emallad by s:oo pm on 


3 Standard the d8y they are due. 


X Include EDD: 
Laboratory Use Only 


LOCUS UPLOAD 
EXCEL &omplas Were: l,l ti'f 


X Field FIitered For: s°' hand del'M>red 
Disaoh'ed lletala 


~ ~ ~ 00 Am~~ 00 <:i 0 For Compliance With: 0 <:i <:i 
Temperature O ' {Q: °C 0 0 0 0 0 NELAP 0 C'I C'I cs cs ;::. ;::. C'I .___ 


0 RCRA .___ ;::. t'-
t'- <:i <:i <:i 0 0 CWA Received Broken/Leaking 
0 0 0 0 0 0 SOWA ~mproperlySealeQJ 0 ~ ~ £!. £!. ~ 0 ELAPIA2LA 


a a a a o' e 0 NLLAP 
o' ! ! :, <:i c' :, ;:;- D .Non-Compliance i3l' ! i t[:p-<:i a If a 0 0 0 I N [:i 0 R .,, 


~ .. 0) 0 D Other: 
0) ~ .. .II ... 0) .. II) 


at bench I! £2. ... ~ t.) Ill f< " ... 1111 !2. .. X 


" 0 " y N C '5 .., 
0 ,,. .,, .,, .,, .,, 


0 0 
.,, .! s .. 0 0 "' 


.. 1 .. " "' 0 
.. R Recel\otKfWN.hin C :a I!; "' ~ .!: .!: .!: ~ "' .!: 0 Known Hazards 0 .!! 0 0 0 0 0 ~-.. Time (.) C. N ~ Ill " .. " " 0 ~ • a & 1} '5 E 0 u ~ .!I .!I .!I .!I &: .!I ~ N 


"' Ill Samele Comments Sameled .. "' :z: Q Q Q Q Q 


1450 I w X 


1335 1 w X ~.., o ...... i'ulcog,, 
Y / N NA 
'J 


Unbroken on Ou1er Package 


1100 2 w X X v-\ 
1115 2 w X X X .:f.J N NA 


Present on Sample e y N 


1355 1 w X 
Unbroken on Sample e y N 


°"""'pancio> a..tw-, Sample 


y N 
u,bob and CDC Re) 


Received by: Dale: Special Instructions: 
Sicinature 


ITime: 
Print Name: . - Sample containers for metals were field filtered . See the 
Roco~~ j (t_. f.l _/ pate; 7 .' /~,;~ Analytical Scope of Work for Reporting Limits and voe analyte l:1::.-u.re . "-"" 


.C/11.._ d ./ J ('l ime! 
j(J ~:r list. 


Print Name: 


Received by. I / [Dole: 
Sklneture 


Time: 


Print Name: 
Received by: Data: 


Sicinatl.Jn! 


Tim<>: 
1~N11.me: 


I 







American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City, UT 84115 


Phone# (801) 263-8686 ToU Free# (8B8) 263-8686 


CHAIN OF CUSTODY 


All analyels will be conducted using NELAP accredired methods a11d ell dala will be reported using AWPJ.'& standll!U Malyle lists and 
reporting llmlis (PQt.) ur;ess speclflcally requesled otherwise on this Cha!nol Custody llf1lllc( o!lll<hed doi:umenlatioo. 


/ YQ 7?. '7 Y 
AWAL Lab Sample Set# 


Page 2 of 2 


n I QC Level: I Tum Around Time: Unless other arrangemenls t,ave been made, 'Due Date: I 
signed reports will be emaned by 5:00 pm on 


3 Standard lhe day they are dUe. 


• X Include EDD: Laboratory Use Only 
-"y'"'" ~ <IS LOCOS Ul'LOAD 


Address: 6425 S. Hwy. 191 . O EXCEL SamplesWero: ff 
~ ,,a K Field FIitered For: e (.,l• 


Blanding, UT 84511 ;::,- . ~ Dissolved Metals 1 S)ll~orha!)d deGvffl<I 


Ii) :§ ~-
Conlacl: Garrin Palmer ~ . ,i 2 Ambienl~•:\ 


~ ~ z ' For Compliance Wtth: 't7 
Phone#: (435) 678-2221 Cell#: c:i .,. i:f O NELAP 3 Temperature ...Q.:Q_·c 


a,:iimm@enugyfueb.com; KWelncl@cAmgyfQeb.coin; o' ~ 1z. N_ D RCRA 
Email: dturk@lenereytueJa.com O i::: ::s > D CWA 4 Received Bmken/Leaking 


c:, ci O ::, D SOWA (lmproper1ySealedt 
Pro'ectName: 3rd Quarter GW 2018 ~ ';: ,,.._ c O • o ELAP/A2LA y N - 1 J c:, o gi !;:!_ 0 i:: 0 Nu.AP . 


-.. trJ c ('!,!I .rn 
Project#: ~ <'l c <'l III cJ p D Non-Gompllance S <£!:Preserved 


Cs t; ~ ~-;: ·..,j. B D Other: v . N 


PO#: ----------------------------·! I!! (2. t, '-- c}' .a ill! C) .'l!3 11> c:, • alberdl " ·~ ostc:; • 11\0 v N 
Tanner Holliday .!: .; 8 c o ..- 11 'g " .,- ~ ('I 


Sampler Name: ~ ::;; :z; ~ ~ ~ jil ~ ~ <1.l. 'iii ~ Known Hazards 6 Received Wrthln 


0 t r 8 l ci -;, u '-'-- ;;;; 2 < z 111 ~ & ~d;ngnmea a e 1me e O II: • ! :,i ~ 11 0 N 
Samele ID: Samoled Samol'ed ! rl!l :z: 121 &: fol o ~ .2 :. Samele Comments . 


MW-25_09102018 9/10/2018 1205 7 W X X X X X X X X X X 


MW-31_09102018 9/10/2018 1410 7 W x x x x x x x x x x COCT"l'O Was: 


1 Present on Outer Package 
MW-30 09112018 9/11/2018 1030 7 W X X X X X X X X X X 6 N NA 


MW-11_09112018 9/11/2018 1115 7 W X X X X X X X X X X 2 ~nbrokenonOuterPact<age 


; MW-14_09112018 9/11/2018 1355 7 W X X X X X X X X X X C} ti NA 


6 


·1 


3 Pmsel\tonSample 
MW-65_09112018 9/11/2018 1355 7 W x x · x x x x x x x x y N B. 
MW-26_09132018 9/13/2018 813 7 W X X X X X X X X X X 4 Untxukenon Sample . \ 


TripBlank G\holto\'g n,on•-·,a 14- 3 W X V N ~ I 


Temp Blank 9/13/2018 1 W Dl•~ BMYeen Sample 


..-..s~ coc l\lloer~ 


>L~--------------------t-----t-----t--ll-t--l--+-+-t--;-+-+---ll--+- +-----------11 v (_J 
1 
l-----------~----t----+----++-+--t---:t--+--t--t--t-t--t-+-+--------11 


z 


R~ i,y: __. ~-/J --:- Dato: F!l.'<lolved i,y, Dale: Special Instructions: 
S1ona1ure - , ~ ~.no.JC.-. tf,.{f~ !!113/201• L"'"""••t 


V n.iu: 11me: 


~-Noma: T.....-Ha~- · 1230 ""0tNamo: • Sample containers for metals were field filtered. See the 
~~t,y. Calo: :'~=l!y'~./.n .. _ _ L./ ~ 7_/c/-/f- ~ytical Scope of Work for Reporting Limits and voe analyte 


limo: <' ( , 1 v ,,- Tim« _ list. 
Pr1rJ Nan1a' • rinl Name: .::'.- , ,,.___ 1-n. I ,4 / G 7 "\ 


R.eli~t,y. oa1« R""°"'"" by: / - / Dote: 
si-·•- ISl<t,,.,...,, / 


llmu: 111mu: ,,f. · '\ r _ , , ti W . 1 
PllntNamo: PrlnlNa.i,e: n.e.< ~ """'1'VVI. ~ .f.,,\~ , 
Rellnqulshild by: 0818: Rcouivod by: Oate: \AA~ o"' _ I O .J 


[.,..nawn, "'"""11.a'o JV""- ~ l\\'Z-l\o 
11111• = nno: 


prv,i Name: Print Nome: 







Analysis 


Ammonia 
COD 
Cyanide 
Metals 
N02& 
N03 
O&G 
Phenols 


Sulfide 


TKN 
TP04 


Procedure: 


Frequency: 


Preservation Check Sheet 


s le S 
Preservative ) J.. .3 t/ 5 (Ji 
0H<2H2S04 V, , Kl 
pH<2H2S04 


I 


oH>l2NaOH 
pH<2HN03 Y-<-"> v' ... 5" Y....:.s V.?e , 
pH<2H2S04 'fs _ies 


oH<2HCL 
pH<2H2S04 
pH>9NaOH, 
Zn Acetate 
pH <2H2S04 
pH<2H2S04 


Pour a small amount of sample in the sample lid 
Pour sample from lid gently over wide range pH paper 
Do Not dip the pH paper in the sample bottle or lid 


e1 .r,uens1on ana p H 


7 ~ 9 
Y.d' ~; ,u.s 


Y,,-.s lt..c..s' r/,.._1 
' 


'fos in jq 


I <J (( 
1/ _L,( i/,. r , 


Jl,( v~ 
, I I' 


fo fa-e. 


1) 
2) 
3) 
4) 
5) 
6) 
7) 


If sample is not preserved, properly list its extension and receiving pH in the appropriate column above 
Flag COC, notify client if requested 
Place client conversation on COC 
Samples may be adjusted 


All samples requiring preservation 


* 


+ 


.A 


# 


• 


The sample required additional preservative upon receipt. 


The sample was received unpreserved. 


The sample was received unpreserved and therefore preserved upon receipt. 


The sample pH was unadjustable to a pH< 2 due to the sample matrix. 


The sample pH was unadjustable to a pH > __ due to the sample matrix interference . 


1·2-
;/,( 


1 


~c; . 
fa 


Lab Set ID: 


pH Lot#: 


/'iI<J'1'LC/ f 
,')CY Gt/ 







3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 
Blanding, UT 84511 
TEL: (303) 389-4134 


RE: 3rd Quarter GW 2018 


Dear Garrin Palmer: Lab Set ID: 1809468 


American West Analytical Laboratories received sample(s) on 9/21 /2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (AWAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr" found in organic reports indicates a surrogate compound that is 
intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


Thank You, 
Digitally signed by Jose G. 


JO Se G ~~~=Jose G. Rocha, 
• o=American West Analytical 


l,.aboratories. ou, RO Ch a ~:itjose@awal-labs.com, 


Dale: 2018.10.0510:17:08 
Approved by: -os·oo· 


Laboratory Director or designee 


Report Date: I 0/5/2018 Page I of 8 
All anal)ses applicable lo lhe CWA, SOWA. and RCRA me perfonned in accordMce to NELAC protocols. Pauint'nl snmpling infommtion is locuted on the nllnched COC. Confidentinl Business lnl'onnnlion: This re11on is provided for the c."'clushe use of 1he 
~ddressee Pri, ile~es a; sub .. seq~enl ~1~e or the ~:u:11e of lhis .co1~pnn~ or illl) ·~~mbe1 olits stnff. or repmducllo~~ ~r I his repo~ in ~on~lection ... \\ilh the o~~·enise1~ent. P~?motl~n ~r ~ale of ~!Y. ~rod~ct or p1:?cess, ~r in :onn:c!ion w!th lh~ r:~publicniLinu of lhis report 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


SAMPLE SUMMARY 


Client: 


Project: 


Lab Set ID: 


Energy Fuels Resources, Inc. 


3rd Quarter GW 2018 


1809468 


Date Received: 9/21/2018 1050h 


Lab Sample ID Client Sample ID 


1809468-00lA MW-24 09192018 


Contact: Garrin Palmer 


Date Collected Matrix Analysis 


9/1 9/2018 700h Aqueous lCPMS Metals, Dissolved 


Report Date: I 0/5/2018 Page 2 of 8 
All anolyses applicable to lhe CWA. SOWA. and RCRA ore perfonned in accordance to NELAC protocols Pertinent sampling information is locnted on lhe nltnched COC Confidenlinl Business Information: This report is pro\'ided for the exclusi\ e use of the 
~ddressee, Pri, ile~es o.r sub .. seq~ent ~;e of the ~~e of this .con_,pany or nny ~'!'ber of ils stnff, or reproductio~ ~~I his repo~ in fOn~ection .. with the ~venisemenl. P~?mo1io,n ~r :nle of ~!Y ~rodl)Cl or P~?Cess, ~r in ~nn~~ion w!lh th~ r~-p~blication of this report 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


3rd Quarter GW 2018 
1809468 


9/21/2018 
9/19/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPD, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits. 


Corrective Action: None required. 


Report Date: 10/5/2018 Page 3 of 8 
All (lJlal~ ses applicnble lo lhe CWA. SOWA. and RCRA o.re perl'omted in ac..::ord;mce to NELAC protocols Pertinent sampling infornmtion is locnted on the aunched COC Confidentinl Business Information: This repon is pr°'•ided for the e'.'iclushe use of lhe 
~ddressee. P1i, ile~es o_f sub .. seq~enl ~1~e or lhe ~~1e of lhis .co1~pnnr or ony 1~!'!1ber of ils staff. or rei:,roductio~ ~'. this repo13 in ~Oll)leclion .. \\ilh the ~~el1isement. P~?motio.n ~r sale of ?J!~ ~1odlic1 or P~?cess, ~r in ~onn:_c~ion w!th th7 r~-publicalion of lhis report 







Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809468 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: LCS-58383 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium 0.192 


Cadmium 0.180 


Thallium 0.183 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: 
Dept: 
QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


I 0/03/2018 1542h 


09/28/2018 1428h 


mg/L E200 8 0.000350 0.00200 0.2000 


mg/L E200 8 0.000139 0.000500 0.2000 


mg/L E200.8 0.000676 0.00200 0.2000 


Garrin Palmer 


ME 


LCS 


Spike Ref. 
Amount %REC 


0 96.2 


0 90.2 


0 91.7 


Limits 


85 - 115 


85 - 115 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809468 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: MB-58383 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium < 0.000500 


Cadmium < 0.000125 


Thallium < 0.000500 


Lab Sample ID: MB-FIL TER-58283 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium < 0.000500 


Cadmium < 0.000125 


Thallium < 0.000500 


3440 South 700 West 


Salt Lake City, UT 84 I I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC_SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/03/2018 1539h 


09/28/2018 1428h 


mg/L E200,8 0.0000875 0.000500 


mg/L E200.8 0.0000347 0.000125 


mg/L E200,8 0.000169 0.000500 -
I 0/03/2018 1622h 


09/28/2018 1428h 


mg/L E200 ,8 0.0000875 0.000500 


mg/L E200.8 0.0000347 0.000125 


mg/L E200.8 0.000169 0.000500 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809468 


Project: 3rd Quarter GW 2018 


Analyte Result 


Lab Sample ID: 1809468-001 AMS Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Beryllium 0.193 


Cadmium 0.197 


Thallium 0.191 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/03/2018 1554h 


09/28/2018 1428h 


mg!L E200.8 0.000350 0.00200 0.2000 0.00168 95.6 


mg!L E200.8 0.000139 0.000500 0.2000 0.00559 95.8 


mg!L E200,8 0.000676 0.00200 0.2000 0.00218 94.2 


Limits 


75 - 125 


75 - 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1809468 


Project: 3rd Quarter GW 2018 


Analyte 


Lab Sample ID: 1809468-00IAMSD 


Test Code: 


Beryllium 


Cadmium 


Thallium 


200.8-DIS 


Result 


Date Analyzed: 


Date Prepared: 


0.188 


0.190 


0.189 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC_SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QCType: MSD 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/03/2018 1557h 


09/28/2018 1428h 


mg/L E200.8 0.000350 0.00200 0.2000 0.00168 93.1 


mg/L E200.8 0.000139 0.000500 0.2000 0.00559 92.l 


mg/L E200 8 0.000676 0.00200 0.2000 0.00218 93.6 


Limits 


75 - 125 


75 - 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


0.193 2.67 20 


0.197 3.87 20 


0.191 0.635 20 


Qual 
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American West Analytical Laboratories Rpt Emailed: UL 
Denison EIM 


WORK ORDER Summary Work Order: 1809468 
Due Date: 10/5/2018 


Page 1 of 1 


Client: 


Client ID: 


Project: 


Comments: 


Sample ID 


1809468-00 IA 


Printed: 09/25/18 15:15 


Energy Fuels Resources, Inc. 


ENE300 


3rd Quarter GW 2018 


Contact: Garrin Palmer 


QC Level: III WO Type: Project 


PA ~ush. QC 3 (Summary/No _chromatograms). Assumes dilution of2 for U, 5 for Be, Fe, Pb, and Tl, and 20X for others for required 200.8 PQLs. EDD-
10 


~ 
Denison and EIM-Locus. Email Group. Samples for metals were field filtered.; 1};--
Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


l\1\V-24_09192018 9/19/2018 0700h 9/21/2018 1050h 200.7-DIS Aqueous df-met 


3 SEL Analytes: BE CD TL 


200.7-DIS-PR df-met 


LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK ___ HOK __ _ HOK___ COG Emailed _____ _ 
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a 


~ 


Client 


Address: 


Contact: 


Phone#: 


American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City. UT 84115 


Phone# (801) 263-8686 Toll Free# (888) 263-8686 


Fax# (801) 263-8687 Email awal@awal-labs.com 


www.awal-labs.com 


Energy Fuels Resources, Inc. 


6425 S. Hwy. 191 


Blanding, UT 84511 


Garrin Palmer 


(435) 678-2221 Cell#: 
gpalmer@energyfuels.com; KWeinel@energ:,fuel&com; 


Email: d-ll(olcaerpf11els.com 


Project Name: 
3rd Quarter GW 2018 


Project#: 


PO#: 


Sampler Name: Tanner Holliday 


Sample ID: I 
Date 1 Time 


Sampled · Sampled 


MW-24_09192018 9/19/2018 700 


Ror,,q<bl>Odby. '°\ 
Sionolu,• - \ ,-,,f_np 11" #;:,//~ 0,,te: 


CHAIN OF CUSTODY \ ~b Cl 4 {Rj 
.~II enalr,;;ls wlll be conducted using NEL.AP accrediled methods and aQ date win be reported using AWAL's standard anelyte lists and reporting limits (PQL) unless 


specifically requested othefflise on this Chain of Custody and/or attached documentation. 
AWAL Lab Sample Set# 
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Unless otherarrangemenls have been made, I Pue Da"te: 
signed reports will be emailed by 5:00 pm on I o ,-: 


U,e day they are due. V) 


X Include EDD: 
LOCUS UPLOAD 
EXCEL 


X Field Filtered For. 
Dissolved Metals 


For Compliance With: 
D NELAP 
D RCRA 
D CWA 
D SOWA 
D ELAP/A2LA 
0 NLLAP 
D Non-Compliance 
D Other: 


I Known Hazards 
& 


Sa1T1pJe Comments 


Special Instructions: 


Laboratory Use Only 


js..mpao,, wUJ'S 


e,,:Nnd dellvered Am-a 
Temperatu~ ~ .. c 


Received Broken/Leaking 


~
~mpro~::P 


N 
at bench 


y N 


Received Within 


{vfTonos N 


Present on Outer Packe'g~ 


y N V 
Unbroken on Outer Package 


y N {? 
Present on Sample £') 
y N V 
Unbroken on Semple f0 
y N 


{ 


(0-"""p.,ncliM Between Sample 


Lobo~ and CDC R~ 


y v 
F., 


in,,., 1me: 


UDle: 


111me: lime: 


uN~c . To....,,Hcllcfoy V I • 12:roGrintName: I . ·. 11Sample containers for metals were field filtered. See the 
i;~:::-z;.·-=-=· :::-~_-_, _"_-____________________ -1-1:-_-_ ------1~i::R1,,:.=M='""_Y:____ r•te. !!~~ytical Scope of Work for Reporting Limits and voe analyte 


Print Name: 


Relinquished Dy: 
~ignature 


Print Name~ 


Eeiinquished t:Jy: 
S~nature 


IPrinlName: 


ate: 


lme: 


Date: it 1'6 
Time: (n°() 







Analysis 


Ammonia 
COD 
Cvanide 
Metals 
N02& 
N03 
O&G 
Phenols 


Sulfide 


TKN 
TP04 


Procedure: 


Frequency: 


Preservation Check Sheet 


s le Set E 
Preservative -I 
oH<2H2S04 
pH<2H2S04 
oH>l2NaOH 
pH<2HN03 IA.I/.) 


I 
pH<2H2S04 


oH<2.HCL 
pH<2H2S04 
pH>9NaOH, 
Zn Acetate 
oH<2H2S04 
pH<2H2S04 


Pour a small amount of sample in the sample lid 
Pour sample from lid gently over wide range pH paper 
Do Not dip the pH paper in the sample bottle or lid 


dpH 


1) 
2) 
3) 
4) 
5) 
6) 
7) 


If sample is not preserved, properly list its extension and receiving pH in the appropriate column above 
Flag COC, notify client if requested 
Place client conversation on COC 
Samples may be adjusted 


All samples requiring preservation 


* 


+ 


• 
# 


• 


The sample required additional preservative upon receipt. 


The sample was received unpreserved. 


The sample was received unpreserved and therefore preserved upon receipt. 


The sample pH was unadjustable to a pH < 2 due to the sample matrix. 


The sample oH was unadiustable to a oH > due to the sanmle matrix interference . 


Lab Set ID: \£,()q 4 (o~ 
pH Lot#: _5_~aa..Co.a...Y:_._ ___ _ 







3440 South 700 West 


,alt Lake City, UT 84 I 19 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-Jabs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 


Blanding, UT 84511 
TEL: (303) 389-4134 


RE: 3rd Quarter Groundwater 2018 


Dear Garrin Palmer: Lab Set ID: 1810115 


American West Analytical Laboratories received sample(s) on 10/4/2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (A WAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr" found in organic reports indicates a surrogate compound that is 
intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL ). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


Thank You, 
Digitally signed by Jose G. 


JO Se G . ~~~~~=Jose G. Rocha, 
• o=American West Analytical 


Laboratories, ou, RO Ch a :itjose@awal-labs.com. 


Date; 2018.10.12 13:37:05 
Approved by: -os·oo· 


Laboratory Director or designee 
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SAMPLE SUMMARY 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: 3rd Quarter Groundwater 2018 


Lab Set ID: 1810115 


Date Received: 10/4/2018 844h 


Lab Sample ID Client Sample ID Date Collected Matrix Analysis 
3440 South 700 West 


1810115-00IA MW-36 10032018 10/3/2018 835h Aqueous VOA by GC/MS Method 
,alt Lake City, UT 84119 8260C/5030C 


1810115-00lB MW-36_10032018 10/3/2018 835h Aqueous Anions, E300.0 


1810115-00lB MW-36_ 10032018 10/3/2018 835h Aqueous Alkalinity/ Bicarbonate/ 
Carbonate, Low Level 


Phone: (801)263-8686 1810115-00IC MW-36 10032018 10/3/2018 835h Aqueous Total Dissolved Solids, A2540C 
Toll Free: (888) 263-8686 1810115-00lD MW-36_ 10032018 10/3/2018 835h Aqueous Nitrite/Nitrate (as N), E353.2 


Fax: (801) 263-8687 1810115-00lD MW-36 10032018 10/3/2018 835h Aqueous Ammonia, Aqueous 


~-mail : awal@awal-labs.com 1810115-00lE MW-36 10032018 10/3/2018 835h Aqueous Mercury, Drinking Water 
Dissolved 


web: www.awal-labs.com 1810115-00lE MW-36 10032018 10/3/2018 835h Aqueous [on Balance 


1810115-00lE MW-36 10032018 10/3/2018 835h Aqueous ICP Metals, Dissolved 


1810115-00lE MW-36 10032018 10/3/2018 835h Aqueous ICPMS Metals, Dissolved 


Kyle F. Gross 
1810115-002A MW-75 10032018 10/3/2018 835h Aqueous VOA by GC/MS Method 


8260C/5030C 
Laboratory Director 18101 l 5-002B MW-75 10032018 10/3/2018 835h Aqueous Alkalinity/ Bicarbonate/ 


Carbonate, Low Level 


Jose Rocha 1810115-002B MW-75 10032018 10/3/2018 835h Aqueous Anions, E300.0 


QA Officer 1810115-002C MW-75 10032018 10/3/2018 835h Aqueous Total Dissolved Solids, A2540C 


1810115-002D MW-75 10032018 I 0/3/2018 835h Aqueous Nitrite/Nitrate (as N), E353.2 


1810115-002D MW-75 10032018 10/3/2018 835h Aqueous Ammonia, Aqueous 


1810115-002E MW-75 10032018 10/3/2018 835h Aqueous Ion Balance 


1810115-002E MW-75 10032018 10/3/2018 835h Aqueous ICP Metals, Dissolved 


1810 l 15-002E MW-75 10032018 10/3/2018 835h Aqueous ICPMS Metals, Dissolved 


l 8101 l 5-002E MW-75 10032018 10/3/2018 835h Aqueous Mercury, Drinking Water 
Dissolved 


1810115-003A Trip Blank 10/3/2018 835h Aqueous VOA by GC/MS Method 
8260C/5030C 


Report Date: 10/12/2018 Page 2 of 28 
All analyses applicable to lhe CWA. SOWA. and RCRA are perfom1ed in accordance lo NEL..AC protocols Pertinent sampling informal ion is Jocaled on lhe allached COC Confidenlial Business Jn ronm:11ion: This report is pro\'ided ror 1he exclusi, e use o(the 
~ddressee Pri, ile~es or sub~seq~tenl ~·~e of lhe ~~le or this .co1~p.:tny or any ~mber of its stnlT. or re1JroducliO!) ~f this repo~ in ~Oll~leclion ... \\·ilh the .l~l'erfisemenl. P~?moli°:" or sale of?'!~ ~rod~cl or p~ocess, ~r in ~nn~c!ion ''!'h th~ r~-publication of 1his report 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax:(801)263-8687 


!-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


3rd Quarter Groundwater 2018 
1810115 


10/4/2018 
10/3/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPO, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike/ Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, with the 
following exceptions: 


Sample ID Analyte QC Explanation 
1810115-00lD Ammonia MS/MSD Sample matrix interference 
1810115-00 IE Calcium MS High analvte concentration 
1810115-00 IE Magnesium MSD High analyte concentration 
1810115-00IE Sodium MS/MSD High analvte concentration 
1810115-002D Ammonia MS/MSD Sample matrix interference 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits, with the following exceptions: the RPO for Total 
Dissolved Solids on 1810115-00lC was outside of the control limits due so 
suspected sample non-homogeneity or sample matrix interference. 


Corrective Action: None required. 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-Jabs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Volatile Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 
Method: 
Analysis: 


3rd Quarter Groundwater 2018 
1810115 


10/4/2018 
10/3/2018 
Intact 
See Chain of Custody 
SW-846 8260C/5030C 
Volatile Organic Compounds 


General Set Comments: One or more target analytes were observed above reporting 
limits. 


Holding Time and Preservation Requirements: All samples were received in appropriate 
containers and properly preserved. The analysis and preparation of all samples were 
performed within the method holding times following the methods stated on the analytical 
reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPD, and Surrogates: 


Method Blanks (MBs): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Sample (LCSs): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicate (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences, with the following exception: the RPD for 
Naphthalene on sample 1810115-001 A was outside of the control limits due to 
suspected sample non-homogeneity or sample matrix interference. 


Surrogates: All surrogate recoveries were within established limits. 


Corrective Action: None required. 
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ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: LCS-58508 Date Analyzed: 


Test Code: 200.7-DIS Date Prepared: 


Calcium 9.90 


Magnesium 10.3 


Potassium 10.0 


Sodium 9.93 


Vanadium 0.191 


Lab Sample ID: LCS-58510 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Arsenic 0.199 


Beryllium 0.197 


Cadmium 0.196 


Chromium 0.206 


Cobalt 0.205 


Iron 1.03 


Lead 0.184 


Manganese 0.210 


Molybdenum 0.198 


Selenium 0.200 


Thallium 0.187 


Tin 0.962 


Uranium 0.191 


Lab Sample ID: LCS-58510 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Copper 0.206 


Nickel 0.204 


Silver 0.199 


Zinc 1.03 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-Iabs.com, web: www.awal-labs.com 


QC__SUMMARY REPORT 
Contact: Garrin Palmer 


Units Method 


10/08/2018 1235h 


10/05/2018 1207h 


mg/L E200 .7 


mg/L E200 .7 


mg/L E200 .7 


mg/L E200,7 


mg/L E200,, 


10/09/2018 1413h 


10/05/2018 1207h 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200 8 


mg/L E200 8 


mg/L E200 8 


mg/L E200 8 


10/09/2018 1504h 


10/05/2018 1207h 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


mg/L E200.8 


MDL 


0.0729 


0.0575 


0.176 


0.194 


0.00113 


0.00790 


0.000350 


0.000139 


0.00948 


0.000470 


0.0324 


0.000658 


0.000894 


0.000848 


0.00466 


0.000676 


0.000958 


0.000766 


0.00102 


0.00286 


0.000426 


0.00480 


Reporting 
Limit 


1.00 


1.00 


1.00 


1.00 


0.00500 


0.00200 


0.00200 


0.000500 


0.00200 


0.00400 


0.100 


0.00200 


0.00200 


0.00200 


0.00200 


0.00200 


0.00400 


0.00200 


0.00200 


0.00200 


0.00200 


0.00500 


Dept: ME 


QC Type: LCS 


Amount 
Spiked 


10.00 


10.00 


10.00 


10.00 


0.2000 


0.2000 


0.2000 


0.2000 


0.2000 


0.2000 


1.000 


0.2000 


0.2000 


0.2000 


0.2000 


0.2000 


1.000 


0.2000 


0.2000 


0.2000 


0.2000 


1.000 


Spike Ref. 
Amount 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


0 


%REC 


99.0 


103 


100 


99.3 


95.7 


99.3 


98.6 


97 .8 


103 


102 


103 


92.1 


105 


99.1 


100 


93.7 


96.2 


95.5 


103 


102 


99.4 


103 


Limits 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPO 
Amt % RPD Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: LCS-58519 Date Analyzed: 


Test Code: HG-DW-DIS-245 .1 Date Prepared: 


Mercury 0.00345 


3440 South 700 West 


Salt Lake City, UT 84 l I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QCType: LCS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


I 0/08/2018 717h 


10/05/2018 1645h 


mg/L E245. l 0.0000307 0.000150 0.003330 0 104 


Limits 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


LabSetID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: MB-58508 Date Analyzed: 


Test Code: 200.7-DIS Date Prepared: 


Calcium < 1.00 


Magnesium < 1.00 


Potassium < 1.00 


Sodium < 1.00 


Vanadium < 0.00500 


Lab Sample ID: MB-58510 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Arsenic < 0.000200 


Beryllium < 0.000200 


Cadmium < 0.0000500 


Chromium < 0.000200 


Cobalt < 0.000400 


Iron < 0.0100 


Lead < 0.000200 


Manganese < 0.000200 


Molybdenum < 0.000200 


Selenium < 0.000200 


Thallium < 0.000200 


Tin < 0.000400 


Uranium < 0.000200 


Lab Sample ID: MB-58510 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Copper < 0.00200 


Nickel < 0.00200 


Silver < 0.00200 


Zinc < 0.00500 


3440 South 700 West 


Salt Lake City, UT 84 I 19 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. fac (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/08/2018 1233h 


10/05/2018 1207h 


mg/L E200.7 0.0729 1.00 


mg/L E200.7 0.0575 1.00 


mg/L E200.7 0.176 1.00 


mg/L E200.7 0.194 1.00 


mg/L E200,7 0.00113 0.00500 


10/09/2018 1410h 


10/05/2018 1207h 


mg/L E200 8 0.000790 0.000200 


mg/L E200 .8 0.0000350 0.000200 


mg/L E200.8 0.0000139 0.0000500 


mg/L E200 ,8 0.000948 0.000200 


mg/L E200 .8 0.0000470 0.000400 


mg/L E200 .6 0.00324 0.0100 


mg/L E200.8 0.0000658 0.000200 


mg/L E200.8 0.0000894 0.000200 


mg/L E200.8 0.0000848 0.000200 


mg/L E200.8 0.000466 0.000200 


mg/L E200.8 0.0000676 0.000200 


mg/L E200.8 0.0000958 0.000400 


mg/L E200.8 0.0000766 0.000200 


10/09/2018 1501h 


10/05/2018 1207h 


mg/L E200.8 0.00102 0.00200 


mg/L E200.8 0.00286 0.00200 


mg/L E200.8 0.000426 0.00200 


mg/L E200.8 0.00480 0.00500 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPO 
Amt %RPO Limit Qual 
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ANALYTICAL LABOAATOAIE8 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: MB-58519 Date Analyzed: 


Test Code: HG-DW-DIS-245.1 Date Prepared: 


Mercury < 0.000150 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


~C_SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/08/2018 715h 


I 0/05/20 I 8 164 Sh 


mg/L E245.l 0.0000307 0.000150 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 
Jose Rocha 


QA Officer 
American West Q_C SUMMARY REPORT 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


LabSetlD: 1810115 Dept: ME 


Project: 3rd Quarter Groundwater 2018 QC Type: MS 
--- -- -- -- --- -- -· 


Reporting Amount Spike Ref. RPO Ref. RPO 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: 1810115-00lEMS Date Analyzed: 10/08/2018 1239h 


Test Code: 200.7-DIS Date Prepared: 10/05/2018 1207h 


Calcium 461 mg/L E200.7 1.46 20.0 10.00 459 13 .6 70 - 130 


Magnesium 152 mg/L E200 .7 1.15 20.0 10.00 144 85 .9 70 - 130 


Sodium 717 mg/L E200.7 3.88 20.0 10.00 722 -49.2 70 - 130 -
Lab Sample ID: 1810115-00lEMS Date Analyzed: I 0/08/2018 1312h 


Test Code: 200.7-DIS Date Prepared: 10/05/2018 1207h 


Potassium 21.0 mg/L E200.7 0.176 1.00 10.00 9.06 119 70 - 130 


Vanadium 0.186 mg/L E200.7 0.00113 0.00500 0.2000 0 93.0 70 - 130 


Lab Sample ID: 1810115-00lEMS Date Analyzed: I 0/09/2018 1425h 


Test Code: 200.8-DIS Date Prepared: 10/05/2018 1207h 


Arsenic 0.211 mg/L E200.~ 0.00790 0.00200 0.2000 0 105 75 - 125 


Beryllium 0.202 mg/L E200,8 0.000350 0.00200 0.2000 0 IOI 75 - 125 


Cadmium 0.194 mg/L E200.8 0.000139 0.000500 0.2000 0.000155 96.9 75 - 125 


Chromium 0.201 mg/L E200.S 0.00948 0.00200 0.2000 0 IOI 75 - 125 


Cobalt 0.199 mg/L E200 8 0.000470 0.00400 0.2000 0 99.7 75 - 125 


Iron 1.01 mg/L E200 8 0.0324 0.100 1.000 0 101 75 - 125 


Lead 0.183 mg/L E200.8 0.000658 0.00200 0.2000 0 91.5 75 - 125 


Manganese 0.205 mg/L E200 .8 0.000894 0.00200 0.2000 0.0012 102 75 - 125 


Molybdenum 0.213 mg/L E200.8 0.000848 0.00200 0.2000 0.000918 106 75 - 125 


Selenium 0.425 mg/L E200 8 0.00466 0.00200 0.2000 0.239 93 .3 75 - 125 


Thallium 0.185 mg/L E200.8 0.000676 0.00200 0.2000 0 92.3 75 - I 25 


Tin 1.04 mg/L E200.8 0.000958 0.00400 1.000 0.00103 104 75 - 125 


Uranium 0.218 mg/L E200,8 0.000766 0.00200 0.2000 0.0224 97.8 75 - 125 


Lab Sample ID: 1810115-00lEMS Date Analyzed: 10/09/2018 1510h 


Test Code: 200.8-D!S Date Prepared: I 0/05/2018 1207h 


Copper 0.193 mg/L E200.8 0.00102 0.00200 0.2000 0 96.4 75 - 125 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: 1810115-00IEMS Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Nickel 0.197 


Silver 0.190 


Zinc 1.02 


Lab Sample ID: 1810115-00IEMS Date Analyzed: 


Test Code: HG-DW-DIS-245.1 Date Prepared: 


Mercury 0.00344 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, fac (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/09/2018 1510h 


10/05/2018 1207h 


mg/L E200.8 0.00286 0.00200 0.2000 0 98.5 


mg/L E200.8 0.000426 0.00200 0.2000 0.000835 94.7 


mg/L E200.8 0.00480 0.00500 1.000 0 102 


10/08/2018 725h 


I 0/05/2018 1645h 


mg/L E245. l 0.0000307 0.000150 0.003330 0 103 


2 -Ana/yte concentration is too high for accurate matrix spike recovery and/or RPD. 


/ 


Limits 


75 - 125 


75 - 125 


75 • 125 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qua! 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax : (801) 263-8687 
Laboratory Director 


e-mail: awal@ awal-labs.com, web: www.awal-labs.com 


Jose Rocha 
QA Officer 


ANALYTICAL LABORATORIES 
Qc_SUMMARY REPORT 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


LabSetID: 1810115 Dept: ME 


Project: 3rd Quarter Groundwater 2018 QC Type: MSD 
--- -- - --- - - --


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: 1810115-00lEMSD Date Analyzed: 10/08/2018 1241h 


Test Code: 200.7-DIS Date Prepared: 10/05/2018 1207h 


Calcium 469 mg/L E200 7 1.46 20.0 10.00 459 98.0 70 - 130 461 1.82 20 


Magnesium 157 mg/L E200 .7 1.15 20.0 10.00 144 132 70 - 130 152 2.97 20 


Sodium 729 mg/L E200 .7 3.88 20.0 10.00 722 69.4 70 - 130 717 1.64 20 


Lab Sample ID: 1810115-00lEMSD Date Analyzed: I 0/08/2018 I 3 I 4h 


Test Code: 200.7-DIS Date Prepared: 10/05/2018 1207h 


Potassium 20.8 mg/L E200,7 0.176 1.00 10.00 9 .06 117 70 - 130 19.4 6.91 20 


Vanadium 0.190 mg/L E200,7 0.00113 0.00500 0.2000 0 95.1 70 - 130 0.213 11.4 20 


Lab Sample ID: 1810115-00lEMSD Date Analyzed: 10/09/2018 1428h 


Test Code: 200.8-DIS Date Prepared: 10/05/2018 1207h 


Arsenic 0.216 mg/L E200.8 0.00790 0.00200 0.2000 0 108 75 - 125 0.211 2.45 20 


Beryllium 0.205 mg/L E200 8 0.000350 0.00200 0.2000 0 103 75 - 125 0,202 1.54 20 


Cadmium 0.195 mg/L E200.8 0.000139 0.000500 0.2000 0.000155 97.2 75 - 125 0.194 0.387 20 


Chromium 0.204 mg/L E200.8 0.00948 0.00200 0.2000 0 102 75 - 125 0.201 1.49 20 


Cobalt 0.204 mg/L E200.8 0.000470 0.00400 0.2000 0 102 75 - 125 0.199 2.07 20 


Iron 1.02 mg/L E200.8 0.0324 0.100 1.000 0 102 75 - 125 I.OJ 1.19 20 


Lead 0.191 mg/L E200.8 0.000658 0.00200 0.2000 0 95.3 75 - 125 0.183 4.07 20 


Manganese 0.207 mg/L E200,8 0.000894 0.00200 0.2000 0.0012 103 75 - 125 0.205 1.03 20 


Molybdenum 0.216 mg/L E200.8 0.000848 0.00200 0.2000 0.000918 107 75 - 125 0.213 1.39 20 


Selenium 0.433 mg/L E200.8 0.00466 0.00200 0.2000 0.239 97.0 75 - 125 0.425 l.73 20 


Thallium 0.193 mg/L E200 8 0.000676 0.00200 0.2000 0 96.4 75 - 125 0.185 4.37 20 


Tin 1.05 mg/L E200.8 0.000958 0.00400 1.000 0.00103 105 75 - 125 1.04 1.27 20 


Uranium 0.226 mg/L E200.8 0.000766 0.00200 0.2000 0.0224 102 75 - 125 0.218 3.69 20 


Lab Sample ID: 1810115-00lEMSD Date Analyzed: I 0/09/2018 1513h 


Test Code: 200.8-DlS Date Prepared: 10/05/2018 1207h 


Copper 0.197 mg/L E200.8 0.00102 0.00200 0.2000 0 98.6 75 - 125 0.193 2.25 20 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 
Laboratory Director 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 
Jose Rocha 


QA Officer 


ANALYTICAL 
_Q_C SUMMARY REPORT 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1810115 Dept: ME 


Project: 3rd Quarter Groundwater 2018 QC Type: MSD 
-


Reporting Amount Spike Ref. RPDRef. RPO 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: 1810115-00IEMSD Date Analyzed: 10/09/2018 1513h 


Test Code: 200.8-DIS Date Prepared: 10/05/2018 1207h 


Nickel 0.201 mg/L E200.8 0.00286 0.00200 0.2000 0 101 75 - 125 0.197 2.22 20 


Silver 0.191 mg/L E200.8 0.000426 0.00200 0.2000 0.000835 95.3 75 - 125 0.19 0.605 20 


Zinc 1.04 mg/L E200.8 0.00480 0.00500 1.000 0 104 75 - 125 1.02 2.09 20 -
Lab Sample ID: 1810115-00IEMSD Date Analyzed: 10/08/2018 728h 


Test Code: HG-DW-DIS-245.1 Date Prepared: 10/05/2018 1645h 


Mercury 0.00359 mg/L E245.l 0.0000307 0.000150 0.003330 0 108 85 - 115 0.00344 4.27 20 


2 -Analyte concentration is too high for accurate matrix spike recovery and/or RPD. 
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ANALYTICAL LABOAATOAIEB 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: 1810115-00ICDUP Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 4,320 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (80 I) 263-8686, Toll Free: ( 888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QCType: DUP 
--


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/04/20181415h 


mg/L SM2540C 16.0 20.0 


@ - High RPD due to suspected sample non-homogeneity or matrix interference. 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit 


4100 5.32 5 


Qual 


@ 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 
----


Analyte Result 


Lab Sample ID: LCS-Rl 18561 Date Analyzed: 


Test Code: 300.0-W 


Chloride 5.04 


Fluoride 5.02 


Sulfate 4.57 


Lab Sample ID: LCS-R118334 Date Analyzed: 


Test Code: ALK-W-23208-LL 


Alkalinity (as CaC03) 248 


Lab Sample ID: LCS-58550 Date Analyzed: 


Test Code: NH3-W-350. l Date Prepared: 


Ammonia (as N) 9.80 


Lab Sample ID: LCS-R118496 Date Analyzed: 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) 1.04 


Lab Sample ID: LCS-Rl 18361 Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 192 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC_sUMMARY REPORT 
Contact: 


Dept: 
QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


10/10/2018 1052h 


mg/L E300,0 0.0581 0.100 5.000 


mg/L E300,0 0.0353 0.100 5.000 


mg/L E300.0 0.102 0.750 5.000 


10/05/2018 705h 


mg/L SM2320B 0.965 1.00 250.0 -
10/09/2018 1409h 


10/09/2018 910h 


mg/L E350 I 0.0492 0.0500 10.00 


10/09/2018 1555h 


mg/L E353 .2 0.00538 0.0100 1.000 


10/04/2018 1415h 


mg/L SM2540C 8.00 10.0 205.0 


Garrin Palmer 


WC 


LCS 


Spike Ref. 
Amount %REC 


0 101 


0 100 


0 91.3 


0 99.2 


0 98.0 


0 104 


0 93.7 


Limits 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


90- 110 


90 - 110 


80 - 120 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


----
RPDRef. RPD 


Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


LabSetID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: MB-Rll8561 Date Analyzed: 


Test Code: 300.0-W 


Chloride < 0.100 


Fluoride < 0.100 


Sulfate < 0.750 


Lab Sample ID: MB-Rll8334 Date Analyzed: 


Test Code: ALK-W-23208-LL 


Bicarbonate (as CaC03) < 1.00 


Carbonate (as CaC03) < 1.00 


Lab Sample ID: MB-58550 Date Analyzed: 


Test Code: NH3-W-350.l Date Prepared: 


Ammonia (as N) < 0.0500 


Lab Sample ID: MB-Rll8496 Date Analyzed: 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) < 0.0100 


Lab Sample ID: MB-Rll8361 Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids < 10.0 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


_Q.c__SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 
QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


I 0/10/2018 I 035h 


mg/L E300.0 0.0581 0 .100 


mg/L E300.0 0.0353 0.100 


mg/L E300 0 0.102 0.750 


10/05/2018 705h 


mg/L SM2320B 0.965 1.00 


mg/L SM23203 0.965 1.00 


10/09/2018 1251h 


10/09/2018 910h 


mg/L E350.I 0.0492 0.0500 


10/09/2018 1553h 


mg/L E353 2 0.00538 0.0100 


10/04/2018 1415h 


mg/L SM2540C 8.00 10.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qua! 
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American West 
ANALYTICAL L4BORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte Result 


Lab Sample ID: 1810115-00IBMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 10,100 


Fluoride 9,390 


Sulfate 12,400 


Lab Sample ID: 1810115-00IBMS Date Analyzed: 


Test Code: ALK-W-23208-LL 


Alkalinity (as CaC03) 1,300 


Lab Sample ID: 1810115-00IDMS Date Analyzed: 


Test Code: NH3-W-350.l Date Prepared: 


Ammonia (as N) 14.4 


Lab Sample ID: 1810115-002DMS Date Analyzed: 


Test Code: NH3-W-350.l Date Prepared: 


Ammonia (as N) 14.5 


Lab Sample ID: 1810115-00IDMS Date Analyzed: 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) 11.1 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


Q{: SUMMARY REPORT 


Units Method MDL 


10/10/2018 1126h 


mg/L E300.0 116 


mg/L E300.0 70.6 


mg/L E300.0 204 


I 0/05/2018 705h 


mg/L SM2320B 0.965 -
10/09/2018 1325h 


10/09/2018 910h 


mg/L E350 I 0.0492 -
10/09/2018 1328h 


10/09/2018 910h 


mg/L E350.l 0.0492 -
I 0/09/2018 1558h 


mg/L E353.2 0.0538 


Reporting 
Limit 


200 


200 


1,500 


1.00 


0.0500 


0.0500 


0.100 


Contact: Garrin Palmer 


Dept: WC 


QCType: MS 


Amount Spike Ref. 
Spiked Amount %REC 


10,000 58.7 100 


10,000 0 93.9 


10,000 2460 99.4 


1,000 292 100 


10.00 0.0788 143 


10.00 0 145 


10.00 0.182 109 


' - Matrix spike recovery indicates matrix interference. The method is in control as indicated by the LCS. 


Limits 


90 - 110 


90 - 110 


90 - 110 


80 - 120 


90- 110 


90 - 110 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qua! 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801 ) 263-8687 
Laboratory Director 


e-mail : awal@ awal-labs.com, web: www.awal-labs.com 


Jose Rocha 
QA Officer 


QC SUMMARY REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1810115 Dept: WC 


Project: 3rd Quarter Groundwater 2018 QC Type: MSD 
- --· - - -


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPD Limit Qual 


Lab Sample ID: 1810115-00lBMSD Date Analyzed: 10/10/2018 1143h 


Test Code: 300.0-W 


Chloride 10,000 mg/L E300,) 116 200 10,000 58.7 99.4 90 - 110 10100 1.03 20 


Fluoride 9,550 mg/L E300.D 70.6 200 10,000 0 95.5 90 • 110 9390 1.74 20 


Sulfate 13,400 mg/L E300.D 204 1,500 10,000 2460 109 90 • 110 12400 7.58 20 


Lab Sample ID: 1810115-00lBMSD Date Analyzed: I 0/05/2018 705h 


Test Code: ALK-W-23208-LL 


Alkalinity (as CaC03) 1,300 mg/L SM2320B 0.965 1.00 1,000 292 IOI 80 - 120 1300 0.462 10 


Lab Sample ID: 1810115-00IDMSD Date Analyzed : I 0/09/2018 1326h 


Test Code: NH3-W-350. l Date Prepared: 10/09/2018 910h 


Ammonia (as N) 14.4 mg/L E350.1 0.0492 0.0500 10.00 0.0788 144 90 • 110 14.4 0.694 10 


Lab Sample ID: 1810115-002DMSD Date Analyzed: 10/09/2018 1328h 


Test Code: NH3-W-350.1 Date Prepared: 10/09/2018 910h 


Ammonia (as N) 14.2 mg/L E350.1 0.0492 0.0500 10.00 0 142 90 • 110 14.5 2.44 10 


Lab Sample ID: 1810115-00IDMSD Date Analyzed: 10/09/2018 1559h 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) 10.8 mg/L E353.2 0.0538 0.100 10.00 0.182 106 90 - 110 I I.I 3.29 10 


1 
- Matrix spike recovery indicates matrix interference. The method is in control as indicated by the LCS. 
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ANALYTICAL LABORATO~IE8 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte 


Lab Sample ID: LCS VOC-1 100418A 


Test Code: 8260-W-DENlOO 


Benzene 


Chlorofonn 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Result 


Date Analyzed: 


22.1 


21.0 


21.4 


15.1 


17.0 


22.4 


68.0 


48.5 


50.9 


49.8 


50.9 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@ awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT__ 
Contact: 


Dept: 


QC Type: 


Repo.-ting Amount 
Method MDL Limit Spiked 


Garrin Palmer 


MSVOA 


LCS 


Spike Ref. 
Amount %REC 


10/04/2018 1023h 


µg/L SW8260C 0.0956 1.00 20.00 0 110 


µg/L SW8260C 0.0998 1.00 20.00 0 105 


µg/L SW8260C 0.400 1.00 20.00 0 107 


µg/L SW8260C 0.159 1.00 20.00 0 75.4 


µg/L SW8260C 0.681 1.00 20.00 0 85.1 


µg/L SW8260C 0.0858 1.00 20.00 0 112 


µg/L SW8260C 0.310 1.00 60.00 0 113 


µg/L SW8260C 50.00 96.9 


µg/L SW8260C 50.00 102 


µg/L SW8260C 50.00 99.6 


µg/L SW8260C 50.00 102 


Limits 


82 - 132 


85 - 124 


65 - 154 


63 - 129 


59 - 125 


69 - 129 


66 - 124 


80- 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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ANALYTICAL LABORA TOA I E 9 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte 


Lab Sample ID: MB VOC-1 100418A 


Test Code: 8260-W-DENlOO 


2-Butanone 


Acetone 


Benzene 


Carbon tetrachloride 


Chloroform 


Ch loromethane 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Result 


Date Analyzed: 


<20.0 


<20.0 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


< 1.00 


48.9 


55.8 


48.4 


51.0 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-Iabs.com 


(K__SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


10/04/2018 1102h 


µg/L SW8260C 0.587 20.0 


µg/L SW8260C 1.13 20.0 


µg/L SW8260C 0.0956 1.00 


µg/L SW8260C 0.178 1.00 


µg/L SW826DC 0.0998 1.00 


µg/L SW8260C 0.836 1.00 


µg/L SW8260C 0.400 1.00 


µg/L SW8260C 0.159 1.00 


µg/L SW8260C 0.681 1.00 


µg/L SW8260C 0.0858 1.00 


µg/L SW8260C 0.310 1.00 


µg/L SW8260C 50.00 97.7 


µg/L SW8260C 50.00 112 


µg/L SW8260C 50.00 96.8 


µg/L SW8260C 50.00 102 


Limits 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte 


Lab Sample ID: 1810115-00IAMS 


Test Code: 8260-W-DENlOO 


Benzene 


Chloroform 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromotluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Result 


Date Analyzed : 


18.8 


18.8 


17.6 


16.7 


12.2 


22.6 


69.0 


37.4 


51.9 


41.3 


50.6 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MS VOA 


QC Type: MS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


10/04/2018 1359h 


µg/L SW8260C 0.0956 1.00 20.00 0 94.3 


µg/L SW8260C 0.0998 1.00 20.00 0 93.9 


µg/L SW8260C o.400 1.00 20.00 0 87.9 


µg/L SW8260C 0.159 1.00 20.00 0 83.6 


µg/L SW8260C 0.681 1.00 20.00 0 60.8 


µg/L SW8260C 0.0858 1.00 20.00 0 113 


µg/L SW8260C 0.310 1.00 60.00 0 115 


µg/L SW8260C 50.00 74.8 


µg/L SW8260C 50.00 104 


µg/L SW8260C 50.00 82.7 


µg/L SW8260C 50.00 IOI 


Limits 


66 - 145 


50 - 146 


30 - 192 


41 - 131 


43 - 146 


18 - 192 


42 - I 67 


72 - 151 


80 - 152 


72 - 135 


80 - 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPO 
Amt %RPO Limit Qua! 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


LabSetID: 1810115 


Project: 3rd Quarter Groundwater 2018 


Analyte 


Lab Sample ID: 1810115-00IAMSD 


Test Code: 8260-W-DENIOO 


Benzene 


Chloroform 


Methylene chloride 


Naphthalene 


Tetrahydrofuran 


Toluene 


Xylenes, Total 


Surr: l,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-dB 


Result 


Date Analyzed: 


20.8 


19.1 


18.3 


12. I 


14.6 


21.7 


67.0 


40.9 


50.9 


46.4 


49.5 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal @ awal-labs.com, web: www.awal-Iabs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QC Type: MSD 
--
Reporting Amount Spike Ref. 


Units Method MDL Limit Spiked Amount %REC 


10/04/2018 1418h 


µg/L SW8260C 0.0956 1.00 20.00 0 104 


µg/L SW8260C 0.0998 1.00 20.00 0 95.3 


µg/L SW8260C 0.400 1.00 20.00 0 91.6 


µg/L SW8260C 0.159 1.00 20.00 0 60.4 


µg/L SW8260C 0.681 1.00 20.00 0 73.2 


µg/L SW8260C 0.0858 1.00 20.00 0 108 


µg/L SW8260C 0.310 1.00 60.00 0 112 


µg/L SW8260C 50.00 81.7 


µg/L SW8260C 50.00 102 


µg/L SW8260C 50.00 92.7 


µg/L SW826CC 50.00 99.0 


@ - High RPD due to suspected sample non-homogeneity or matrix interference. 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Limits Amt %RPO Limit Qual 


66 - 145 18.9 9.98 25 


50 - 146 18.8 1.48 25 


30 - 192 17.6 4.12 25 


41 - 131 16.7 32.2 25 @ 
43 - 146 12.2 18.5 25 


18 - 192 22.6 4.07 25 


42 - 167 69 2.99 25 


72 - 151 


80 - 152 


72 - 135 


80 - 124 
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American West Analytical Laboratories 5DayRush 
Rpt Emailed: UL 


Denison EIM 


WORK ORDER Summary WorkOrder: 1810115 
Due Date: 10/11/2018 


Page I of2 


Client: 


Client ID: 


Project: 


Comments: 


Sample ID 


Energy Fuels Resources, Inc. 


ENE300 Contact: Garrin Palmer 


3rd Quarter Groundwater 2018 QC Level: III WO Type: Project 


5 Day Rush. QC 3 (Summary/No chromatograms). Alkalinity must be run at full volume, use ALK-W-2320B-LL test code. Groundwater project specific 
DL's: Run N02/N03 as a lOX. Assumes dilution of 2 for U, 5 for Be, Fe, Pb, and Tl, and 20X for others for required 200.8 PQLs. EDD-Denison and EIM
Locus. Email Group. Samples for metals were field filtered.; 


Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


1810115-00lA MW-36_10032018 10/3/201& 0835h 10/4/2018 0844h 8260-W-DENIOO Aqueous VOCFridge 3 


l & IO 115-001B 


1810115-00IC 


1810115-00ID 


1810115-00lE 


1810l 15-002A 


1810115-002B 


Printed: I 0/04/18 09:51 


MW-75_10032018 10/3/2018 0835h 


Test Group: 8260-W-DENIOO; # of Analytes: 11 I # ojSurr: 4 


300.0-W 


3 SEL Analytes: CL F S04 


ALK-W-2320B-LL 


2 SEL Analytes: ALKB ALKC 


TDS-W-2540C 


I SEL Analytes: TDS 


NHJ-W-350.l 


1 SEL Analytes: NH3N 


NH3-W-PR 


N02/N03-W-353.2 


I SEL Analytes: N03N02N 


200.7-DIS 


5 SEL Analytes: CA MG K NA V 


200. 7-DIS-PR 


200.8-DIS 


17 SELAnalytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSNUZN 


200.8-DIS-PR 


HG-DW-DIS-245.1 


I SELAnalytes: HG 


HG-DW-DIS-PR 


IONBALANCE 


5 SEL Analytes: BALANCE Anions Cations TDS-Balance TDS-Calc 


10/4/2018 0844h 8260-W-DENlOO Aqueous 


Test Group: 8260-W-DENJOO; #of Analytes: l_!__{J ofSurr: 4 


300.0-W 


3 SEL Analytes: CL F S04 


df-wc 


df-wc 


ww-tds 


df - no2/no3 & nh3 


df • no2/no3 & nh3 


df • no2/no3 & nh3 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


df-met 


VOCFridge 


df-wc 


LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK _ __ HOK __ _ HOK___ COC Emailed. ____ _ 


3 







WORK ORDER Summary WorkOrder: 1810115 Page2 of2 


Client: Energy Fuels Resources, Inc. Due Date: I0/11/2018 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


1810115-0028 l\1:VV-75_10032018 10/3/2018 0835h 10/4/2018 0844h ALK-W-2320B-LL Aqueous df-wc 


2 SEL Analytes: ALKB ALKC 


1810115-002C TDS-W-2540C ww-tds 


I SEL Analytes: TDS 


1810115-002D NH3-W-350.1 df - no2/no3 & nh3 


I SEL Analytes: NH3N 


NH3-W-PR df - no2/no3 & nh3 


N02/N03-W-353.2 df - no2/no3 & nh3 


1 SEL A11alytes: N03N02N 


1810115-002E 200.7-DIS df-met 


5 SEL Analytes: CA MG K NA V 


200.7-DIS-PR df-met 


200.8-DIS df-met 


17 SEL Analytes: AS BE CD CR CO CU FE PB MN MO NI SE AG 
TLSNUZN 


200.8-DIS-PR df-met 


HG-DW-DIS-245.1 df-met 


1 SEL Analytes: HG 


HG-DW-DIS-PR df-met 


IONBALANCE df-met 


5 SEL Analytes: BALANCE Anions Cations TDS-Balance TDS-Ca/c 


1810115-003A Trip Blank 10/3/2018 0835h 10/4/2018 0844h 8260-W-DENlOO Aqueous VOCFridge 3 


Test Group: 8260-W-DENJOO; # of Analytes: 11 !# ojSurr: 4 


Printed: 10/04/18 09:51 LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK ___ HOK __ _ HOK___ COC Emailed. ____ _ 







2 


4 


5 


6 


7 


American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City, VT 84115 


Phone# (801) 263-8686 Toll Free# (888) 263-8686 


L~ Fax# (801) 263-8687 Email awal@awal-labs.com 


www.awal-labs.com 


Client: Energy Fuels Resources, Inc. 


Address: 6425 S. Hwy. 191 


Blanding, UT 84511 


Contact: Garrin Palmer 


Phone#: (435) 678-2221 Cell#: 
gpa1mei@eiieriyiliei..com; KWeinl>l@tule:gy&tels.com; 


Email: dmr~e,gyfuels.com 


Project Name: 3rd Quarter Groundwater 2018 


Project#: 


PO#: 


Sampler Name: Tanner Holliday 


Date 
Samole ID: Sampled 


MW-36_10032018 10/3/2018 


MW-75_10032018 10/3/2018 


TRIP BLANK 10/3/2018 


TEMP BLANK 10/3/2018 


I 


I 


! 


::by:~),, A11bit"~ /J_//.L/\~ D.iJ!B' 
10/4/2011 


Prinl Name: T-Halflda• 
(} Time: 0?,,1./1../ 


Relinquished by: Date: 
Slgmlun, 


ITimO: 
' rlnl Name: 
~e.nqulshf!d by: loa1ec 
Clnr,atun, 


Time; 
Prim !>lame; 
Refinqu1st1ec by: Date: 


Sianalure 
Time: 


Print Name: 


I 


Time 
Sampled 


835 


835 


835 


Rw,lver. by: f.. 
S!Qnature , -•., 


Print Name: { 
,ROOIIM!<J by: 
Slgnab.ra 


Print Narne.:. 
Received by: 
Slanature 


Print Name: 
Received by: 
Sicmature 


Print Name: 


CHAIN OF CUSTODY 


All analysis will be conducted using NELAP accredited melhods and alt data wilt be reported using AWAL's standard analyte ltsts and 
reporting limits (POL) unless specifically requested olheiwlse on lhis Chain or Cuslody and/or attached documenta6on. 


QC Level: I Tum Around Time: Unless other arrangements have been made, 
signed reports wilt be emailed by 5:00 pm on 


3 Standard U,e day they are due, 


X Include EDD: 
o" LOCUS UPLOAD :::;; Ill u EXCEL 
bD bD X Field Filtered For: 


--- :r: :::;; Dmsolved Metals .... ci' lli :l 
'I- :::;; 
C'l 


~ 
al' 


~ z For Compliance With: 


c:i .; J:J" D NELAP 
c:, [I. D RCRA o" C'l 


c:i ~ ;:J >" D CWA 
c:, c:i 


u ::i· D SDWA 


--- "J 0 D ELAPIA2LA .... 
~ 


c:, 
c:i 


.. 
~ u i::· 


0 D NLLAP 
Lt) rfJ 


~ c:, 
~ .. ..:- D Non-Compliance "J c:, 'i u ¢ t:j ... Lt) ~ .... D Other: 0 :t. CD -ti bD D' 


i!! (2. c:, D' ,e ::;:; u <i:: GI c:, 


" 
)( c:, ... c:, Ill Cl \0 


C ·c I? c:, 0 'ti .; .; i= C'l "'iii 'I- Cl 
~ 0 Lt) flJ Lt) a GI Cl rfJ .!! ~ :::. Ii!'; :t. .e Known Hazards C 


cf ~ .,,· OS 0 " .... .... 0 i t:Q ll u Q. t"I I? flJ '5 .. <i:: & 
0 E 0 ~ ii' e .!l i= g "' Ii!'; u Q .s Samole Comments .. Cl) 


7 w X X X X X X X X X X (7 day TAT) 


7 w X X X X X X X X X X (7 day TAT) 


3 w X (7 day TAT) 


1 w 


&~ I,. .,'1,( Pate: VL. 
I C>- Special Instructions: 


Tirrle: 


l~l(Jtts 
AWAL Lab Sample Set# 


Page 1 of 


Due Date: \....~ 


/04 rs-
Laboratory Use Only 


~amples Were: 


1 S.p~ . 


2 Ambient~8 


Temperature J , ) 0 c 3 


4 Received Broken/leaking 


(lmproper1y ~ 
y N 


5 Pmpe~y Preserved 


~ atbench N 
y N 


6 Received Within 


GldingTimes 
N 


coc Tape Was: 
1 Present on Ou1orv 


Y N NA 


2 Unbroken on Outer Pack;J 
Y N NA 


3 Present on Sample Q y N 


4 Unbroken on saimi,te 


8 y N 


Discrepancies Between Sample 


y N 
Labels and COC R~G 


h l""- h,ref.Jt k...'ll ~# Sample containers for metals were field filtered. See the 
Date, 


Analytical Scope of Work for Reporting Limits and VOC analyte 


Time; list. 


Dare: (7 day TAT} 
Time: 


Date: 


!Time: 


' 0-t'Jt 







Analysis 


Ammonia 
COD 
Cvanide 
Metals 
N02& 
N03 
O&G 
Phenols 


Sulfide 


TKN 
TP04 


Procedure: 


Frequency: 


Preservation Check Sheet 


s le Set Ext 
Preservative I z_ 
pH <2 H 2S04 v'CS Vn· 
nH<2H2S04 I 


pH>l2NaOH 
nH<2HN03 \/;~ 41.dc 


I' 


/et pH<2H2S04 )(e>: 
pH<2HCL 
pH<2H2S04 
pH>9NaOH, 
Zn Acetate 
pH<2H2S04 
nH<2H2S04 


Pour a small amount of sample in the sample lid 
Pour sample from lid gently over wide range pH paper 
Do Not dip the pH paper in the sample bottle or lid 


dpH 


1) 
2) 
3) 
4) 
5) 
6) 
7) 


If sample is not preserved, properly list its extension and receiving pH in the appropriate column above 
Flag COC, notify client if requested 
Place client conversation on COC 
Samples may be adjusted 


All samples requiring preservation 


* 


+ 
... 
# 


• 


The sample required additional preservative upon receipt. 


The sample was received unpreserved. 


The sample was received unpreserved and therefore preserved upon receipt. 


The sample pH was unadjustable to a pH < 2 due to the sample matrix. 


ThP. ~,nnnlP. nl-T urn~ nn,.,l;n~t,il,J,. tn "nl-T "> r111P. tn th,::::11 li.H:t.nlnl,:::t. 't'YlafT1v 1nto ... .f,:a'l"'on,-.o 


Lab Set ID: 


pH Lot#: 


/<;;-rrJ I I 5 
5 (p (ii lj_ 







lc;t#II [ Laboratories LLC 


a member of The GEL Group INC 


PO Box 30712 Chaneston. SC 29417 
2040 sa~age Road Chaneston. SC 29407 


P 843 556 8171 
F 843.766.1178 


October 15, 2018 


Ms. Kathy Weinel 
Ent:rgy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 80228 


Re: White Mesa Mill GW 
Work Order: 459574 


Dear Ms. Weinel: 


GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the 
sample(s) we received on September 19, 2018. This original data report has been prepared and reviewed in 
accordance with GEL's standard operating procedures. 


Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical needs 
on time every time. We trust that you will find everything in order and to your satisfaction. If you have any 
questions, please do not hesitate to call me at (843) 556-8171, ext. 4289. 


Purchase Order: DW16138 
Enclosures 


Sincerely, 


$~S;-
Julie Robinson 
Projecl Manager 


II 1111111 HI 1111111111111111 I I II 


gel.com 







October 15, 2018 


Laboratory 'Identification: 


GEL Laboratories LLC 
2040 Savage Road 
Charleston, South Carolina 29407 
(843) 556-8171 


Summary: 


Receipt Narrative 
for 


Energy Fuels Resources (USA), Inc. 
SDG: 459574 


Sample receipt: The samples arrived at GEL Laboratories LLC, Charleston, South Carolina on September 19, 
2018 for analysis. The samples were delivered with proper chain of custody documentation and signatures. All 
sample containers arrived without any visible signs of tampering or breakage. There are no additional comments 
concerning sample receipt. 


Sample Identification: The laboratory received the following samples: 


Laboratory ID Client ID 
459574001 MW-25 09102018 
459574002 MW-31 09102018 
459574003 MW-30 09112018 
459574004 MW-11 09112018 
459574005 MW-14 09112018 
459574006 MW-26 09132018 
459574007 MW-65 09112018 


Case Narrative: 


Sample analyses were conducted using methodology as outlined in GEL's Standard Operating Procedures. Any 
technical or administrative problems during analysis, data review, and reduction are contained in the analytical 
case narratives in the enclosed data package. 


The enclosed data package contains the following sections: Case Narrative, Chain of Custody, Cooler Receipt 
Checklist, Data Package Qualifier Definitions and data from the following fractions: Radiochemistry. 


Taylor Cannon for 
Julie Robinson 
Project Manager 







I Sheet 1 of 1 


CHAIN OF CUSTODY 
Samples Shipped to: Gel Laboratories Contact: -------------- Garrin Palme 


2040 Savage Road Ph: 435 678 4115 
Charleston, SC 29407 gpalmer@energyfuels.com 


I 


Chain of Custody/Sampling Analysis Request 


p . t roJec s amp ers N ame s amp ers 1anat"-'re 


3rd Quarter GW 2018 Tanner Holliday l L~nn,?l .~~ 
.F,7 


I / 


Time 
Sample ID Date Collected Collected Laboratory Analysis Rei · uested 


MW-25 09102018 9/10/2018 1205 Gross Alpha 
MW-31 09102018 9/10/2018 1410 Gross Alpha 
MW-30_09112018 9/11/2018 1030 Gross Alpha I 
MW-11 09112018 9/11/2018 1115 Gross Alpha I 
MW-14 09112018 9/11/2018 1355 Gross Alpha 
MW-26 09132018 9/13/2018 815 Gross Alpha 
MW-65 09112018 9/11/2018 1355 Gross Alpha I 


I 
I 


I 
I 
l 
I 
I 
I 
I 


Comments: 
I 


Relinquished By:(Signature) Date/Time Recel~nature) p Date/Time 


-)Ulll. Tann;zt~ / 
9/18/2018 


°'''"''''b 11 
>3:> I~ I ',?ff . - - 1230 I 


Relinquished By:(Signature) Date/Time Receive~ignature) l Date/Time 


I 







m:D j Laboratories u; 


Client: 


Received By: Z'r<YI/ 


Carrier and Tracking Number 


Suspected Hazard lnfonnation 


Shipped as a DOT Hazardous? 


COC/Samples marked or classified as 
.radioactive? 


Is package, COC, and/or Samples marked HAZ? 


Somple Receipt Criteria 


1 
Shipping containers received intact and 
sealed? 


2 
Chain of custody documents included 
with shipment? 


3 Samples requiring cold preservation 
Within (0 :5 6 deg. C)?* 


4 
Daily check performed and passed on IR 
temperature gun? 


S Sample containers intact and sealed? 


6 
Samples requiring chemical preservation 
at proper pH? 


7 
Do any samples require Volatile 
Analysis? 


8 Samples received within holding time? 


9 
Sample ID's on COC match ID's on 
bottles? 


10 
Date & time on COC match date & time 
on bottles? 


Number of containers received match 
11 


number indicated on COC? 


12 
Are sample containers identifiable as 
GEL rovided7 


13 
COC fonn is properly signed in 
relinquished/received sections? 


Co1111Dents (Use Continuation Form if needed): 


SAMPLE RECEIPT & REVIEW FORM 


Date Received: 


Courier Other 


(9~; 
., •If Net Cowits > IOOcpm on samples not marked "radioactive", contact the Radiation Safety Group for further 
~ .;. ,... investigation. 


UN#: 


Maximum Net Counts Observed* (Observed Counts - Area Background Counts : ~ I mR/Hr 
CIB.YiDcd as: Rad 1 Rad 2 Rnd 3 j 


' 
If yes, select Hazard~ below, and contact the GEL Safety Group. ; I 
PCB's !'lammable Foreign Soil RCRA Asbestos Beryllhim Other. 


Comments/Qualifiers (Required for Non-Conrorm}ng Items) 
' Circle Applicable: Seals broken Damaged container Leaking container : 01 er (describe) 


Preservation Metl1od: Wet Ice Ice Packs Dty ice No 


•all temperatures are recorded in Celsius 


Other: 


TEMP: ZIC 
Temperature Device Serial #: __ ..:..clR...:;3::...·...:.1.=.8 __ _ 


SccondllIJ' Temperature Device Serial# (If Applicable): 


Cilde Applicable: Seals broken Damaged container Leaking container Other (describe) 


I 
Sample !D's aod Containers Affected: 


If Yes, Aie Encores or Soil Kits presenL? Yes_ No_ CU es, take to VOA Freezer) 


Do VOA vials contain acid preservation? Yes_ No_ NLA,__ (lfwiknown, select No) 


VOA vials free of heaclspace? Yes_ No_ NIA,__ 
ample ID's and containers affected: 


ID', and tests affected: 


Sample ID's and cool.aioer., affected: 


Sample ID's affected: 


Sample ID's affected: 


or-


T CHL-SR-001 R" 5 







GEL Laboratories LLC - Login Review Report 


GEL Work Order/SDG: 459574 


Client SDG: 459574 


Project Manager: Julie Robinson 


3rd Quarter GW 2018 


Project Name: 


Purchase Order: 


DNM100100 White Mesa Mill GW 


DW16138 


Package Level: LEVEL3 


EDD Format: EIM_DNMI 


GELID Client Sample ID Client Sample Desc. 


459574001 MW-25_09102018 


459574002 MW-31_09102018 


459574003 MW-30_09112018 


459574004 MW-11_09112018 


459574005 MW-14_09112018 


459574006 MW-26_09132018 


459574007 MW-65_09112018 


Collect 
Date& Time 


10-SEP-1812:05 


10-SEP-18 14:10 


11-SEP-18 10:30 


11-SEP-1811 :15 


11-SEP-18 13:55 


13-SEP-18 08:15 


11-SEP-1813:55 


Work Order Due Date: 17-0CT-18 


Package Due Date: 15-0CT-18 


EDD Due Date: 17-0CT-18 


Due Date: 17-0CT-18 


JAR1 


Receive Time # of Lab 
Date& Time Zone Cont. Matrix 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


19-SEP-18 10:35 -2 1 GROUND WATER 


Report Date: 15-0CT-18 
Work Order: 45957 4 


Page 1 of 2 
Collector: C 


Prelogin #: 20171063498 


Project Workdef ID: 1294356 


SDG Status: Closed 


Logged by: 


Fax Days to Prelog Lab Field 
Due Date Process Cote# Group QC QC 


20 


20 


20 


20 


20 


20 


20 


Client Sample ID Status Tests/Methods 


Product 
Reference Fax Date PM Comments Aux Data 


Receive 
Codes 


-001 MVV-25_09102018 


-002 MVV-31_09102018 


-003 MVV-30_09112018 


-004 MVV-11_09112018 


-005 MVV-14_09112018 


-006 MIIV-26_09132018 


-007 MIIV-65_09112018 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


REVIIV GFPC, Total Alpha Radium, 
Liquid 


Product: GFCTORAL Workdef ID: 1297250 


Method: EPA 900.1 Mod/ EPA 903.0 Mod 
Product Description: GFPC, Total Alpha Radium, Liquid 


Samples: 001, 002, 003, 004, 005, 006, 007 


Parmname Check: All parmnames scheduled properly 


CAS# Parmname 


Gross Radium Alpha 


Gross Alpha 


Gross Alpha 


Gross Alpha 


Gross Alpha 


Gross Alpha 


Gross Alpha 


Gross Alpha 


In Product Group? No Group Name: 


Client RDL or 
PQL & Unit 


Reporting 
Units 


pCi/L 


Group Reference: 
Path: Standard 


Product Reference: Gross Alpha 
Moisture Correction: "As Received" 


Parm Included Included Custom 
Function in Sample? in QC? List? 


REG y y Yes 







GEL Laboratories LLC - Login Review Report 


Contingent 
Tests 


Action 


Login Requirements: 


Product Name Description 


Requirement 


Samples 


Include? Comments 


Peer Review by: ___________ _ Work Order (SDG#), PO# Checked? ____ _ 


Report Date: 15-0CT -18 
Work Order:459574 


Page 2 of 2 


C of C signed in receiver location? _____ _ 







Radiochemistry 
Technical Case Narrative 


Energy Fuels Resources (DNMI) 
SDG #: 459574 


Product: GFPC, Total Alpha Radium, Liquid 
Analytical Method: EPA 900.1 Mod/ EPA 903.0 Mod 
Analytical Procedure: GL-RAD-A-010 REV# 17 
Analvtical Batch: 1807599 


The following samples were analyzed using the above methods and analytical procedure(s). 


GEL Sample ID# 
459574001 
459574002 
459574003 
459574004 
459574005 
459574006 
459574007 
1204124944 
1204124945 
1204124946 
1204124947 
1204124948 


Cljent Sam pie Identification 
MW-25 09102018 
MW-31 09102018 
MW-30 09112018 
MW-11_09112018 
MW-14 09112018 
MW-26 09132018 
MW-65 09112018 
Method Blank (MB) 
459574004(MW-11_09112018) Sample Duplicate (DUP) 
459574004(MW-11_09112018) Matrix Spike (MS) 
459574004(MW-l 1_09112018) Matrix Spike Duplicate (MSD) 
Laboratory Control Sample (LCS) 


The samples in this SDG were analyzed on an "as received" basis. 


Data Summary: 


All sample data provided in this report met the acceptance criteria specified in the analytical methods and 
procedures for initial calibration, continuing calibration, instrument controls and process controls where 
applicable, with the following exceptions. 


Technical Information 


Sample Re-prep/Re-analysis 
Samples were reprepped due to low recovery. The re-analysis is being reported. 


Miscellaneous Information 


Additional Comments 
The matrix spike and matrix spike duplicate, 1204124946 (MW-11_09112018MS) and 1204124947 
(MW-l 1_09112018MSD), aliquots were reduced to conserve sample volume. 


Certification Statement 


Where the analytical method has been performed under NE LAP certification, the analysis has met all of the 
requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 







GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Qualifier Definition Report 
for 


DNMIOOl Energy Fuels Resources (USA), Inc. 


Client SDG: 459574 GEL Work Order: 459574 


The Qualifiers in this report are defined as follows: 
* A quality control analyte recovery is outside of specified acceptance criteria 
** Analyte is a surrogate compound 
U Analyte was analyzed for, but not detected above the CRDL. 


Review/Validation 


GEL requires all analytical data to be verified by a qualified data reviewer. In addition, all CLP-like deliverables 
receive a third level review of the fractional data package. 


The following data validator verified the information presented in this data report: 


Signature:~~~ 


Date: 10 OCT 2018 


Name: Theresa Austin 


Title: Group Leader 







GEL LABORATORIES LLC 
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 -www.gel.com 


QC Summar:y 
Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 


Contact: Ms. Kathy Weinel 


Workorder: 459574 


Parmname NOM ual 


lfad Gas Flow 
3atch 1807599 


QC1204124945 459574004 DUP 


Gross Radium Alpha 1.35 u 
Uncertainty +/-0.404 


QC1204124948 LCS 


Gross Radium Alpha 555 


Uncertainty 


QC1204124944 MB 


Gross Radium Alpha u 
Uncertainty 


QC1204124946 459574004 MS 


Gross Radium Alpha 4480 1.35 


Uncertainty +/-0.404 


QC1204124947 459574004 MSD 


Gross Radium Alpha 4480 1.35 


Uncertainty +/-0.404 


Notes: 


Counting Uncertainty is calculated at the 68% confidence level (I-sigma). 


The Qualifiers in this report are defined as follows: 


** 
< 


> 


Analyte is a surrogate compound 


Result is less than value reported 


Result is greater than value reported 


The TIC is a suspected aldol-condensation product 


QC Units 


0.876 pCi/L 


+/-0.349 


497 pCi/L 


+/-6.73 


0.228 pCi/L 


+/-0.260 


3530 pCi/L 


+/-47.5 


3680 pCi/L 


+/-49.0 


RPD% 


42.8 


4.11 


A 


B 


BD 


C 


D 


F 


H 


K 


L 


M 


For General Chemistry and Organic analysis the target analyte was detected in the associated blank. 


Results are either below the MDC or tracer recovery is low 


Analyte has been confirmed by GC/MS analysis 


Results are reported from a diluted aliquot of the sample 


Estimated Value 


Analytical holding time was exceeded 


Analyte present. Reported value may be biased high. Actual value is expected to be lower. 


Analyte present. Reported value may be biased low. Actual value is expected to be higher. 


M if above MDC and less than LLD 


Reoort Date: October 10, 2018 


REC% Range Anlst 


(0%- 100%) JXC9 


89.5 (75%-125%) 


78.7 (75%-125%) 


82.1 (0%-20%) 


Page 1 of 


Date Time 


10/03/18 11:2, 


10/03/18 11 :2 


10/03/18 11:2, 


10/03/18 11 :2, 


10/03/18 11:2, 







GEL LABORATORIES LLC 
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com 


QC Summary 
Workorder: 459574 


Parmname NOM Sample Qual __ QC Units RPO% REC% Range Anlst 


M Matrix Related Failure 


NIA RPD or %Recovery limits do not apply. 


NI 


ND 


NJ 


Q 


R 


u 
UI 


UJ 


UL 


X 


y 


I\ 


h 


See case narrative 


Analyte concentration is not detected above the detection limit 


Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier 


One or more quality control criteria have not been met. Refer to the applicable narrative or DER. 


Sample results are rejected 


Analyte was analyzed for, but not detected above the CRDL. 


Gamma Spectroscopy--Uncertain identification 


Gamma Spectroscopy--Uncertain identification 


Not considered detected. The associated number is the reported concentration, which may be inaccurate due to a low bias. 


Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier 


QC Samples were not spiked with this compound 


RPD of sample and duplicate evaluated using +I-RL. Concentrations are <5X the RL. Qualifier Not Applicable for Radiochemistry. 


Preparation or preservation holding time was exceeded 


Page 2 of 


Date Time 


NI A indicates that spike recovery limits do not apply when sample concentration exceeds spike cone. by a factor of 4 or more or %RPD not applicable. 
/\ The Relative Percent Difference (RPD) obtained from the sample duplicate (DUP) is evaluated against the acceptance criteria when the sample is greater than 
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +I- the 
RL is used to evaluate the DUP result. 
* Indicates that a Quality Control parameter was not within specifications. 
For PS, PSD, and SDIL T results, the values listed are the measured amounts, not final concentrations. 


Where the analytical method has been performed under NELAP certification, the analysis has met all of the 
requirements of the NELAC standard unless qualified on the QC Summary. 







tel@ I I Laboratories LLc 


a member of The GEL Group INC 
PO Box :!0712 Charleston. SC 29417 


2040 Sa•1aoe Road Char1 eston. SC 29407 
P 843.556.8171 
F 843.766.1178 


October 24, 2018 


Ms. Kathy Weinel 
Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 80228 


Re: White Mesa Mill GW 
WorkOrder:460846 


Dear Ms. Weinel: 


GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the 
sample(s) we received on October 04, 2018. This revised data report has been prepared and reviewed in 
accordance with GEL's standard operating procedures. This package was revised to report Total Alpha Radium 
recount results. 


Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical needs 
on time every time. We trust that you will find everything in order and to your satisfaction. If you have any 
questions, please do not hesitate to call me at (843) 556-8171, ext. 4289. 


Purchase Order: DW16138 
Enclosures 


Sincerely 


Julie Robinson 
Project Manager 


IUIII 111 IUIII 11111111 II 11 


ge l. com 







This package was revised to report Total Alpha Radium recount results. 


October 24, 2018 


Laboratory Identification: 


GEL Laboratories LLC 
2040 Savage Road 
Charleston, South Carolina 29407 
(843) 556-8171 


Summary: 


Receipt Narrative 
for 


Energy Fuels Resources (USA), Inc. 
SDG: 460846 


Sample receipt: The samples arrived at GEL Laboratories LLC, Charleston, South Carolina on October 04, 
2018 for analysis. The samples were delivered with proper chain of custody documentation and signatures. All 
sample containers arrived without any visible signs of tampering or breakage. There are no additional comments 
concerning sample receipt. 


ample Identification: The laboratory received the following samples: 


Case Narrative: 


Laboratory ID 
460846001 
460846002 


Client ID 
MW-36_ 10032018 
MW-75_ 10032018 


Sample analyses were conducted using methodology as outlined in GEL's Standard Operating Procedures. Any 
technical or administrative problems during analysis, data review, and reduction are contained in the analytical 
case narratives in the enclosed data package. 


The enclosed data package contains the following sections: Case Narrative, Chain of Custody, Cooler Receipt 
Checklist, Data Package Qualifier Definitions and data from the following fractions: Radiochemistry. 


Julie Robinson 
Project Manager 
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CHAIN OF CUSTODY 
. Samples Shipped to: _G_e_l _La_b_o_ra_t_or_ie_s _________ Contact: Tanner Holliday 


2040 Savage Road Ph: 435 678 4115 
Charleston, SC 29407 gpalmer@energyfuels.com 


Chain of Custody/Sampling Analysis Request 


p . roJect s amp ers N ame Samplers Signature 


3rd Quarter GW 2018 Tanner Holliday L--t AA?nr JJ4//? 
/ 


Time 
Sample ID Date Collected Collected Laboratory Analysis Requested 


MW-36 10032018 10/3/2018 835 Gross Aloha 
MW-75_10032018 10/3/2018 835 Gross Alpha 


(7 day TAT) 


. 


Comments: -, D11-. -rAT ~---Ira. 
~ --


Relinquished By:(Signature) 
Tanner . lfj 


-· -\ 
; , 


Date/Time 


10/il[1i<,;~ ~ 
Date/Time 







ma! Laboratores J C'fR 


Carrier and Tracking Number 


Suspected Hnmrd Infonnation 


Shipped as a DOT Hazardous'/ 


COC/Samples marked or classified as 
radioactive'/ 


Is package, COC, and/or Samples marked HAZ'! 


Sample Receipt c,;te1fo 


1 
Shipping containers received int.tel and 
scaled? 


2 
Chain of custody documents included 
with shipment? 


3 Samples requiring cold preservation 
within (0 s 6 deg. C)'?* 


4 
Daily check pcrfonned and passed on IR 
temperature gun? 


5 Sample containers intact and scakd? 


6 
Samples requiting chemical pro~ctvnli 
at proper pH'/ 


7 
Do any samples require Volatile 
Analysis? 


8 Samples received within holding lime? 


9 
Sample JD's on COC match !D's on 
botllcs? 


10 
Date & time on COC match date & time 
on bottles'/ 


11 
Number of containers received match 
number indicated on COC? 


12 
Are sample containers idenli fiablc as 
GEL rnvided? 


13 
COC fonn is properly signed in 
rclinquishecUreceivcd sections? 


Comrncnls (Use Conlinualion Fonn if needed): 


SAMPLE RECEIPT & REVIEW FORM 


Date Received: 
Cin:l~cablc: 


FedEx Express FedEx Ground ~ Field Services Comier Other 


J? _tg'!f YI/-Y {Jt ?5/J.5 :_f 5L5 


~ 0 *If Ncl Counts> IOOcpm on samples nol marked "radioactive", conlacl lhe Radiation Safely Group for further 
> z 


UN#: 


Maximum Nel Counts Observed• (Observed Counts· Area Background Counts): --¥-£..._CPM / mR/Hr 
Clnssified a.~: Rad l Rad 2 Rud 3 


If yes, select Hazards below, and contact lhe GEL Safely Group. 
PCB's Flammable Foreign Soil RCRA Asbestos Beryllium Other. 


Conunents/Qualilie1~ (Required fo1· Non-Confomllng lterns) 


Circle Applicable: Seals broken Drunagcd con1niner Leaking container 01her (describe) 


Prcserva1ion Method: Wet Ice Jee Pncks Dry ice • 01 


otnl! temperatures nrc recorded in Celsius 


Other: 


TEMP:~ 


Temperature Device Serial #:_.,__.,.._,:...:...._~c=..--
sccond:ny Tcmperl.'llurc Device Serial II (lr Applicable): 


Circle Applicable: Seals broken Drunaged container Leaking container Other (describe) 


S:unpk ID's and Conlaincrs Affected: 


If Yes. Are Encores or Soil Kits present? Yes_ No __ , (lf yes. take 10 VOA Freezer) 


Do VOA vials contain acid pre.servation? Yes No_ NI A (If unknown . select No) 


VOA vials free ofheadspace? Yes No_N/A 
( Sample ID's and containers affected: 


JD's and lests nffc..,tcd: 


Sample ID's nnrl Cllnt11iners .tffcclcd: 


Sample !D's nffccled: 


Sample !D's affoc!L-<l: 


GL-CHL-SR-001 Rev 5 







GEL Laboratories LLC - Login Review Report 


GEL Work Order/SDG: 460846 


Client SDG: 460846 


3rd Quarter GW 2018 Work Order Due Date: 15-0CT-18 


Report Date: 24-0CT-18 
Work Order: 460846 


Page 1 of 2 
Collector: C 


Project Manager: 


Project Name: 


Purchase Order: 


Package Level: 


EDD Format: 


Julie Robinson 


DNMI00100 White Mesa Mill GW 


DW16138 


LEVEL3 


EIM_DNMI 


GELID Client Sample ID Client Sample Desc. 


460846001 MVV-36_10032018 


460846002 MVV-75_10032018 


Client Sample ID 


-001 MW-36_ 10032018 


-002 MW-75_10032018 


Status Tests/Methods 


REVW GFPC, Total Alpha Radium, 
Liquid 


REVW GFPC, Total Alpha Radium, 
Liquid 


Collect 
Date & Time 


Package Due Date: 


EDD Due Date: 


Due Date: 


TXC4 


Receive Time # of 
Date & Time Zone Cont. 


03-0CT-18 08:35 04-0CT-18 09:30 -2 


03-0CT-18 08:35 04-0CT -18 09:30 -2 


1 


Product 
Reference 


Gross Alpha 


Gross Alpha 


Fax Date PM Comments 


14-0CT-18 


15-0CT-18 


15-0CT-18 


Lab 
Matrix 


GROUND VVATER 


GROUND VVATER 


Prelogin #: 20181078510 


Project Workdef ID: 1294356 


SDG Status: Closed 


Logged by: 


Fax Days to 
Due Date Process CofC# 


Prelog Lab Field 
Group QC QC 


7 


7 


Aux Data 
Receive 
Codes 


Product: GFCTORAL Workdef ID: 1297250 In Product Group? No Group Name: Group Reference: 


Method: EPA 900.1 Mod/ EPA 903.0 Mod 
Product Description: GFPC, Total Alpha Radium, Liquid 


Samples: 001, 002 


Parmname Check: All parmnames scheduled properly 


CAS# 


Contingent 
Tests 


Parmname 


Gross Radium Alpha 


Action Product Name 


Login Requirements: 


Requirement 


Description 


Client RDL or 
PQL & Unit 


Samples 


Reporting 
Units 


pCi/L 


Include? Comments 


Path: Standard 


Product Reference: Gross Alpha 
Moisture Correction: "As Received" 


Parm Included Included Custom 
Function in Sample? in QC? List? 


REG y y Yes 


~ 







GEL Laboratories LLC - Login Review Report 


Peer Review by: ___________ _ Work Order (SDG#), PO# Checked? ____ _ 


Report Date: 24-0CT-18 
Work Order: 460846 


Page 2 of 2 


C of C signed in receiver location? _____ _ 







Radiochemistry 
Technical Case Narrative 


Energy Fuels Resources (DNMI) 
SDG #: 460846 


Product: GFPC, Total Alpha Radium, Liquid 
Analytical Method: EPA 900.1 Mod/ EPA 903.0 Mod 
Analytical Procedure: GL-RAD-A-010 REV# 17 
Analytical Batch: 1809415 


The following samples were analyzed using the above methods and analytical procedure(s). 


GEL Sample ID# 
460846001 
460846002 
1204129134 
1204129135 
1204129136 
1204129137 
1204129138 


Client Sample Identification 
MW-36 10032018 
MW-75 10032018 
Method Blank (MB) 
460846001 (MW-36 _ l 00320 I 8) Sample Duplicate (DUP) 
460846001 (MW-36_l0032018) Matrix Spike (MS) 
460846001 (MW-36 _ l 00320 I 8) Matrix Spike Duplicate (MSD) 
Laboratory Control Sample (LCS) 


The samples in this SDG were analyzed on an "as received" basis. 


Data Summary: 


All sample data provided in this report met the acceptance criteria specified in the analytical methods and 
procedures for initial calibration, continuing calibration, instrument controls and process controls where 
applicable, with the following exceptions. 


Technical Information 


Recounts 
Samples 1204129135 (MW-36_10032018DUP), 460846001 (MW-36_10032018) and 460846002 
(MW-75 _10032018) were recounted to verify sample results. Recounts are reported. 


Miscellaneous Information 


Additional Comments 
The matrix spike and matrix spike duplicate, 1204129136 (MW-36_10032018MS) and 1204129137 
(MW-36_10032018MSD), aliquots were reduced to conserve sample volume. Samples MW-36 
(460846001(MW-36_ 10032018))and MW-75 (460846002(MW-75 _10032018)) were recounted to verify the 
initial reported results since the field duplicate results did not meet duplication criteria. Recount results are lower 
than initial reported results. Total Alpha Radium by method 903.0 is a screening method for Ra-226 and includes 
all alpha emitting Radium isotopes, including short lived Radium isotopes (Ra-223 and Ra-224). A waiting 
period of at least 14 days after radium separation will reduce the radium-224 contribution. This recount was 
performed after 14 days. MW-75 is a field duplicate ofMW-36. Recount results of0.8755 pCi/L (MW-36) and 
1.2317 pCi/L (MW-75) correspond with a relative percent difference of 33.8%. The recount results meet 
duplication criteria. Data is being revised for work order 460846 to report the recount results. 







Certification • tatcment 


Where the analytical method has been performed under NELAP certification, the analysis has met all of the 
requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 







GEL LABORATORIES LLC 
2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com 


Qualifier Definition Report 
for 


DNMI001 Energy Fuels Resources (USA), Inc. 


Client SDG: 460846 GEL Work Order: 460846 


The Qualifiers in this report are defined as follows: 
* A quality control analyte recovery is outside of specified acceptance criteria 
** Analyte is a surrogate compound 
U Analyte was analyzed for, but not detected above the CRDL. 


Review/Validation 


GEL requires all analytical data to be verified by a qualified data reviewer. In addition, all CLP-like deliverables 
receive a third level review of the fractional data package. 


The following data validator verified the information presented in this data report: 


Signature:~~~ 


Date: 24 OCT 2018 


Name: Theresa Austin 


Title: Group Leader 







GEL LABORATORIES LLC 
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 -www.gel.com 


QC Summary 
Energy Fuels Resources (USA), Inc. 
225 Union Boulevard 
Suite 600 
Lakewood, Colorado 


Contact: Ms. Kathy Weinel 


Workorder: 460846 


Parmname NOM Sample Qual 


Rad Gas Flow 
3atch 1809415 


QC1204129135 460846001 DUP 


Gross Rad ium Alpha u 0.875 u 
Uncertainty +l-0.213 


QC1204129138 LCS 


Gross Radium Alpha 740 


Uncertainty 


QC1204129134 MB 


Gross Radium Alpha u 
Uncertainty 


QC1204!29136 460846001 MS 


Gross Radium Alpha 4440 u 0.875 


Uncertainty +l-0.213 


QC1204129137 460846001 MSD 


Gross Radium Alpha 4440 u 0.875 


Uncertainty +l-0.213 


Notes: 


Counting Uncertainty is calculated at the 68% confidence level (1-sigma). 


The Qualifiers in this report are defined as follows: 


** 


< 


> 


Analyte is a surrogate compound 


Result is less than value reported 


Result is greater than value reported 


The TIC is a suspected aldol-condensation product 


QC Units 


0.583 pCi/L 


+l-0.279 


654 pCilL 


+I-7.07 


0.328 pCilL 


+l-0.220 


3890 pCi/L 


+l-40.9 


3970 pCilL 


+l-43 .3 


RPO% 


NIA 


2.01 


A 


B 


BD 


C 


D 


F 


H 


K 


L 


M 


For General Chemistry and Organic analysis the target analyte was detected in the associated blank. 


Results are either below the MDC or tracer recovery is low 


Analyte has been confirmed by GCIMS analysis 


Results are reported from a diluted aliquot of the sample 


Estimated Value 


Analytical holding time was exceeded 


Analyte present. Reported value may be biased high. Actual value is expected to be lower. 


Analyte present. Reported value may be biased low. Actual value is expected to be higher. 


M if above MDC and less than LLD 


Reoort Date: October 24, 2018 


REC% Ran e Anlst 


NIA JXC9 


88.5 (75%-125%) 


87.6 (75%-125%) 


89.4 (0%-20%) 


Page I of 


Date Time 


10123/18 14:4 


I 0108/18 II : I 


I 01081 I 8 I 1 : 1 


10108118 11 : I 


10108/18 11 : I 







GEL LABORATORIES LLC 
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 -www.gel.com 


QC Summary 
Workorder: 460846 


Parmname NOM Sample Qual QC Units RPO% REC% Ran e Anlst ----
M Matrix Related Failure 


NIA RPO or %Recovery limits do not apply. 


NI 


ND 


NJ 


Q 


R 


u 
UI 


UJ 


UL 


X 


y 


I\ 


h 


See case narrative 


Analyte concentration is not detected above the detection limit 


Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier 


One or more quality control criteria have not been met. Refer to the applicable narrative or DER. 


Sample results are rejected 


Analyte was analyzed for, but not detected above the CRDL. 


Gamma Spectroscopy--Uncertain identification 


Gamma Spectroscopy--Uncertain identification 


Not considered detected. The associated number is the reported concentration, which may be inaccurate due to a low bias. 


Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier 


QC Samples were not spiked with this compound 


RPD of sample and duplicate evaluated using +/-RL. Concentrations are <5X the RL. Qualifier Not Applicable for Radiochemistry. 


Preparation or preservation holding time was exceeded 


Page 2 of 


Date Time 


NIA indicates that spike recovery limits do not apply when sample concentration exceeds spike cone. by a factor of 4 or more or %RPO not applicable. 
/\ The Relative Percent Difference (RPO) obtained from the sample duplicate (DUP) is evaluated against the acceptance criteria when the sample is greater than 
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of+/- the 
RL is used to evaluate the DUP result. 
* Indicates that a Quality Control parameter was not within specifications. 
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations. 


Where the analytical method has been perfonned under NELAP certification, the analysis has met all of the 
requirements of the NELAC standard unless qualified on the QC Summary. 







TabF 


Laboratory Analytical Reports - Accelerated Monitoring 







Tab Fl 


Laboratory Analytical Reports -Accelerated Monitoring 


July 2018 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Collection Date: 


Received Date: 


Analytical Results 


Compound 


Sulfate 


INORGANIC ANALYTICAL REPORT 
Energy Fuels Resources, Inc. Contact: Garrin Palmer 


July Ground Water 2018 


1807589-001 


l\1W-ll 07242018 


7/24/2018 1140h 


7/26/2018 1035h 


Date Date Method Reporting Analytical 
Units Prepared Analyzed Used Limit Result Qual 


mg/L 8/1/2018 2255h E300.0 150 1,170 
---


Report Date: 8/14/2018 Page 9 of30 
All analyses applicable lo lhe CW A. SDWA. and RCRA are performed in accordance 10 NELAC protocols Per1inenl sampling information is located on 1he aUuched COC Confidenlial Business Jnformalion: This report is pro\'ided for lhe exclwi, e use or lhe 
~ddressee Pri,ile~es o.rsub .. seq~nt ~1;e or the ~?1:',e of this .co~pany or M) ~mber of ils staff, or reproducli~ ~fthis repo~ in ~on~eclion .. \\ilh the ~vertisemenl, P~?molio.n or sale of :ii;~ ~rod~cl or p~ocess, ~r in ~onn:_c)ion w~lh th~ r~·publication of lhis reporl 







American West 
ANALYTICAL LABORATOR I E6 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Collection Date: 


Received Date: 


Analytical Results 


Compound 


Fluoride 


INORGANIC ANALYTICAL REPORT 
Energy Fuels Resources, Inc. Contact: Garrin Palmer 


July Ground Water 2018 


1807589-002 


MW-14 07242018 


7/24/2018 1400h 


7/26/2018 1035h 


Date Date Method Reporting Analytical 
Units Prepared Analyzed Used Limit Result Qual 


mg/L 8/13/2018 1050h SM4500-F-C 0.100 0.183 


Report Date: 8/14/2018 Page IO of 30 
All anal) ses applicable to the CWA, SDWA. and RCRA are perfom1ed m accordance to NELAC protocols Per1inenl sampling information is localed on the attached COC Conlidentiol Business Information: This report is pro\'ided for the e....:clusire use or1he 
~ddressee Pri, ile~es o,f sul:,seq~enl ~~e or the 1!.~e ofthis.co11;pany or M~' ~mber of its slaff, or reµroduclio.~ ~!this repo~ in ~on~ec1ion~ \,ith the ~~·ertisemenl, P~?moti°!'1 or sale of~!} ~rodt~I or p~ocess, ?r in ~nn:_c!ion w!th lh~ r:-publicolion of lhis report 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail : awal@awal-Jabs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laborato1y Director 


Jose Rocha 


QA Officer 


Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Collection Date: 


Received Date: 


Analytical Results 


Compound 


Cadmium 


INORGANIC ANALYTICAL REPORT 
Energy Fuels Resources, Inc. Contact: Garrin Palmer 


July Ground Water 2018 


1807589-003 


MW-25 07232018 


7/23/2018 1115h 


7/26/2018 1035h 


DISSOLVED METALS 


Date Date Method Reporting Analytical 
Units Prepared Analyzed Used Limit Result Qua! 


mg/L 7/27/20 18 1422h 8/8/2018 1231h E200.8 0.000500 0.00130 


Report Date: 8/14/2018 Page 5 of30 
All anal~ses applicr1ble to the CWA. SOW A. and RCRA me perfonned in accordance to NELAC protocols Per1inent sampling i11for111ntio11 is localed on the nltnched COC. Conlidenlinl Business lnrormalion: This report is l)rovided for the exclusi,e use of the 
~ddressee Pri, ile~es o.r sub,.5eq~ienl ~~e or lhe ~~e of this .co~pun~ or M) ~7mber of its stnff, or reproduclio1~ ~f this repo~ in ~on~ectio,~ \\ilh lhe n~, ertisemenL P~?motio.n m sale of !11!) ~rodt~l or p1.ocess, ~r in ~onni;c~ion w!th th~ r:-public.ition or lhis report 







3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: July Ground Water 2018 


Lab Sample ID: 1807589-003 


Client Sample ID: MW-25_07232018 


Collection Date: 7/23/2018 1115h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Fluoride mg/L 8/2/2018 217h EJOO.O 0.100 0.128 


Report Date: 8/14/2018 Page 11 of 30 
All anal~ ses applicable to lhe CWA. SDWA. and RCRA are performed in accordance lo NE LAC protocols Pertinent sampling information is located on lhe allnched COC Confidential Business Information: This repor1 is provided for the exclusi\ e use of the 
~cldressec Pri,ile~es o.r sub .. seq~ent ~~e of the ~~1e of this .co1~pan~ or all) ~mber of its start or reproductio~ ~f this repo~ in ~on~eclion .. ,,1th lhe at!' ertisement p~omoli~n or sale of~;). ~rod~cl or p~ocess, ~r in ~nn~c!ion '''!lh lh~ r~-publication of lhis report 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


~alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


1807 5 89-004 


Client Sample ID: MW-26 07242018 


Collection Date: 7/24/2018 1420h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


8/3/20 I 8 259h 


7/28/2018 1224h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


E300.0 1.00 66.0 


E353 .2 0.100 0.704 


Report Date: 8/14/2018 Page 12 of30 
All anal)Ses applicable to the CWA. SOW A. and RCRA are perfonned in accordance to NELAC protocols, Pertinent sampling information is located on Lhe attached COC Confidential Business Information: This report is pro,•ided for the exclusi\e use of1he 
~ddressee Pri, ile~es o.r sub~seq~enl ~1~e of the ~?1,rle of this .con_ipany- or all) ~mber of its slaff. or reproduclio~ ~f this repo~ in ~o~ection .. with the a~vertisement. p~omotio


1
n or sale of!"!}. ~rod~cl or pr;ocess, ~r in ~onn:,c~ion \\ !th th~ n~-publication or lhis repor1 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


;aJt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: July Ground Water 2018 


Lab Sample ID: l 807589-004C 


Client Sample ID: MW-26_07242018 


Collection Date: 7/24/2018 1420h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Analyzed: 7/27/2018 1450h 


Units: µg/L 


Compound 


Chloroform 


Surrogate Units: µg/L 


Surr: 1,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


100 


CAS 


Contact: Garrin Palmer 


Test Code: 8260-W-DENIOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


Reporting Analytical 
Number Limit Result Qual 


67-66-3 100 1,160 


Result Amount Spiked %REC Limits Qua! 


5,040 5,000 JOI 72-151 


4,920 5,000 98.5 80-152 


4,820 5,000 96.5 72-135 


5,000 5,000 100 80-124 


- - The rep orting limits were raised due lo high ana/yte concentrations. 


Analyzed: 7/27/2018 131 lh 


Units: µg/L 


Compound 


Methylene chloride 


Dilution Factor: 


CAS 
Number 


75-09-2 


Method: SW8260C 


Reporting Analytical 
Limit Result Qual 


1.00 3.07 


Jose Rocha Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


QA Officer Surr: l ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


51.1 


49.2 


48.5 


49.6 


50.00 102 72-151 


50.00 98.3 80-152 


50.00 97.0 72-135 


50.00 99.3 80-124 


Report Date: 8/14/2018 Page 16 of30 
All analyses applicoble to lhe CWA. SOWA. and RCRA i:ire perfom1ed in accordw1ce to NELAC protocols Pertinent sampling information is located on Lhe aUached COC Confide111inl Business Information: This report is pro\'ided f'or the exclusive use or1be 
~ddressee Pri\ il e~cs o,r sl1b..5eq~enl ~,~e or1he ~~1e or1his.co".1p:my or MY ~mber of its slaJT, or reproduclio~ ~fthis repo~ in ~on~leclion ... \\ilh the a~:·ertisement P~?moti~ 01 sale of~!~ ~rodL'.Cl or p~ocess, ~r in 7onru;c!io11 w(th th~ r~-publicotion of this 1eport 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: July Ground Water 2018 


Lab Sample ID: 1807589-005 


Client Sample ID: MW-30_07242018 


Collection Date: 7/24/2018 1050h 


Received Date: 7/26/2018 103 5h 


Analytical Results 


Date 
Compound Units Prepared 


Uranium mg/L 7/27/20 18 1422h 


Date 
Analyzed 


8/8/2018 1301h 


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


E200.8 0.000300 0.00869 


Report Date: 8/14/2018 Page 6 of30 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


1807589-005 


Client Sample ID: MW-30 07242018 


Collection Date: 7/24/2018 1050h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


8/3/2018 316h 


7/28/2018 1241h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


E300.0 2.00 177 


E353.2 0.100 17.4 


Report Date: 8/14/2018 Page 13 of 30 
All anal~ ses applicable 10 the CWA. SDWA. and RCRA are performed in accordance to NELAC protocols Pertinent sampling i11formation is localed on the auached COC Confidential Business Information: This report is provided for the exclush·e use of the 
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American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


1807589-006 


Client Sample ID: MW-31 07232018 


Collection Date: 7/23/2018 131 Oh 


Received Date: 7/26/2018 1035h 


Analytical Results 


Compound 


Selenium 


Uranium 


Units 


mg/L 


mg/L 


Date 
Prepared 


7/27/2018 1422h 


7/27/2018 1422h 


Date 
Analyzed 


8/8/2018 1246h 


8/8/2018 1304h 


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


£200.8 0.00500 0.0938 


£200.8 0.000300 0.0123 


Report Date: 8/14/2018 Page 7 of 30 
All anal,ses apµlicnble lo lhe CWA. SOWA. and RCRA are performed in accordance to NELAC prolocols Per1inent sampling information is localed on the attached COC Conlidential Business Information This report is pro\'ided for the e.xclusi, e use of the 
~ddressee Pri, ile~es o_( sub,.5eq~enl ~~e of the ~~e of this 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: July Ground Water 2018 


Lab Sample ID: 1807 5 89-006 


Client Sample ID: MW-31 07232018 


Collection Date: 7/23/2018 1310h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qua! 


Chloride mg/L 8/l/2018 2057h E300.0 10.0 351 


Nitrate/Nitrite (as N) mg/L 7/28/2018 1229h E353.2 0.100 18.0 


Sulfate mg/L 8/1/2018 2057h E300.0 75.0 857 


Total Dissolved Solids mg/L 7/27/2018 1320h SM2540C 20.0 2,000 


Report Date: 8/14/2018 Page 14 of30 
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INORGANIC ANALYTICAL REPORT 


3440 South 700 West 


Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


1807589-007 


Client Sample ID: MW-65 07242018 


Collection Date: 7/24/2018 1050h 


Received Date: 


Analytical Results 


Compound 


7/26/2018 103 5h 


Units 
Date 


Prepared 
Date 


Analyzed 


;alt Lake City, UT 84119 Uranium mg/L 7/27/2018 1422h 8/8/2018 1307h 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Contact: Garrin Palmer 


Method 
Used 


E200.8 


DISSOLVED METALS 


Reporting 
Limit 


0.000300 


Analytical 
Result 


0.00881 


Qual 


Report Date: 8/14/2018 Page 8 of30 
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American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


1807589-007 


Client Sample ID: MW-65 07242018 


Collection Date: 7/24/2018 1050h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


8/3/2018 333h 


7/28/2018 1232h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


£300.0 2.00 181 


£353.2 0.100 17.1 


Report Date: 8/14/2018 Page 15 of 30 
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American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


,alt Lake City, UT 841 19 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


July Ground Water 2018 


l 807589-008A 


Client Sample ID: Trip Blank 


Collection Date: 7/24/2018 1420h 


Received Date: 7/26/2018 1035h 


Analytical Results 


Analyzed: 7/27/2018 1251h 


Units: µg/L 


Compound 


Chloroform 


Methylene chloride 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENIOO 


VOAs by GC/MS Method 8260C/5030C 


Method: SW8260C 


CAS Reporting Analytical 
Number Limit Result Qual 


67-66-3 1.00 < 1.00 


75-09-2 1.00 < 1.00 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: J ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


17060-07-0 


460-00-4 


1868-53-7 


2037-26-5 


-----
51.9 50.00 


49.5 50.00 


48.5 50.00 


50.3 50.00 


104 72-151 


99.1 80-152 


96.9 72-135 


IOI 80-124 


Report Date: 8/ 14/20 I 8 Page I 7 of 30 
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3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801)263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 


Blanding, UT 84511 
TEL: (303) 389-4134 


RE: July Ground Water 2018 


Dear Garrin Palmer: Lab Set ID: 1807589 


American West Analytical Laboratories received sample(s) on 7/26/2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (AWAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr" found in organic reports indicates a surrogate compound that is 
intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


Thank You, 
Digitally signed by Jose G 


J OS e G ~~~~~=Jose G. Rocha, 
• o=American West Analytical 


Laboratories, ou, RO Ch a ~:itjose@awal-labs.com, 


Date: 2016.06.14 15:46:49 
Approved by: -os·oo· 


Laboratory Director or designee 
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SAMPLE SUMMARY 


American West Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 
ANALYTICAL LABORATORIES Project: July Ground Water 2018 


Lab Set ID: 1807589 


Date Received: 7/26/2018 1035h 


Lab Sample IO Client Sample ID Date Collected Matrix Analysis 
3440 South 700 West 


1807589-00lA MW-11 07242018 7/24/2018 1140h Aqueous Anions, E300.0 
;alt Lake City, UT 84119 


l 807589-002A MW-14 07242018 7/24/2018 1400h Aqueous Anions, E300.0 


l 807589-002A MW-14 07242018 7/24/2018 1400h Aqueous Fluoride, Aqueous 


l 807589-003A MW-25 07232018 7/23/2018 1115h Aqueous Anions, E300.0 


Phone: (801) 263-8686 1807589-003B MW-25 07232018 7/23/2018 1115h Aqueous ICPMS Metals, Dissolved 


Toll Free: (888) 263-8686 l 807589-004A MW-26 07242018 7/24/2018 1420h Aqueous Anions, E300.0 


I 807589-004B MW-26 07242018 7/24/2018 1420h Aqueous Nitrite/Nitrate (as N), E353.2 
Fax: (801) 263-8687 


1807589-004C MW-26 07242018 7/24/2018 1420h Aqueous VOA by GC/MS Method 
!-mail: awal@awal-labs.com 8260C/5030C 


I 807589-00SA MW-30 07242018 7/24/2018 1050h Aqueous Anions, E300.0 
web: www.awal-labs.com 1807589-00SB MW-30 07242018 7/24/2018 1050h Aqueous Nitrite/Nitrate (as N), E353.2 


1807589-00SC MW-30 07242018 7/24/2018 1050h Aqueous ICPMS Metals, Dissolved 


l 807589-006A MW-31 07232018 7/23/2018 1310h Aqueous Anions, E300.0 


Kyle F. Gross l 807589-006B MW-31 07232018 7/23/2018 1310h Aqueous Nitrite/Nitrate (as N), E353.2 


Laboratory Director l 807589-006C MW-3 I 07232018 7/23/2018 1310h Aqueous lCPMS Metals, Dissolved 


I 807589-006D MW-31 07232018 7/23/2018 1310h Aqueous Total Dissolved Solids, A2540C 


Jose Rocha 1807 5 89-007 A MW-65 07242018 7/24/2018 1050h Aqueous Anions, E300.0 


QA Officer l 807589-007B MW-65 07242018 7/24/2018 1050h Aqueous Nitrite/Nitrate (as N), E353 .2 


l 807589-007C MW-65 07242018 7/24/2018 1050h Aqueous ICPMS Metals, Dissolved 


l 807589-008A Trip Blank 7/24/2018 1420h Aqueous VOA by GC/MS Method 
8260C/5030C 
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3440 South 700 West 


;aJt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


July Ground Water 2018 
1807589 


7/26/2018 
7 /23-7/24/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical repotis. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPO, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits. 


Corrective Action: None required. 
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3440 South 700 West 


,alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Volatile Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 
Method: 


July Ground Water 2018 
1807589 


7/26/2018 
7 /23-7/24/2018 
Intact 
See Chain of Custody 
SW-846 8260C/5030C 


Analysis: Volatile Organic Compounds 


General Set Comments: One or more target analytes were observed above reporting 
limits. 


Holding Time and Preservation Requirements: All samples were received in appropriate 
containers and properly preserved. The analysis and preparation of all samples were 
performed within the method holding times following the methods stated on the analytical 
reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPD, and Surrogates: 


Method Blanks (MBs): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Sample (LCSs): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicate (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Surrogates: All surrogate recoveries were within established limits. 


Corrective Action: None required. 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: LCS-57194 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium 0.188 


Selenium 0.211 


Uranium 0.194 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: ,vww.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: LCS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/08/2018 1228h 


07/27/2018 1422h 


mg/L E200 8 0.0000898 0.000500 0.2000 0 94.1 


mg/L E200.8 0.000296 0.00200 0.2000 0 105 


mg/L E200.8 0.000628 0.00200 0.2000 0 96.9 


Limits 


85 • 115 


85 • 115 


85 • 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: MB-57194 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium < 0.000500 


Selenium < 0.00200 


Lab Sample ID: MB-57194 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Uranium < 0.000200 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


08/08/2018 1225h 


07/27/2018 1422h 


mg/L E200.8 0.0000898 0.000500 


mg/L E200.8 0.000296 0.00200 


08/08/2018 1258h 


07/27/2018 1422h 


mg/L E200.8 0.0000628 0.000200 


Garrin Palmer 


ME 


MBLK 


Spike Ref. 
Amount %REC Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: 1807589-00JBMS Date Analyzed: 


Test Code: 200.8-DlS Date Prepared: 


Cadmium 0.187 


Selenium 0.204 


Uranium 0.199 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 


Reporting 
Method MDL Limit 


Contact: Garrin Palmer 


Dept: ME 


QCType: MS 


Amount Spike Ref. 
Spiked Amount %REC 


08/08/2018 1240h 


07/27/2018 1422h 


mg/L E200 8 0.0000898 0.000500 0.2000 0.0013 92.7 


mg/L E200.8 0.000296 0.00200 0.2000 0 102 


mg/L E200.8 0.000628 0.00200 0.2000 0.00636 96.1 


Limits 


75 - 125 


75 - 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte 


Lab Sample ID: 1807589-00JBMSD 


Test Code: 


Cadmium 


Selenium 


Uranium 


200.8-D!S 


Result 


Date Analyzed: 


Date Prepared: 


0.189 


0.230 


0.202 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801 ) 263-8686, Toll Free: (888) 263-8686. Fax: (801 ) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMt\RY REPORT 
Contact: 
Dept: 


QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


08/08/2018 1243h 


07/27/2018 1422h 


mg/L E200 8 0.0000898 0.000500 0.2000 


mg/L E200.8 0.000296 0.00200 0.2000 


mg/L E200.8 0.000628 0,00200 0.2000 


Garrin Palmer 


ME 


MSD 


Spike Ref. 
Amount %REC 


0.0013 94.0 


0 115 


0.00636 98.0 


Limits 


75 • 125 


75 • 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPD Limit 


0.187 1.47 20 


0.204 12.2 20 


0.199 1.89 20 


Qual 
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American West 
A"IALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: 1807589-006DDUP Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 1,910 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QCType: DUP 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


07/27/2018 1320h 


mg/L SM2540C 16.0 20.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


2000 4.30 5 


Qual 
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ANALYTICAL 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Dept: WC Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte 


Lab Sample ID: LCS-R116213 


Test Code: 300.0-W 


Chloride 


Fluoride 


Sulfate 


Lab Sample ID: LCS-R116216 


Test Code: 300.0-W 


Chloride 


Fluoride 


Lab Sample ID: LCS-Rl 16504 


Test Code: F-W-4500FC 


Fluoride 


Lab Sample ID: LCS-Rll6012 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite (as N) 


Lab Sample ID: LCS-Rll6043 


Test Code: TDS-W-2540C 


Total Dissolved Solids 


Result Units Method 


Date Analyzed: 08/01/2018 1752h 


5.16 mg/L E300 0 


4.96 mg/L E300.0 


5.43 mg/L E300.0 


Date Analyzed: 08/02/2018 1740h 


5.22 mg/L E300.0 


4.81 mg/L E300.0 


Date Analyzed: 08/13/2018 1050h 


0.996 mg/L SM4500-F-C 


Date Analyzed: 07/28/2018 1159h 


0.999 mg/L E353.2 


Date Analyzed: 07/27/2018 1320h 


212 mg/L SM2540C 


MDL 


0.0581 


0.0353 


0.102 


0.0581 


0.0353 


0.0261 


0.00538 


8.00 


Reporting 
Limit 


0.100 


0.100 


0.750 


0.100 


0.100 


0.100 


0.0100 


10.0 


QC Type: LCS 


Amount 
Spiked 


5.000 


5.000 


5.000 


5.000 


5.000 


1.000 


1.000 


205.0 


Spike Ref. 
Amount 


0 


0 


0 


0 


0 


0 


0 


0 


%REC 


103 


99.1 


109 


104 


96.2 


99.6 


99.9 


103 


Limits 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


80 - 120 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPD 
Amt % RPD Limit Qual 
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ANALYTICAL 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: MB-R116213 Date Analyzed: 


Test Code: 300.0-W 


Chloride < 0.100 


Fluoride < 0.1 00 


Sulfate < 0.750 


Lab Sample ID: MB-Rll6216 Date Analyzed: 


Test Code: 300.0-W 


Chloride < 0.100 


Fluoride < 0.100 


Lab Sample ID: MB-R116504 Date Analyzed: 


Test Code: F-W-4500FC 


Fluoride <0.100 


Lab Sample ID: MB-Rl16012 Date Analyzed : 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) < 0.0100 


Lab Sample ID: MB-Rl16043 Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids < 10.0 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/0 1/2018 1735h 


mg/L E300.0 0.0581 0.100 


mg/L E300 .0 0.0353 0.100 


mg/L E300.0 0.102 0.750 


08/02/2018 1723h 


mg/L E300 0 0.0581 0.100 


rng/L E300.0 0.0353 0.100 


08/ 13/2018 1050h 


rng/L SM4500-F-C 0.0261 0.100 


07/28/2018 1158h 


rng/L E353 .2 0.00538 0.0100 


07/27/2018 1320h 


mg/L SM2540C 8.00 10.0 


Limits 


Kyle F, Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 
---


Analyte Result 


Lab Sample ID: l807589-006AMS Date Analyzed: 


Test Code: 300.0-W 


Chloride 1,330 


Fluoride 959 


Sulfate 1,950 


Lab Sample ID: l807589-002AMS Date Analyzed : 


Test Code: F-W-4500FC 


Fluoride 1.16 


Lab Sample ID: 1807589-00SBMS Date Analyzed: 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) 71.3 


3440 South 700 West 


Salt Lake City, UT 84 I I 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


08/01 /2018 2114h 


mg!L E300 0 11.6 20.0 1,000 


mg!L E300 0 7.06 20.0 1,000 


mg/L E300.0 20.4 150 1,000 


08/13/2018 1050h 


mg!L SM4500-F-C 0.0261 0.100 LOOO 


07/28/2018 1248h 


mg!L E353 2 0.269 0.500 50.00 


Garrin Palmer 


WC 


MS 


Spike Ref. 
Amount %REC 


351 98.2 


0 95.9 


857 110 


0.183 97.7 


17.5 108 


Limits 


90 • 110 


90 • 110 


90 • 110 


80 • 120 


90 • 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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3440 South 700 West 


Salt Lake City, UT 84119 Kyle F. Gross 


Phone: (801) 263-8686, Toll Free: l888) 263-8686, Fax: l801) 263-8687 
Laboratory Director 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 
Jose Rocha 
QA Officer 


American West QC SUMMARY REPORT 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Lab Set ID: 1807589 Dept: WC 


Project: July Ground Water 2018 QC Type: MSD 
- - -- - - -


Reporting Amount Spike Ref. RPD Ref. RPD 
Analyte Result Units Method MDL Limit Spiked Amount %REC Limits Amt %RPO Limit Qual 


Lab Sample ID: 1807589-006AMSD Date Analyzed: 08/01/2018 2131h 


Test Code: 300.0-W 


Chloride 1,320 mg/L E300,0 11.6 20.0 1,000 351 96.8 90 - 110 1330 1.08 20 


Fluoride 964 mg/L E300.0 7.06 20.0 1,000 0 96.4 90 - 110 959 0.534 20 


Sulfate 1,930 mg/L E300.0 20.4 150 1,000 857 107 90 - I 10 1950 1.25 20 


Lab Sample ID: 1807589-002AMSD Date Analyzed: 08/13/2018 1050h 


Test Code: F-W-4500FC 


Fluoride 1.18 mg/L SM4500-F-C 0.0261 0.100 1.000 0.183 99. 7 80 - 120 1.16 1.71 10 


Lab Sample ID: 1807589-00SBMSD Date Analyzed: 07/28/2018 1249h 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) 68.6 mg/L E353 ,2 0.269 0.500 50.00 17.5 102 90 - 110 71.3 3.92 10 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: LCS VOC-2 072718A Date Analyzed: 


Test Code: 8260-W-DENIOO 


Chloroform 20.1 


Methylene chloride 19.3 


Surr: l ,2-Dichloroethane-d4 49.8 


Surr: 4-Bromofluorobenzene 48.8 


Surr: Dibromofluoromethane 48.9 


Surr: Toluene-d8 50.3 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Method MDL Limit Spiked 


Garrin Palmer 


MSVOA 


LCS 


Spike Ref. 
Amount %REC 


07/27/2018 754h 


µg/L SW8260C 0.0998 1.00 20.00 0 IOI 


µg/L SW8260C 0.400 1.00 20.00 0 96.4 


µg/L SW8260C 50.00 99.7 


µg/L SW8260C 50.00 97.5 


µg/L SW8260C 50.00 97.9 


µg/L SW8260C 50.00 IOI 


Limits 


85 - 124 


65 - 154 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: MB VOC-2 072718A Date Analyzed: 


Test Code: 8260-W-DENlOO 


Chlorofonn < 1.00 


Methylene chloride < 1.00 


Surr: l ,2-Dichloroethane-d4 50.2 


Surr: 4-Bromofl uorobenzene 49.9 


Surr: Dibromofluoromethane 47.9 


Surr: Toluene-d8 50.3 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


07/27/2018 833h 


µg/L SW8260C 0.0998 1.00 


µg/L SW8260C 0.400 1.00 


µg/L SW8260C 50.00 100 


µg/L SW8260C 50.00 99.8 


µg/L SW8260C 50.00 95.9 


µg/L SW8260C 50.00 101 


Limits 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPO 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: l807589-004CMS Date Analyzed: 


Test Code: 8260-W-DENlOO 


Chloroform 3,070 


Methylene chloride 1,900 


Surr: l,2-Dichloroethane-d4 5,080 


Surr: 4-Bromofluorobenzene 4,720 


Surr: Dibromofluoromethane 4,870 


Surr: Toluene-d8 4,960 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY :REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QC Type: MS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


07/27/2018 1510h 


µg/L SW8260C 9.98 100 2,000 1160 95.9 


µg/L SW8260C 40.0 100 2,000 3.07 95.0 


µg/L SW8260C 5,000 102 


µg/L SW8260C 5,000 94.4 


µg/L SW8260C 5,000 97.4 


µg/L SW8260C 5,000 99.3 


Limits 


50 - 146 


30 - 192 


72 - 151 


80 - 152 


72 - 135 


80 - 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1807589 


Project: July Ground Water 2018 


Analyte Result 


Lab Sample ID: 1807589-004CMSD Date Analyzed : 


Test Code: 8260-W-DENIOO 


Chloroform 2,960 


Methylene chloride 1,890 


Surr: l ,2-Dichloroethane-d4 5,000 


Surr: 4-Bromofluorobenzene 4,740 


Surr: Dibromofluoromethane 4,830 


Surr: Toluene-d8 4,950 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: .vww.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MSVOA 


QC Type: MSD 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


07/27/2018 1530h 


µg/L SW8260C 9.98 100 2,000 1160 90.4 


µg/L SW8260C 40.0 100 2.000 3.07 94.1 


µg/L SW8260C 5,000 99.9 


µg/L SW8260C 5,000 94.7 


µg/L SW8260C 5,000 96.6 


µg/L SW8260C 5,000 99.1 


Limits 


50 - 146 


30 - 192 


72 - 151 


80 - 152 


72 - 135 


80 - 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit 


3070 3.64 25 


1900 0.950 25 


Qual 
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American West Analytical Laboratories Rpt Emailed: UL 
Denison 


WORK ORDER Summary WorkOrder: 1807589 
Due Date: 8/9/2018 


Page I of2 


Client: 


Client ID: 


Project: 


Comments: 


Sample ID 


1807589-00IA 


1807589-002A 


l 807589-003A 


1807589-0038 


l 807589-004A 


1807589-0048 


J 807589-004C 


1807589-00SA 


1807589-0058 


1807589-00SC 


J 807589-006A 


1807589-0068 


J 807589-006C 


Printed: 07 /26/18 11: 16 


Energy Fuels Resources, Inc. 


ENE300 Contact: Garrin Palmer 


July Ground Water 2018 QC Level: III WO Type: Project 


PA Rush. QC 3 (Summary/No chromatograms). Groundwater project specific DL's: Run N02/N03 as a lOX. Samples for metals were field filtered. 
Assumes dilution of2 for U and 20X for others for required 200.8 PQLs.; EDD-Denison and EIM-Locus. Email Group.; £, r..J 
Client Sample ID Collected Date 


lVIW-11_07242018 7/24/2018 1140h 


lVIW-14_07242018 7/24/2018 1400h 


lVIW-25_07232018 7/23/2018 1115h 


MW-2.6_07242018 7/24/2018 1420h 


Received Date Test Code 


7/26/2018 103 Sh 300.0-W 


I SEL Analytes: S04_ , 


7/26/2018 1035h 300.0-W 


I SEL Analytes: F_ __ _ 


7/26/2018 1035h 300.0-W 


I SEL Analytes: F 


200.8-DIS 


I SEL Analytes: CD 


200.8-DIS-PR 


7/26/2018 1035h 300.0-W 


I SEL Analytes: Cl 


N02/N03-W-353.2 


I SEL Analytes: N03N02N 


8260-W-DENIOO 


Matrix Sel Storage 


Aqueous ~ DF-S04 


Aqueous ~ DF-F 


Aqueous DF-F 


~ OF-Dis Metals 


____ D OF-Dis Metals 


Aqueous ~ DF-S04 


~ DF-N02/N03 


~ voe 
Test Group: 8260-W-DENJOO; # of Analytes: 2 1# ofSurr: 4 


lVIW-30 07242018 7/24/2018 I OSOh 


lVIW-31_07232018 7/23/2018 13 !0h 


7/26/2018 1035h 300.0-W 


I SEL Analytes: CL 


N02/N03-W-353.2 


I SEL Analytes: N03N02fl! 


200.8-DIS 


I SEL Analytes: U 


200.8-DIS-PR 


7/26/2018 1035h 300.0-W 


2 SEL Analytes: CL S04 


N02/N03-W-353.2 


I SEL Analytes: N03N02N 


200.8-DIS 


2 SEL Ana_li ~es: SEU 


200.8-DIS-PR 


Aqueous 


Aqueous 


LABORATORY CHECK: %M I _ _I RT 1 · 1 CN I I TAT l I QC I I LUO I I HOK~~ HOK __ _ 


~ DF-S04 


0 DF-N02/N03 


OF-Dis Metals 


D OF-Dis Metals 


DF-S04 


~ DF-N02/N03 


~ OF-Dis Metals 


D OF-Dis Metals 


HOK___ CDC Emailed~----


3 







WORK ORDER Summary WorkOrder: 1807589 Page 2 of2 


Client: Energy Fuels Resources, Inc. Due Date: 8/9/2018 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


1807589-006D MW-31_07232018 7/23/2018 1310h 7/26/2018 1035h TDS-W-2540C Aqueous ~ DF-tds 


I SEL Analytes: TDS 


1807589-007 A MW-65_07242018 7/24/2018 I 050h 7/26/2018 1035h 300.0-W Aqueous hll DF-S04 


I SEL Analytes: CL 


1807589-0078 N02/N03-W-353.2 ~ DF-N02/N03 


I SEL Analytes: N03N02N 


1807589-00?C 200.8-DIS i;,i OF-Dis Metals 


I SEL Analytes: U 


200.8-DIS-PR D OF-Dis Metals -
1807589-008A Trip Blank 7/24/2018 1420h 7/26/2018 1035h 8260-W-DENlOO Aqueous ~ voe 3 


Test Group: 8260-W~DEN/OO; # of Analytes: 2 I# ofSurr: 4 


Printed: 07/26/18 11: I 6 LABORATORY CHECK: %M I I RT I I CN I I TAT I I QC I I LUO i I HOK ___ HOK __ _ HOK___ COC Emailed ____ _ 







American West 
Analytical Laboratories 
463 W. 3600S. SaltlakeCity, UT 84115 


Phone # (801) 263-l!686 Toll Free # (888) 263-l!686 


CHAIN OF CUSTODY 


All analysis wil be conducted using NELAP accredited methods and aU data 'M11 be reported us;ng AWAL's standafd anatyte Usts and 


reporting limits (PQL) unless specU\caUy requested other-Mae on this Chain or Custody and/or attached documentation. 


/yo 25"_k2 
AWAL Lab Sample Set# 


Page 1 of 1 


I:~~ ,n, ("'")"""' emal _,..,.,_,.,.,,m I QCLowl, I TomAro"dT"'" "-~·-·• --•••. I°"'""'"' I signed reports wi ll be emailed by 5:00 pm on 


www.awal-labs.com 3 Standard the day !hoy are due. 


Client: Energy Fuels Resources, Inc. =-- X Include EDD: Laboratory Use Only 
~ LOCUS UPLOAD 


Address: 6425 S. Hwy. 191 ~ . EXCEL ~ampl .. Worn: (.).t":f° 
Bia ding UT 84511 ~ X Field ~,ltered For: ~-_.-:I 


n ' G D,ssolved Metals 1 ~ -hand dollvored 


Contact: Garrin Palmer ~ 
00 


~ ~ 1 . 2 Amblonl~ 


(4351 678-2221 ~ 0 g o GI For Compliance With: ~, // 
Phone#: Cell #: j::::- O ~ ~ c' I D NELAP 3 Temperature _ . .Y __ 7_·c 


gpalmel@energyfnels.com; KWelnel@energyfuels.com; ~ ;:::. ;:::. c; " D RCRA 
Email : dturkl@energyfuels.com 25 t"-: c:i a c:, ~ D CWA 4 Received Broken/Leaking 


N O C:, O ~ -. July Ground Water 2018 - o ~ ~ ._ .2 D SDWA (lmpropertySealed~ 
ProJect Name: ~ ~ E '"'" ~ -=-- Q O ELAP / A2LA y 'e.,I 


i:= = E ::, § r:.;, ~ • D NUAP 
Project#: l'j' :a ~ .e a ii 6 g E D Non-Compliance 5 d!:y P"""""od 


[;l ~o ~"".!!~'2 ,S D Other: N 
PO#: I!! >< ~ ::;! '2 U' ~ t'.J J1 'I" o 2 · 01 boncn 


T H llid ~ :S (') 'ti o O 'ti 'ti 'ti::;_ g ,S y N 
SamplerName- anner O ay ·.; "' o " 0 "" GI GI " GI IJ) .<I 


. § ! 12: .l: ~ ~ .l: .l: .l: :!! ::t_ t.l Known Hazards s Received Within 


Date Time u ci. ~ g ::t. fll s i s ~ .. ~ & );!?!ding Times 
- eo'"-o'"'"'"::so O <.:::J N 


Samele ID: Sameled Sameled ~ c?l :z: iS u f-< iS iS iS ii: 0 > Samele Comments 


MW-11_07242018 7/24/2018 1140 1 W X 


MW-14_07242018 7/24/2018 1400 I W X 


MW-25 07232018 7/23/2018 1115 2 W X X 1 ~onlan OulerPockego - (V N NA 


MW-26_07242018 7/24/2018 1420 5 W X X X 2 UnbrokenonOuter Pockage 


MW-30_07242018 7/24/2018 1050 3 W X X X ct N NA 


MW-31 07232018 7/23/2018 1310 4 W X X X X X X 3 PresentonSample 
- y N 0-J 


MW-65 07242018 7/24/2018 1050 3 W X X X 4 Q 
- Unbroken on Sample 


TRIP BLANK 7/24/2018 1420 3 W X y N N 


, TEMP BLANK 7/25/2018 I W Discrepancies Between S"'""'6 


) Labels and COC Record? 


y CJ 
I 


! 


1lalirlqul1h<><I toy:--, . .1 J / #_/. Dato: Received by: Dale: S . I I t ct· . 
lsl,,nahJto '""- l.a,UU./V ~ ,I -,..- 7/28201E Signature pec1a ns ru 1ons. 


V ~ ~ 


Print No.me: Tann<ld!officlllv 12.30 Print Noma: Sample containers for metals were field filtered. See the 
Rellnqulmod by: Doto: RO<elvod~ f . , / _ __/ Da1!;.. <;'. /'_ / Anal _ . ] S f W k r R . . . 
ISlgnnJu,a lsicma1un1 c_p 1 /AA. ~ ~ ,"/"1-cp / ( y . ytica cope o or ,or eporting Lumts and voe analyte 


nme: . / V / lflme: list. 
Print Namo: PrinlNomo:£/6.o /L ~, /0 4'> 
Relinquished by: Dato: Received by: / r Date: 
Slgnalur9 Signature 


llllnt; Time: 
Prtr,1 Name: Print Name: 


Rellnqulshod by: 00!0: Received by: Dale: 
S!gn•luro Signature 


Time, Tlme: 
PrlntNamo: Print Name: 







Analysis 


Ammonia 
COD 
C anide 
Metals 
NOiJN03 
O&G 
Phenols 


Sulfide 


TKN 
TP04 


Cr VI+ 


Procedure: 


Frequency: 


Preservation Check Sheet 


Sample Set Extension and pH 
Preservative J I l/ s I er I 1 


r{e) u,J IY£S ~I u 
/ I Y-rS- ype, I 'Jdc::.. 


f ,~./ 
H<2 H2S04 


pH>9NaOH, 
Zn Acetate 


H<2H2S04 
H<2H2S04 


pH>9 
(NHtl_2S04 


1) 
2) 
3) 
4) 
5) 
6) 
7) 


Pour a small amount of sample in the sample lid 
Pour sample from lid gently over wide range pH paper 
Do Not dip the pH paper in the sample bottle or lid 
If sample is not preserved, properly list its extension and receiving pH in the appropriate column above 
Flag COC, notify client if requested 
Place client conversation on COC 
Samples may be adjusted 


All samples requiring preservation 


* 


+ .. 
# 


• 


The sample required additional preservative upon receipt. 


The sample was received unpreserved . 


The sample was received unpreserved and therefore preserved upon receipt. 


The sample pH was unadjustable to a pH < 2 due to the sample matrix . 


The sample pH was unadjustable to a pH > __ due to the sample matrix interference. 


Lab Set ID: 


pH Lot#: 


/{s-61 Y&- "'"r 
5 Cs 6 :>, 


> 







TabF2 


Laboratory Analytical Reports -Accelerated Monitoring 


August 2018 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-001 


Client Sample ID: MW-l 1_08092018 


Collection Date: 8/9/2018 1155h 


Received Date: 8/ 15/2018 I IOOh 


Analytical Results 


Date 
Compound Units Prepared 


Manganese mg/L 8/17/2018 1242h 


Date 
Analyzed 


8/2 1/2018 1540h 


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


E200.8 0.0100 0.154 


Report Date: 8/3 1/2018 Page 5 of3 1 
All anal)Ses applicable to the CWA. SOWA. and RCRA are perfonned in accordance to NELAC prolocols Pertinent sampling infonnation is located on lhe attached COC. Conridenlial Business lnfo~lion: This report is prm ided for the exclush--c lGCOfthe 
~ddressee Pri, ile~es o,r sub;eq~enl ~~e or !he ~~e or I his _co1~pany or an) ~~her or ils staff, or reproductio~~ ~'.this repo~ in ~on~echon~ with the a~vertisemenl. P~?moti~n ~r saJe of :u!Y ~rodl~ct or p~ocess, ~r in ~nn~.Lion "~th th? r:-publicat~on of this repon 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801)263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 18083 54-00 I 


Client Sample ID: MW-l 1_08092018 


Collection Date: 8/9/2018 1155h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Sulfate mg/L 8/21/2018 015h E300.0 75.0 1,090 


Report Date: 8/31/2018 Page 10 of31 
All anal)Ses e.pplicable to the CWA. SDWA. and RCRA are perfom1ed in HCCOrdance to NELAC protocols. Per1inenl sampling infonnntion is located Oil the altached COC Confidential Business Information: This report is proYided for the e.xclusi, e w;e of the 
~ddressee Prl\ ile~es o_f sub ... seq~ent ~'?e or the ~~1e of this .co1~pnllY or nn~ 1~mber of its stnIT, or reproduclio~ ~f this repo~ in ~on)1eclion ... with the ~vertisement P~?motio.n ~· sale of~!~ ~rodl~Ct or p~ocess, ?r in ~nn:,c~ion w!th th: r:_· poblicalion or I his report 







3440 South 700 West 


;alt Lake City, UT 841 19 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-Jabs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 18083 54-002 


Client Sample ID: MW-14_08092018 


Collection Date: 8/9/2018 1410h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date Date Method Reporting Analytical 
Compound Units Prepared Analyzed Used Limit Result Qual 


Fluoride mg/L 8/21/2018 535h E300.0 0.100 < 0.100 


Report Date: 8/31/2018 Page II of31 
All analyses applicable to the CWA. SDWA. and RCRA me perfom1ed in accordance to NELAC protocols Pertinent sampling informalion is located on the altached COC Confidential Business lnfonnalion: This report is prO\ ided for the exclush e use of the 
~ddressee P1i,·ile~es o_f sub..5eq~enl ~~e of the ~~e of this 


1
co~ pany or ru1y ~~ber of its staIT, or reproduclio~ ~f this repo~ in .co~ection~ wilh lhe a~, er1isemenl. p~omotio.n or ~ale of~!~ ~rodL~cl or p~ocess, ~r in ~nn: c!ion " !th th: ':publicll.lion of this report 







3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-003 


Client Sample ID: MW-25_08092018 


Collection Date: 8/9/2018 1055h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date 
Compound Units Prepared 


Cadmium mg/L 8/1 7/2018 1242h 
-- --


Date 
Analyzed 


8/27/2018 2038h 


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


E200.8 0.000500 0.00136 


Report Date: 8/3 1/2018 Page 6 of3 1 
All anal) ses applicnble to lhe CWA. SDWA. and RCRA are performed in accordance to NELAC protocols. Pertinent sampling infom1atioo is localed on Lhe auached COC Confidential Business lnfonnation: This report is proYided for the exclusi, e use or1he 
~ddressee Pri \'ile~es o_f su~seq~1enl ~1~e of the ~~1e or lhis .cm~pany or afl) 1~mber a lits slnfT. or reproduc1io~ ?,r lhis repo~ in ~on~1eclion~ \\llh lhe ~' ertisement. ~omoli°!1 or saJe of~' ~rodt~l or p~ocess, ?r in ~onn~,c~ion "!th lh~ r~·publicruion of this repor1 







ANALYTICAL LABORATORl f B 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Client: 


Project: 


Lab Sample ID: 


Client Sample ID: 


Collection Date: 


Received Date: 


Analytical Results 


Compound 


Fluoride 


INORGANIC ANALYTICAL REPORT 
Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Ground Water 2018 August Monthly 


18083 54-003 


MW-25 08092018 


8/9/2018 1055h 


8/15/2018 llOOh 


Date Date Method Reporting Analytical 
Units Prepared Analyzed Used Limit Result Qual 


mg/L 8/2 1/2018 554h E300.0 0.100 0.243 


Report Date: 8/31 /2018 Page 12 of 31 
All annl~ ses applicable lo the CWA. SDWA. and RCRA are pe<formed m accordance to NELAC protocols Pertinenl sampling infonnation is localed on the aUached COC Confidential Business lnfonoolion: This repon is pro, ided for lhe exclusi\ e use of1he 
~ddressce Pri, ile~es o_f su~seq~enl ~~e of lhe ~~ne of this _co1~pany or any ~mber of its stall, or reproducfio~ ~f this repo~ in ~on~1ection~ \\ith the<><!' ertisement. P~?motio_n ~r sale of?'!~ ~rodl~t or IM:ocess, ~r in ~nn~!ion ,,·~1h 1h~ r~·p~blicRl.ion of this 1-epon 







3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-004 


Client Sample ID: MW-26_08102018 


Collection Date: 8/10/2018 l 045h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


8/2 1/2018 445h 


8/16/2018 1552h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qua) 


E3 00.0 1.00 68.8 


E353.2 0.100 1.40 


Report Date: 8/31/2018 Page 13 of3 l 
All annlyses api,licablc to the CW A. SDWA. and RCRA are perfom1ed in accordance lo NE LAC prolocols Pertinent sampling in format.ion is located on Lhe el1ached COC Confidenliol Business lnfonnation: This report is pro, ided for 1he e:xchJSi, e use or1he 
~ddressee Pri ,·ile~es o.r sub~seq~1enl ~,~e of the ~~le or lhis .co1~pany or an~ ~mber or ils sin.IT, or reproducli~ ~f lhis repo~ in ~~ection .. \\ilh the a~, ertisemenl. ~omolio.n or sale of~!~ ~rodt~ct or p~ocess, ~r in ~nn!c!ion ,, ~lh lh~ r!·publication or this report 







ORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: l 808354-004C 


Client Sample ID: MW-26_08102018 


ANALvncAL LAeoRAroRres Collection Date: 8/10/2018 1045h 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Received Date: 8/15/2018 1100h Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C Analytical Results 


Analyzed: 8/15/2018 1425h 


Units: µg/L 


Compound 


Chloroform 


Surrogate Units: µg/L 


Surr: l,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 50 Method: 


CAS Reporting 
Number Limit 


67-66-3 50.0 


CAS Result Amount Spiked %REC 


17060-07-0 2,540 2,500 102 


460-00-4 2,700 2,500 108 


1868-53-7 2,450 2,500 97.8 


2037-26-5 2,560 2,500 103 


- - The reporting limits were raised due to high analyte concentrations. 


Analyzed: 8/15/2018 131 lh 


Units: µg/L 


Compound 


Methylene chloride 


Surrogate Units: µg/L 


Surr: I ,2-Dichloroethane-d4 


Surr: 4-Bromofluorobenzene 


Surr: Dibromofluoromethane 


Surr: Toluene-d8 


Dilution Factor: 


CAS 
Number 


75-09-2 


Method: 


Reporting 
Limit 


1.00 


CAS Result Amount Spiked %REC 


17060-07-0 49.9 50.00 99.9 


460-00-4 55.2 50,00 110 


1868-53-7 49.0 50.00 97.9 


2037-26-5 51.0 50.00 102 


SW8260C 


Analytical 
Result 


1,030 


Limits 


72-151 


80-152 


72-135 


80-124 


SW8260C 


Analytical 
Result 


2.47 


Limits 


72-151 


80-152 


72-135 


80-124 


Qual 


Qual 


Qual 


Qual 


Report Date: 8/31/2018 Page 17 of 31 
All anal) ses applicable to lhe CWA. SDWA, and RCRA are perfom1ed in accordance to NELAC prolocols, Pertinent sampling information is located on the attached COC. ConLJdenlial Business Jnformalion: This report is prO\ ided for the exclusi,e use of1he 
~ddressee P1i, ile~es o_f su~seq~1enl ~~e of the ~~e of this .co1~pany or on) 1~7mbe1 of its slnff, or reproductio~ ~rthis repo~ in ~oni1ection,.. \\ilh lhe u~, ertisemenl p~omolio.n or ~ale of ?1!Y ~rodl~cl or p~ocess, ~r in ';°nn;,.c~ion " /th 1h~ n; -publicaJion or this report 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


;alt Lake City, UT 84119 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-Iabs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-005 


Client Sample ID: MW-30_08102018 


Collection Date: 8/10/2018 955h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date 
Compound Units Prepared 


Uranium mg/L 8/17/2018 1242h 


Date 
Analyzed 


8127/2018 2059h 
-----


Contact: Garrin Palmer 


DISSOLVED METALS 


Method Reporting Analytical 
Used Limit Result Qual 


E200.8 0.000300 0.00769 
--- ---


Report Date: 8/31/2018 Page 7 of31 
All anal) ses applicable to lhe CWA. SDWA. and RCRA are perfom1ed in accordance to NELAC protocols Pertinenl sampling in format.ion is locoted on the anached COC. Confidentiol Business lnfonnnlion: This report is provided for 1he exclusi, e use of the 
~ddressee Prh ile~es o~ su~seq~enl ~1~e of the ~~le or this .co1~pany or an~ ~mber of its slalT, or reproductio~ ~f this repo~ in ~on?eclion ... ,,ilh the 11~,·ertisemenl. P~?molio.n or sale of ?1!Y prodl~cl or p1:?cess, ~r in ~nn~c!ion w!lh th~ r;_-publicnlion of lhis report 







3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


:-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA .Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-005 


Client Sample ID: MW-30_08102018 


Collection Date: 8/10/2018 955h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Date 
Analyzed 


8/21 /2018 502h 


8/16/2018 1447h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


E300.0 2.00 170 


E353 .2 0.100 18.7 


Report Date: 8/31/2018 Page 14 of 31 
All anal)ses applicable lo lhe CWA. SOWA. and RCRA are perfom1ed in accordance lo NELAC protocols. Per1inenl sampling infomllllion is locnted on the attnched COC Confidenliol Business JnfonmUion: This repon is pro\'ided for the e.,.,;clusi\e use of the 
~ddressee Pri, ile<~es o.r su~seq~ent ~~e of the ~~le of I his .co,~pany or an~ ~mber of its slnll or reproducli~ ~f lhis repo~ in ~on~ection~ \\ith the o~~ ertisemenL P~?moti~ ~r ~ale of~!~. ~rodl~l or P~?cess, ~r in ~nn~c~ion w!lh th~ r';'"publicalion of lhis report 







INORGANIC ANALYTICAL REPORT 


3440 South 700 West 


Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


Ground Water 2018 August Monthly 


1808354-006 


Client Sample ID: MW-31 08102018 


Collection Date: 8/10/2018 1240h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Compound Units 
Date 


Prepared 
Date 


Analyzed 


,alt Lake City, UT 84119 Selenium mg/L 


mg/L 


8/17/2018 1242h 8/29/2018 2023h 


8/17/2018 1242h 8/27/2018 2102h 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Uranium 


Contact: Garrin Palmer 


Method 
Used 


E200.8 


E200.8 


DISSOLVED METALS 


Reporting 
Limit 


0.00500 


0.000300 


Analytical 
Result 


0.0863 


0.0117 


Qual 


Report Date: 8/31/2018 Page 8 of 31 
All anal) ses applicable to the CWA. SDWA. and RCRA are perfom1ed in accordnnce to NELAC protocols Pertinent sampling informntion is located on the attached COC Conlidenlial Business lnformalion: This repor1 is pro, ided for the exclusi, e use of lhe 
~ddressee Pri, ile~es o_r sub~seq~enl ~'?e of the ~~1e or this ,con:1pany or nil) 1~mber or its slnJT. or reproductio~ ~f lhis repo~ in ~on?ection~ ,,ilh the O~Yertisement, P~?motio.n or sale of!"!) ~rod~ct or P~?cess, ~r in 7onn~c~ion w~lh th~ n;_-publicalion of 1his report 







American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-006 


Client Sample ID: MW-31_08102018 


Collection Date: 8/10/2018 1240h 


Received Date: 8/15/2018 11 OOh 


Analytical Results 


Date 
Compound Units Prepared 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Sulfate mg/L 


Total Dissolved Solids mg/L 


Date 
Analyzed 


8/20/2018 2020h 


8/16/2018 1448h 


8/20/2018 2020h 


8/16/2018 1150h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qual 


E300.0 10.0 336 


E353.2 0.100 18.3 


E300.0 75.0 841 


SM2540C 20.0 1,980 


Report Date: 8/31/2018 Page 15 of 3 I 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-007 


Client Sample ID: MW-65_08102018 


ANALYTICAL LAeoRAToR 1Es Collection Date: 8/10/2018 1240h 


Received Date: 


Analytical Results 


3440 South 700 West Compound 


;alt Lake City, UT 84119 Selenium 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Uranium 


8/15/2018 1100h 


Units 


mg/L 


mg/L 


Date 
Prepared 


Date 
Analyzed 


8/17/2018 1242h 8/27/2018 2044h 


8/17/2018 1242h 8/27/2018 2105h 


Contact: Garrin Palmer 


Method 
Used 


E200.8 


E200.8 


DISSOLVED METALS 


Reporting 
Limit 


0.00500 


0.000300 


Analytical 
Result 


0.0824 


0.0109 


Qual 
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INORGANIC ANALYTICAL REPORT 
Client: Energy Fuels Resources, Inc. 


Project: Ground Water 2018 August Monthly 


Lab Sample ID: 1808354-007 


Client Sample ID: MW-65_08102018 


1111Hvr1cAL LAB0 RAT0R1Es Collection Date: 8/10/2018 1240h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Date 


3440 South 700 West 


,alt Lake City, UT 84119 


Compound Units Prepared 


Phone:(801)263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Chloride mg/L 


Nitrate/Nitrite (as N) mg/L 


Sulfate mg/L 


Total Dissolved Solids mg/L 


Date 
Analyzed 


8/20/2018 2110h 


8/16/2018 1556h 


8/20/2018 2110h 


8/16/2018 1150h 


Contact: Garrin Palmer 


Method Reporting Analytical 
Used Limit Result Qua) 


E300.0 20.0 353 


E353.2 0.200 18.6 


E300.0 150 853 


SM2540C 20.0 2,210 
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American West 
ANALYTICAL LABORATORIES 


3440 South 700 West 


,alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


ORGANIC ANALYTICAL REPORT 
Client: 


Project: 


Lab Sample ID: 


Energy Fuels Resources, Inc. 


Ground Water 2018 August Monthly 


18083 54-008A 


Client Sample ID: Trip Blank 


Collection Date: 8/10/2018 1045h 


Received Date: 8/15/2018 1100h 


Analytical Results 


Analyzed: 8/15/2018 1252h 


Units: µg/L 


Compound 


Chloroform 


Methylene chloride 


Dilution Factor: 


Contact: Garrin Palmer 


Test Code: 8260-W-DENlOO 


VOAs by GC/MS Method 8260C/5030C 


CAS 
Number 


67-66-3 


75-09-2 


Method: 


Reporting 
Limit 


1.00 


1.00 


SW8260C 


Analytical 
Result 


< 1.00 


< 1.00 


Qua! 


Surrogate Units: µg/L CAS Result Amount Spiked %REC Limits Qual 


Surr: 1,2-Dichloroethane-d4 17060-07-0 49.6 50.00 99.3 72-151 


Surr: 4-Bromofluorobenzene 460-00-4 56.6 50.00 113 80-152 


Surr: Dibromofluoromethane 1868-53-7 49.3 50.00 98.6 72-135 


Surr: Toluene-d8 2037-26-5 52.0 50.00 104 80-124 
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Garrin Palmer 
Energy Fuels Resources, Inc. 
6425 S. Hwy 191 


American West Blanding, UT 84511 
ANALYTICAL L AOOAATOA I ES 


3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (801) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


TEL: (303) 389-4134 


RE: Ground Water 2018 August Monthly 


Dear Garrin Palmer: Lab Set ID: 1808354 


American West Analytical Laboratories received sample(s) on 8/15/2018 for the analyses 
presented in the following report. 


American West Analytical Laboratories (AWAL) is accredited by The National 
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is 
state accredited in Colorado, Idaho, New Mexico, Wyoming, and Missouri. 


All analyses were performed in accordance to the NELAP protocols unless noted 
otherwise. Accreditation scope documents are available upon request. If you have any 
questions or concerns regarding this report please feel free to call. 


The abbreviation "Surr" found in organic reports indicates a surrogate compound that is 
intentionally added by the laboratory to determine sample injection, extraction, and/or 
purging efficiency. The "Reporting Limit" found on the report is equivalent to the 
practical quantitation limit (PQL). This is the minimum concentration that can be 
reported by the method referenced and the sample matrix. The reporting limit must not be 
confused with any regulatory limit. Analytical results are reported to three significant 
figures for quality control and calculation purposes. 


Thank You, 
Digitally signed by Jose G. 


JO Se G ~~~~~=Jose G, Rocha, 
• o=American West Analytical 


Laboratories, ou, RO ch a ;:iitjose@awal-labs.com. 


Date: 2018.08.3113:21 :50 
Approved by: -oB·oo· 


Laboratory Director or designee 
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SAMPLE SUMMARY 


Client: Energy Fuels Resources, Inc. Contact: Garrin Palmer 
ANALYTICAL LABORA TO R I ES Project: Ground Water 2018 August Monthly 


Lab Set ID: 1808354 


Date Received: 8/15/2018 1100h 


Lab Sample ID Client Sample ID Date Collected Matrix Analysis 
3440 South 700 West 


1808354-001 A MW-11 08092018 8/9/2018 1155h Aqueous ICPMS Metals, Dissolved 
;alt Lake City, UT 84119 


1808354-001 B MW-11 08092018 8/9/2018 1155h Aqueous Anions, E300.0 


18083 54-002A MW-14 08092018 8/9/2018 1410h Aqueous Anions, E300.0 


1808354-003A MW-25 08092018 8/9/2018 1055h ICPMS Metals, Dissolved 


Phone: (801) 263-8686 18083 54-003 B MW-25 08092018 8/9/2018 1055h Anions, E300.0 


Toll Free: (888) 263-8686 1808354-004A MW-26 08102018 8/10/2018 1045h Aqueous Nitrite/Nitrate (as N), E353.2 


Fax: (801) 263-8687 
18083 54-004 B MW-26 08102018 8/10/2018 1045h Aqueous Anions, E300.0 


18083 54-004C MW-26 08102018 8/10/2018 1045h Aqueous VOA by GC/MS Method 
~-mail: awal@awal-Iabs.com 8260C/5030C 


1808354-005A MW-30 08102018 8/10/2018 955h Aqueous Nitrite/Nitrate (as N), E353.2 
web: www.awal-labs.com l 808354-005B MW-30 08102018 8/10/2018 955h Aqueous Anions, E300.0 


l 808354-005C MW-30 08102018 8/10/2018 955h Aqueous ICPMS Metals, Dissolved 


1808354-006A MW-31 08102018 8/10/2018 1240h Aqueous Nitrite/Nitrate (as N), E353.2 
Kyle F. Gross l 808354-006B MW-31 08102018 8/10/2018 1240h Aqueous Anions, E300.0 


Laboratory Director l 808354-006C MW-31 08102018 8/10/2018 1240h Aqueous Total Dissolved Solids, A2540C 


l 808354-006D MW-31 08102018 8/10/2018 1240h Aqueous ICPMS Metals, Dissolved 


Jose Rocha 1808354-007 A MW-65 08102018 8/10/2018 1240h Aqueous Nitrite/Nitrate (as N), E353.2 


QA Officer l 808354-007B MW-65 08102018 8/10/2018 1240h Aqueous Anions, E300.0 


l 808354-007C MW-65 08102018 8/10/2018 1240h Aqueous Total Dissolved Solids, A2540C 


1808354-007D MW-65 08102018 8/10/2018 1240h Aqueous ICPMS Metals, Dissolved 


l 808354-008A Trip Blank 8/10/2018 1045h Aqueous VOA by GC/MS Method 
8260C/5030C 
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3440 South 700 West 


;alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (801) 263-8687 


!-mail: awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Inorganic Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 


Ground Water 2018 August Monthly 
1808354 


8/15/2018 
8/9-8/10/2018 
Intact 
See Chain of Custody 


Holding Time and Preservation Requirements: The analysis and preparation for the 
samples were performed within the method holding times. The samples were properly 
preserved. 


Preparation and Analysis Requirements: The samples were analyzed following the 
methods stated on the analytical reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPO, DUP: 


Method Blanks (MB): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Samples (LCS): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicates (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Duplicate (DUP): The parameters that required a duplicate analysis had RPDs 
within the control limits. 


Corrective Action: None required. 
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ANALYTICAL LABORATORIES 


3440 South 700 West 


~alt Lake City, UT 84119 


Phone: (80 I) 263-8686 


Toll Free: (888) 263-8686 


Fax: (80 I) 263-8687 


~-mail : awal@awal-labs.com 


web: www.awal-labs.com 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


Volatile Case Narrative 


Client: 
Contact: 


Energy Fuels Resources, Inc. 
Garrin Palmer 


Project: 
Lab Set ID: 


Sample Receipt Information: 


Date of Receipt: 
Date(s) of Collection: 
Sample Condition: 
C-0-C Discrepancies: 
Method: 
Analysis: 


Ground Water 2018 August Monthly 
1808354 


8/15/2018 
8/9-8/10/2018 
Intact 
See Chain of Custody 
SW-846 8260C/5030C 
Volatile Organic Compounds 


General Set Comments: One or more target analytes were observed above reporting 
limits. 


Holding Time and Preservation Requirements: All samples were received in appropriate 
containers and properly preserved. The analysis and preparation of all samples were 
performed within the method holding times following the methods stated on the analytical 
reports. 


Analytical QC Requirements: All instrument calibration and calibration check 
requirements were met. All internal standard recoveries met method criterion. 


Batch QC Requirements: MB, LCS, MS, MSD, RPO, and Surrogates: 


Method Blanks (MBs): No target analytes were detected above reporting limits, 
indicating that the procedure was free from contamination. 


Laboratory Control Sample (LCSs): All LCS recoveries were within control 
limits, indicating that the preparation and analysis were in control. 


Matrix Spike / Matrix Spike Duplicate (MS/MSD): All percent recoveries and 
RPDs (Relative Percent Differences) were inside established limits, indicating no 
apparent matrix interferences. 


Surrogates: All surrogate recoveries were within established limits. 


Corrective Action: None required. 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: LCS-57615 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium 0.193 


Manganese 0.187 


Selenium 0.203 


Uranium 0.203 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 
----


Reporting Amount 
Units Method MDL Limit Spiked 


08/21/2018 1537h 


08/17/2018 1242h 


mg/L E200 8 0.0000898 0.000500 0.2000 


mg/L E200 ,8 0.00148 0.00200 0.2000 


mg/L E200.8 0.000296 0.00200 0.2000 


mg/L E200.8 0.000628 0.00200 0.2000 


Garrin Palmer 


ME 


LCS 


Spike Ref. 
Amount %REC 


0 96.3 


0 93.3 


0 102 


0 102 


Limits 


85 - 115 


85 - 115 


85 - 115 


85 - 115 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: MB-57615 Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium < 0.000500 


Manganese < 0.00200 


Selenium < 0.00200 


Uranium < 0.00200 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: ME 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/21/2018 1534h 


08/17/2018 1242h 


mg/L E200.8 0.0000898 0.000500 


mg/L E200 .8 0.00148 0.00200 


mg/L E200 8 0.000296 0.00200 


mg/L E200 8 0.000628 0.00200 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPO 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: 1808354-00lAMS Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium 0.189 


Manganese 0.336 


Selenium 0.187 


Uranium 0.198 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


Q_C SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


08/21/2018 1549h 


08/17/2018 1242h 


mg/L E200.8 0.0000898 0.000500 0.2000 


mg/L E200.8 0.00148 0,00200 0.2000 


mg/L E200.8 0.000296 0.00200 0.2000 


mg/L E200.8 0.000628 0.00200 0.2000 


Garrin Palmer 


ME 


MS 


Spike Ref. 
Amount %REC 


0 94.7 


0.154 91.2 


0 93.6 


0.000792 98.6 


Limits 


75 - 125 


75 - 125 


75 - 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPO Ref. RPO 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: 1808354-00 lAMSD Date Analyzed: 


Test Code: 200.8-DIS Date Prepared: 


Cadmium 0.183 


Manganese 0.338 


Selenium 0.183 


Uranium 0.195 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


Q{; SUMMARY REPORT 
Contact: 


Dept: 
QC Type: 


Reporting Amount 
Units Method MDL Limit Spiked 


08/21/2018 1552h 


08/17/20181242h 


mg/L E200.8 0.0000898 0.000500 0.2000 


mg/L E200.8 0.00148 0.00200 0.2000 


mg/L E200.8 0.000296 0.00200 0.2000 


mg/L E200.8 0.000628 0.00200 0.2000 


Garrin Palmer 


ME 


MSD 


Spike Ref. 
Amount %REC 


0 91.5 


0.154 92.2 


0 91.7 


0.000792 97.1 


Limits 


75 • 125 


75 - 125 


75 - 125 


75 - 125 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


0.189 3.45 20 


0.336 0.602 20 


0.187 2.02 20 


0.198 1.54 20 


Qua! 


Report Date: 8/31/2018 Page 22 of 31 
analyses applicable to the CWA. SDWA, and RCRA are performed in accordance to NELAC protocols Pertinent sampling infonnation is located on the attached COC Confidential Business Information: This report is provided for the exclusive use of the addressee Privileges of subsequent use oft~ 


ne of I his company or any member of its staff, or reproduction of this report in connection with the advertisement promotlon or sale of any product or process, or in connection with the re-publication of this report for any purpose other than for the addressee will be granted only on contact This 







Client: Energy Fuels Resources, Inc. 


Lab Set ID: I 808354 


Project: Ground Water 20 I 8 August Monthly 


Analyte Result 


Lab Sample ID: 1808354-006CDUP Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 2,070 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


Q_C SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QCType: DUP 


Reporting Amount Spike Ref. 
Method MDL Limit Spiked Amount %REC 


08/16/2018 1150h 


mg/L SM2540C 16.0 20.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


1980 4.35 5 


Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 
Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: LCS-R116737 Date Analyzed: 


Test Code: 300.0-W 


Chloride 5.35 


Fluoride 5,04 


Sulfate 5.21 


Lab Sample ID: LCS-R116647 Date Analyzed: 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) 1.01 


Lab Sample ID: LCS-R116682 Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids 194 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, fa'l : (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 


Units Method MDL 


08/20/2018 1352h 


mg/L E300,0 0.0581 


mg/L E300.0 0.0353 


mg/L E300.0 0.102 


08/16/2018 1429h 


mg/L E353.2 0.00538 


08/16/2018 1150h 


mg/L SM2540C 8.00 


Reporting 
Limit 


0.100 


0.100 


0.750 


0.0100 


10.0 


Contact: Garrin Palmer 


Dept: WC 


QCType: LCS 


Amount Spike Ref. 
Spiked Amount %REC 


5.000 0 107 


5.000 0 IOI 


5.000 0 104 


1.000 0 IOI 


205 .0 0 94.6 


Limits 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


80 - 120 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: MB-Rl16737 Date Analyzed: 


Test Code: 300.0-W 


Chloride <0.100 


Fluoride <0.100 


Sulfate < 0.750 


Lab Sample ID: MB-R116647 Date Analyzed: 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite ( as N) < 0.0100 


Lab Sample ID: MB-Rll6682 Date Analyzed: 


Test Code: TDS-W-2540C 


Total Dissolved Solids < 10.0 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-Iabs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: WC 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/20/2018 1335h 


mg.IL E300.0 0.0581 0.100 


mg.IL E300 .0 0.0353 0.100 


mg.IL E300 .0 0.102 0.750 


08/16/2018 1428h 


mg.IL E353 .2 0.00538 0.0100 


08/ 16/2018 1150h 


mg.IL SM2540C 8.00 10.0 


Limits 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPD 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABORATORIES 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail : awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 


Method MDL 
Reporting 


Limit 


Contact: Garrin Palmer 


Dept: WC 


QCType: MS 


Amount 
Spiked 


Spike Ref. 
Amount %REC 


Lab Sample ID: 1808354-006BMS Date Analyzed: 08/20/2018 2037h 


Test Code: 


Chloride 


Fluoride 


Sulfate 


300.0-W 


Lab Sample ID: 1808354-004AMS 


Test Code: N02/N03-W-353.2 


Nitrate/Nitrite ( as N) 


1,400 mg/L E300 0 


976 mg/L E300 .0 


1,870 mg/L E300.0 


Date Analyzed: 08/ 16/2018 1553h 


--
11.8 mg/L E353 2 


11.6 20.0 


7.06 20.0 


20.4 150 


0.0538 0.100 


1,000 


1,000 


1,000 


10.00 


336 


0 


841 


1.4 


106 


97.6 


103 


104 


Limits 


90 - 110 


90 - 110 


90 - 110 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPDRef. RPO 
Amt % RPO Limit Qual 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result Units 


3440 South 700 West 


Salt Lake City, UT 84 l l 9 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (80I) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: Garrin Palmer 


Method MDL 
Reporting 


Limit 


Dept: WC 


QCType: MSD 


Amount 
Spiked 


Spike Ref. 
Amount %REC 


Lab Sample ID: 1808354-006BMSD Date Analyzed: 08/20/2018 2053h 


Test Code: 300.0-W 


Chloride 


Fluoride 


Sulfate 


Lab Sample ID: 1808354-004AMSD 


Test Code: N02/N03-W-353 .2 


Nitrate/Nitrite (as N) 


1,400 


996 


1,890 


Date Analyzed: 


11.7 


mg/L E300.0 


mg/L E300.0 


mg/L E300 .0 


08/16/20181555h 


mg/L E353 .2 


11.6 20.0 


7.06 20.0 


20.4 150 


0.0538 0.100 


1,000 


1,000 


1,000 


10.00 


336 


0 


841 


1.4 


107 


99.6 


105 


103 


Limits 


90- 110 


90 - 110 


90 - 110 


90 - 110 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPDRef. RPO 
Amt % RPO Limit Qual 


1400 


976 


1870 


11.8 


0.432 


2.11 


0.688 


1.45 


20 


20 


20 


10 
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Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: LCS VOC-2 081518A Date Analyzed: 


Test Code: 8260-W-DENIOO 


Chloroform 20.4 


Methylene chloride 21.0 


Surr: I ,2-Dichloroethane-d4 50.1 


Surr: 4-Bromofluorobenzene 52.0 


Surr: Dibromofluoromethane 49.3 


Surr: Toluene-d8 50.9 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax : (801) 263-8687 


e-mail : awal@awal-labs.com, web : www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MS VOA 


QC Type: LCS 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/15/2018 1131h 


µg/L SW8260C 0.0998 1.00 20.00 0 102 


µg/L SW8260C 0.400 1.00 20.00 0 105 


µg/L SW8260C 50.00 100 


µg/L SW8260C 50.00 104 


µg/L SW8260C 50.00 98.5 


µg/L SW8260C 50.00 102 


LCS recoveries outside acceptable limits. Data deemed acceptable as these are not target analytes. 


Limits 


85 - 124 


65 - 154 


80 - 136 


85 - 121 


78 - 132 


81 - 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


--- -
RPDRef. RPD 


Amt %RPD Limit 


-


Qual 
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American West 
ANALYTICAL LABORATORIE9 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: MB VOC-2 081518A Date Analyzed: 


Test Code: 8260-W-DENIOO 


Chloroform < 1.00 


Methylene chloride < 1.00 


Surr: l,2-Dichloroethane-d4 50.2 


Surr: 4-Bromofluorobenzene 55.7 


Surr: Dibromofluoromethane 48.6 


Surr: Toluene-d8 51.2 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686, Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: Garrin Palmer 


Dept: MS VOA 


QC Type: MBLK 


Reporting Amount Spike Ref. 
Units Method MDL Limit Spiked Amount %REC 


08/ 15/2018 121 lh 


µg/L SW8260C 0.0998 1.00 


µg/L SW8260C 0.400 1.00 


µg/L SW8260C 50.00 100 


µg/L SW8260C 50.00 Ill 


µg/L SW8260C 50.00 97.2 


µg/L SW8260C 50.00 102 


Limits 


80 · 136 


85 • 121 


78 • 132 


81 · 123 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 


QA Officer 


RPD Ref. RPD 
Amt %RPD Limit Qual 
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ANA LY TICA L 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: 1808354-004CMS Date Analyzed: 


Test Code: 8260-W-DENlOO 


Chloroform 2,050 


Methylene chloride 1,080 


Surr: l ,2-Dichloroethane-d4 2,550 


Surr: 4-Bromofluorobenzene 2,630 


Surr: Dibromofluoromethane 2,470 


Surr: Toluene-d8 2,540 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


_QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Method MDL Limit Spiked 


Garrin Palmer 


MSVOA 


MS 


Spike Ref. 
Amount %REC 


08/15/2018 1445h 


µg/L SW8260C 4.99 50.0 1,000 1030 102 


µg/L SW8260C 20.0 50.0 1,000 0 108 


µg/L SW8260C 2,500 102 


µg/L SW8260C 2,500 105 


µg/L SW8260C 2,500 98.9 


µg/L SW8260C 2,500 101 


Limits 


50 - 146 


30 - 192 


72 - 151 


80 - 152 


72 - 135 


80 - 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPD Ref. RPD 
Amt %RPO Limit Qual 
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American West 
ANALYTICAL LABOAATOAIEB 


Client: Energy Fuels Resources, Inc. 


Lab Set ID: 1808354 


Project: Ground Water 2018 August Monthly 


Analyte Result 


Lab Sample ID: 1808354-004CMSD Date Analyzed: 


Test Code: 8260-W-DENIOO 


Chloroform 2,000 


Methylene chloride 1,040 


Surr: 1,2-Dichloroethane-d4 2,480 


Surr: 4-Bromofluorobenzene 2,690 


Surr: Dibromofluoromethane 2,440 


Surr: Toluene-d8 2,550 


Units 


3440 South 700 West 


Salt Lake City, UT 84119 


Phone: (801) 263-8686, Toll Free: (888) 263-8686. Fax: (801) 263-8687 


e-mail: awal@awal-labs.com, web: www.awal-labs.com 


QC SUMMARY REPORT 
Contact: 


Dept: 


QC Type: 


Reporting Amount 
Method MDL Limit Spiked 


Garrin Palmer 


MSVOA 


MSD 


Spike Ref. 
Amount %REC 


08/ 15/2018 1505h 


µg/L SW8260C 4.99 50.0 1,000 1030 97.4 


µg/L SW8260C 20.0 50.0 1,000 0 104 


µg/L SW8260C 2,500 99.4 


µg/L SW8260C 2,500 107 


µg/L SW8260C 2,500 97.5 


µg/L SW8260C 2,500 102 


Limits 


50 • 146 


30 - 192 


72 - 151 


80 • 152 


72 - 135 


80 • 124 


Kyle F. Gross 


Laboratory Director 


Jose Rocha 
QA Officer 


RPO Ref. RPO 
Amt %RPO Limit 


2050 2.32 25 


1080 3.69 25 


Qual 
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American West Analytical Laboratories 


WORK ORDER Summary 
Client: 


Client ID: 


Project: 


Energy Fuels Resources, Inc. 


ENE300 


Ground Water 2018 August Monthly 


Contact: Garrin Palmer 


QC Level: III 


Rpt Emailed: 


Work Order: 1808354 
Due Date: 8/29/2018 


WO Type: Project 


UL 
Denison 


Page 1 of2 


Comments: PA Rush. QC 3 (Summary/No chromatograms). Alkalinity must be run at full volume, use ALK-W-2320B-LL test code. Gr01mdwater project specific DL's: 
Run N02/N03 as a lOX. Assumes dilution of2 for U, 5 for Be, Fe, Pb, and Tl, and 20X for others for required 200.8 PQLs. EDD-Denison and EIM-Locus. 
Email Group. Samples for metals were field filtered.; J4? 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


1808354-00lA MW-11_08092018 8/9/2018 1155h 8/15/2018 1100h 200.8-DIS Aqueous @ df-dismel 


I SEL Analytes: MN 


200.8-DIS-PR O df-dismet 


1808354-00lB 300.0-W 0 df - so4 


I SEL Analyles: S04 


1808354-002A MW-14_08092018 8/9/2018 1410h 8/15/2018 1100h 300.0-W Aqueous ~ df-fl 


I SEL Analy tes: F 


1808354-003A l\1W-25_08092018 8/9/2018 1055h 8/15/2018 1100h 200.8-DIS ~ elf-dis met 


I SEL Analytes: CD 


200.8-DIS-PR O df-dis met 


18083 54-003B 300.0-W ~ df-fl 


I SEL Anal),_tes: F 


1808354-004A l\1W-26_08102018 8/10/2018 1045h 8/15/2018 1100h N02/N03-W-353.2 Aqueous @ df - no2/no3 


I SEL Analytes: N03N02N 


1808354-004B 300.0-W ~ df-cl 


I SEL Analytes: CL 


1808354-004C 8260-W-DENlOO ~ df-voc 3 


Test Group: 8260-W-DENJOO; l!_c,[_dna{ytes: 2 I # of Surr: 4 


1808354-005A MW-30_08102018 8/10/2018 0955h 8/15/2018 1100h N02/N03-W-353.2 Aqueous ~ DF - N02/N03 


I SEL Analytes: N03N02N 


1808354-00SB 300.0-W 0 DF-CL 


I SEL Analyles: CL 


1808354-005C 200.8-DIS ~ DF-DISMET 


I SEL Analytes: U 


200.8-DIS-PR D DF-DISMET 


18083 54-006A l\1W-31_08102018 8/10/2018 1240h 8/15/2018 1100h N02/N03-W-353.2 Aqueous @ DF - N0 2/N03 


I SEL Anal)J__tes: N03N02N 


Printed: 08/16/18 16:47 LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK ___ HOK _ _ _ HOK___ COC Emailed ___ _ _ 







WORK ORDER Summary Work Order: 1808354 Page 2 of2 


Client: Energy Fuels Resources, Inc. Due Date: 8/29/2018 


Sample ID Client Sample ID Collected Date Received Date Test Code Matrix Sel Storage 


l 808354-006B MW-31_08102018 8/10/2018 1240h 8/15/2018 1100h 300.0-W Aqueous ~ DF-CL/S04 


2 SEL Analytes: CL S04 


l 808354-006C TDS-W-2540C ~ df-tds 


1 SEL Analytes: TDS 


1808354-006D 200.8-DIS ~ df- dis met 


2 SEL Analy1es: SE U 


200.8-DIS-PR D df- dis met 


l 808354-007 A MW-65_08102018 8/10/2018 1240h 8/15/2018 1100h N02/N03-W-353.2 Aqueous ~ DF-N02/N03 


J SEL A11aly1es: N03N02N 


1808354-007B 300.0-W ~ DF-CUS04 


2 SEL Analytes: CL S04 


l808354-007C TDS-W-2540C ~ df-tds 


1 SEL Analytes: TDS 


1808354-007D 200.8-DIS ~ df- dis met 


2 SEL Analytes: SE U 


200.8-DlS-PR D df-dis met 


1808354-00SA Trip Blank 8/10/2018 1045h 8/15/2018 1100h 8260-W-DENIOO Aqueous ~ VOCFridge 3 


Test Grm,p: 8260-W-DENJOO:__fiEJ Analytes: 21 # of Surr: 4 -
- ~,-.. - ·f""' 


-- .f,L ~.ei-a,; 
Min:. days left 


.83 


Printed: 08/16/18 16:47 LABORATORY CHECK: %M O RT O CN O TAT O QC O LUO 0 HOK _ __ HOK __ _ HOK___ COC Emailed~----







3 


4 


5 


7 


8 


9 


American West 
Analytical Laboratories 
463 W. 3600 S. Salt Lake City, UT 84115 


Phone# (801) 263-8686 Toll Free# (888) 263-8686 


L-~ Fax# (801) 263-8687 Email awal@awal-labs.com 


www.awaHabs.com 


Client: Energy Fuels Resources, Inc. 


Address: 6425 S. Hwy. 191 


Blanding, UT 84511 


Contact: Garrin Palmer 


Phone#: (435) 678-2221 Cell#: 
gpalmel@energyfuels.com; KWeinel@energyfuels.com; 


Email: dtnd:@)enel'IYf\lds.com 


Project Name: - Ground Water 2018 Av-~v.s+ tvlt»'l 1' h J 't 
Project#: 


PO#: 


Sampler Name: Tanner Holliday 


Date 
Samele ID: Samoled 


IIIW-11_08092018 8/9/2018 


MW-14_08092018 8/9/2018 


MW-2S_080920i8 8/9/2018 


MW-26_08102018 8/10/2018 


MW-30_08102018 8/10/2018 


MW-31_08102018 8/10/2018 


MW-65_08102018 8/10/2018 


TRIP BLANK 8/10/2018 


TEMP BLANK 8/13/2018 


I 


I 


' 
Ra4~ulsll<>d by: --"\ #....QJ__, ,/" Dato: 


Slgnarura '-. j,v"""~ 811312018 - / ITlmG: 


Prin!Namo: TannerHollldov 1730 


Rollnqulohodby, Dato: 
IShna!IJro 


rnmo: 
PrrntNnmo: 


Rollnqulolled br: Doto; 
ISlanaturo 


rrllll"' 
PrtntNamo.: 
RoNoqulllhod br, Dote,. 
Slgnaluro 


ITlmo: 
PrlntNamo: 


I 


Time 
Sameled 


1155 


1410 


1055 


1045 


955 


1240 


1240 


1045 


Received by; 


Signature 


Print Name: 
Received by: 


Signature 


Print Name: 
R.ecelved by; 


Signature 


Print Name: 
Recelved by: 


Signature 


Print Name: 


CHAIN OF CUSTODY 


AH analysis wl be conducted using NELAP accredited methods and all data wttl be reported using AWAL'e standaro analyta lists and 
reporting limits (PQL) unless specifically requested otharVllse on this Chain of Custody end/or attached dooumsntatlon. 


QC Level: 


I 
Tum Around Time: Unless other arrangements have been made, 


signed reports will be emailed by 5:00 pm on 


3 Standard the day they are due. 


·, 
X Include EDD: G' 


0 LOCUS UPLOAD 
IO EXCEL 
~ 
~ X Fleld Flllered For: 


j Dissolved Metals 


00 
ci 00 oO co 
0 ci c:i 


... For Compliance With: ci " N C, C, a D NELAP .._ 0 C'I t-- N ~ o' 0 
ci .._ ~ ~ ci .. D RCRA 


t-- 0 
0 c:i c:i C, 


11 
D CWA 


£!. ci C, "J 
0 ~ 


C, ... D SDWA .. £!. ~ 0 iS D ELAP/A2LA .. 
! Cl .. e e o' D NLLAP 


~ i o' :, -a ~ ci ! 0 Non-Compliance c:i ii e C, C, 


~ C: C, ,a 1 C, "J JI 0 Other: 
al " It) ... "J .. " 0 


I!? ~ :s ... G' p t) rn 'I' 0 .. 
Q) >< 0 C, :s. C, 


~ ~ 
:s (I) ,a ,a ,a ,a C, 


"' 0 " 
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Cyanide 


CMetals 
NOi/NOJ 
O&G 
Phenols 


Sulfide 


TKN 
TP04 


CrVI+ 


Procedure: 


Frequency: 


Preservation Check Sheet 


s le Set Ext amp: 
Preservative j-.t)C) \ --DD3 ·-CP4 cPS -oo~ -eol 
oH<2 H2S04 
oH<2H2S04 
pH>12NaOH 
oH<2HNOJ l\l..eb 1\/ .e~ \1€.-S \, ~ \{PS 
pH<2H2S04 ' I 1\ t.e.£. i,e.s ' es ,,t,:,_c; 
oH<2HCL 1 I I , 
oH<2 H2S04 
pH>9NaOH, 
Zn Acetate 
oH<2 H2S04 
pH <2 H2S04 
pH>9 
(NH4)zS04 


Pour a small amount of sample in the sample lid 
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The sample required additional preservative upon receipt. 


The sample was received unpreserved. 


The sample was received unpreserved and therefore preserved upon receipt . 


The sample pH was unadjustable to a pH < 2 due to the sample matrix. 


The sample pH was unadjustable to a pH> __ due to the sample matrix interference . 
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G-lA: Quarterly Field Data QNQC Evaluation 
1x Casing 2x Casing 


Location Volume Volume Pumped Volume Volume Check Conductivity RPD 
MW-05 21.51 43.40 43.02 okay 2863 2873 0.35 
MW-11 29.02 58.59 58.04 okay 2938 2939 0.03 
MW-12 14.64 30.38 29.28 okay 4185 4189 0.10 
MW-14 17.04 117.54 34.08 okay 2709 2743 1.25 


= MW.12'4 5,,9; 1t52 __ .18;76 PumoeatDl"Vi 45.'f4 450i' 0,i6 
MW-25 23.54 52.08 47.08 okay 3170 3172 0.06 


Continuously 
MW-26 NA Pumped well - 3427 N/A 
MW-27 25.56 52.08 51.12 okay 1151 1153 0.17 
MW-28 23.01 52.08 46.02 okay 4149 4145 0.10 
MW-30 22.82 46.65 45.64 okay 2134 2136 0.09 
MW-31 40.06 81.37 80.12 okay 2833 2827 0.21 
MW-32 33.31 67.27 66.62 okay 3782 3784 0.05 
MW-35 8.03 17.36 16.06 okay 4189 4191 0.05 
MW-36 7.30 15.19 14.6 okay 4939 4931 0.16 


MW-26 1s a c0ntinually pumped well. 


1sum · d · • 
NM = Not Measured. The OAP does not require the measurement of redox potential or turbidity in wells that were purged to dryness. 
RPO = Relative Percent Difference 


7.35 
7.37 
6.42 
6.61 
5,28 
6.70 


7.21 
6.11 
6.96 
7.14 
6.42 
6.71 
6.69 


pH RPD Temperature RPD Redox RPD Turbidity 
7.35 0.00 15.51 15.49 0.13 455 450 1.10 0.0 0.0 
7.37 0.00 15.01 15.00 0.07 389 383 1.55 11.00 11.00 
6.41 0.16 16.10 16.12 0.12 474 472 0.42 0.0 0.0 
6.60 0.15 15.52 15.54 0.13 517 516 0.19 0.0 0.0 
5:30: J>.$8 15.46 :J5jA8o_ j[a or1a, t,; M ,' NG ] ~ M,.;. -
6.69 0.15 15.07 15.13 0.40 537 536 0.19 8.2t> 8.50 


6.57 N/A 16.15 N/A 375 N/A 28.00 
7.20 0.14 15.35 15.36 0.07 499 500 0.20 0.0 0.0 
6.10 0.16 15.61 15.58 0.19 512 510 0.39 0.0 0.0 
6.94 0.29 14.98 14.93 0.33 503 502 0.20 0.0 0.0 
7.13 0.14 15.29 15.34 0.33 481 483 0.41 0.0 0.0 
6.41 0.16 14.96 14.95 0.07 325 322 0.93 13.20 13.40 
6.71 0.00 15.17 15.20 0.20 438 433 1.15 0.0 0.0 
6.72 0.45 14.48 14.48 0.00 586 584 0.34 0.0 0.0 


The OAP states that turbidity should be less than 5 Nephelometric Turbidity Units ("NTU") prior to sampling unless the well is characterized by water that has a higher turbidity. The OAP does not require that turbidity measurements be less than 5 NTU prior to 
sampling. As such, the noted observations regarding turbidity measurements less than 5 NTU are included for information purposes only. 


RPD 
0.00 
0.00 
0.00 
0.00 
NC 
3.59 


N/A 
0.00 
0.00 
0.00 
0.00 
1.50 
0.00 
0.00 







G-IB: Acelerated Field Data QA/QC Evaluation 
1x Casing 2x Casing Volume 


Location Volume Volume Pumped Volume Check Conductivity RPD pH RPD Temperature RPD Redox RPD Turbidity 
July Accelerated Sampling 


MW-11 28.88 58.59 57.76 okay 2987 3006 0.63 7.55 7.52 
MW-14 16.88 34.72 33.76 okay 3971 3980 0.23 7.13 7.16 
MW-25 23.46 52.08 46.92 okay 3234 3229 0.15 6.83 6.85 
MW-26 NA Continuously Pumped well -- 3645 NIA 7.18 
MW-30 22.71 46.65 45.42 okay 2089 2119 1.43 7.37 7.39 
MW-31 40.00 80.29 80 okay 2826 2833 0.25 7.15 7.17 


August Accelerated Sampling 
MW-11 29.01 58.59 58.02 okay 2943 2943 0.00 7.46 7.44 
MW-14 17.10 39.06 34.2 okay 3949 3968 0.48 6.62 6.61 
MW-25 23.50 47 .74 47 okay 3181 3175 0.19 6.60 6.60 
MW-26 NA Continuously Pumped well -- 3542 NIA 6.64 
MW-30 22.81 47 .74 45.62 okay 21 34 2135 0.05 6.93 6.91 
MW-31 40.04 81.37 80.08 okay 2815 2820 0.18 7.00 7.00 


MW-26 is a continually pumped well. 


NM= Not Measured. The QAP does not require the measurement of redox potential or turbidity in wells that were purged to dryness. 
RPD = Relative Percent Difference 


0.40 16.25 16.10 0.93 220 219 0.46 5.1 
0.42 16.49 16.44 0.30 315 310 1.60 3.1 
0.29 16.03 16.05 0.12 370 360 2.74 6.0 
NIA 16.95 NIA 301 NIA 2.4 
0.27 16.59 16.63 0.24 310 309 0.32 0 
0.28 16.35 16.30 0.31 340 336 1.18 1.6 


0.27 15.31 15.30 0.07 337 329 2.40 0 
0.15 15.53 15.53 0.00 494 493 0.20 0 
0.00 15.18 15.19 0.07 509 508 0.20 27.0 
NIA 16.48 NIA 346 NIA 0 
0.29 14.96 14.99 0.20 449 446 0.67 0 
0.00 15.39 15.34 0.33 351 357 1.69 37.0 


The QAP states that turbidity should be less than 5 Nephelometric Turbidity Units ("NTU") prior to sampling unless the well is characterized by water that has a higher turbidity. The QAP does not require that turbidity measurements be less than 5 NTU prior to 
sampling. As such, the noted observations regarding turbidity measurements less than 5 NTU are included for information purposes only. 
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0.00 
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0.00 
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0.00 
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G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (pays) Check 
Trip Blank Toluene 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Tetrahydrofuran 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Xylenes, Total 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Carbon tetrachloride 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Acetone 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Chloroform 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Benzene 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Chloromethane 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Methylene chloride 9/10/2018 9/14/2018 4 14 OK 
Trip Blank 2-Butanone 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Naphthalene 9/10/2018 9/14/2018 4 14 OK 
Trip Blank Toluene 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Tetrahydrofuran 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Xylenes, Total 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Carbon tetrachloride 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Acetone 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Chloroform 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Benzene 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Chloromethane 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Methylene chloride 10/3/2018 10/4/2018 1 14 OK 
Trip Blank 2-Butanone 10/3/2018 10/4/2018 1 14 OK 
Trip Blank Naphthalene 10/3/2018 10/4/2018 1 14 OK 


MW-05 Uranium 9/11/2018 9/27/2018 16 180 OK 
MW-11 Toluene 9/11/2018 9/14/2018 3 14 OK 
MW-11 Tetrahydrofuran 9/11/2018 9/14/2018 3 14 OK 
MW-11 Xylenes, Total 9/11/2018 9/14/2018 3 14 OK 
MW-11 Sulfate 9/11/2018 9/18/2018 7 28 OK 
MW-11 Chloride 9/11/2018 9/19/2018 8 28 OK 
MW-11 Fluoride 9/11/2018 9/19/2018 8 28 OK 
MW-11 Carbon tetrachloride 9/11/2018 9/14/2018 3 14 OK 
MW-11 Acetone 9/11/2018 9/14/2018 3 14 OK 
MW-11 Chloroform 9/11/2018 9/14/2018 3 14 OK 
MW-11 Benzene 9/11/2018 9/14/2018 3 14 OK 
MW-11 Chloromethane 9/11/2018 9/14/2018 3 14 OK 
MW-11 Iron 9/11/2018 9/28/2018 17 180 OK 
MW-11 Lead 9/11/2018 9/28/2018 17 180 OK 
MW-11 Magnesium 9/11/2018 9/18/2018 7 180 OK 
MW-11 Manganese 9/11/2018 9/27/2018 16 180 OK 
MW-11 Mercury 9/11/2018 9/26/2018 15 180 OK 
MW-11 Molybdenum 9/11/2018 9/27/2018 16 180 OK 
MW-11 Nickel 9/11/2018 9/27/2018 16 180 OK 
MW-11 Potassium 9/11/2018 9/18/2018 7 180 OK 
MW-11 Silver 9/11/2018 9/27/2018 16 180 OK 
MW-11 Sodium 9/11/2018 9/18/2018 7 180 OK 
MW-11 Thallium 9/11/2018 9/28/2018 17 180 OK 
MW-11 Tin 9/11/2018 9/27/2018 16 180 OK 
MW-11 Arsenic 9/11/2018 9/27/2018 16 180 OK 
MW-11 Beryllium 9/11/2018 9/28/2018 17 180 OK 
MW-11 Cadmium 9/11/2018 9/27/2018 16 180 OK 
MW-11 Chromium 9/11/2018 9/27/2018 16 180 OK 
MW-11 Cobalt 9/11/2018 9/27/2018 16 180 OK 
MW-11 Copper 9/11/2018 9/27/2018 16 180 OK 
MW-11 Uranium 9/11/2018 9/27/2018 16 180 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-11 Vanadium 9/11/2018 9/18/2018 7 180 OK 
MW-11 Zinc 9/11/2018 9/27/2018 16 180 OK 
MW-11 Calcium 9/11/2018 9/18/2018 7 180 OK 
MW-11 Methylene chloride 9/11/2018 9/14/2018 3 14 OK 
MW-11 Ammonia (as N) 9/11/2018 9/17/2018 6 28 OK 
MW-11 Selenium 9/11/2018 9/27/2018 16 180 OK 
MW-11 2-Butanone 9/11/2018 9/14/2018 3 14 OK 
MW-11 Naphthalene 9/11/2018 9/14/2018 3 14 OK 
MW-11 Bicarbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-11 Carbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-11 Nitrate/Nitrite (as N) 9/11/2018 9/18/2018 7 28 OK 
MW-11 Total Dissolved Solids 9/11/2018 9/17/2018 6 7 OK 
MW-11 Gross Radium Alpha 9/11/2018 10/3/2018 22 180 OK 
MW-12 Uranium 9/12/2018 9/27/2018 15 180 OK 
MW-14 Toluene 9/11/2018 9/14/2018 3 14 OK 
MW-14 Tetrahydrofuran 9/11/2018 9/14/2018 3 14 OK 
MW-14 Xylenes, Total 9/11/2018 9/14/2018 3 14 OK 
MW-14 Sulfate 9/11/2018 9/18/2018 7 28 OK 
MW-14 Chloride 9/11/2018 9/19/2018 8 28 OK 
MW-14 Fluoride 9/11/2018 9/19/2018 8 28 OK 
MW-14 Carbon tetrachloride 9/11/2018 9/14/2018 3 14 OK 
MW-14 Acetone 9/11/2018 9/14/2018 3 14 OK 
MW-14 Chloroform 9/11/2018 9/14/2018 3 14 OK 
MW-14 Benzene 9/11/2018 9/14/2018 3 14 OK 
MW-14 Chloromethane 9/11/2018 9/14/2018 3 14 OK 
MW-14 Iron 9/11/2018 9/28/2018 17 180 OK 
MW-14 Lead 9/11/2018 9/28/2018 17 180 OK 
MW-14 Magnesium 9/11/2018 9/18/2018 7 180 OK 
MW-14 Manganese 9/11/2018 9/27/2018 16 180 OK 
MW-14 Mercury 9/11/2018 9/26/2018 15 180 OK 
MW-14 Molybdenum 9/11/2018 9/27/2018 16 180 OK 
MW-14 Nickel 9/11/2018 9/27/2018 16 180 OK 
MW-14 Potassium 9/11/2018 9/18/2018 7 180 OK 
MW-14 Silver 9/11/2018 9/27/2018 16 180 OK 
MW-14 Sodium 9/11/2018 9/18/2018 7 180 OK 
MW-14 Thallium 9/11/2018 9/28/2018 17 180 OK 
MW-14 Tin 9/11/2018 9/27/2018 16 180 OK 
MW-14 Arsenic 9/11/2018 9/27/2018 16 180 OK 
MW-14 Beryllium 9/11/2018 9/28/2018 17 180 OK 
MW-14 Cadmium 9/11/2018 9/27/2018 16 180 OK 
MW-14 Chromium 9/11/2018 9/27/2018 16 180 OK 
MW-14 Cobalt 9/11/2018 9/27/2018 16 180 OK 
MW-14 Copper 9/11/2018 9/27/2018 16 180 OK 
MW-14 Uranium 9/11/2018 9/27/2018 16 180 OK 
MW-14 Vanadium 9/11/2018 9/18/2018 7 180 OK 
MW-14 Zinc 9/11/2018 9/27/2018 16 180 OK 
MW-14 Calcium 9/11/2018 9/18/2018 7 180 OK 
MW-14 Methylene chloride 9/11/2018 9/14/2018 3 14 OK 
MW-14 Ammonia (as N) 9/11/2018 9/17/2018 6 28 OK 
MW-14 Selenium 9/11/2018 9/27/2018 16 180 OK 
MW-14 2-Butanone 9/11/2018 9/14/2018 3 14 OK 
MW-14 Naphthalene 9/11/2018 9/14/2018 3 14 OK 
MW-14 Bicarbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-14 Carbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-14 Nitrate/Nitrite (as N) 9/11/2018 9/18/2018 7 28 OK 
MW-14 Total Dissolved Solids 9/11/2018 9/17/2018 6 7 OK 
MW-14 Gross Radium Alpha 9/11/2018 10/3/2018 22 180 OK 
MW-24 Thallium 9/19/2018 10/3/2018 14 180 OK 
MW-24 Beryllium 9/19/2018 10/3/2018 14 180 OK 
MW-24 Cadmium 9/19/2018 10/3/2018 14 180 OK 
MW-25 Gross Radium Alpha 9/10/2018 10/3/2018 23 180 OK 
MW-25 Toluene 9/10/2018 9/14/2018 4 14 OK 
MW-25 Tetrahydrofuran 9/10/2018 9/14/2018 4 14 OK 
MW-25 Xylenes, Total 9/10/2018 9/14/2018 4 14 OK 
MW-25 Sulfate 9/10/2018 9/18/2018 8 28 OK 
MW-25 Chloride 9/10/2018 9/19/2018 9 28 OK 
MW-25 Fluoride 9/10/2018 9/19/2018 9 28 OK 
MW-25 Carbon tetrachloride 9/10/2018 9/14/2018 4 14 OK 
MW-25 Acetone 9/10/2018 9/14/2018 4 14 OK 
MW-25 Chloroform 9/10/2018 9/14/2018 4 14 OK 
MW-25 Benzene 9/10/2018 9/14/2018 4 14 OK 
MW-25 Chloromethane 9/10/2018 9/14/2018 4 14 OK 
MW-25 Iron 9/10/2018 9/28/2018 18 180 OK 
MW-25 Lead 9/10/2018 9/28/2018 18 180 OK 
MW-25 Magnesium 9/10/2018 9/18/2018 8 180 OK 
MW-25 Manganese 9/10/2018 9/27/2018 17 180 OK 
MW-25 Mercury 9/10/2018 9/26/2018 16 180 OK 
MW-25 Molybdenum 9/10/2018 9/27/2018 17 180 OK 
MW-25 Nickel 9/10/2018 9/27/2018 17 180 OK 
MW-25 Potassium 9/10/2018 9/18/2018 8 180 OK 
MW-25 Silver 9/10/2018 9/27/2018 17 180 OK 
MW-25 Sodium 9/10/2018 9/18/2018 8 180 OK 
MW-25 Thallium 9/10/2018 9/28/2018 18 180 OK 
MW-25 Tin 9/10/2018 9/27/2018 17 180 OK 
MW-25 Arsenic 9/10/2018 9/27/2018 17 180 OK 
MW-25 Beryllium 9/10/2018 9/28/2018 18 180 OK 
MW-25 Cadmium 9/10/2018 9/27/2018 17 180 OK 
MW-25 Chromium 9/10/2018 9/27/2018 17 180 OK 
MW-25 Cobalt 9/10/2018 9/27/2018 17 180 OK 
MW-25 Copper 9/10/2018 9/27/2018 17 180 OK 
MW-25 Uranium 9/10/2018 9/27/2018 17 180 OK 
MW-25 Vanadium 9/10/2018 9/18/2018 8 180 OK 
MW-25 Zinc 9/10/2018 9/27/2018 17 180 OK 
MW-25 Calcium 9/10/2018 9/18/2018 8 180 OK 
MW-25 Methylene chloride 9/10/2018 9/14/2018 4 14 OK 
MW-25 Ammonia (as N) 9/10/2018 9/17/2018 7 28 OK 
MW-25 Selenium 9/10/2018 9/27/2018 17 180 OK 
MW-25 2-Butanone 9/10/2018 9/14/2018 4 14 OK 
MW-25 Naphthalene 9/10/2018 9/14/2018 4 14 OK 
MW-25 Bicarbonate (as CaC03) 9/10/2018 9/17/2018 7 14 OK 
MW-25 Carbonate (as CaC03) 9/10/2018 9/17/2018 7 14 OK 
MW-25 Nitrate/Nitrite (as N) 9/10/2018 9/18/2018 8 28 OK 
MW-25 Total Dissolved Solids 9/10/2018 9/17/2018 7 7 OK 
MW-26 Toluene 9/13/2018 9/14/2018 1 14 OK 
MW-26 Tetrahydrofuran 9/13/2018 9/14/2018 1 14 OK 
MW-26 Xylenes, Total 9/13/2018 9/14/2018 1 14 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-26 Sulfate 9/13/2018 9/18/2018 5 28 OK 
MW-26 Chloride 9/13/2018 9/19/2018 6 28 OK 
MW-26 Fluoride 9/13/2018 9/19/2018 6 28 OK 
MW-26 Carbon tetrachloride 9/13/2018 9/14/2018 1 14 OK 
MW-26 Acetone 9/13/2018 9/14/2018 1 14 OK 
MW-26 Chloroform 9/13/2018 9/17/2018 4 14 OK 
MW-26 Benzene 9/13/2018 9/14/2018 1 14 OK 
MW-26 Chloromethane 9/13/2018 9/14/2018 1 14 OK 
MW-26 Iron 9/13/2018 9/28/2018 15 180 OK 
MW-26 Lead 9/13/2018 9/28/2018 15 180 OK 
MW-26 Magnesium 9/13/2018 9/18/2018 5 180 OK 
MW-26 Manganese 9/13/2018 9/27/2018 14 180 OK 
MW-26 Mercury 9/13/2018 9/26/2018 13 180 OK 
MW-26 Molybdenum 9/13/2018 9/27/2018 14 180 OK 
MW-26 Nickel 9/13/2018 9/27/2018 14 180 OK 
MW-26 Potassium 9/13/2018 9/18/2018 5 180 OK 
MW-26 Silver 9/13/2018 9/27/2018 14 180 OK 
MW-26 Sodium 9/13/2018 9/18/2018 5 180 OK 
MW-26 Thallium 9/13/2018 9/28/2018 15 180 OK 
MW-26 Tin 9/13/2018 9/27/2018 14 180 OK 
MW-26 Arsenic 9/13/2018 9/27/2018 14 180 OK 
MW-26 Beryllium 9/13/2018 9/28/2018 15 180 OK 
MW-26 Cadmium 9/13/2018 9/27/2018 14 180 OK 
MW-26 Chromium 9/13/2018 9/27/2018 14 180 OK 
MW-26 Cobalt 9/13/2018 9/27/2018 14 180 OK 
MW-26 Copper 9/13/2018 9/27/2018 14 180 OK 
MW-26 Uranium 9/13/2018 9/27/2018 14 180 OK 
MW-26 Vanadium 9/13/2018 9/18/2018 5 180 OK 
MW-26 Zinc 9/13/2018 9/27/2018 14 180 OK 
MW-26 Calcium 9/13/2018 9/18/2018 5 180 OK 
MW-26 Methylene chloride 9/13/2018 9/14/2018 1 14 OK 
MW-26 Ammonia (as N) 9/13/2018 9/17/2018 4 28 OK 
MW-26 Selenium 9/13/2018 9/27/2018 14 180 OK 
MW-26 2-Butanone 9/13/2018 9/14/2018 1 14 OK 
MW-26 Naphthalene 9/13/2018 9/14/2018 1 14 OK 
MW-26 Bicarbonate (as CaC03) 9/13/2018 9/17/2018 4 14 OK 
MW-26 Carbonate (as CaC03) 9/13/2018 9/17/2018 4 14 OK 
MW-26 Nitrate/Nitrite (as N) 9/13/2018 9/18/2018 5 28 OK 
MW-26 Total Dissolved Solids 9/13/2018 9/17/2018 4 7 OK 
MW-26 Gross Radium Alpha 9/13/2018 10/3/2018 20 180 OK 
MW-27 Chloride 9/12/2018 9/19/2018 7 28 OK 
MW-27 Nitrate/Nitrite (as N) 9/12/2018 9/18/2018 6 28 OK 
MW-28 Chloride 9/12/2018 9/19/2018 7 28 OK 
MW-28 Cadmium 9/12/2018 9/27/2018 15 180 OK 
MW-28 Uranium 9/12/2018 9/27/2018 15 180 OK 
MW-30 Toluene 9/11/2018 9/14/2018 3 14 OK 
MW-30 Tetrahvdrofuran 9/11/2018 9/14/2018 3 14 OK 
MW-30 Xylenes, Total 9/11/2018 9/14/2018 3 14 OK 
MW-30 Sulfate 9/11/2018 9/18/2018 7 28 OK 
MW-30 Chloride 9/11/2018 9/18/2018 7 28 OK 
MW-30 Fluoride 9/11/2018 9/19/2018 8 28 OK 
MW-30 Carbon tetrachloride 9/11/2018 9/14/2018 3 14 OK 
MW-30 Acetone 9/11/2018 9/14/2018 3 14 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-30 Chloroform 9/11/2018 9/14/2018 3 14 OK 
MW-30 Benzene 9/11/2018 9/14/2018 3 14 OK 
MW-30 Chloromethane 9/11/2018 9/14/2018 3 14 OK 
MW-30 Iron 9/11/2018 9/28/2018 17 180 OK 
MW-30 Lead 9/11/2018 9/28/2018 17 180 OK 
MW-30 Magnesium 9/11/2018 9/18/2018 7 180 OK 
MW-30 Manganese 9/11/2018 9/27/2018 16 180 OK 
MW-30 Mercury 9/11/2018 9/26/2018 15 180 OK 
MW-30 Molybdenum 9/11/2018 9/27/2018 16 180 OK 
MW-30 Nickel 9/11/2018 9/27/2018 16 180 OK 
MW-30 Potassium 9/11/2018 9/18/2018 7 180 OK 
MW-30 Silver 9/11/2018 9/27/2018 16 180 OK 
MW-30 Sodium 9/11/2018 9/18/2018 7 180 OK 
MW-30 Thallium 9/11/2018 9/28/2018 17 180 OK 
MW-30 Tin 9/11/2018 9/27/2018 16 180 OK 
MW-30 Arsenic 9/11/2018 9/27/2018 16 180 OK 
MW-30 Beryllium 9/11/2018 9/28/2018 17 180 OK 
MW-30 Cadmium 9/11/2018 9/27/2018 16 180 OK 
MW-30 Chromium 9/11/2018 9/27/2018 16 180 OK 
MW-30 Cobalt 9/11/2018 9/27/2018 16 180 OK 
MW-30 Coooer 9/11/2018 9/27/2018 16 180 OK 
MW-30 Uranium 9/11/2018 9/27/2018 16 180 OK 
MW-30 Vanadium 9/11/2018 9/18/2018 7 180 OK 
MW-30 Zinc 9/11/2018 9/27/2018 16 180 OK 
MW-30 Calcium 9/11/2018 9/18/2018 7 180 OK 
MW-30 Methylene chloride 9/11/2018 9/14/2018 3 14 OK 
MW-30 Ammonia (as N) 9/11/2018 9/17/2018 6 28 OK 
MW-30 Selenium 9/11/2018 9/27/2018 16 180 OK 
MW-30 2-Butanone 9/11/2018 9/14/2018 3 14 OK 
MW-30 Naphthalene 9/11/2018 9/14/2018 3 14 OK 
MW-30 Bicarbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-30 Carbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-30 Nitrate/Nitrite (as N) 9/11/2018 9/18/2018 7 28 OK 
MW-30 Total Dissolved Solids 9/11/2018 9/17/2018 6 7 OK 
MW-30 Gross Radium Alpha 9/11/2018 10/3/2018 22 180 OK 
MW-31 Gross Radium Alpha 9/10/2018 10/3/2018 23 180 OK 
MW-31 Toluene 9/10/2018 9/14/2018 4 14 OK 
MW-31 Tetrahvdrofuran 9/10/2018 9/14/2018 4 14 OK 
MW-31 Xylenes, Total 9/10/2018 9/14/2018 4 14 OK 
MW-31 Sulfate 9/10/2018 9/18/2018 8 28 OK 
MW-31 Chloride 9/10/2018 9/18/2018 8 28 OK 
MW-31 Fluoride 9/10/2018 9/19/2018 9 28 OK 
MW-31 Carbon tetrachloride 9/10/2018 9/14/2018 4 14 OK 
MW-31 Acetone 9/10/2018 9/14/2018 4 14 OK 
MW-31 Chloroform 9/10/2018 9/14/2018 4 14 OK 
MW-31 Benzene 9/10/2018 9/14/2018 4 14 OK 
MW-31 Chloromethane 9/10/2018 9/14/2018 4 14 OK 
MW-31 Iron 9/10/2018 9/28/2018 18 180 OK 
MW-31 Lead 9/10/2018 9/28/2018 18 180 OK 
MW-31 Magnesium 9/10/2018 9/18/2018 8 180 OK 
MW-31 Manganese 9/10/2018 9/27/2018 17 180 OK 
MW-31 Mercury 9/10/2018 9/26/2018 16 180 OK 
MW-31 Molybdenum 9/10/2018 9/27/2018 17 180 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-31 Nickel 9/10/2018 9/27/2018 17 180 OK 
MW-31 Potassium 9/10/2018 9/18/2018 8 180 OK 
MW-31 Silver 9/10/2018 9/27/2018 17 180 OK 
MW-31 Sodium 9/10/2018 9/18/2018 8 180 OK 
MW-31 Thallium 9/10/2018 9/28/2018 18 180 OK 
MW-31 Tin 9/10/2018 9/27/2018 17 180 OK 
MW-31 Arsenic 9/10/2018 9/27/2018 17 180 OK 
MW-31 Beryllium 9/10/2018 9/28/2018 18 180 OK 
MW-31 Cadmium 9/10/2018 9/27/2018 17 180 OK 
MW-31 Chromium 9/10/2018 9/27/2018 17 180 OK 
MW-31 Cobalt 9/10/2018 9/27/2018 17 180 OK 
MW-31 Copper 9/10/2018 9/27/2018 17 180 OK 
MW-31 Uranium 9/10/2018 9/27/2018 17 180 OK 
MW-31 Vanadium 9/10/2018 9/18/2018 8 180 OK 
MW-31 Zinc 9/10/2018 9/27/2018 17 180 OK 
MW-31 Calcium 9/10/2018 9/18/2018 8 180 OK 
MW-31 Methylene chloride 9/10/2018 9/14/2018 4 14 OK 
MW-31 Ammonia (as N) 9/10/2018 9/17/2018 7 28 OK 
MW-31 Selenium 9/10/2018 9/27/2018 17 180 OK 
MW-31 2-Butanone 9/10/2018 9/14/2018 4 14 OK 
MW-31 Naphthalene 9/10/2018 9/14/2018 4 14 OK 
MW-31 Bicarbonate (as CaC03) 9/10/2018 9/17/2018 7 14 OK 
MW-31 Carbonate (as CaC03) 9/10/2018 9/17/2018 7 14 OK 
MW-31 Nitrate/Nitrite (as N) 9/10/2018 9/18/2018 8 28 OK 
MW-31 Total Dissolved Solids 9/10/2018 9/17/2018 7 7 OK 
MW-32 Sulfate 9/5/2018 9/11/2018 6 28 OK 
MW-32 Chloride 9/5/2018 9/11/2018 6 28 OK 
MW-35 Ammonia (as N) 9/10/2018 9/17/2018 7 28 OK 
MW-36 Gross Radium Alpha 10/3/2018 10/23/2018 20 180 OK 
MW-36 Toluene 10/3/2018 10/4/2018 1 14 OK 
MW-36 Tet:rahydrofuran 10/3/2018 10/4/2018 1 14 OK 
MW-36 Xylenes, Total 10/3/2018 10/4/2018 1 14 OK 
MW-36 Sulfate 10/3/2018 10/10/2018 7 28 OK 
MW-36 Chloride 10/3/2018 10/10/2018 7 28 OK 
MW-36 Fluoride 10/3/2018 10/10/2018 7 28 OK 
MW-36 Carbon tetrachloride 10/3/2018 10/4/2018 1 14 OK 
MW-36 Acetone 10/3/2018 10/4/2018 1 14 OK 
MW-36 Chloroform 10/3/2018 10/4/2018 1 14 OK 
MW-36 Benzene 10/3/2018 10/4/2018 1 14 OK 
MW-36 Chloromethane 10/3/2018 10/4/2018 1 14 OK 
MW-36 Iron 10/3/2018 10/9/2018 6 180 OK 
MW-36 Lead 10/3/2018 10/9/2018 6 180 OK 
MW-36 Magnesium 10/3/2018 10/8/2018 5 180 OK 
MW-36 Manganese 10/3/2018 10/9/2018 6 180 OK 
MW-36 Mercury 10/3/2018 10/8/2018 5 180 OK 
MW-36 Molybdenum 10/3/2018 10/9/2018 6 180 OK 
MW-36 Nickel 10/3/2018 10/9/2018 6 180 OK 
MW-36 Potassium 10/3/2018 10/8/2018 5 180 OK 
MW-36 Silver 10/3/2018 10/9/2018 6 180 OK 
MW-36 Sodium 10/3/2018 10/8/2018 5 180 OK 
MW-36 Thallium 10/3/2018 10/9/2018 6 180 OK 
MW-36 Tin 10/3/2018 10/9/2018 6 180 OK 
MW-36 Arsenic 10/3/2018 10/9/2018 6 180 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-36 Beryllium 10/3/2018 10/9/2018 6 180 OK 
MW-36 Cadmium 10/3/2018 10/9/2018 6 180 OK 
MW-36 Chromium 10/3/2018 10/9/2018 6 180 OK 
MW-36 Cobalt 10/3/2018 10/9/2018 6 180 OK 
MW-36 Copper 10/3/2018 10/9/2018 6 180 OK 
MW-36 Uranium 10/3/2018 10/9/2018 6 180 OK 
MW-36 Vanadium 10/3/2018 10/8/2018 5 180 OK 
MW-36 Zinc 10/3/2018 10/9/2018 6 180 OK 
MW-36 Calcium 10/3/2018 10/8/2018 5 180 OK 
MW-36 Methvlene chloride 10/3/2018 10/4/2018 1 14 OK 
MW-36 Ammonia (as N) 10/3/2018 10/9/2018 6 28 OK 
MW-36 Selenium 10/3/2018 10/9/2018 6 180 OK 
MW-36 2-Butanone 10/3/2018 10/4/2018 1 14 OK 
MW-36 Naphthalene 10/3/2018 10/4/2018 1 14 OK 
MW-36 Bicarbonate (as CaC03) 10/3/2018 10/5/2018 2 14 OK 
MW-36 Carbonate (as CaC03) 10/3/2018 10/5/2018 2 14 OK 
MW-36 Nitrate/Nitrite (as N) 10/3/2018 10/9/2018 6 28 OK 
MW-36 Total Dissolved Solids 10/3/2018 10/4/2018 1 7 OK 
MW-65 Gross Radium Alpha 9/11/2018 10/3/2018 22 180 OK 
MW-65 Toluene 9/11/2018 9/14/2018 3 14 OK 
MW-65 Tetrahydrofuran 9/11/2018 9/14/2018 3 14 OK 
MW-65 Xylenes, Total 9/11/2018 9/14/2018 3 14 OK 
MW-65 Sulfate 9/11/2018 9/18/2018 7 28 OK 
MW-65 Chloride 9/11/2018 9/19/2018 8 28 OK 
MW-65 Fluoride 9/11/2018 9/19/2018 8 28 OK 
MW-65 Carbon tetrachloride 9/11/2018 9/14/2018 3 14 OK 
MW-65 Acetone 9/11/2018 9/14/2018 3 14 OK 
MW-65 Chloroform 9/11/2018 9/14/2018 3 14 OK 
MW-65 Benzene 9/11/2018 9/14/2018 3 14 OK 
MW-65 Chloromethane 9/11/2018 9/14/2018 3 14 OK 
MW-65 Iron 9/11/2018 9/28/2018 17 180 OK 
MW-65 Lead 9/11/2018 9/28/2018 17 180 OK 
MW-65 Magnesium 9/11/2018 9/18/2018 7 180 OK 
MW-65 Manganese 9/11/2018 9/27/2018 16 180 OK 
MW-65 Mercury 9/11/2018 9/26/2018 15 180 OK 
MW-65 Molybdenum 9/11/2018 9/27/2018 16 180 OK 
MW-65 Nickel 9/11/2018 9/27/2018 16 180 OK 
MW-65 Potassium 9/11/2018 9/18/2018 7 180 OK 
MW-65 Silver 9/11/2018 9/27/2018 16 180 OK 
MW-65 Sodium 9/11/2018 9/18/2018 7 180 OK 
MW-65 Thallium 9/11/2018 9/28/2018 17 180 OK 
MW-65 Tin 9/11/2018 9/27/2018 16 180 OK 
MW-65 Arsenic 9/11/2018 9/27/2018 16 180 OK 
MW-65 Beryllium 9/11/2018 9/28/2018 17 180 OK 
MW-65 Cadmium 9/11/2018 9/27/2018 16 180 OK 
MW-65 Chromium 9/11/2018 9/27/2018 16 180 OK 
MW-65 Cobalt 9/11/2018 9/27/2018 16 180 OK 
MW-65 Coooer 9/11/2018 9/27/2018 16 180 OK 
MW-65 Uranium 9/11/2018 9/27/2018 16 180 OK 
MW-65 Vanadium 9/11/2018 9/18/2018 7 180 OK 
MW-65 Zinc 9/11/2018 9/27/2018 16 180 OK 
MW-65 Calcium 9/11/2018 9/18/2018 7 180 OK 
MW-65 Methylene chloride 9/11/2018 9/14/2018 3 14 OK 







G-2A: Quarterly Holding Time Evaluation 


Hold Time Allowed Hold Hold Time 
Location ID Parameter Name Sample Date Analysis Date (Days) Time (Days) Check 


MW-65 Ammonia (as N) 9/11/2018 9/17/2018 6 28 OK 
MW-65 Selenium 9/11/2018 9/27/2018 16 180 OK 
MW-65 2-Butanone 9/11/2018 9/14/2018 3 14 OK 
MW-65 Naphthalene 9/11/2018 9/14/2018 3 14 OK 
MW-65 Bicarbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-65 Carbonate (as CaC03) 9/11/2018 9/17/2018 6 14 OK 
MW-65 Nitrate/Nitrite (as N) 9/11/2018 9/18/2018 7 28 OK 
MW-65 Total Dissolved Solids 9/11/2018 9/17/2018 6 7 OK 
MW-75 Gross Radium Alpha 10/3/2018 10/23/2018 20 180 OK 
MW-75 Toluene 10/3/2018 10/4/2018 1 14 OK 
MW-75 Tetrahydrofuran 10/3/2018 10/4/2018 1 14 OK 
MW-75 Xylenes, Total 10/3/2018 10/4/2018 1 14 OK 
MW-75 Sulfate 10/3/2018 10/10/2018 7 28 OK 
MW-75 Chloride 10/3/2018 10/10/2018 7 28 OK 
MW-75 Fluoride 10/3/2018 10/10/2018 7 28 OK 
MW-75 Carbon tetrachloride 10/3/2018 10/4/2018 1 14 OK 
MW-75 Acetone 10/3/2018 10/4/2018 1 14 OK 
MW-75 Chloroform 10/3/2018 10/4/2018 1 14 OK 
MW-75 Benzene 10/3/2018 10/4/2018 1 14 OK 
MW-75 Chloromethane 10/3/2018 10/4/2018 1 14 OK 
MW-75 Iron 10/3/2018 10/9/2018 6 180 OK 
MW-75 Lead 10/3/2018 10/9/2018 6 180 OK 
MW-75 Magnesium 10/3/2018 10/8/2018 5 180 OK 
MW-75 Manganese 10/3/2018 10/11/2018 8 180 OK 
MW-75 Mercury 10/3/2018 10/8/2018 5 180 OK 
MW-75 Molybdenum 10/3/2018 10/11/2018 8 180 OK 
MW-75 Nickel 10/3/2018 10/9/2018 6 180 OK 
MW-75 Potassium 10/3/2018 10/8/2018 5 180 OK 
MW-75 Silver 10/3/2018 10/9/2018 6 180 OK 
MW-75 Sodium 10/3/2018 10/8/2018 5 180 OK 
MW-75 Thallium 10/3/2018 10/9/2018 6 180 OK 
MW-75 Tin 10/3/2018 10/9/2018 6 180 OK 
MW-75 Arsenic 10/3/2018 10/11/2018 8 180 OK 
MW-75 Beryllium 10/3/2018 10/9/2018 6 180 OK 
MW-75 Cadmium 10/3/2018 10/11/2018 8 180 OK 
MW-75 Chromium 10/3/2018 10/11/2018 8 180 OK 
MW-75 Cobalt 10/3/2018 10/11/2018 8 180 OK 
MW-75 Copper 10/3/2018 10/9/2018 6 180 OK 
MW-75 Uranium 10/3/2018 10/9/2018 6 180 OK 
MW-75 Vanadium 10/3/2018 10/8/2018 5 180 OK 
MW-75 Zinc 10/3/2018 10/9/2018 6 180 OK 
MW-75 Calcium 10/3/2018 10/8/2018 5 180 OK 
MW-75 Methylene chloride 10/3/2018 10/4/2018 1 14 OK 
MW-75 Ammonia (as N) 10/3/2018 10/9/2018 6 28 OK 
MW-75 Selenium 10/3/2018 10/11/2018 8 180 OK 
MW-75 2-Butanone 10/3/2018 10/4/2018 1 14 OK 
MW-75 Naphthalene 10/3/2018 10/4/2018 1 14 OK 
MW-75 Bicarbonate (as CaC03) 10/3/2018 10/5/2018 2 14 OK 
MW-75 Carbonate (as CaC03) 10/3/2018 10/5/2018 2 14 OK 
MW-75 Nitrate/Nitrite (as N) 10/3/2018 10/9/2018 6 28 OK 
MW-75 Total Dissolved Solids 10/3/2018 10/4/2018 1 7 OK 







G-2B: Accelerated Holding Time Evaluation 


AJl0wed 
Hold Tim~ Hold Time, HQlp Time 


L0cationm -Parameter Name Sa.mole Date A.nal¥sis Date (Davs): a»avs) Check 
Trip Blank Chloroform 7/24/2018 7/27/2018 3 14 OK 
Trip Blank Methylene chloride 7/24/2018 7/27/2018 3 14 OK 
Trip Blank Chloroform 8/10/2018 8/15/2018 5 14 OK 
Trip Blank Methylene chloride 8/10/2018 8/15/2018 5 14 OK 


MW-11 Sulfate 7/24/2018 8/1/2018 8 28 OK 
MW-11 Sulfate 8/9/2018 8/21/2018 12 28 OK 
MW-11 Manganese 8/9/2018 8/21/2018 12 180 OK 
MW-14 Fluoride 7/24/2018 8/13/2018 20 27 OK 
MW-14 Fluoride 8/9/2018 8/21/2018 12 27 OK 
MW-25 Fluoride 7/23/2018 8/2/2018 10 27 OK 
MW-25 Cadmium 7/23/2018 8/8/2018 16 180 OK 
MW-25 Fluoride 8/9/2018 8/21/2018 12 27 OK 
MW-25 Cadmium 8/9/2018 8/27/2018 18 180 OK 
MW-26 Chloride 7/24/2018 8/3/2018 IO 28 OK 
MW-26 Chloroform 7/24/2018 7/27/2018 3 14 OK 
MW-26 Methylene chloride 7/24/2018 7/27/2018 3 14 OK 
MW-26 Nitrate/Nitrite (as N) 7/24/2018 7/28/2018 4 28 OK 
MW-26 Chloride 8/10/2018 8/21/2018 11 28 OK 
MW-26 Chloroform 8/10/2018 8/15/2018 5 14 OK 
MW-26 Methylene chloride 8/10/2018 8/15/2018 5 14 OK 
MW-26 Nitrate/Nitrite (as N) 8/10/2018 8/16/2018 6 28 OK 
MW-30 Chloride 7/24/2018 8/3/2018 10 28 OK 
MW-30 Uranium 7/24/2018 8/8/2018 15 180 OK 
MW-30 Nitrate/Nitrite (as N) 7/24/2018 7/28/2018 4 28 OK 
MW-30 Chloride 8/10/2018 8/21/2018 11 28 OK 
MW-30 Uranium 8/10/2018 8/27/2018 17 180 OK 
MW-30 Nitrate/Nitrite (as N) 8/10/2018 8/16/2018 6 28 OK 
MW-31 Sulfate 7/23/2018 8/1/2018 9 28 OK 
MW-31 Chloride 7/23/2018 8/1/2018 9 28 OK 
MW-31 Uranium 7/23/2018 8/8/2018 16 180 OK 
MW-31 Selenium 7/23/2018 8/8/2018 16 180 OK 
MW-31 Nitrate/Nitrite (as N) 7/23/2018 7/28/2018 5 28 OK 
MW-31 Total Dissolved Solids 7/23/2018 7/27/2018 4 7 OK 
MW-31 Sulfate 8/10/2018 8/20/2018 IO 28 OK 
MW-31 Chloride 8/10/2018 8/20/2018 10 28 OK 
MW-31 Uranium 8/10/2018 8/27/2018 17 180 OK 
MW-31 Selenium 8/10/2018 8/29/2018 19 180 OK 
MW-31 Nitrate/Nitrite (as N) 8/10/2018 8/16/2018 6 28 OK 
MW-31 Total Dissolved Solids 8/10/2018 8/16/2018 6 7 OK 
MW-65 Chloride 7/24/2018 8/3/2018 IO 28 OK 
MW-65 Uranium 7/24/2018 8/8/2018 15 180 OK 
MW-65 Nitrate/Nitrite (as N) 7/24/2018 7/28/2018 4 28 OK 
MW-65 Sulfate 8/10/2018 8/20/2018 10 28 OK 
MW-65 Chloride 8/10/2018 8/20/2018 10 28 OK 
MW-65 Uranium 8/10/2018 8/27/2018 17 180 OK 
MW-65 Selenium 8/10/2018 8/27/2018 17 180 OK 
MW-65 Nitrate/Nitrite (as N) 8/10/2018 8/16/2018 6 28 OK 
MW-65 Total Dissolved Solids 8/10/2018 8/16/2018 6 7 OK 







G-3A: Quarterly Sample Laboratory Receipt Temperature Check 


~J:elbJ"oli Well iniB~ "Femp ~1u,,11e 


GEL459574 
MW-11, MW-14, MW-25, MW-26, MW-30, MW 


NA 
31,MW-65 


GEL460846 MW-36, MW-75 NA 


AWAL 1809118 MW-32 2.3 °C 


MW-05,MW-ll,MW-12,MW-14,MW-25,MW-
AW AL 1809298 26,MW-27,MW-28,MW-30,MW-31,MW-35, 0.6 °C 


MW-65, Trip Blank 


AW AL 1809468 MW-24 0.3 °C 


AWAL 1810115 MW-36, MW-75, Trip Blank 1.3 oc 


NIA= These shipments contained samples for the analysis of gross alpha only. Per Table 1 in the 
approved QAP, samples submitted for gross alpha analyses do not have a sample temperature 
requirement. 







G-3B: Accelerated Sample Laboratory Receipt Temperature Check 


I ~le9*liJ ,.,.we'm Bal!dt "'!Ve-,.flmttae 


AWAL 1807589-July 
MW-11, MW-14, MW-25, MW-26, MW-30, 


3.4 °C 
MW-31, MW-65, Trip Blank 


AW AL 1808354 - August 
l'vlW-11,l'vlW-14,l'vlW-25,MW-26,l'vlW-30, 


2.2 °C 
l'vlW -31, l'vlW-65, Trip Blank 


NIA= These shipments contained samples for the analysis of gross alpha only. Per Table 1 in the 
approved QAP ,samples submitted for gross alpha analyses do not have a sample temperature 
requirement. 







G-4A: Quarterly Sample Analytical Method Check 


Pam m eter QAPMethod N1elhod ll!sl!d bJ bah 
Ammonia (as N) A4500-NH3 G or E350. l E350.l 


Nitrate+ Nitrite (as N) E353.l or E353.2 E353.2 
Metals E200.7 or E200.8 E200.7 and E200.8 


Gross Alpha E900.0 or E900.1 E900.1 
voes SW8260B or SW8260C SW8260C 


Chloride A4500-Cl B or A4500-Cl E or E300.0 E300.0 
Fluoride A4500-F C or E300.0 E300.0 
Sulfate A4500-S04 E or E300.0 E300.0 
TDS A2540 C A2540C 


Carbonate as C03, Bicarbonate as HC03 A2320B A2320B 
Mercury E245.l or E200.7 or E200.8 E245.1 


Calcium, Magnesium, Potassium, Sodium E200.7 E200.7 







G-4B: Accelerated Sample Analytical Method Check 


Parameter QAPMethod 1\1:ejhod Usfi.d by l,ab 


Ammonia (as N) A4500-NH3 G or E350.1 E350.l 


Nitrate+ Nitrite (as N) E353. l or E353.2 E353.2 


Metals E200.7 or E200.8 E200.7 or E200.8 


Gross Alpha E900.0 or E900.1 E900.1 


voes SW8260B or SW8260C SW8260C 


Chloride A4500-CI B or A4500-CI E or E300.0 E300.0 


Fluoride A4500-F C or E300.0 A4500-FC 


Sulfate A4500-S04 E or E300.0 E300.0 


TDS A2540C A2540 C 







G5AQ - uarter y amp e I S IR eportmg 1m1t ec L" . Ch k 
.. 


Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
Trip Blank Toluene 1 ug/L u 1 1 OK 
Trip Blank Tetrahydrofuran 1 ug/L u 1 1 OK 
Trip Blank Xylenes, Total 1 ug/L u 1 1 OK 
Trip Blank Carbon tetrachloride 1 ug/L u 1 1 OK 
Trip Blank Acetone 20 ug/L u 1 20 OK 
Trip Blank Chloroform 1 ug/L u 1 1 OK 
Trip Blank Benzene 1 ug/L u 1 1 OK 
Trip Blank Chloromethane 1 ug/L 1 1 OK 
Trip Blank Methylene chloride 1 ug/L u 1 1 OK 
Trip Blank 2-Butanone 20 ug/L u 1 20 OK 
Trip Blank Naphthalene 1 ug/L u 1 1 OK 
Trip Blank Toluene 1 ug/L u 1 1 OK 
Trip Blank Tetrahydrofuran 1 ug/L u 1 1 OK 
Trip Blank Xylenes, Total 1 ug/L u 1 1 OK 
Trip Blank Carbon tetrachloride 1 ug/L u 1 1 OK 
Trip Blank Acetone 20 ug/L u 1 20 OK 
Trip Blank Chloroform 1 ug/L u 1 1 OK 
Trip Blank Benzene 1 ug/L u 1 1 OK 
Trip Blank Chloromethane 1 ug/L 1 1 OK 
Trip Blank Methylene chloride 1 ug/L u 1 1 OK 
Trip Blank 2-Butanone 20 ug/L u 1 20 OK 
Trip Blank Naphthalene 1 ug/L u 1 1 OK 


MW-05 Uranium 0.3 ug/L 2 0.3 OK 
MW-11 Toluene 1 ug/L u 1 1 OK 
MW-11 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-11 Xylenes, Total 1 ug/L u 1 1 OK 
MW-11 Sulfate 150 mg/L 200 1 OK 
MW-11 Chloride 1 mg/L 10 1 OK 
MW-11 Fluoride 0.1 mg/L 1 0.1 OK 
MW-11 Carbon tetrachloride 1 u,g/L u 1 1 OK 
MW-11 Acetone 20 ug/L u 1 20 OK 
MW-11 Chloroform 1 ug/L u 1 1 OK 
MW-11 Benzene 1 ug/L u 1 1 OK 
MW-11 Chloromethane 1 u,g/L u 1 1 OK 
MW-11 Iron 30 ug/L 5 30 OK 
MW-11 Lead 1 u,g/L u 5 1 OK 
MW-11 Magnesium 10 mg/L 10 0.5 OK 
MW-11 Manganese 10 ug/L 20 10 OK 
MW-11 Mercury 0.5 u,g/L u 1 0.5 OK 
MW-11 Molybdenum 10 ug/L u 20 10 OK 
MW-11 Nickel 20 ug/L u 20 20 OK 
MW-11 Potassium 1 mg/L 1 0.5 OK 
MW-11 Silver 10 ug/L u 20 10 OK 
MW-11 Sodium 20 mg/L 20 0.5 OK 
MW-11 Thallium 0.5 u,g/L u 5 0.5 OK 
MW-11 Tin 100 u,g/L u 20 100 OK 
MW-11 Arsenic 5 ug/L u 20 5 OK 
MW-11 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-11 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-11 Chromium 25 u,g/L u 20 25 OK 
MW-11 Cobalt 10 u,g/L u 20 10 OK 
MW-11 Copper 10 ug/L u 20 10 OK 
MW-11 Uranium 0.3 ug/L 2 0.3 OK 
MW-11 Vanadium 15 u,g/L u 1 15 OK 







G-5A Quarterly Sample Reporting Limit Check 


Lab Requited 
Reporting Dilution Rep,eni'ng RL 


Location Analyte Limit Units Qualifier Factor L imU Check 
MW-11 Zinc 10 ug/L u 20 10 OK 
MW-11 Calcium 10 mg/L 10 0.5 OK 
MW-11 Methylene chloride 1 ug/L u 1 1 OK 
MW-11 Ammonia (as N) 0.05 mg/L 1 0.05 OK 
MW-11 Selenium 5 ug/L u 20 5 OK 
MW-11 2-Butanone 20 ug/L u 1 20 OK 
MW-11 Naphthalene 1 ug/L u 1 1 OK 
MW-11 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-11 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-11 Nitrate/Nitrite (as N) 0.1 mg/L u 10 0.1 OK 
MW-11 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-11 Gross Radium Alpha 0.992 pCi/L 1 1 OK 
MW-12 Uranium 0.3 ug/L 2 0.3 OK 
MW-14 Toluene 1 ug/L u 1 1 OK 
MW-14 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-14 Xylenes, Total 1 ug/L u 1 1 OK 
MW-14 Sulfate 750 mg/L 1000 1 OK 
MW-14 Chloride 1 mg/L 10 1 OK 
MW-14 Fluoride 0.1 mg/L u 1 0.1 OK 
MW-14 Carbon tetrachloride 1 ug/L u 1 1 OK 
MW-14 Acetone 20 ug/L u 1 20 OK 
MW-14 Chloroform 1 ug/L u 1 1 OK 
MW-14 Benzene 1 ug/L u 1 1 OK 
MW-14 Chloromethane 1 ug/L u 1 1 OK 
MW-14 Iron 30 ug/L u 5 30 OK 
MW-14 Lead 1 ug/L u 5 1 OK 
MW-14 Magnesium 10 mg/L 10 0.5 OK 
MW-14 Manganese 10 ug/L 20 10 OK 
MW-14 Mercury 0.5 ug/L u 1 0.5 OK 
MW-14 Molybdenum 10 ug/L u 20 10 OK 
MW-14 Nickel 20 ug/L u 20 20 OK 
MW-14 Potassium 1 mg/L 1 0.5 OK 
MW-14 Silver 10 ug/L u 20 10 OK 
MW-14 Sodium 10 mg/L 10 0.5 OK 
MW-14 Thallium 0.5 ug/L u 5 0.5 OK 
MW-14 Tin 100 ug/L u 20 100 OK 
MW-14 Arsenic 5 ug/L u 20 5 OK 
MW-14 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-14 Cadmium 0.5 ug/L 20 0.5 OK 
MW-14 Chromium 25 ug/L u 20 25 OK 
MW-14 Cobalt 10 ug/L u 20 10 OK 
MW-14 Coooer 10 ug/L u 20 10 OK 
MW-14 Uranium 0.3 ug/L 2 0.3 OK 
MW-14 Vanadium 15 ug/L u 1 15 OK 
MW-14 Zinc 10 ug/L 20 10 OK 
MW-14 Calcium 10 mg/L 10 0.5 OK 
MW-14 Methylene chloride 1 ug/L u 1 1 OK 
MW-14 Ammonia (as N) 0.05 mg/L u 1 0.05 OK 
MW-14 Selenium 5 ug/L u 20 5 OK 
MW-14 2-Butanone 20 ug/L u 1 20 OK 
MW-14 Naphthalene 1 ug/L u 1 1 OK 
MW-14 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-14 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-14 Nitrate/Nitrite (as N) 0.1 mg/L u 10 0.1 OK 







-G5AQ uarter :y amp e I S IR eporting 1m1t ec L' . Ch k 


Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
MW-14 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-14 Gross Radium Alpha 0.972 pCi/L u 1 1 OK 
MW-24 Thallium 0.5 ug/L 5 0.5 OK 
MW-24 Beryllium 0.5 ug/L 5 0.5 OK 
MW-24 Cadmium 0.5 ug/L 5 0.5 OK 
MW-25 Gross Radium Alpha 0.943 pCi/L 1 1 OK 
MW-25 Toluene 1 ug/L u 1 l OK 
MW-25 Tetrahydrofuran I ug/L u I 1 OK 
MW-25 Xylenes, Total I ug/L u 1 1 OK 
MW-25 Sulfate 150 mg/L 200 1 OK 
MW-25 Chloride I mg/L 10 I OK 
MW-25 Fluoride 0.1 mg/L 1 0.1 OK 
MW-25 Carbon tetrachloride 1 ug/L u I 1 OK 
MW-25 Acetone 20 ug/L u I 20 OK 
MW-25 Chloroform 1 ug/L u 1 1 OK 
MW-25 Benzene 1 ug/L u I 1 OK 
MW-25 Chloromethane I ug/L u 1 1 OK 
MW-25 Iron 30 ug/L u 5 30 OK 
MW-25 Lead 1 ug/L u 5 1 OK 
MW-25 Magnesium 10 mg/L 10 0.5 OK 
MW-25 Manganese 10 ug/L 20 10 OK 


- MW-25 Mercury 0.5 ug/L u 1 0.5 OK 
MW-25 Molybdenum 10 ug/L 20 10 OK 
MW-25 Nickel 20 ug/L u 20 20 OK 
MW-25 Potassium 1 mg/L 1 0.5 OK 
MW-25 Silver 10 ug/L u 20 10 OK 
MW-25 Sodium 10 mg/L 10 0.5 OK 
MW-25 Thallium 0.5 ug/L 5 0.5 OK 
MW-25 Tin 100 ug/L u 20 100 OK 
MW-25 Arsenic 5 ug/L u 20 5 OK 
MW-25 Beryllium 0 .5 ug/L u 5 0.5 OK 
MW-25 Cadmium 0.5 ug/L 20 0.5 OK 
MW-25 Chromium 25 ug/L u 20 25 OK 
MW-25 Cobalt 10 ug/L u 20 10 OK 
MW-25 Copper 10 ug/L u 20 10 OK 
MW-25 Uranium 0.3 ug/L 2 0.3 OK 
MW-25 Vanadium 15 ug/L u I 15 OK 
MW-25 Zinc 10 ug/L u 20 10 OK 
MW-25 Calcium 10 mg/L 10 0.5 OK 
MW-25 Methylene chloride 1 ug/L u 1 1 OK 
MW-25 Ammonia (as N) 0.05 mg/L I 0.05 OK 
MW-25 Selenium 5 ug/L u 20 5 OK 
MW-25 2-Butanone 20 ug/L u l 20 OK 
MW-25 Naphthalene l ug/L u 1 1 OK 
MW-25 Bicarbonate (as CaC03) 1 rng/L I 1 OK 
MW-25 Carbonate (as CaC03) 1 mg/L u I 1 OK 
MW-25 Nitrate/Nitrite (as N) 0.1 mg/L u 10 0.1 OK 
MW-25 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-26 Toluene 1 ug/L u l 1 OK 
MW-26 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-26 Xylenes, Total 1 ug/L u 1 1 OK 
MW-26 Sulfate 150 mg/L 200 1 OK 
MW-26 Chloride 1 mg/L 10 1 OK 
MW-26 Fluoride 0.1 mg/L l 0.1 OK 
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Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
MW-26 Carbon tetrachloride 1 ug/L u I I OK 
MW-26 Acetone 20 ug/L u I 20 OK 
MW-26 Chloroform 10 ug/L 10 1 OK 
MW-26 Benzene 1 ug/L u 1 1 OK 
MW-26 Chloromethane 1 ug/L u 1 1 OK 
MW-26 Iron 30 ug/L 5 30 OK 
MW-26 Lead l ug/L u 5 1 OK 
MW-26 Magnesium 10 mg/L 10 0.5 OK 
MW-26 Manganese 10 ug/L 20 10 OK 
MW-26 Mercury 0 .5 ug/L u 1 0.5 OK 
MW-26 Molybdenum 10 ug/L u 20 10 OK 
MW-26 Nickel 20 ug/L u 20 20 OK 
MW-26 Potassium l mg/L l 0.5 OK 
MW-26 Silver 10 ug/L u 20 10 OK 
MW-26 Sodium 10 mg/L 10 0.5 OK 
MW-26 Thallium 0.5 ug/L u 5 0.5 OK 
MW-26 Tin 100 ug/L u 20 100 OK 
MW-26 Arsenic 5 ug/L u 20 5 OK 
MW-26 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-26 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-26 Chromium 25 ug/L u 20 25 OK 
MW-26 Cobalt 10 ug/L u 20 10 OK 
MW-26 Copper 10 ug/L u 20 10 OK 
MW-26 Uranium 0.3 ug/L 2 0.3 OK 
MW-26 Vanadium 15 ug/L u I 15 OK 
MW-26 Zinc 10 ug/L u 20 10 OK 
MW-26 Calcium 10 mg/L 10 0.5 OK 
MW-26 Methylene chloride 1 ug/L 1 1 OK 
MW-26 Ammonia (as N) 0.05 mg/L 1 0.05 OK 
MW-26 Selenium 5 ug/L 20 5 OK 
MW-26 2-Butanone 20 ug/L u 1 20 OK 
MW-26 Naphthalene I ug/L u 1 1 OK 
MW-26 Bicarbonate (as CaC03) I mg/L 1 1 OK 
MW-26 Carbonate (as CaC03) I mg/L u 1 1 OK 
MW-26 Nitrate/Nitrite (as N) 0 .1 mg/L 10 0 .1 OK 
MW-26 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-26 Gross Radium Alpha 0.97 pCi/L 1 1 OK 
MW-27 Chloride 1 mg/L 10 1 OK 
MW-27 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-28 Chloride 2 mg/L 20 1 OK 
MW-28 Cadmium 0.5 ug/L 20 0.5 OK 
MW-28 Uranium 0.3 ug/L 2 0.3 OK 
MW-30 Toluene I ug/L u l 1 OK 
MW-30 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-30 Xylenes, Total 1 ug/L u I 1 OK 
MW-30 Sulfate 75 mg/L 100 1 OK 
MW-30 Chloride 10 mg/L 100 I OK 
MW-30 Fluoride 0.1 mg/L 1 0.1 OK 
MW-30 Carbon tetrachloride 1 ug/L u 1 1 OK 
MW-30 Acetone 20 ug/L u 1 20 OK 
MW-30 Chloroform 1 ug/L u 1 1 OK 
MW-30 Benzene 1 ug/L u 1 1 OK 
MW-30 Chloromethane l ug/L u I 1 OK 
MW-30 Iron 30 ug/L u 5 30 OK 
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Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
MW-30 Lead 1 ug/L u 5 1 OK 
MW-30 Magnesium 10 m.2;/L 10 0.5 OK 
MW-30 Manganese 10 ug/L 20 10 OK 
MW-30 Mercury 0.5 ug/L u 1 0.5 OK 
MW-30 Molybdenum 10 ug/L u 20 10 OK 
MW-30 Nickel 20 ug/L u 20 20 OK 
MW-30 Potassium 1 mg/L 1 0.5 OK 
MW-30 Silver 10 ug/L u 20 10 OK 
MW-30 Sodium 10 mg/L 10 0.5 OK 
MW-30 Thallium 0.5 ug/L u 5 0.5 OK 
MW-30 Tin 100 ug/L u 20 100 OK 
MW-30 Arsenic 5 ug/L u 20 5 OK 
MW-30 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-30 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-30 Chromium 25 ug/L u 20 25 OK 
MW-30 Cobalt 10 ug/L u 20 10 OK 
MW-30 Copper 10 ug/L u 20 10 OK 
MW-30 Uranium 0.3 ug/L 2 0.3 OK 
MW-30 Vanadium 15 ug/L u 1 15 OK 
MW-30 Zinc 10 ug/L u 20 10 OK 
MW-30 Calcium 10 mg/L 10 0.5 OK 
MW-30 Methylene chloride 1 ug/L u 1 1 OK 
MW-30 Ammonia (as N) 0.05 mg/L u 1 0.05 OK 
MW-30 Selenium 5 ug/L 20 5 OK 
MW-30 2-Butanone 20 ug/L u 1 20 OK 
MW-30 Naphthalene 1 ug/L u I 1 OK 
MW-30 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-30 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-30 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-30 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-30 Gross Radium Alpha 0.888 pCi/L 1 1 OK 
MW-31 Gross Radium Alpha 0.98 pCi/L 1 1 OK 
MW-31 Toluene 1 ug/L u 1 I OK 
MW-31 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-31 Xylenes, Total 1 ug/L u I 1 OK 
MW-31 Sulfate 75 mg/L 100 1 OK 
MW-31 Chloride 10 mg/L 100 1 OK 
MW-31 Fluoride 0.1 mg/L 1 0.1 OK 
MW-31 Carbon tetrachloride 1 ug/L u 1 1 OK 
MW-31 Acetone 20 ug/L u 1 20 OK 
MW-31 Chloroform 1 ug/L u 1 1 OK 
MW-31 Benzene 1 ug/L u 1 1 OK 
MW-31 Chloromethane 1 u.2;/L u 1 1 OK 
MW-31 Iron 30 ug/L u 5 30 OK 
MW-31 Lead 1 ug/L u 5 1 OK 
MW-31 Magnesium 10 mg/L 10 0.5 OK 
MW-31 Manganese 10 ug/L u 20 10 OK 
MW-31 Mercury 0.5 ug/L u 1 0.5 OK 
MW-31 Molybdenum 10 ug/L u 20 10 OK 
MW-31 Nickel 20 ug/L u 20 20 OK 
MW-31 Potassium 1 mg/L 1 0.5 OK 
MW-31 Silver 10 ug/L u 20 10 OK 
MW-31 Sodium 10 mg/L 10 0.5 OK 
MW-31 Thallium 0.5 ug/L u 5 0.5 OK 







G-5A Quarterly Sample Reporting Limit Check 


Lab Required 
Reporting Dilution Reporting RL 


Location Analvte Limit Units Qualifier Factor Limit Check 
MW-31 Tin 100 ug/L u 20 100 OK 
MW-31 Arsenic 5 ug/L u 20 5 OK 
MW-31 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-31 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-31 Chromium 25 ug/L u 20 25 OK 
MW-31 Cobalt 10 ug/L u 20 10 OK 
MW-31 Copper 10 ug/L u 20 10 OK 
MW-31 Uranium 0.3 ug/L 2 0.3 OK 
MW-31 Vanadium 15 ug/L u 1 15 OK 
MW-31 Zinc 10 ug/L u 20 10 OK 
MW-31 Calcium 10 mg/L 10 0.5 OK 
MW-31 Methylene chloride I ug/L u 1 1 OK 
MW-31 Ammonia (as N) 0.05 mg/L u 1 0.05 OK 
MW-31 Selenium 5 ug/L 20 5 OK 
MW-31 2-Butanone 20 ug/L u 1 20 OK 
MW-31 Naphthalene 1 ug/L u 1 1 OK 
MW-31 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-31 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-31 Nitrate/Nitrite (as N) 1 mg/L 100 0.1 OK 
MW-31 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-32 Sulfate 750 mg/L 1000 1 OK 
MW-32 Chloride 1 mg/L JO 1 OK 
MW-35 Ammonia (as N) 0.05 mg/L u I 0.05 OK 
MW-36 Gross Radium Alpha 0.427 pCi/L u 1 1 OK 
MW-36 Toluene 1 ug/L u 1 1 OK 
MW-36 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-36 Xylenes, Total l ug/L u 1 l OK 
MW-36 Sulfate 750 mg/L 1000 1 OK 
MW-36 Chloride 1 mg/L 10 1 OK 
MW-36 Fluoride 0.1 mg/L I 0.1 OK 
MW-36 Carbon tetrachloride 1 ug/L u 1 1 OK 
MW-36 Acetone 20 ug/L u I 20 OK 
MW-36 Chloroform 1 ug/L u 1 1 OK 
MW-36 Benzene 1 ug/L u 1 1 OK 
MW-36 Chloromethane 1 ug/L u 1 1 OK 
MW-36 Iron 30 ug/L u 5 30 OK 
MW-36 Lead 1 ug/L u 5 1 OK 
MW-36 Magnesium 20 mg/L 20 0.5 OK 
MW-36 Manganese 10 ug/L u 20 10 OK 
MW-36 Mercury 0.5 ug/L u 1 0.5 OK 
MW-36 Molybdenum 10 ug/L u 20 10 OK 
MW-36 Nickel 20 ug/L u 20 20 OK 
MW-36 Potassium 1 mg/L 1 0.5 OK 
MW-36 Silver 10 ug/L u 20 10 OK 
MW-36 Sodium 20 mg/L 20 0.5 OK 
MW-36 Thallium 0.5 ug/L 5 0.5 OK 
MW-36 Tin 100 ug/L u 20 100 OK 
MW-36 Arsenic 5 ug/L u 20 5 OK 
MW-36 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-36 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-36 Chromium 25 ug/L u 20 25 OK 
MW-36 Cobalt 10 ug/L u 20 10 OK 
MW-36 Copper 10 ug/L u 20 10 OK 
MW-36 Uranium 0.3 ug/L 2 0.3 OK 
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Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
MW-36 Vanadium 15 ug/L u 1 15 OK 
MW-36 Zinc 10 ug/L u 20 10 OK 
MW-36 Calcium 20 mg/L 20 0.5 OK 
MW-36 Methylene chloride 1 ug/L u 1 1 OK 
MW-36 Ammonia (as N) 0.05 mg/L 1 0.05 OK 
MW-36 Selenium 5 ug/L 20 5 OK 
MW-36 2-Butanone 20 ug/L u I 20 OK 
MW-36 Naphthalene 1 ug/L u I 1 OK 
MW-36 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-36 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-36 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-36 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-65 Gross Radium Alpha 0.979 pCi/L 1 1 OK 
MW-65 Toluene 1 ug/L u 1 1 OK 
MW-65 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-65 Xylenes, Total 1 ug/L u 1 1 OK 
MW-65 Sulfate 750 mg/L 1000 1 OK 
MW-65 Chloride 2 mg/L 20 1 OK 
MW-65 Fluoride 0.1 mg/L u 1 0.1 OK 
MW-65 Carbon tetrachloride 1 ug/L u 1 I OK 
MW-65 Acetone 20 ug/L u I 20 OK 
MW-65 Chloroform 1 ug/L u I I OK 
MW-65 Benzene 1 ug/L u 1 I OK 
MW-65 Chloromethane I ug/L u I 1 OK 
MW-65 Iron 30 ug/L u 5 30 OK 
MW-65 Lead 1 ug/L u 5 1 OK 
MW-65 Magnesium 10 mg/L 10 0.5 OK 
MW-65 ManJ?;anese 10 ug/L 20 10 OK 
MW-65 Mercury 0.5 ug/L u 1 0.5 OK 
MW-65 Molybdenum 10 ug/L u 20 10 OK 
MW-65 Nickel 20 ug/L u 20 20 OK 
MW-65 Potassium 1 mg/L 1 0.5 OK 
MW-65 Silver 10 ug/L u 20 10 OK 
MW-65 Sodium 10 mg/L 10 0.5 OK 
MW-65 Thallium 0.5 ug/L u 5 0.5 OK 
MW-65 Tin 100 ug/L u 20 100 OK 
MW-65 Arsenic 5 ug/L u 20 5 OK 
MW-65 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-65 Cadmium 0.5 ug/L 20 0.5 OK 
MW-65 Chromium 25 ug/L u 20 25 OK 
MW-65 Cobalt 10 ug/L u 20 10 OK 
MW-65 Cooner 10 ug/L u 20 10 OK 
MW-65 Uranium 0.3 ug/L 2 0.3 OK 
MW-65 Vanadium 15 ug/L u 1 15 OK 
MW-65 Zinc 10 ug/L 20 10 OK 
MW-65 Calcium 10 mg/L 10 0.5 OK 
MW-65 Methylene chloride 1 ug/L u 1 I OK 
MW-65 Ammonia (as N) 0.05 mg/L 1 0.05 OK 
MW-65 Selenium 5 ug/L u 20 5 OK 
MW-65 2-Butanone 20 ug/L u 1 20 OK 
MW-65 Naphthalene 1 ug/L u 1 1 OK 
MW-65 Bicarbonate (as CaC03) I mg/L 1 1 OK 
MW-65 Carbonate (as CaC03) 1 mg/L u I 1 OK 
MW-65 Nitrate/Nitrite (as N) 0.1 mg/L u 10 0.1 OK 
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Lab Required 
Reporting Dilution Reporting RL 


Location Analyte Limit Units Qualifier Factor Limit Check 
MW-65 Total Dissolved Solids 20 MG/L 2 IO OK 
MW-75 Gross Radium Alpha 0.92 pCi/L 1 1 OK 
MW-75 Toluene 1 ug/L u 1 1 OK 
MW-75 Tetrahydrofuran 1 ug/L u 1 1 OK 
MW-75 Xylenes, Total 1 ug/L u 1 1 OK 
MW-75 Sulfate 750 mg/L 1000 1 OK 
MW-75 Chloride 1 mg/L IO 1 OK 
MW-75 Fluoride 0.1 mg/L 1 0.1 OK 
MW-75 Carbon tetrachloride 1 ug/L u 1 1 OK 
MW-75 Acetone 20 ug/L u 1 20 OK 
MW-75 Chloroform 1 ug/L u 1 1 OK 
MW-75 Benzene 1 ug/L u 1 1 OK 
MW-75 Chloromethane 1 ug/L u 1 1 OK 
MW-75 Iron 30 ug/L u 5 30 OK 
MW-75 Lead 1 ug/L u 5 1 OK 
MW-75 Magnesium 20 mg/L 20 0.5 OK 
MW-75 Manganese IO ug/L u 20 IO OK 
MW-75 Mercury 0.5 ug/L u 1 0.5 OK 
MW-75 Molybdenum IO ug/L u 20 IO OK 
MW-75 Nickel 20 ug/L u 20 20 OK 
MW-75 Potassium 1 mg/L 1 0.5 OK 
MW-75 Silver IO ug/L u 20 10 OK 
MW-75 Sodium 20 mg/L 20 0.5 OK 
MW-75 Thallium 0.5 ug/L 5 0.5 OK 
MW-75 Tin 100 ug/L u 20 100 OK 
MW-75 Arsenic 5 ug/L u 20 5 OK 
MW-75 Beryllium 0.5 ug/L u 5 0.5 OK 
MW-75 Cadmium 0.5 ug/L u 20 0.5 OK 
MW-75 Chromium 25 ug/L u 20 25 OK 
MW-75 Cobalt IO ug/L u 20 IO OK 
MW-75 Coooer IO ug/L u 20 10 OK 
MW-75 Uranium 0.3 ug/L 2 0.3 OK 
MW-75 Vanadium 15 ug/L u 1 15 OK 
MW-75 Zinc IO ug/L u 20 IO OK 
MW-75 Calcium 20 mg/L 20 0.5 OK 
MW-75 Methylene chloride 1 ug/L u 1 1 OK 
MW-75 Ammonia (as N) 0.05 mg/L u 1 0.05 OK 
MW-75 Selenium 5 ug/L 20 5 OK 
MW-75 2-Butanone 20 ug/L u 1 20 OK 
MW-75 Naphthalene 1 ug/L u 1 1 OK 
MW-75 Bicarbonate (as CaC03) 1 mg/L 1 1 OK 
MW-75 Carbonate (as CaC03) 1 mg/L u 1 1 OK 
MW-75 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-75 Total Dissolved Solids 20 MG/L 2 IO OK 







G-5B Accelerated Sample Reponing Limit Check 


Lab ,; ~~tl 
R l)Ortiil.l'lg Dill!lllM1\llil ~pmCiooig: W, 


Lti:~ ie'fl Alill1ilvte Umitit Uruis '@:i:inilfill\fl~'jt I :!il'a"©tt@:tt f..:i;1niJ:il et111re;k 
Trip Blank Chloroform 1 ug/L u 1 1 OK 
Trip Blank Methylene chloride 1 ug/L u 1 1 OK 
Trip Blank Chloroform 1 ug/L u 1 1 OK 
Trip Blank Methylene chloride 1 ug/L u 1 1 OK 


MW-11 Sulfate 150 mg/L 200 1 OK 
MW-11 Sulfate 75 mg/L 100 1 OK 
MW-11 Manganese 10 ug/L 20 10 OK 
MW-14 Fluoride 0.1 mg/L 1 0.1 OK 
MW-14 Fluoride 0.1 mg/L u 1 0.1 OK 
MW-25 Fluoride 0.1 mg/L 1 0.1 OK 
MW-25 Cadmium 0.5 ug/L 20 0.5 OK 
MW-25 Fluoride 0.1 mg/L 1 0.1 OK 
MW-25 Cadmium 0.5 ug/L 20 0.5 OK 
MW-26 Chloride 1 mg/L 10 1 OK 
MW-26 Chloroform 100 ug/L 100 1 OK 
MW-26 Methylene chloride 1 ug/L 1 1 OK 
MW-26 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-26 Chloride 1 mg/L 10 1 OK 
MW-26 Chloroform 50 ug/L 50 1 OK 
MW-26 Methylene chloride 1 ug/L 1 1 OK 
MW-26 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-30 Chloride 2 mg/L 20 1 OK 
MW-30 Uranium 0.3 ug/L 2 0.3 OK 
MW-30 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-30 Chloride 2 mg/L 20 1 OK 
MW-30 Uranium 0.3 ug/L 2 0.3 OK 
MW-30 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-31 Sulfate 75 mg/L 100 1 OK 
MW-31 Chloride 10 mg/L 100 I OK 
MW-31 Uranium 0.3 ug/L 2 0.3 OK 
MW-31 Selenium 5 ug/L 20 5 OK 
MW-31 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-31 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-31 Sulfate 75 mg/L 100 1 OK 
MW-31 Chloride 10 mg/L 100 1 OK 
MW-31 Uranium 0.3 ug/L 2 0.3 OK 
MW-31 Selenium 5 ug/L 20 5 OK 
MW-31 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-31 Total Dissolved Solids 20 MG/L 2 10 OK 
MW-65 Chloride 2 mg/L 20 1 OK 
MW-65 Uranium 0.3 ug/L 2 0.3 OK 
MW-65 Nitrate/Nitrite (as N) 0.1 mg/L 10 0.1 OK 
MW-65 Sulfate 150 mg/L 200 1 OK 
MW-65 Chloride 20 mg/L 200 1 OK 
MW-65 Uranium 0.3 ug/L 2 0.3 OK 
MW-65 Selenium 5 ug/L 20 5 OK 
MW-65 Nitrate/Nitrite (as N) 0.2 mg/L 20 0.1 OK 
MW-65 Total Dissolved Solids 20 MG/L 2 10 OK 







G-6A: Quarterly Sample Trip Blank Evaluation 


La:b R:.cp\lnl Con1;1t'i~uer)'t R~ult 
2-Butanone ND 


Acetone ND 
Benzene ND 


Carbon Tetrachloride ND 
Chloroform ND 


AW AL 1809298 Chloromethane 5.34 ug/L 
Methylene Chloride ND 


Naphthalene ND 
Tetrahvdrofuran ND 


Toluene ND 
Xvlenes, Total ND 


2-Butanone ND 
Acetone ND 
Benzene ND 


Carbon Tetrachloride ND 
Chloroform ND 


AWAL 1810115 Chloromethane 4.37 ug/L 
Methylene Chloride ND 


Naphthalene ND 
Tetrahydrofuran ND 


Toluene ND 
Xylenes, Total ND 







G-6B: Accelerated Sample Trip Blank Evaluation 


All trip blanks for the Accelerated samples were non detect. 


BJank Sample Date Lab1;u;atory 


AWAL 1807589 7/24/2018 AWAL 


AW AL 1808354 8/10/2018 AWAL 







G-7A: QA/QC Evaluation for Quarterly Sampl.e Duplicate 


Constituent 
MW-14 MW-65 


%RPO 
09/11/2018 09/11/2018 


Ammonia (as N) (mg/L) <0.05 0.0630 NIA 
Bicarbonate as CaC03 (mg/L) 378 378 0.00 
Cadmium (mg/L) 0.00142 0.00147 3.46 
Calcium (mg/L) 584 567 2.95 
Chloride (mg/L) 21.7 21.6 0.46 
Magnesium (mg/L) 177 174 1.71 
Manganese(mg/L) 1.86 1.92 3.17 
Potassium (mg/L) 12.9 12.9 0.00 
Sodium (mg/L) 391 379 3.12 
Sulfate (mg/L) 2150 2170 0.93 
TDS(mg/L) 3340 3490 4.39 
Uranium (mg/L) 0.0570 0.0587 2.94 
Zinc 0.0125 0.0137 9.16 


Radiologic Duplicate Tests 
Gross Alpha minus Rn & U* <1.0 1.12 NIA 
Gross Alpha minus Rn & U Precision (±) 


* Duplicate checks reported for gross alpha minus RN and U are not %RPD 
Calculated values are based on the formula in the aoor0V'ed QAP. 


Constituent 
MW-36 MW-75 


%RPO 
10/3/2018 10/3/2018 


Ammonia (as N) (mg/L) 0.0788 <0.5 NIA 
Bicarbonate as HC03 292 292 0.00 


Calcium (mg/L) 459 449 2.20 


Chloride (mg/L) 58.7 60.3 2.69 


Fluoride (mg/L) 0.324 0.334 3.04 


Magnesium (mg/L) 144 142 1.40 


Nitrate+ Nitrite (as N) 0.182 0.208 13.33 


Potassium (mg/L) 10.2 9.80 4.00 


Selenium (mg/L) 0.239 0.238 0.42 
Sodium (mg/L) 722 701 2.95 


Sulfate (mg/L) 2460 2550 3.59 
TDS(mg/L) 4100 4320 5.23 


Thallium 0.000616 0.000611 0.81 


Uranium (mg/L) 0.0224 0.0221 1.35 
Radiologic Duplicate Tests 


Gross Alpha minus Rn & U* <1.0 1.23 NIA 
Gross Alpha minus Rn & U Precision (±) 


* Duplicate checks reported for gross alpha minus RN and U are not %RPO. 
Calculated values are based on the formula in the approved QAP. 


Per the approved QAP, an RPO greater than 20% is acceptable if the reported results 
are less than 5 times the RL. These results are provided for information only. 
NIA - The duplicate test was not performed because both results were not greater 
than the RL. 


' 







G-7B: QA/QC Evaluation for Accelerated Sample Duplicates 


~•..an 1\N-6S 
~nt tli!4~ ~ ~ 


Nitrate+ Nitrite (as N) (mg/L) 17.4 17.1 1.74 
Uranium (mg/L) 0.00869 0.00881 1.37 
Chloride (mg/L) 177 181 2.23 


MW~~l "MW,6'5 
,Ci@nsfil:tmm.t 81Jtr(ltllf8 WltJfSi ~ 


Nitrate+ Nitrite (as N) (mg/L) 18.3 18.6 1.63 
Sulfate (mg/L) 841 853 1.42 
Total Dissolved Solids (mg/L) 1980 2210 10.98 
Uranium (mg/L) 0.0117 0.0109 7.08 
Selenium (mg/L) 0.0863 0.0824 4.62 
Chloride (mg/L) 336 353 4.93 







G-8A: Quarterly Sample Radiologies Counting Error 


Gross Alpha Counting 
Gross Alph~ minus 1Jn & minu$ Rn and U Error :S Within 


Well u Precisio11 ~-+'/·) 20% GW€1.. GWCL? 
MW-11 1.35 0.404 N 3.75 y 


MW-14 1.00 U 0.362 NC 7.5 NC 
MW-25 1.30 0.375 N 7.5 y 


MW-26 3.21 0.517 y 4.69 NIA 
MW-30 1.36 0.389 N 3.75 y 


MW-31 1.22 0.364 N 7.5 y 


MW-36 l.OOU 0.213 NC 7.5 NC 
MW-65 1.12 0.386 N 7.5 y 


MW-75 1.23 0.356 N 7.5 y 


NIA - the counting error is less than 20% of the activity as required by the GWDP and this check column is not 
applicable. 
NC= Not calculated. The sample results are nondetect and the check is not applicable. 







G-88: Radiologies Counting Error for Accelerated Samples 


There are no accelerated samples collected for Gross Alpha. 







G-9A: Quarterly Sample Laboratory Matrix QC 


M ' S .k <ft R C atrix ;p1 e o ecovery omparison 


Lab Report Well Analyte MS %REC MSD%REC REC Range 
1809298 MW-25 Calcium* NC NC 70-130 
1809298 MW-25 Magnesium* NC NC 70-130 
1809298 MW-25 Sodium* NC NC 70-130 
1809298 MW-25 Maganese* NC NC 75-125 
1809298 MW-35 Ammonia as (N) 148 147 90-110 
1809298 MW-25 Ammonia as (N) 153 151 90-110 
1810115 MW-36 Calcium* NC NC 70-130 
1810115 MW-36 Sodium* NC NC 70-130 
1810115 MW-36 Magnesium* NC NC 70-130 
1810115 MW-36 Ammonia as (N) 143 144 90-110 
1810115 MW-75 Ammonia as (N) 145 142 90-110 
1810115 MW-36 Naphthalene 83.6 60.4 41-131 


* Recovery was not calculated as the analyte level in the sample was greater than 4 times the spike amount 
NA: QC was not performed on an EFRI sample. 


Method Blank Detections 
All Method Blanks for the quarter were non-detect. 


Laboratory Control Sample 
All Laboratory Control Samples were within acceptance limits for the quarter. 


L b a oratory D r o/t R up 1cate o ecovery C ompar1son 


I Lab 
Sample Result Duplicate 


Lab Report Well Analyte (mg/L) Result (mg/L) RPO% 
1810115 MW-36 Total Dissolved Solids 4320 4100 5.32 


RPD 
RPD Range 
NC 20 
NC 20 
NC 20 
NC 20 


0.813 10 
0.962 10 
NC 20 
NC 20 
NC 20 


0.694 10 
2.44 10 
32.2 25 


RPD 
Range 


% 
5 







G-9B: Accelerated Laboratory Matrix QC 


Matrix Spike % Recovery Comparison 
All Matrix Spike s were within acceptance limits for the quarter. 


Laboratory Duplicate % Recovery Comparison 
All Laboratory Duplicates were within acceptance limits for the quarter. 


Method Blank Detections 
All Method Blanks for the quarter were non-detect. 


Laboratory Control Sample 
All Laboratory Control Samples were within acceptance limits for the quarter. 







TabH 


Kriged Current Quarterly Groundwater Contour Map 
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perched monitoring well 
installed February, 2018 showing 
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NOTES: MW-4, MW-26, TW4-1, TW4-2, TW4-4, TW4-11, TW4-19, TW4-20, TW4-21, TW4-37, TW4-39 and TW4-41 are chloroform pumping wells; TW4-22, TW4-24 
TW4-25 and TWN-2 are nitrate pumping wells; TW4-1, TW4-2, TW4-11 and TW4-41 water levels are below the base of the Burro Canyon Formation 


HYDRO 
GEO 
CHEM, INC. 


KRIGED 3rd QUARTER, 2018 WATER LEVELS 
WHITE MESA SITE 


f\PPROVED DATE REFERENCE 


H:/718000/nov18/WUUwl0918.srf 


FIGURE 


H-1 







Tab I 


Groundwater Time Concentration Plots 
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Time concentration plots for MW-02 
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Time concentration plots for MW-15 
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Time concentration plots for MW-18 
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Time concentration plots for MW-19 
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Time concentration plots for MW-22 
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CSV Transmittal Letter 







Kathy Weinel 


From: 
Sent: 
To: 
Cc: 


Subject: 
Attachments: 


Dear Mr. Goble, 


Kathy Weinel 
Tuesday, November 13, 2018 12:47 PM 
Phillip Goble 
'Thomas Rushing'; David Frydenlund; Logan Shumway; Scott Bakken; Terry Slade; Paul 
Goranson 
Transmittal of CSV Files White Mesa Mill 2018 Q3 Groundwater Monitoring 
Q3 2018 Analytical data.csv; Q3 2018 DTWs -all programs.csv; Q3 2018 Field Data.csv 


Attached to this e-mail is an electronic copy of laboratory results for groundwater monitoring conducted at the White 
Mesa Mill during the third quarter of 2018, in Comma Separated Value (CSV) format. 


Please contact me at 303-389-4134 if you have any questions on this transmittal. 


Yours Truly 


Kathy Weinel 


t!F 
,~"""""" Energy Fuels Resources (USA) Inc. 


Kathy Weinel 
Quality Assurance Manager 


t: 303.389.4134 It: 303.389.412s 
225 Union Blvd., Suite 600 
Lakewood, CO 80228 


http://www.energyfuels.com 


This e-mail is intended for the exclusive use of person(s) mentioned as the recipient(s) . This message and any attached files with it are confidential and may 
contain privileged or proprietary information. If you are not the intended recipient(s) please delete this message and notify the sender. You may not use, distribute 
print or copy this message if you are not the intended recipient(s). 
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